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Series Preface 



The Springer Handbook of Auditory Research presents a series of com- 
prehensive and synthetic reviews of the fundamental topics in modern 
auditory research. The volumes are aimed at all individuals with interests 
in hearing research including advanced graduate students, post-doctoral 
researchers, and clinical investigators. The volumes are intended to intro- 
duce new investigators to important aspects of hearing science and to help 
established investigators to better understand the fundamental theories and 
data in fields of hearing that they may not normally follow closely. 

Each volume is intended to present a particular topic comprehensively, 
and each chapter serves as a synthetic overview and guide to the literature. 
As such, the chapters present neither exhaustive data reviews nor original 
research that has not yet appeared in peer-reviewed journals. The volumes 
focus on topics that have developed a solid data and conceptual foundation 
rather than on those for which a literature is only beginning to develop. 
New research areas will be covered on a timely basis in the series as they 
begin to mature. 

Each volume in the series consists of approximately five to nine sub- 
stantial chapters on a particular topic. In some cases, the topics will be ones 
of traditional interest for which there is a substantial body of data and 
theory, such as auditory neuroanatomy (Vol. 1) and neurophysiology (Vol. 
2). Other volumes in the series will deal with topics that have begun to 
mature more recently, such as development, plasticity, and computational 
models of neural processing. In many cases, the series editors will be joined 
by a co-editor having special expertise in the topic of the volume. 



Arthur N. Popper, College Park, MD 
Richard R. Fay, Chicago, IL 




Volume Preface 



The auditory prosthesis is perhaps the most successful neural prosthesis 
that uses electric stimulation to enhance or restore human neural, sensory, 
and motor function. Auditory prostheses have been used successfully to 
partially restore hearing in more than 60,000 hearing-impaired people 
worldwide. The auditory prostheses range from early single-electrode to 
modern multiple-electrode cochlear implants that bypass the damaged 
cochlea and stimulate the auditory nerve with electric currents. They also 
include specifically designed short electrodes and signal processing schemes 
that optimally combine the residual low-frequency acoustic hearing and the 
high-frequency electric hearing. Furthermore, the auditory prostheses may 
stimulate the auditory brainstem or cortex in patients whose auditory nerve 
is not accessible because of, for example, acoustic tumors. This volume 
focuses on cochlear implants, but also discusses the design principles and 
performance data for other types of auditory prostheses. 

In Chapter 1, Zeng gives a fascinating and highly useful historical 
overview of the auditory prostheses and sets the content for the rest of this 
volume. Wilson (Chapter 2) then details the engineering design of the audi- 
tory prostheses from microphones to speech processors and from trans- 
mission links to electrodes. Niparko (Chapter 3) provides a detailed account 
of the evolving criteria in patient selection and additionally the surgical, 
cost-utility, educational, pre- and postoperative issues in cochlear implants. 
In Chapter 4, Leake and Rebscher address the anatomical and histological 
changes as a consequence of auditory deprivation as well as electric stim- 
ulation. Abbas and Miller (Chapter 5) then focus on the biophysical and 
physiological aspects of electrical stimulation of the auditory nerve, and 
Hartmann and Krai (Chapter 6) emphasize the central auditory system’s 
responses to electric stimulation. McKay (see Chapter 7) compares the psy- 
chophysical measures between acoustic and electric hearing in humans and 
provides critical information regarding the stimulus coding in electric 
hearing. Shannon, Fu, Galvin, and Friesen (Chapter 8) discuss speech pro- 
cessing and performance with cochlear implants, auditory brainstem 
implants, bilateral cochlear implants, and combined acoustic and electric 
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hearing. Finally, Pisoni and Cleary (Chapter 9) discuss the view that the 
individual differences observed in the present cochlear implant users may 
be to a large extent due to differences in learning, memory, and cognitive 
processes in these individuals. 

Chapters in a number of previous volumes in the Springer Handbook of 
Auditory Research series have direct relevance to chapters in this volume. 
For example, the material in Chapter 6 of this volume can be expanded 
upon by reading chapters by Oertel and by Covey and Cassedy on the audi- 
tory CNS in volume 15 of the series ( Integrative Functions in the Mam- 
malian Auditory Pathway). Chapter 7 in this volume is complemented by 
chapters on psychophysics by Oxenham and Bacon in volume 17 ( Com- 
pression: From Cochlea to Cochlear Implants) and in volume 3 (Human 
Psychophysics). Other perspectives on auditory prostheses can also be 
found in chapters by Levitt and Zeng in volume 17 and as related to speech 
processing in chapters by Edwards and Clarke in volume 18 ( Speech Pro- 
cessing in the Auditory System). 



Fan-Gang Zeng, Irvine, CA 
Arthur N. Popper, College Park, MD 
Richard R. Fay, Chicago, IL 
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Auditory Prostheses: Past, Present, 
and Future 

Fan-Gang Zeng 



1. Introduction 

The auditory prosthesis is perhaps the most successful neural prosthesis 
that uses electric stimulation to enhance or restore human neural, sensory, 
and motor function. Although a visual prosthesis is still in an early experi- 
mental stage, auditory prostheses have been used successfully to partially 
restore hearing in more than 60,000 hearing-impaired people worldwide. 
The auditory prostheses range from early single-electrode to modern 
multiple-electrode cochlear implants that bypass the damaged cochlea and 
stimulate the auditory nerve with electric currents. They also include spe- 
cifically designed short electrodes and signal processing schemes that can 
be used to stimulate the auditory nerve while preserving the residual low- 
frequency hearing for optimally combined acoustic and electric hearing. 
Furthermore, the auditory prostheses may stimulate the auditory brainstem 
or cortex in patients whose auditory nerve is not accessible because of, for 
example, acoustic tumors. This volume focuses on cochlear implants, but 
also discusses the design principles and performance data for other types 
of auditory prostheses. 

A multidisciplinary approach is needed to ensure the successful applica- 
tion of an auditory prosthesis. Hearing and speech scientists, physiologists, 
and psychologists have to derive the working principles underlying signal 
conversion, processing, transmission, and delivery to the neural tissue. Bio- 
medical engineers and material scientists have to design and fabricate the 
actual device so that it is safe, biocompatible, functional, power efficient, 
and cosmetically appealing. Clinicians including audiologists, speech pathol- 
ogists, and physicians have to assess the patient’s candidacy, perform the 
implantation, and conduct postsurgical rehabilitation. This volume empha- 
sizes the basic principles underlying this multidisciplinary approach. 

With the exponential growth in both patient population and scientific 
output, the auditory prosthesis has become an active and important area in 
auditory research. In addition to addressing questions specifically related 
to the safety and efficiency in electric stimulation of the auditory nerve, the 
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auditory prosthesis has been used extensively as a unique research tool to 
probe the basic mechanisms in auditory processing. For example, auditory 
prostheses have been used to infer coding mechanisms of loudness and 
pitch (Zeng and Shannon 1994; Carlyon et al. 2002; Zeng 2002), relative 
contribution of temporal and spectral cues to speech and auditory pro- 
cessing (Shannon et al. 1995; Smith et al. 2002), language development and 
critical periods in children (Svirsky et al. 2000; Sharma et al. 2002), as 
well as brain plasticity and across-modality processing (Ponton et al. 1996; 
Giraud et al. 2001; Lee et al. 2001). This volume reviews the latest devel- 
opment in these areas of exciting research and also forecasts future direc- 
tions in an attempt to stimulate new research. 



2. History and Present Status 

The history of auditory prostheses is relatively short yet inspirational, and 
filled with pioneering spirits. The Italian scientist Alessandro Volta (1800) 
is credited with being the first to demonstrate that electric stimulation could 
directly evoke auditory, visual, olfactory, and touch sensations in humans. 
When he invented the battery about 200 years ago, one thing he did was to 
place one of the two ends of a 50-volt battery in each ear. He then observed, 
“At the moment when the circuit was completed, I received a shock in the 
head, and some moments after I began to hear a sound, or rather noise in 
the ears, which I cannot well define: it was a kind of crackling with shocks, 
as if some paste or tenacious matter had been boiling . . . The disagreeable 
sensation, which I believe might be dangerous because of the shock in the 
brain, prevented me from repeating this experiment.” 

Perhaps because of Volta’s warning, electric stimulation of the auditory 
system was seldom reported for another 150 years until modern electronic 
technology emerged. Equipped with vacuum-tube-based oscillators and an 
amplifier, as well as a 10-cm copper wire with a roughened end serving as 
an electrode placed in the ear canal and absorbent cotton as insulation, S.S. 
Stevens and his colleagues conducted a series of studies to reexamine the 
electric stimulation of hearing (Stevens 1937; Stevens and Jones 1939; Jones 
et al. 1940). They identified at least three mechanisms that were responsi- 
ble for the “electrophonic perception.” The first mechanism is related to 
what Kiang and Moxon (1972) call an “electromechanical effect,” in which 
electric stimulation causes the hair cells in the cochlea to vibrate, resulting 
in a perceived tonal pitch at the signal frequency as it was acoustically 
stimulated. The second mechanism is related to the tympanic membrane’s 
conversion of the electric signal into an acoustic signal, resulting in a tonal 
pitch perception but at the doubled signal frequency. Stevens and his 
colleagues were able to isolate the second mechanism from the first because 
they found that only the original signal pitch was perceived with electric 
stimulation in patients lacking the tympanic membrane. The third mecha- 
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nism is related to direct electric activation of the auditory nerve, because 
some patients reported a noise-like sensation in response to sinusoidal elec- 
trical stimulation, much steeper loudness growth with electric currents, and 
occasionally activation of facial nerves. However, the first direct evidence 
of electric stimulation of the auditory nerve was offered by a group of 
Russian scientists who reported hearing sensations with electric stimulation 
in a deaf patient whose middle and inner ears were damaged (Andreev 
et al. 1935). 

The modern era of cochlear implants started with a French physician, 
Djourno, and his colleagues, who reported in 1957 successful electric 
stimulation of hearing in two totally deafened patients (Djourno and Eyries 
1957). Their success spurred an intensive level of activity in attempts to 
restore hearing to deaf people on the U.S. west coast in the 1960s and 1970s 
(Doyle et al. 1964; Simmons 1966; Michelson 1971; House and Urban 1973). 
Animal models of electric hearing were also developed to compare the 
neural activation patterns between acoustic and electric stimulation of the 
inner ear (Kiang and Moxon 1972; Simmons and Glattke 1972; Merzenich 
et al. 1973). Although the methods were crude compared with today’s tech- 
nology, these early studies identified critical problems and limitations that 
needed to be considered and overcome for successful implementation of 
electric hearing. For example, they observed that compared with acoustic 
hearing, electric hearing of the auditory nerve produced a much narrower 
dynamic range, much steeper loudness growth, temporal pitch limited to 
several hundred hertz, and much broader or no tuning. Bilger et al. (1977) 
provided a detailed account of these earlier activities. 

On the commercial side, the House-3M single-electrode implant became 
the first Food and Drug Administration (FDA)-approved device in 1984 
and had several hundred users. The University of Utah developed a six- 
electrode implant with a percutaneous plug interface and also had several 
hundred users. The Utah device was called either the Ineraid or Symbion 
device in the literature and was well suited for research purposes (Edding- 
ton et al. 1978; Wilson et al. 1991; Zeng and Shannon 1994). The University 
of Antwerp in Belgium developed the Laura device that could deliver either 
8-channel bipolar or 15-channel monopolar stimulation. The MXM 
laboratories in France also developed a 15-channel monopolar device, the 
Digisonic MX20. These devices were later phased out and are no longer 
available commercially. At present, there are three major cochlear implant 
manufacturers including Advanced Bionics Corporation, U.S. (Clarion); 
Med-El Corporation, Austria; and Cochlear Corporation, Australia 
(Nucleus). 

The number of cochlear implant users has grown exponentially to a total 
of 60,000 worldwide, including 20,000 children. Functionally, the cochlear 
implant has evolved from the single-electrode device that was used mostly 
as an aid for lip-reading and sound awareness to modern multielectrode 
devices that can allow an average user to talk on the telephone. Figure 1.1 
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Figure 1.1. Sentence recognition in quiet conditions in cochlear implant users. The 
x-axis labels show the type of device (3 M House, Nucleus, Ineraid, Clarion, C-II, 
and Med-EI), the processor model (WSP, WSP II, MSP, Spectra, Combi, and Tempo), 
the place where the studies were conducted [Massachusett Institute of Technology 
(MIT), and Research Triangle Institute (RTI)], and the year of the studies published. 
The y-axis is the percent correct scores for sentence recognition in quiet. The insert 
text on top of each bar indicates the type of electrode (House/3 M) or speech pro- 
cessing strategies used in these devices (ACE: advanced combination encoders; CA: 
compressed analog; CIS: continuous interleaved sampling; SAS: simultaneous 
analog stimulation, SPEAK, spectral peak). The scores in earlier cochlear implants 
(House/3 M, Nucleus WSP, WSP II, MSP, Ineraid MIT, and RTI) were averaged from 
investigative studies published in peer-reviewed journals. The scores in later devices 
were obtained from relatively large-scale company-sponsored clinical trials that had 
also been published in peer-reviewed journals. 



documents the advances made in cochlear implants in terms of speech per- 
formance over the past 20 years. The early single-electrode device provided 
essentially no open-set speech recognition except in a few subjects. The 
steady improvement at a rate of about 20 percentage points in speech recog- 
nition was particularly apparent with the Nucleus device. Despite the dif- 
ferences in speech processing and electrode design, there appears to be 
no significant difference in performance among present cochlear implant 
users. 

Cochlear implant research has also improved and matured as a scientific 
field. Figure 1.2 shows the annual number of publications on cochlear 
implants retrieved from the MEDLINE database. As of December 31,2002, 
there were a total of 2489 publications in the database that were related to 
cochlear implants. For comparison, the entry “hearing AND aid” yielded 
a total of 2460 publications, while that for “auditory” yielded 54,194. The 
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Year 



Figure 1.2. Annual number of publications containing “cochlear AND implant” in 
MEDLINE (http://www.pubmed.gov) search; the data were retrieved on March 18, 
2003. The total number of publications from January 1, 1972 through December 31, 
2002 was 2489. The accumulative number of publications in the 1970s, 1980s, 1990s, 
and 2000s was 32, 455, 1391, and 611, respectively. The resulting annual average 
number of publications is displayed in the inserted text. The asterisk on top of the 
bar indicates a year in which a cochlear implant-related article was published in 
either Science or Nature. 



annual number of publications clearly shows an exponential growth 
pattern, mirroring the growth pattern in the number of cochlear implant 
users and also, most likely, in the amount of funding. The growth and matu- 
rity of the implant field are also reflected by the number and density of 
articles published in broad interest-based journals like Science and Nature 
(indicated by the asterisk on top of the bar in Fig. 1.2). The entire 1960s, 
1970s, and 1980s produced two articles published in Science (Simmons et 
al. 1965; Tong et al. 1983). Both were case reports, with Simmons et al. char- 
acterizing basic perceptual consequences in electric hearing and Tong et al. 
showing fused auditory perception by two-electrode stimulation. The 1990s 
produced three Science/Nature articles including the Wilson et al. (1991) 
study on improved speech performance with the continuous interleaved 
sampling strategy, the Zeng and Shannon (1994) study on loudness-coding 
mechanisms inferred from electric stimulation of the auditory nerve and 
brainstem, and the Klinke et al. (1999) study on cortical plasticity in deaf 
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cats induced by long-term electric stimulation. While it is still early in the 
new millennium, there is already one Nature article, by Lee et al. (2001), 
describing the cross-modality plasticity in cochlear implant users, and 
another Science article, by Rauschecker and Shannon (2002), reviewing the 
cochlear and brainstem implants. 



3. Critical Issues in Auditory Prostheses 

More than three decades ago, Simmons (1969) forecasted that we have 
to resolve the following six major problems “before artificial hearing can 
become a reality”: electronics, patient selection, tissue tolerance, long-term 
effects of electric stimulation, selective stimulation of the discrete neurons, 
and stimulus coding and auditory learning. Today, most of these problems 
have been successfully addressed, but several additional issues are also 
identified. This volume deals with both old and new issues that are briefly 
discussed below, and then elaborated upon in the following chapters. 

3.1 Engineering and Clinical Issues 

Taking advantage of the rapid development and innovation in microelec- 
tronics in the last several decades, auditory prostheses have become a safe, 
efficient, and effective medical device that not only restores partial hearing 
to totally deafened persons but also enhances residual hearing in hearing- 
impaired individuals. Wilson (Chapter 2) details the engineering design of 
the auditory prostheses from microphones to speech processors and from 
transmission links to electrodes. Of particular interest to beginners is his 
summary of critical components in the design of cochlear implants (Table 

2.1) and of processing strategies with implant devices in present use (Table 

2 . 2 ) . 

Niparko (Chapter 3) provides a detailed account of the evolving criteria 
in patient selection as well as the surgical, cost-utility, educational, pre- 
and postoperative issues in cochlear implants. Most notably, the audiolo- 
gical criteria for cochlear implantation has relaxed from bilateral total 
deafness (>110 dB HL) in the early 1980s, to severe hearing loss (>70dB 
HL) in the 1990s, and then to the current suprathreshold speech-based 
criteria (<50% open-set sentence recognition with properly fitted hearing 
aids). His treatment on the topics of presurgical evaluations, surgical 
approach and procedure, and electrode insertion are both valuable and 
informative (Figs. 3.3-3.8). 

3.2 Anatomical and Physiological Issues 

Leake and Rebscher (Chapter 4) address issues in tissue tolerance and 
long-term effects of electric stimulation. In addition, their chapter provides 
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an excellent summary of the anatomical and histological changes as a con- 
sequence of auditory deprivation as well as electric stimulation. They 
convincingly demonstrate the protective effect of electric stimulation on the 
auditory nerve (Figs. 4.3-4.5), but more importantly they identify several 
critical problems that directly challenge the present design of auditory 
prostheses, including surgical trauma due to electrode insertion and the 
significant influence of electric stimulation on the central auditory system, 
particularly the developing brain. 

Abbas and Miller (Chapter 5) focus on the biophysical and physiologi- 
cal aspects of electrical stimulation of the auditory nerve. Their treatment 
of the general approach in physiological studies of electric hearing is sys- 
tematic and informative (sections 2 and 3). These sections are particularly 
useful for those who do not have an engineering and quantitative back- 
ground. Their thorough description of the response properties of auditory- 
nerve stimulation (section 4) and spatial patterns of neural excitation 
(section 5) provides the current viewpoint on one of Simmons’ problems 
in stimulus coding and electrode interaction (i.e., “selective stimulation of 
the discrete neurons”). Their chapter also provides a timely treatment on 
changes in response properties with neural degeneration (section 6) and 
with viable hair cells (section 7). 

On the other hand, Hartmann and Krai (Chapter 6) emphasize the 
central auditory system’s responses to electric stimulation. They have 
addressed and also extended Simmons’ “selective stimulation of the dis- 
crete neurons” problem at the central level (Figs. 6.11 and 6.14). Their 
description of the central responses to electric stimulation in animal models 
of acquired and congenital hearing loss (section 4) is illuminating and highly 
relevant to human implantation in pre- and postlingually deafened adults 
as well as in congenitally deafened children. Their discussion on brainstem 
implants (section 3.6) should be of great value to those who are interested 
in directly stimulating the central auditory structure. 

3.3 Perceptual and Cognitive Issues 

McKay (Chapter 7) compares the psychophysical measures between 
acoustic and electric hearing in humans. She highlights the differences in 
intensive, spectral, and temporal processing between acoustic and electric 
stimulation, providing critical information regarding the stimulus coding 
in electric hearing. She also systematically documents the psychophysical 
responses to simple stimuli on a single electrode, more complex multielec- 
trode stimulation, and finally bilateral electric stimulation. She has effec- 
tively addressed Simmons’ “selective stimulation of the discrete neurons” 
problem at the psychophysical level by relating it to the spread of the exci- 
tation pattern, pitch perception, and stimulus space (Figs. 7.1-7.3). 

Shannon et al. (Chapter 8) discuss speech processing and performance 
with cochlear implants, auditory brainstem implants, bilateral cochlear 
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implants, and combined acoustic and electric hearing. It is unlikely 
that Simmons could have anticipated that 35 years later the most pressing 
issue facing auditory prostheses is not how to make artificial hearing 
a reality but rather how to perfect it. Shannon et al. assess the relative 
contribution of amplitude and spectral and temporal cues to speech 
perception, and conclude that the improvement of speech performance 
in the last 20 years is due to faster processors and that more electrodes 
may have reached the “point of diminishing returns.” They believe that 
customized fitting procedures, particularly the frequency-to-electrode 
mapping, need to be developed to meet the different capacities of each 
individual user. 

However, Pisoni and Cleary (Chapter 9) believe that the individual dif- 
ferences observed in the present cochlear implant users may be to a large 
extent due to differences in learning, memory, and cognitive processes in 
these individuals. Their perspective on the large individual variability issue 
is fresh and unique, providing a “top-down” approach complementing 
the traditional “bottom-up” approach. Moreover, their discussion on the 
basic principles underlying the information processing approach (section 3) 
and some measure of the information processing capacity (section 5) should 
stimulate those readers who come to auditory research from the traditional 
biology and engineering fields. Finally, we are beginning to address 
Simmons’ last problem in auditory learning. 



4. Summary and Future Directions 

Thanks to the visionary and inspirational pioneers in electric stimulation of 
hearing, the cochlear implant has proven to be a safe and effective medical 
device. The implant research as a scientific field is also maturing, evidenced 
by the increasing number and quality of publications and scientists in the 
field. As a typical scientific endeavor, we have solved many of the initial 
problems to make artificial hearing into a reality, but more problems have 
emerged to challenge us. There are cultural, educational, ethical, social, and 
economical issues that restrict the widespread application of the cochlear 
implant and demand our attention not only as scientists but also as human 
beings (Niparko, Chapter 3), for example, whether the cochlear implant will 
wipe out the deaf culture and why it cannot be made affordable to the 
majority of deaf people in the world. In addition, there are tremendously 
challenging engineering problems that need to be resolved to make the 
auditory prostheses smaller, more power efficient, more biomimic, and even 
usable as a drug delivery device (Wilson, Chapter 2). However, due to the 
limited scope and nature of this volume, only scientific issues are consid- 
ered in the future directions section. 

Now that artificial hearing has become a reality, the new problems that 
need to be addressed arise from trying to perfect the cochlear implant. 
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Some are long-standing problems in the literature (1, 3, and 4 on the list 
below) while others are emerging (2 and 5): 

1. Restore normal pitch sensation in cochlear implant users. We know 
from Stevens et al.’s pioneering experiments in the 1930s that direct stim- 
ulation of the auditory nerve does not give rise to tonal pitch even with 
sinusoidal stimuli. At present, cochlear implant users can perceive only very 
coarse pitch by either stimulating different electrodes or stimulating the 
same electrode at different rates. While the place pitch resolution is 
severely limited by the available number of electrodes and their ability to 
stimulate a discrete neural population, it is puzzling that the rate pitch 
resolution, even at low frequencies, is still an order of magnitude poorer in 
electric stimulation than acoustic stimulation. For example, a normal- 
hearing listener can discriminate reliably a pitch difference of 1 to 2 Hz at 
100 Hz, but a cochlear-implant listener requires a 10- to 20-Hz difference 
(Zeng 2002). In other words, we have not been able to reproduce a simple 
pure tone sensation in the present cochlear implant users, let alone har- 
monics and music perception. The problem here first at all is to restore pure 
tone perception as measured by the objective frequency discrimination 
task in cochlear implant listeners, and then to restore harmonic pitch per- 
ception as measured by both the psychophysical measures, such as resolved 
versus unresolved harmonics, and the functional measures, such as melody 
recognition. 

2. Introduce the fine structure to the cochlear implant. Acoustic signals 
can be divided into a slow-varying temporal envelope component and a 
fast-varying fine structure component (related to the phase of the stimu- 
lus). Recent perceptual experiments have highlighted the importance of the 
fine structure cues in realistic listening situations (e.g., Smith et al. 2002). 
However, the current cochlear implants either discard entirely the fine 
structure information [e.g., continuous interleaved sampling (CIS), SPEAK, 
and advanced combination encoder (ACE) strategies] or deliver the 
unprocessed, convolved temporal and fine-structure cues [e.g., compressed 
analog (CA) and simultaneous analog stimulation (SAS)]. As a result, the 
present cochlear implant users perform poorly in speech recognition in 
noise, cannot accurately recognize speakers, melodies, and tonal languages, 
and are severely limited in achieving their full potential with the bilateral 
implants. One way to alleviate the requirement for the encoding of the fine 
structure is to increase the number of functional electrodes (see problem 
3, below), and the other way is to utilize innovative signal processing to slow 
down the fast fine structure to frequency modulations that may be per- 
ceived by the cochlear implant users via the existing hardware (Nie et al. 
2003). 

3. Increase the number of functional channels. It is clear that the multi- 
electrode cochlear implant provides better performance than the single- 
electrode implant. However, the numbers game is pretty tricky. Recent 
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studies have revealed that essentially all current implant users achieve an 
asymptotic level of performance functionally equivalent to four to eight 
channels despite the fact that up to 22 electrodes are being stimulated phys- 
ically (Dorman and Loizou 1997; Fishman et al. 1997; Friesen et al. 2001; 
Garnham et al. 2002). Mysteriously, the cause of the four to eight functional 
channel equivalent in the present implant listeners is not their inability to 
discriminate more than that number of electrodes. Clearly the number of 
electrodes does not equal the number of channels. To address this problem, 
we need to understand the relationships among the number of physical 
electrodes, the number of psychophysically discriminable electrodes, 
and the number of functional channels. We also need to understand the 
electrode-neuron interface at the peripheral level (Leake and Rebscher, 
Chapter 4; Abbas and Miller, Chapter 5) and the central level (Hartmann 
and Krai, Chapter 6). To demonstrate how little we understand these rela- 
tionships, we can go back to the Simmons’ original problem on “selective 
stimulation of the discrete neurons.” The traditional wisdom has been that 
more discrete neural stimulation will result in less electrode interaction and 
thus better performance. However, research results directly challenge this 
assumption, as they show that the broader electrode configurations actually 
produce performance equal to or better than the narrower electrode 
configurations (Zwolan et al. 1996; Pfingst et al. 1997). 

4. Improve the implant fitting procedure. The current fitting system 
needs to be significantly modified to achieve improved efficiency and effec- 
tiveness. At present, audiologists spend most of their time adjusting the 
threshold and maximal comfortable loudness on a single electrode stimu- 
lation basis. This labor-intensive and time-consuming fitting procedure is 
not necessary because accurate estimation of the threshold and loudness 
on a single electrode is neither required for high levels of speech perfor- 
mance nor indicative of the realistic wide-band listening situations. The 
loudness measures can be achieved with a combined electrophysiological 
and modeling approach, in which the electrically evoked potentials can be 
used to estimate the dynamic range on individual electrodes (Seyle and 
Brown 2002), and a computational model can predict the overall loudness 
of multielectrode stimulation (McKay, Chapter 7). It is hoped that together 
they can achieve speech performance equivalent to the subjectively 
measured maps. This approach is particularly useful for the growing 
pediatric cochlear implant population. However, to achieve improved 
performance, particularly in speech recognition in noise, we need to solve 
the customized fitting problem that allows efficient and accurate frequency- 
to-electrode mapping in individual cochlear implant listeners (Shannon 
et al., Chapter 8). 

5. Improve presurgical evaluation and postsurgical rehabilitation. 
Despite numerous attempts, we are still far from predicting presurgically 
with reasonable confidence and accuracy the level of postsurgical perfor- 
mance (Niparko, Chapter 3). This has become an increasingly important 




1. Auditory Prostheses: Past, Present, and Future 11 



problem as people with residual hearing and various etiology (e.g., auditory 
neuropathy; see Starr et al. 1996) become candidates for cochlear implants. 
If we cannot predict the outcome, how can we advise a hearing-impaired 
person with 50% or more intelligibility to either get or not get a cochlear 
implant. The solution to this problem may require a combination of the old- 
fashioned promontory stimulation (Abbas and Miller, Chapter 5) and the 
newly developed brain imaging (Hartmann and Krai, Chapter 6) and cog- 
nitive measures (Pisoni and Cleary, Chapter 9). Postsurgical rehabilitation 
presents an equally challenging problem in terms of explaining large indi- 
vidual variability and improving performance particularly in poor users. At 
present there are essentially no postsurgical rehabilitation protocols, but 
limited data have shown improvement with auditory training (Fu et al. 
2001). Formal, structured, and systematic learning protocols ought to be 
developed to help cochlear implant users adapt to the new modality with 
electric hearing. 
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2 

Engineering Design of 
Cochlear Implants 

Blake S. Wilson 



1. Introduction 

The cochlear implant is the most successful neural prosthesis developed to 
date. Approximately 60,000 people have received cochlear implants as of 
this writing. This number exceeds by orders of magnitude the numbers for 
any other type of neural prosthesis. According to the recent National Insti- 
tutes of Health (NIH) Consensus Statement on Cochlear Implants (1995), 
“A majority of those individuals with the latest speech processors for their 
implants will score above 80 percent correct on high-context sentences, 
even without visual cues.” This level of success is truly remarkable, given 
the relatively crude representations of speech and other sounds provided 
by present implant systems. 

Although much progress has been made in the engineering design of 
implant systems, much remains to be done. Patients with the best results 
still do not hear as well as listeners with normal hearing, especially in 
challenging situations such as speech presented in competition with noise 
or other talkers. In addition, some patients still do not enjoy much benefit 
from implants, even with the current speech processing strategies and elec- 
trode arrays. 

This chapter provides an overview of prior and current designs for 
cochlear implants, and presents possibilities for improvements in design. 



2. Components of Implant Systems 

In the great majority of cases, deafness is caused by the absence or degen- 
eration of sensory hair cells in the inner ear. Such loss may be produced by 
gene defects, viral or bacterial labyrinthitis, various autoimmune diseases, 
Meniere’s disease, ototoxic drugs, overexposure to loud sounds, trauma, and 
other causes (see Niparko, Chapter 3). The function of a cochlear implant 
is to bypass the hair cells via direct electrical stimulation of surviving 
neurons in the auditory nerve. In general, at least some neurons survive 
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Figure 2.1. Components of cochlear implant systems: a system with a transcuta- 
neous transmission link (top), and a system with a percutaneous connector 
(bottom). (From Wilson 1993, with permission from the Singular Publishing Group.) 



even in cases of prolonged deafness and even for virulent etiologies such 
as meningitis (see Leake and Rebscher, Chapter 4; Hinojosa and Marion 
1983). 

The essential components of implant systems are shown in Figure 2.1. A 
microphone converts sound into an electrical signal for input to the speech 
processor. The processor transforms that input into a set of stimuli for an 
implanted electrode or array of electrodes. The stimuli are sent to the elec- 
trodes through a transcutaneous link (top) or through a percutaneous 
connector (bottom). A typical transcutaneous link includes encoding of 
the stimulus information for efficient radiofrequency transmission from an 
external transmitting coil to an internal (implanted) receiving coil. The 
signal received by the internal coil is decoded to specify stimuli for the elec- 
trodes. A cable connects the internal receiver/stimulator package to the 
implanted electrodes. In the case of a percutaneous connector, a cable 
connects pins in the connector to the electrodes. 

These components are shown in a different way in Figure 2.2, which is 
a diagram of an implant system that uses a transcutaneous link. In this 
particular system a speech processor is worn on the belt or in a pocket. The 
processor is relatively light and small. A cable connects the output of the 
speech processor (a radiofrequency signal with encoded stimulus informa- 
tion) to a head-level unit that is worn behind the ear. A standard behind- 
the-ear (BTE) housing is used. A microphone is included within the BTE 
housing, and its output signal is amplified and then sent to the speech 
processor through one of the wires in the cable connecting the processor 
and the head-level unit. The external transmitting coil is connected to the 
base of the BTE housing with a separate cable. The external coil is held 
in place over the internal receiver/stimulator package (which includes 
the internal coil) with a pair of external and internal magnets. The 
receiver/stimulator package is implanted in a flattened or recessed portion 
of the skull, posterior to and slightly above the pinna (see Niparko, Chapter 
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Figure 2.2. Schematic drawing of the Med-El Combi 40 implant system, with the 
major components indicated in Figure 2.1. The microphone is mounted in a behind- 
the-ear (BTE) headset. (Courtesy of Med-El GmbH, Innsbruck, Austria.) 



3). The ground electrode is implanted at a location remote from the cochlea, 
usually in the temporalis muscle. For some implant systems, a metallic band 
around the outside of the receiver/stimulator package serves as the ground 
(or reference) electrode. An array of active electrodes is inserted into the 
scala tympani (ST) through the round window membrane or through a 
larger drilled opening at or near the round window. 

An expanded view of the implanted cochlea is presented in Figure 4.1 
in Chapter 4. This figure shows a cutaway drawing of an electrode array 
inserted into the first turn and part of the second turn of the ST. Different 
electrodes, or closely spaced pairs of “bipolar” electrodes (illustrated), 
ideally stimulate different subpopulations of cochlear neurons. Neurons 
near the base of the cochlea (first turn and lower part of the drawing) 
respond to high-frequency sounds in normal hearing, and neurons near the 
apex of the cochlea respond to low-frequency sounds. Most implant systems 
attempt to mimic this tonotopic encoding by stimulating basal electrodes 
to indicate the presence of high-frequency sounds and by stimulating apical 
electrodes to indicate the presence of low-frequency sounds. 

Figure 4.1 in Chapter 4 indicates a partial insertion of the electrode array. 
This is a characteristic of all available ST implants — no array has been 
inserted farther than about 30 mm from the round window membrane, and 
typical insertion depths are much less than that, e.g., 20 to 26 mm. The figure 
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also shows a complete presence of hair cells (in the organ of Corti) and a 
pristine survival of cochlear neurons. However, the number of hair cells is 
either zero or close to it in the deafened cochlea. In addition, survival of 
neural processes peripheral to the ganglion cells (the dendrites, projecting 
from the ganglion cells to the organ of Corti) is rare in the deafened 
cochlea. Survival of the ganglion cells and central processes (the axons) 
ranges from sparse to substantial. The pattern of survival generally is not 
uniform, with reduced or sharply reduced counts of spiral ganglion cells 
in certain regions of the cochlea. In all, the neural “target” for a cochlear 
implant can be quite different from one patient to the next (see Leake and 
Rebscher, Chapter 4). 

Figure 2.2 in the present chapter shows components of the Med-El 
Combi 40 implant system. Other systems share the same basic components 
but are different in detail. For example, systems recently introduced by 
Advanced Bionics Corp., Cochlear Ltd., and Med-El GmbH incorporate 
the speech processor within a BTE housing, eliminating the separate and 
much larger speech processor of prior systems and the cable connecting the 
processor to the BTE housing. The details of processing and of techniques 
for the transmission stimuli or stimulus information across the skin differ 
widely among implant systems. The details of the electrode design also vary 
widely across systems. 

Some of the choices and unknowns faced by designers of implant systems 
are summarized in Table 2.1. Each choice may affect performance, and each 



Table 2.1. Principal options and considerations in the design of cochlear implant 
systems. 



Processing strategy 


Transmission link 


Number of channels 
Number of electrodes and channel-to- 
electrode assignments 
Stimulus waveform 
Pulsatile 
Analog 

Approach to speech analysis 
Filter-bank representation 
Feature extraction 


Percutaneous 

Transcutaneous 

Maximum stimulus update rate, within and 
across channels 

Back telemetry of implant status, electrode 
impedances, and/or intracochlear evoked 
potentials 


Electrodes 


Patient 


Placement 
Extracochlear 
Intracochlear 
Within the modiolus 
Cochlear nucleus 
Bilateral 

Number and spacing of contacts 
Orientation with respect to excitable tissue 


Survival of neurons in the cochlea and 
auditory nerve 

Proximity of electrodes to target 
neurons 

Function of central auditory pathways 
Cognitive and language skills 


Adapted from Wilson et al. 1995, with permission from Mosby-Year Book, Inc. 
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choice may interact with other choices. The variability imposed by the 
patient may be even more important than the particulars of implant design 
(Wilson et al. 1993). Even though any of several implant devices can support 
high levels of speech reception performance for some patients, other 
patients have poor outcomes with each of those same devices. Factors con- 
tributing to this variability may include differences among patients in the 
survival of neural elements in the implanted cochlea, proximity of the elec- 
trodes to the target neurons, integrity of the central auditory pathways, and 
cognitive skills. 

The hardware of implant systems is described in greater detail in the 
remainder of this section. Further discussion of strategies for representing 
speech information with implants is presented in section 3, and further 
discussion about the patient variable is presented in section 4. 

2.1 Microphone 

The microphone typically is placed in the BTE housing or the speech 
processor enclosure. A separate “tie-tack” or “clip-on” microphone also can 
be placed remotely and connected to the speech processor with a thin cable. 
(Connection of a remote microphone typically disables the microphone in 
the BTE housing or speech processor enclosure.) A good microphone for 
an implant system has a broad frequency response but not extending to very 
low frequencies, so as to minimize responses to low-frequency vibrations 
that can be produced by head movements and walking. 

A directional microphone can help in listening to speech under adverse 
conditions, such as attending to one speaker in competition with other 
speakers or in competition with background noise (e.g., as in a cafeteria). 
The directional pattern of sensitivity for a single microphone is determined 
largely by its housing and placement on the body. For example, the head 
can act as a baffle for high-frequency sounds from the contralateral side 
when the microphone is mounted at the side of the head (in a BTE unit). 
The length and orientation of the tube in front of the microphone can affect 
its frequency response and directional pattern. 

The selectivity of the directional pattern can be increased substantially 
with the use of multiple microphones. With two microphones, for example, 
sounds originating between and in front of the microphones produce 
microphone outputs that are in phase with each other, producing a large 
summed output. In contrast, sounds originating from other locations 
produce microphone outputs that are not in phase with each other and 
lower summed outputs. The summed signals emphasize sounds in front of 
the microphones and suppress sounds from other locations. 

Use of dual microphones in conjunction with adaptive filtering tech- 
niques (to enhance the above summation and cancellation effects) has been 
evaluated by Hamacher et al. (1997), and by Wouters and Vanden Berghe 
(2001). Although the processing algorithms and test procedures differed 
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between these two studies, results from each demonstrated highly signifi- 
cant gains in recognition of speech presented in competition with various 
types of noise and at various speech-to-noise ratios (S/Ns). (Another dual- 
microphone system, the Audallion Beamformer, has been made available 
for use with devices manufactured by Cochlear Ltd. Results from evalua- 
tion of this system for speech reception by implant patients have not been 
published; however, a description of the system is presented in Figueiredo 
et al. 2001.) 

One of the future directions for cochlear implants described later in this 
chapter is the use of bilateral implants, for which placement of the micro- 
phones in each of the ear canals may be helpful. Sensing of sound pressure 
within the canal would include the spatially dependent frequency filtering 
provided by the pinna on both sides. (The principal component of the 
filtering is a deep spectral notch at high frequencies, produced by sum- 
mation of sound directly entering the canal and sound reflected off the 
pinna/concha surfaces. The reflection path depends on the location of the 
sound source, and different locations produce different path lengths and 
different frequency positions of the notch.) Such cues might augment other 
cues to sound source location, that would be represented in any case with 
microphones at the standard location or within the canal.* 

2.2 Speech Processor 

The function of the speech processor is to convert a microphone or other 
input (e.g., direct inputs from a telephone, TV, CD player, or FM system) 
into patterns of electrical stimulation. Ideally, the outputs of the speech 
processor represent the information-bearing elements of speech in a way 
that they can be perceived by implant patients. Strategies for achieving this 
objective are described in section 3, below. 

The processor is powered with batteries. Hearing aid batteries are 
used for the head-level processors (processors incorporated into the BTE 
housing), and larger batteries (e.g., two A A batteries) are used for the body- 
worn processors. Battery life typically exceeds 12 to 16 hours, allowing 
patients to use their devices during the waking hours without the need for 
recharging or replacing the batteries. 

Adequate battery life for the head-level processors is made possible 
through the use of low-power integrated circuit technology, particularly 
low-power digital signal processing (DSP) chips that have become available 
in the past 10 years or so. Present head-level processors have all or most of 



*The other principal cues are the interaural differences in amplitude and timing 
produced with sounds at various locations in the lateral plane. Pinna cues vary with 
position in the three-dimensional space, including the vertical plane and front-back 
positions. 
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the capabilities of the body-worn processors for each of the systems. Use 
of head-level processors is rapidly replacing use of body-worn processors, 
as the former are more cosmetic and more convenient than the latter. 

Advances in battery, integrated circuit, and DSP chip technologies have 
been driven by huge commercial markets for mobile phones, portable com- 
puters, and other hand-held or portable instruments. The economic incen- 
tives to develop better batteries and power-efficient chips are enormous. 

Recipients of cochlear implants have benefited from such developments, 
in that the developments have made possible progressively smaller and 
more capable speech processors and implanted receiver/stimulators. Even 
greater reductions in size and increases in capabilities may be available in 
the near future. Fully implantable systems, with the speech processor placed 
in the middle ear cavity, may well be available within the next several years. 1 

2.3. Transmission Link 

A percutaneous connector or transcutaneous link is used to convey 
stimuli or stimulus information from the external speech processor to the 
implanted electrodes. A principal advantage of a percutaneous connector 
is signal transparency, i.e., the specification of stimuli is in no way con- 
strained by the limitations imposed with any practical design of a tran- 
scutaneous transmission link. Also, the percutaneous connector allows 
high-fidelity recordings of intracochlear evoked potentials, which may 
prove to be useful in assessing the physiological condition of the auditory 
nerve on a sector-by-sector basis (Brown et al. 1990, 1998; Wilson et al. 
1997a; Abbas et al. 1999) and for programming the speech processor 
(Brown et al. 1998, 2000; Shallop et al. 1999; Abbas et al. 2000; Mason et al. 
2001; Franck 2002; Gordon et al. 2002; Seyle and Brown 2002).* 

An important advantage of transcutaneous links is that the skin is closed 
over the implanted components, which may reduce the risk of infection 
compared with systems using a percutaneous connector. A disadvantage is 
that only a limited amount of information can be transmitted across the 



development of fully implantable systems is well under way or nearing comple- 
tion at two of the major implant companies, at a new company in Canada, and at 
the University of Michigan. Two of the principal problems facing designers of fully 
implantable systems are (1) specification or design of batteries that do not need to 
be replaced any sooner than every 5 to 10 years, and (2) specification or design of 
microphones that can be implanted under the skin or elsewhere and yet still have 
an adequate signal-to-noise ratio. 

Recordings of intracochlear evoked potentials may be helpful in setting currents 
for threshold and comfortably loud percepts for processors using relatively low rates 
of stimulation. However, the recordings are not good predictors of those currents 
for processors using high rates of stimulation (Zimmerling and Hochmair 2002). 
Although high-fidelity recordings of intracochlear evoked potentials are desirable, 
reduced-fidelity recordings may suffice for certain applications. 
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skin with a transcutaneous link. This usually means that the rates at which 
stimuli can be updated are limited and that the repertoire of stimulus wave- 
forms is limited (e.g., restricted to biphasic pulses only for some systems). 

All commercially available implant systems use a transcutaneous link. 
In some cases, the link is bidirectional, allowing transmission of data from 
the implanted components out to the external coil and speech processor or 
speech processor interface, as well as transmission of data from the speech 
processor to the implanted receiver/stimulator and electrode array. The 
data sent from the implanted components to the external components can 
include: 

• information about the status of the receiver/stimulator, such as measures 

of critical voltages 

• impedances of the implanted electrodes 

• voltages at unstimulated electrodes 

• neural evoked potentials, as recorded using unstimulated electrodes 

Rates of transmission required for the first three measures are relatively 
low. However, high-fidelity recordings of intracochlear evoked potentials 
require high sampling rates (e.g., 50,000 samples/s), high resolution (e.g., a 
resolution of 12 bits or higher for the analog-to-digital converter), and rapid 
recovery of the recording amplifiers from the saturation produced by the 
presentation of stimulus pulses (van den Honert et al. 1997; Wilson 1997). 
The CI24M implant system, manufactured by Cochlear Ltd., has a capabil- 
ity to record intracochlear evoked potentials and to send the results from 
the internal receiver/stimulator to the external coil and speech processor 
interface (Brown et al. 1998). The arrangement for recording intracochlear 
evoked potentials is shown in Figure 2.3. A separate computer is used in 
conjunction with the speech processor interface and transcutaneous link to 
specify and transmit the stimuli to the selected stimulus electrode (or elec- 
trode pair) via the forward path of the link. Following delivery of the stim- 
ulus pulses, voltages recorded at the selected (unstimulated) electrode are 
encoded for transmission from the implanted receiver/stimulator back out 
to the external coil and speech processor interface. The computer then is 
used to reconstruct and plot the data received from the internal 
components. 

The “neural response telemetry” feature of the CI24M implant does not 
fulfill the requirements for high-fidelity recordings noted above, and the 
types of stimuli that can be specified are limited. (For example, the feature 
has a maximum sampling rate of 20 kHz in an “interlaced” mode and a sam- 
pling resolution of approximately 9 bits.) However, the data obtained with 
its use may well be helpful in assessing the status of the nerve and for the 
fitting of speech processors (Abbas et al. 1999; Shallop et al. 1999; Brown 
et al. 2000; Mason et al. 2001; Franck 2002; Gordon et al. 2002; Seyle and 
Brown 2002). 
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Figure 2.3. Schematic diagram of the system used for recording intracochlear 
evoked potentials in the CI24M device. EAP: Electrically evoked whole nerve 
Action Potential. (Courtesy of Cochlear Corporation, Englewood, CO, the U.S. sub- 
sidiary of Cochlear Ltd., Sydney, Australia.) 



A capability for recording intracochlear evoked potentials also has been 
included in the new Clarion implant system (Frijns et al. 2002), and is called 
“neural response imaging” for that system. The recordings are made with a 
9-bit analog-to-digital converter, and with sampling rates as high as 60 kHz. 
The recording amplifier also has an exceptionally fast recovery from prior 
saturation (less than 20 microseconds). These specifications allow better 
recordings than those obtained with the back-telemetry feature of the 
CI24M implant system. Such recordings may prove to be especially useful 
for assessing the physiological status of the nerve on a sector-by-sector basis. 



2.4 Electrodes 

The electrodes for the great majority for current implant systems are placed 
in the ST. The ST offers an accessible site that is relatively close to the spiral 
ganglion, which is not readily accessible with present surgical techniques 
(see Niparko, Chapter 3). The electrodes and electrode carrier (together 
called the electrode array) must be biocompatible and remain so over the 
life span of the patient. The array must also be mechanically stable and facil- 
itate atraumatic insertion. Surgical handling of the array is determined by 
its stiffness and cross-sectional area. In general, flexible arrays and narrow 
cross-sectional areas facilitate insertion. Also, use of biocompatible lubri- 
cants, such as hyaluronic acid, can facilitate insertion (Laszig et al. 2002). 

Intracochlear electrodes can be stimulated in either a monopolar or 
bipolar configuration. In the monopolar configuration, each intracochlear 
electrode is stimulated with reference to a remote electrode, usually in the 
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temporalis muscle or outside of the case of the implanted receiver/stimu- 
lator. In the bipolar configuration, one intracochlear electrode is stimulated 
with reference to another (nearby) intracochlear electrode. Different pairs 
of electrodes are used to stimulate different sites along the electrode array. 

The spatial specificity of stimulation, for selective activation of different 
populations of cochlear neurons, depends on many factors, including: 

• whether neural processes peripheral to the ganglion cells are present or 

absent 

• the number and distribution of surviving ganglion cells 

• the proximity of the electrodes to the target neurons 

• the electrode coupling configuration 

These factors can interact in ways that produce selective excitation fields 
for monopolar or bipolar stimulation and in ways that produce broad exci- 
tation fields for either type of stimulation. For example, highly selective 
fields can be produced with bipolar electrodes oriented along the length 
of surviving neural processes peripheral to the ganglion cells (e.g., van den 
Honert and Stypulkowski 1987). Highly selective fields also can be pro- 
duced with close apposition of monopolar electrodes to the target neurons 
(e.g., Ranck 1975) or through use of “field steering” arrangements in which 
the field produced by a central electrode is sharpened with the simultane- 
ous application of opposite-phase fields at neighboring electrodes (e.g., Jolly 
et al. 1996). 

In general, broad fields become more likely with increasing distance 
between electrodes and target neurons for either coupling configuration. 
Broad fields (produced by high stimulus levels) may be required for 
adequate stimulation of cochleas with sparse nerve survival. 

An important goal of implant design is to maximize the number of largely 
non-overlapping populations of neurons that can be addressed with the 
electrode array. This might be accomplished through the use of a bipolar 
coupling configuration for some situations or through positioning of elec- 
trode contacts immediately adjacent to the inner wall of the ST. Such posi- 
tioning would minimize the distance between the contacts and the ganglion 
cells. 

Several new designs of electrode arrays produce close positioning of the 
array next to the inner wall of the ST (e.g., Gstoettner et al. 2001; Balkany 
et al. 2002). Such placements can not only increase the spatial specificity of 
stimulation, as noted above, but also produce reductions in threshold and 
increases in the dynamic range of stimulation (Ranck 1975; Shepherd et al. 
1993; Cohen et al. 2001). 

Although placements next to the inner wall appear to produce beneficial 
effects in the basal turn of the cochlea, the relative efficacy of the place- 
ments may be limited in higher turns. In particular, perimodiolar place- 
ments may not be any more effective in the higher turns than standard 
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Figure 2.4. Depiction of the anatomic courses of the basilar membrane (outer 
spiral) and the spiral ganglion (inner spiral). (Diagram courtesy of Darlene Ketten 
and adapted from Ketten et al. 1997.) 



placements (electrode array out against the lateral wall of the ST, see 
Shepherd et al. 1985, 1993; Gstoettner et al. 2001), due to (1) different 
anatomic courses of the ST and spiral ganglion, and (2) a relatively non- 
differentiated “clustering” of spiral ganglion cells at about the level of the 
second turn of the ST. Figure 2.4 illustrates these different anatomic courses 
(Ketten et al. 1997; also see Ariyasu et al. 1989). The course of the basilar 
membrane is depicted by the outer spiral and the course of Rosenthal’s 
canal (and, within it, the spiral ganglion) is depicted by the inner spiral. 
Rosenthal’s canal has l 3 / 4 turns, whereas the ST has 2 3 / 4 turns. Closer appo- 
sition of electrodes next to the medial wall of the ST may well reduce the 
distance between the electrodes and target ganglion cells in the basal turn, 
but the distance may not be substantially reduced for higher turns. In addi- 
tion, stimulation by electrodes at the second turn and higher is likely to 
excite the cluster of cells at the apex of the spiral ganglion (not illustrated 
in the figure or in Figure 4.1 in Chapter 4). Thus, different stimulus sites at 
and beyond the second turn may not address significantly different popu- 
lations of neurons. (However, some survival of peripheral processes in the 
apical region of the cochlea might allow selective activation of those neural 
elements with deeply inserted electrodes.) 

A further possible limitation of perimodiolar electrode arrays has been 
suggested by Frijns et al. (2001). Results from their modeling studies have 
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indicated that perimodiolar electrodes beyond the first turn may stimulate 
axons in the modiolus at lower current levels than the nearest ganglion 
cells. The axons are “fibers of passage,” from ganglion cells and peripheral 
processes that innervate higher turns of the cochlea. Exclusive stimulation 
of such fibers at relatively low current levels would be expected to produce 
unintended (and tonotopically misplaced) percepts for the patient. Stimu- 
lation of both the fibers and nearby ganglion cells at higher levels would be 
expected to produce complex percepts, that would correspond to excitation 
in multiple turns of the cochlea. 

Although perimodiolar placements may not be a panacea, such place- 
ments can increase the spatial specificity and dynamic range of stimulation 
at least in the basal turn. The placements also can reduce thresholds and 
increase dynamic range for most or all electrodes in the array. These 
changes may in turn produce improvements in the speech reception per- 
formance of implant systems. 

An alternative to perimodiolar placements is to implant electrodes 
directly within the auditory nerve (Simmons 1966). This relatively old 
concept has been resurrected by a team at the University of Utah (Maynard 
et al. 2001). The development includes refinement of surgical approaches 
and placements, and fabrication of an 8 x 10 array of pin electrodes suit- 
able for a lifetime of use in humans. The dimensions of the array (1.4 mm 
x 1.8mm, with 200pm spacing between adjacent pins) and graded lengths 
of the pins (with the longest pins at 1.5 mm) approximate the cross-sectional 
dimensions of the auditory nerve at the level of the basal turn, where the 
array is to be implanted. 

An intramodiolar implant offers the likely advantages of lower currents 
required for threshold stimulation, greater spatial selectivity of stimulation, 
and a greater number of stimulus sites, compared with ST implants, includ- 
ing ST implants with perimodiolar placements of electrodes. On the other 
hand, mapping of processor channel outputs onto stimulus electrodes is 
likely to be far more complex with intramodiolar implants. The “roping” 
structure of the auditory nerve presents a complex anatomy compared with 
the cochleotopic organization of the spiral ganglion in Rosenthal’s canal, 
and that complexity without doubt will complicate the fitting of speech 
processors used in conjunction with intramodiolar electrodes. (This 
problem might be addressed by placing a temporary ST implant at surgery, 
following placement of the intramodiolar implant. Each electrode of the ST 
implant would then be stimulated in sequence while recording the pattern 
of neural responses across all electrodes in the intramodiolar implant. Maps 
of the intramodiolar pin positions that correspond to the different sites of 
ST stimulation could be constructed from the recordings. Upon completion 
of the recordings, the temporary ST implant would be withdrawn and the 
remainder of the surgery completed. The maps of the pin positions could 
greatly facilitate the fitting of the speech processor at a later time.) 
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3. Strategies for Representing Speech Information 
with Implants 

The performance of cochlear implants has improved dramatically since the 
introduction of single-channel devices in the mid-1970s. A large increment 
in performance was obtained with the use of multiple channels of process- 
ing and stimulation in the early 1980s (Gantz et al. 1988; Cohen et al. 1993). 
Steady and large improvements since that time have been produced with 
developments in speech processor design (e.g., Loizou 1998, 1999; Wouters 
et al. 1998; Clark 2000; Wilson, 2000b; David et al. 2003). Differences in the 
design of the multiple-electrode arrays have not produced obvious 
differences in performance to date, although in some studies a monopolar 
coupling configuration provided better results than a bipolar coupling 
configuration, using the Nucleus 22 electrode array (Zwolan et al. 1996; 
Franck et al. 2003). 

Present strategies for representing speech information with cochlear 
implants are listed in Table 2.2. They include the continuous interleaved 
sampling (CIS; see Wilson et al. 1991), spectral peak (SPEAK; see Skinner 
et al. 1994; Seligman and McDermott 1995; Patrick et al. 1997), advanced 
combination encoder (ACE; see Arndt et al. 1999; Vandali et al. 2000; Kiefer 
et al. 2001), “rc-of-ra” (corresponding to selection of n among m channels 
for stimulation in each “sweep” across channels; see Wilson et al. 1988; 
McDermott et al. 1992; Lawson et al. 1996; Ziese et al. 2000), and simulta- 
neous analog stimulation (SAS; see Battmer et al. 1997; Osberger and 
Fisher 2000) strategies. As described in the references above, each of these 
strategies can support relatively high levels of speech reception for a sub- 



Table 2.2. Processing strategies used with implant systems in present use. 



System 


CIS 


n-of-m 


ACE 


SPEAK 


SAS 


Combi 40, 40+ 


• 


• 








Laura 


• 










cm 








• 




CI24M 


• 




• 


• 




Clarion 


• 








• 



Note: The Combi 40 and Combi 40+ systems are manufactured by Med-El GmbH of 
Innsbruck, Austria; the Laura system was recently manufactured by Philips Hearing Instru- 
ments and before that by Antwerp Bionic Systems, in Antwerp, Belgium (manufacture of this 
system has been discontinued); the CI22 was manufactured by Cochlear Ltd. of Sydney, Aus- 
tralia, up until 1997; the CI24M system is manufactured by Cochlear Ltd. now; and several 
versions of the Clarion system have been manufactured by Advanced Bionics Corp. of Sylmar, 
CA. As described in Wilson, 2000b, the ACE strategy can be regarded as a close variation of 
the n-of-m strategy. Systems are listed in the leftmost column and the strategies used with each 
are indicated in the remaining columns. See text for full names of the strategies. Note that the 
strategies indicate broad categories and that the details of implementation for a given strat- 
egy can vary (sometimes widely) across systems. 
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Figure 2.5. Block diagram of a continuous interleaved sampling (CIS) processor. 
Pre-emp.: preemphasis; BPF: band pass filter; Rect.: rectifier; LPF: low-pass filter; 
EL: electrode. (Adapted from Wilson et al. 1991, with permission from Macmillan 
Publishers Ltd.) 



stantial subpopulation of users. However, a wide range of outcomes persists 
with any of the strategies, with some users obtaining only modest if any 
benefit from their implants. 

3.1 CIS Strategy 

As indicated in Table 2.2, the CIS strategy is available as a processing option 
for each of the three major implant systems in current use. A block diagram 
of the strategy is presented in Figure 2.5. Inputs from a microphone and 
optional automatic gain control (AGC) are directed to a preemphasis filter, 
which attenuates frequency components below 1.2 kHz at 6dB/octave.This 
preemphasis helps relatively weak consonants (with a predominant fre- 
quency content above 1.2 kHz) compete with vowels, which are intense 
compared with most consonants and have strong components below 

1.2 kHz. 

The output of the preemphasis filter is directed to a bank of bandpass 
channels. Each channel includes stages of bandpass filtering, envelope 
detection, and compression. Envelope detection typically is accomplished 
with a rectifier, followed by a low-pass filter (a Hilbert transform also has 
been used for envelope detection, see, e.g., Helms et al. 2001). A logarith- 
mic transformation is used to map the relatively wide dynamic range of 
derived envelope signals onto the narrow dynamic range of electrically 
evoked hearing. The channel outputs are used to modulate trains of bipha- 
sic pulses. This transformation produces a normal or nearly normal growth 
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Figure 2.6. Stimuli produced by a simplified implementation of a continuous inter- 
leaved sampling (CIS) processor. The top panels show preemphasized (6dB/octave 
attenuation below 1.2 kHz) speech inputs. An input corresponding to a voiced 
speech sound (“aw”) is shown in the left panel and an input corresponding to an 
unvoiced speech sound (“t”) is shown in the right panel. The bottom panels show 
stimulus pulses produced by a CIS processor for these inputs. The numbers indicate 
the electrodes to which the stimuli are delivered. The lowest number corresponds 
to the apical-most electrode and the highest number to the basal-most electrode. 
The pulse amplitudes in the figure reflect the amplitudes of the envelope signals for 
each channel. In actual implementations, the range of pulse amplitudes is com- 
pressed using a logarithmic or power-law transformation of the envelope signal for 
each channel. The duration of each of the trances is 25.4ms. (Adapted from Wilson 
et al. 1991, with permission from Macmillan Publishers Ltd.) 



of loudness with increases in sound level (Eddington et al. 1978; Zeng and 
Shannon 1992; Dorman et al. 1993). The modulated pulses for each channel 
are applied through a percutaneous or transcutaneous link to a corre- 
sponding electrode in the cochlea. Stimuli derived from channels with low 
center frequencies for the bandpass filter are directed to apical electrodes 
in the implant, and stimuli derived from channels with high center fre- 
quencies are directed to basal electrodes in the implant. 

Patterns of stimulation for a simplified implementation of a four-channel 
CIS processor are illustrated in Figure 2.6. Speech inputs are shown in the 
top panels, and stimulus pulses are shown for each of four electrodes (and 
channels) in the bottom panels. The four electrodes are arranged in an apex- 
to-base order, with electrode 4 being the most basal. The amplitudes of the 
pulses for each of the electrodes are derived from the envelope signals in 
the corresponding bandpass channels. The envelope signal in the bandpass 
channel with the lowest center frequency controls the amplitudes of pulses 
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Figure 2.7. Expanded display of continuous interleaved sampling (CIS) stimuli. 
Pulse duration per phase ( d ) and the period between pulses on each electrode 
(l/rate) are indicated. The sequence of stimulated electrodes is 4-3-2-1 (a base-to- 
apex order). The duration of each trace is 3.3 ms. (Adapted from Wilson et al. 1991, 
with permission from Macmillan Publishers Ltd.) 



delivered to the apical-most electrode, and the envelope signal in the band- 
pass channel with the highest center frequency controls the amplitude 
of pulses delivered to the basal-most electrode. This arrangement mimics 
the tonotopic organization of the cochlea in normal hearing, with high- 
frequency sounds exciting neurons at basal locations and low-frequency 
sounds exciting neurons at apical locations. 

Continuous interleaved sampling processors use relatively high rates 
of stimulation to represent rapid temporal variations within channels. The 
pulse rate must be higher than twice the cutoff frequency of the low-pass 
filters (in the envelope detectors) to avoid aliasing effects (Rabiner and 
Shafer 1987; Wilson 1997). Results from recent recordings of auditory nerve 
responses to sinusoidally amplitude modulated pulse trains indicate that the 
rate should be even higher — four to five times the cutoff frequency — to 
avoid other distortions in the neural representations of the modulation 
waveforms (Wilson et al. 1994; Wilson 1997, 2000c). A typical CIS proces- 
sor might use a pulse rate of 1000 pulses/s/electrode or higher, in conjunc- 
tion with a 200-Hz cutoff for the low-pass filters. 

An expanded display of stimuli during a short segment of the vowel input 
is presented in Figure 2.7. This display shows the interlacing and order of 
stimulus pulses across electrodes. In this particular implementation of a CIS 
processor, stimulus pulses are delivered in a non-overlapping sequence 
from the basal-most electrode (electrode 4) to the apical-most electrode 
(electrode 1). The rate of pulses on each electrode may be varied through 
manipulation in the duration of the pulses and the time between sequen- 
tial pulses. Any ordering of electrodes may be used in the stimulation 
sequence, such as an apex-to-base order or a staggered order (i.e., an order 
designed to produce on average the maximum spatial separation between 
sequentially stimulated electrodes). 
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Unlike some prior processing strategies for implants, no specific features 
of speech are extracted or represented with CIS processors. Instead, enve- 
lope variations in each of multiple bands are presented to the electrodes 
through modulated trains of interleaved pulses. The rate of stimulation 
for each channel and electrode does not vary between voiced and unvoiced 
sounds (see illustration of this by comparing the left and right panels of Fig. 
2.6). This “waveform” or “filter-bank” representation does not make any 
assumptions about how speech is produced or perceived. 

A key feature of the CIS, n-of-m, ACE, and SPEAK strategies is the inter- 
lacing of stimulus pulses across electrodes. This eliminates a principal com- 
ponent of interaction among electrodes that otherwise would be produced 
through vector summation of the electric fields from different (simulta- 
neously stimulated) electrodes (e.g., Favre and Pelizzone 1993). Such 
interaction, if allowed to stand, would be expected to reduce the salience 
of channel-related cues. 

An additional aspect of the CIS, n-of-m, and ACE strategies is relatively 
high cutoff frequencies for the low-pass filters in the envelope detectors, 
along with rates of stimulation that are sufficiently high to represent the 
highest frequencies without aliasing or other distortions. The cutoff fre- 
quencies generally are in the range of 200 to 400 Hz. This range encom- 
passes the fundamental frequency of voiced speech sounds (see periodicity 
of envelope variations in the lower left panels of Fig. 2.6) and rapid transi- 
tions in speech such as those produced by stop consonants. The range also 
does not exceed the perceptual space of typical patients. In particular, most 
patients perceive changes in frequency or rate of stimulation as changes in 
pitch up to about 300 Hz or 300 pulses/s, respectively (e.g., Shannon 1983; 
Tong et al. 1983; Townshend et al. 1987; Zeng 2002). Further increases in 
frequency or rate do not produce further increases in pitch for a majority 
of patients, for loudness-balanced stimuli. Some subjects have higher pitch 
saturation limits, as high as about 1000 Hz, but these subjects are the excep- 
tion rather than the rule (Hochmair-Desoyer et al. 1983; Townshend et al. 
1987; Wilson et al. 1997b). Thus, representation of frequencies much beyond 
300 Hz probably would not convey any additional information that could 
be perceived or utilized by typical patients. 

3.2. n-of-m and ACE Strategies 

The CIS, n-of-m , and ACE strategies share (1) nonsimultaneous stimula- 
tion and (2) high cutoff frequencies for the envelope detectors. The princi- 
pal difference between the CIS and the other strategies is that the channel 
outputs are “scanned” in the latter strategies to select the n channels with 
the highest envelope signals prior to each frame of stimulation across elec- 
trodes. Stimulus pulses are delivered only to the subset of m electrodes 
that correspond to the n selected channels. This “peak picking” scheme is 
designed to reduce the density of stimulation while still representing the 
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most important aspects of the acoustic environment. It also allows a lower 
overall stimulus rate, that might be accommodated with a limited- 
bandwidth transcutaneous transmission system. The deletion of low- 
amplitude channels for each frame of stimulation may reduce the overall 
level of masking across electrode and stimulus regions in the implanted 
cochlea. To the extent that the omitted channels do not contain significant 
information, such “unmasking” may improve the perception of the input 
signal by the patient. 

The n-oi-m and ACE strategies are quite similar in design. The n-oi-m 
approach was first described in 1988 (Wilson et al. 1988) and has been 
refined in several lines of subsequent development (e.g., McDermott et al. 
1992; Lawson et al. 1996; McDermott and Vandali 1997). Current imple- 
mentations include those listed in Table 2.2, along with laboratory imple- 
mentations. Comparisons between n-oi-m (or ACE) and CIS have indicated 
roughly equivalent performances for the two (e.g., Lawson et al. 1996; Ziese 
et al. 2000) or somewhat better performance for the n-oi-m approach (e.g., 
Kiefer et al. 2001). The results have varied from subject to subject and also 
among different implementations of the strategies, using the Combi 40+, 
CI24M, or laboratory hardware and software. 

Work to evaluate and refine n-oi-m processors is still in progress. The 
choices of n and m probably are important, as the m electrodes most likely 
should be perceptually distinct for the best performance (limiting the 
number for practical electrode arrays), and n should be high enough to 
include all essential information but lower than m to provide any reduction 
in the density or overall rate of stimulation. In addition, there may be better 
ways to choose the n channels and electrodes for each frame of stimula- 
tion. Flanagan (1972), for example, describes various alternative procedures 
for identifying the channels for analogous “peak picking” vocoders (see also 
Loizou 1998). Those procedures were more effective for vocoders than a 
simple selection of maxima, and they might be more effective for implants 
as well. 



3.3 SPEAK Strategy 

The SPEAK strategy uses an adaptive n-oi-m approach, in which n may 
vary from one stimulus frame to the next. The input is filtered into as many 
as 20 bands. Envelope signals are derived as in the CIS, n-oi-m, and ACE 
strategies above, with an envelope cutoff frequency of 200 Hz. The number 
of bandpass channels selected in each scan (the adaptive n) depends on the 
number of envelope signals exceeding a preset “noise threshold” and on 
details of the input such as the distribution of energy across frequencies. In 
many cases, six channels are selected. However, the number can range from 
one to a maximum that can be set as high as 10. Cycles of stimulation, which 
include the selected channels and associated electrodes, are presented at 
rates between 180 and 300/s. The amount of time required to complete each 
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cycle depends on the number of electrodes and channels included in the 
cycle ( n ) and the pulse amplitudes and durations for each of the electrodes. 
In general, inclusion of relatively few electrodes in a cycle allows relatively 
high rates, whereas inclusion of many electrodes reduces the rate. 

A diagram illustrating the operation of the SPEAK strategy is presented 
in Figure 2.8. The speech input is directed to a bank of bandpass filters and 
envelope detectors, whose outputs are scanned for each cycle of stimula- 
tion. In this diagram, six channels are selected in each of two scans, and 
the corresponding electrodes are stimulated sequentially in a base-to-apex 
order. The diagram does not illustrate the compressive mapping of enve- 
lope signals onto pulse amplitudes. 

The SPEAK strategy was designed for use with the N22 implant system. 
The transcutaneous link in that system is relatively slow, e.g., the maximum 
cycle rate for six channels of stimulation is about 400/s under ideal condi- 
tions (Crosby et al. 1985; Shannon et al. 1990). This limitation constrained 
the design of the strategy such that the average rate was set at about 250 
cycles/s, and the range of rates is between 180 and 300/s, as noted above. 

The rates used in the SPEAK strategy, in combination with the 200-Hz 
cutoff for the envelope detectors, are substantially lower than the minimum 
required to prevent aliasing and other distortions. For the average rate of 
250/s, the representation of frequencies in the modulation waveforms above 
125 Hz is subject to aliasing effects, and the representation of frequencies 
in the range of one-fourth to one-half the pulse rate probably is distorted 
to a lesser extent (Busby et al. 1993; McKay et al. 1994; Wilson 1997). 

Results from recent comparisons of the SPEAK and ACE strategies gen- 
erally have indicated superiority of the latter (e.g., Arndt et al. 1999; Kiefer 
et al. 2001; Pasanisi et al. 2002). The performance of the SPEAK strategy 
may be affected by (1) relatively low rates of stimulation, (2) aliasing and 
other distortions arising from the use of low rates in conjunction with a high 
cutoff frequency for the envelope detectors, or (3) some combination of 
these factors. At present, the ACE strategy is regarded by many clinicians 
as the “default” or “first-choice” strategy for the CI24M implant system. 

3.4 SAS Strategy 

The SAS strategy was derived from a compressed analog (CA) strategy 
(Eddington 1980; Merzenich et al. 1984), originally used in somewhat dif- 
ferent implementations with the now-discontinued University of California 
at San Francisco (UCSF)/Storz and Ineraid implant systems. In contrast 
to the other strategies described above, the CA and SAS strategies use 
“analog” or continuous waveforms for stimuli, instead of biphasic pulses. A 
block diagram of the CA strategy is presented in Figure 2.9. A microphone 
or other input is compressed with a fast-acting AGC. The AGC output is 
filtered into contiguous bands (usually four in the UCSF/Storz and Ineraid 
implementations), that span the range of speech frequencies. The signal 
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Figure 2.8. Key steps in the spectral peak (SPEAK) processing strategy. Speech 
inputs are directed to a bank of up to 20 bandpass filters and envelope detectors. 
The envelope signals are scanned just prior to each cycle of stimulation across elec- 
trodes. Between 1 and 10 of the highest- amplitude signals are selected in each scan, 
depending on characteristics of the input (i.e., overall level and spectral composi- 
tion). Electrodes associated with the selected envelope signals (and bandpass chan- 
nels) are stimulated in a base-to-apex order. (From Patrick et al. 1997, with 
permission from the Singular Publishing Group, Inc.) 
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Figure 2.9. Block diagram of a compressed analog (CA) processor. The CA strat- 
egy uses a broadband automatic gain control (AGC), followed by a bank of band- 
pass filters. The outputs of the filters are adjusted with independent gain controls. 
Compression is achieved through rapid action of the AGC, and high-frequency 
emphasis and limited mapping to individual electrodes is accomplished through 
adjustments of the channel gains. (Adapted from Wilson et al. 1991, with permis- 
sion from Macmillan Publishers Ltd.) 



from each bandpass filter is amplified and then directed to a correspond- 
ing electrode in the implant. The gains of the amplifiers for the different 
bandpass filters can be adjusted to produce stimuli that do not exceed 
the upper end of the dynamic range of percepts for each electrode and 
that provide a high-frequency emphasis (e.g., percepts for high-frequency 
channel 4 can be made as loud as percepts for low-frequency channel 1, 
even though high-frequency sounds in speech generally are much less 
intense than low-frequency sounds). 

The compression provided by the AGC can reduce the dynamic range of 
the input to approximate the dynamic range of electrically evoked hearing. 
The dynamic range of stimulation also can be restricted with a clipping 
circuit before or after the amplifiers, for some or all of the bandpass chan- 
nels (Merzenich et al. 1984; Merzenich 1985). Of course, such “front-end” 
compression introduces spectral components that are not present in the 
input. The severity of this distortion depends on the time constants of the 
AGC (attack and release) and the compression ratio of the AGC (e.g., 
White 1986). Thus, a balance must be met between sufficient compression 
for mapping the wide dynamic range of the input onto the narrow dynamic 
range of electrically evoked hearing, and introduction of spurious frequency 
components, principally in the high-frequency channels. 

Stimuli produced by a simplified implementation of a CA processor are 
shown in Figure 2.10. This figure has the same format as Figure 2.6 (which 
shows stimuli for a CIS processor). The CA stimuli represent a large portion 
of the information in the unprocessed speech input. Spectral and temporal 
patterns of speech are represented in the relative amplitudes of the stimuli 
across electrodes and in the temporal variations of the stimuli for each of 
the electrodes. 

Although a large amount of information is presented with CA stimuli, 
much of it may not be available to implant patients. As mentioned before, 
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Figure 2.10. Stimuli produced by a simplified implementation of a compressed 
analog (CA) processor. The organization and speech inputs for this figure are the 
same as those in Figure 2.6. This simplified implementation does not include effects 
of a front-end AGC or adjustment of gains for the different channels. (Adapted 
from Wilson et al. 1991, with permission from Macmillan Publishers Ltd.) 



within-channel changes in frequency above about 300 Hz are not perceived 
as changes in pitch by many patients. In addition, the simultaneous stimu- 
lation of multiple electrodes can produce large and uncontrolled interac- 
tions through vector summation (at sites of neural excitation) of the electric 
fields from each of the electrodes (White et al. 1984; Favre and Pelizzone 
1993). The resulting degradation of independence among electrodes would 
be expected to reduce the salience of channel-related cues. In particular, 
the neural response to stimuli presented at one electrode may be signifi- 
cantly distorted or even counteracted by coincident stimuli presented at 
other electrodes. The pattern of interaction also may vary according to the 
instantaneous phase relationships among the stimuli for each of the elec- 
trodes. Phase is not controlled in CA processors, and this may degrade 
further the representation of channel-by-channel amplitudes. 

Certain likely limitations of the CA approach have been addressed in 
the design of the SAS strategy. The SAS strategy includes a logarithmic 
mapping function at the output of each bandpass channel, to provide “back- 
end” rather than “front-end” compression. As with the CIS and other pul- 
satile strategies above, such back-end compression allows the mapping 
of stimuli on a channel-by-channel basis and also eliminates the spurious, 
across-channel spectral components introduced by front-end compression. 
As with the other strategies, the SAS strategy can include a front-end AGC, 
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but with long time constants and a low compression ratio, to minimize any 
distortions. 

The SAS strategy also is used in conjunction with electrode arrays 
designed to produce spatially selective patterns of stimulation, either 
through a particular orientation of electrodes for each channel of stimula- 
tion (the “offset radial” orientation, see Loeb et al. 1983, or the “enhanced 
bipolar” configuration, see Battmer et al. 1999) or through the use of tech- 
niques to place electrodes close to the target neurons in the spiral ganglion 
(e.g., Lenarz et al. 2000; Zwolan et al. 2001; Balkany et al. 2002; Frijns et al. 
2002). To the extent that the design goals of these electrode arrays are 
fulfilled, interactions among electrodes may be relatively low compared 
with other designs (e.g., an array of monopolar electrodes not deliberately 
positioned immediately adjacent to the inner wall of the ST). 

Present implementations of the SAS strategy include those in the Clarion 
Cl and CII implant systems. The Cl implant uses a “precurved” electrode 
array and has eight independent current sources. The CII implant uses an 
electrode positioning device (inserted at surgery behind and after a flexi- 
ble electrode array with 16 contacts) and has 16 current sources. Up to eight 
channels of bipolar stimulation (between closely spaced pairs of electrodes 
in the array) can be supported with the Cl implant, and up to 16 can be 
supported with the CII implant. (The number of channels is limited to seven 
when the enhanced bipolar configuration is used in conjunction with the 
Cl implant.) The electrode array with the positioning device is called the 
“HiFocus” electrode. 

Prior comparisons between the CA and CIS strategies showed a marked 
superiority of the latter (e.g., Wilson et al. 1991; Boex et al. 1996; Pelizzone 
et al. 1999). Recent comparisons of the SAS and CIS strategies, as imple- 
mented in the Clarion hardware and software, have produced varied results 
across studies, but generally have demonstrated high levels of performance 
for some subjects using SAS. The studies conducted to date have included 
those listed in Table 2.3. The studies of Battmer et al. (1999), Osberger and 
Fisher (2000), and Stollwerck et al. (2001) used the Cl implant and associ- 
ated electrode array, and the study of Frijns et al. (2002) used the CII 
implant with the HiFocus electrode. The study of Zwolan et al. (2001) used 
both systems, in separate groups of subjects. In these latter studies (Frijns 
et al. and Zwolan et al.), new capabilities of the speech processor and tran- 
scutaneous link in the CII implant were not utilized as such use had not yet 
been approved by the U.S. Food and Drug Administration at the time of 
the studies. Thus, for example, CIS implementations used the relatively low 
pulse rates of the Cl implant and a maximum of eight channels of process- 
ing and stimulation. (The maximum number of channels for SAS also was 
set at eight.) 

An additional strategy, paired pulsatile stimulation (PPS), was included 
in some of the studies. It is a variation of CIS in which pairs of distant 
electrodes are stimulated simultaneously, with stimulation of the pairs in a 
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Table 2.3. Comparisons among continuous interleaved sampling (CIS), paired pul- 
satile stimulation (PPS), and simultaneous analog stimulation (SAS) strategies, as 
implemented in either the Clarion Cl or CII implant systems. 



Study 


Device 


Subjects 


CIS 


Percent preferring 
PPS 


SAS 


Battmer et al. 1999 


Cl 


22 a 


50 


N/A 


50 


Osberger and Fisher 2000 


Cl 


58 


72 


N/A 


28 


Zwolan et al. 2001 


Cl 


56 


50 


11 


39 




CII 


56 


15 


33 


52 


Stollwerck et al. 2001 b 


Cl 


55 


75 


N/A 


25 


Frijns et al. 2002 


CII 


10 


90 


10 


0 



Note: Subject preferences are indicated. For studies that included multiple test intervals, results 
for the final interval are given. The PPS strategy was not included in some of the comparison 
studies, as indicated by N/A in the PPS column. 

a Two of the subjects could not use SAS, due to inadequate loudness. The data in the “percent 
preferring” columns reflect findings for the 20 subjects who could use both the SAS and CIS 
strategies. 

b Within-subject comparisons demonstrated that the subjects performed better with their pre- 
ferred strategy. 



nonsimultaneous sequence. This approach doubles the rate of stimulation 
across all electrodes, while possibly minimizing interactions between the 
simultaneously stimulated electrodes by choosing electrodes in each pair 
that are far apart from each other. [The PPS strategy also has been called 
the “multiple pulsatile sampler” (MPS) strategy.] 

In each of the studies the subjects have been asked to indicate their pref- 
erence between the SAS and CIS strategies, or among the SAS, CIS, and 
PPS strategies. The results are listed in Table 2.3. They vary widely across 
studies. In the study of Battmer et al. (1999), approximately half of the sub- 
jects preferred SAS to CIS and also achieved scores with SAS that were 
comparable to the scores achieved by the other subjects with CIS. In the 
study of Osberger and Fisher (2000), less than 30% of the subjects preferred 
SAS, but some of those subjects had exceptionally high scores (on average, 
scores for the SAS and CIS groups were not different at the final, 6-month 
test interval). The subjects preferring SAS had short durations of deafness 
compared to the CIS group. In the study of Zwolan et al. (2001), SAS was 
compared with both CIS and PPS. At the final (again, 6-month) test inter- 
val, approximately 50% of the 56 subjects using the Cl implant and pre- 
curved electrode array preferred CIS, and about 40% and 10% of those 
subjects preferred SAS and PPS, respectively. For the additional 56 subjects 
using the CII implant and HiFocus electrode array, approximately 15% pre- 
ferred CIS, and about 52% and 33% preferred SAS and PPS, respectively. 
Zwolan et al. attributed this reversal in preference, for the two types of 
electrode array, to a closer positioning of electrodes next to the inner wall 
of the ST with the new electrode array. Presumably such positioning, if 
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present, would reduce interactions among electrodes and thereby perhaps 
allow simultaneous stimulation strategies to become more useful. In 
another group of 55 subjects using the Cl implant system, Stollwerck et al. 
(2001) found that 75% of the subjects preferred CIS over SAS. Among the 
10 subjects studied by Frijns et al. (2002), nine preferred CIS, one PPS, and 
none SAS. These subjects used the CII implant and HiFocus electrode array 
(but with the positioner inserted only along the basal turn, see Frijns et al. 
2002 ). 

Speech reception data also have been collected for at least the preferred 
strategy for each subject in each of the studies. Controlled comparisons 
between or among strategies, balancing experience and other variables 
across strategies, also have been made in the study of Stollwerck et al. 
(2001). In broad terms, results from all studies, except the study of Frijns et 
al. (2002) (in which none of subjects stated a preference for SAS), indicated 
levels of performance for the group preferring SAS that were comparable 
to those of the group preferring CIS. In addition, some of the subjects in 
each of the groups had especially high scores. Results from the study of 
Stollwerck et al. also showed that subjects performed better with their pre- 
ferred strategy. 

The SAS strategy may convey more temporal information than the CIS 
strategy, especially in the apical (low-frequency) channels and especially for 
patients who can perceive changes in frequency as changes in pitch over 
relatively wide ranges. If so, that advantage may outweigh the likely dis- 
advantage of higher electrode interactions, which would be expected even 
with a spatially selective electrode array (Loizou et al. 2003). 

3.5 “HiRes” Strategy 

The CIS implementations in the above comparisons used eight channels 
and a carrier rate of about 800 pulses/s/electrode. This may have limited the 
performance of the strategy in that more channels and/or higher rates may 
have been helpful. Indeed, an increase in the number of perceptually sep- 
arable channels beyond eight would be expected to improve speech recep- 
tion, especially for speech presented in competition with noise (Friesen et 
al. 2001; Dorman et al. 2002). In addition, results from studies using other 
implant systems indicate significant benefits of higher rates of stimulation 
for at least some patients (e.g., Brill et al. 1997; Kiefer et al. 2000; Loizou 
et al. 2000; Wilson et al. 2000). 

A variation of CIS, called the HiRes strategy, has been implemented for 
use with the Clarion CII implant system (Frijns et al. 2002). It utilizes the 
full capabilities of the device. The HiRes strategy can present pulses at rates 
up to 90,000/s across the addressed electrodes, and the strategy can support 
up to 16 channels of processing and stimulation. A typical fitting would 
include 16 channels and a carrier rate of 2800 to 5600 pulses/s/electrode. 
The fidelity of the temporal representation provided with HiRes might 
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match or exceed that provided with SAS. At the same time, electrode inter- 
actions are minimized in HiRes through the use of nonsimultaneous stimuli. 
This might increase the number of perceptually separable channels well 
beyond the maximum available with SAS. 

Initial studies to evaluate HiRes have included a clinical trial sponsored 
by the Advanced Bionics Corp. In that study, HiRes was compared with the 
preferred strategy among the prior CIS, PPS, or SAS strategies for each of 
80 subjects, implanted with the HiFocus electrode and positioner across 19 
centers in North America. Phase I of the study included use by each subject 
of their preferred prior strategy for 3 months. Phase II included use of 
HiRes for the subsequent 3 months. Speech reception data were collected 
at the conclusions of the two phases, and a preference questionnaire was 
given at the end of phase II. The speech reception tests included recogni- 
tion of monosyllabic words and recognition of key words in the Central 
Institute for the Deaf (CID) and Hearing in Noise Test (HINT) sentences. 
The speech items were presented in quiet for all tests, and also at the S/N 
of +10 dB for the HINT sentence test. As of September 2002, 51 of the 80 
subjects had completed phase II (Osberger et al. 2002). The mean scores 
for the 51 were significantly higher with HiRes compared to the control 
strategies for each of the administered tests. The greatest gains were 
observed for speech reception in noise, with an increase from 47% to 61% 
correct in the mean scores for the HINT sentences at the S/N +10 dB. Sub- 
jects with relatively low scores using the control strategy showed a larger 
gain overall than subjects with relatively high scores. (Ceiling effects may 
have limited the sensitivity of the test for some of the latter subjects.) 
Ninety percent of the subjects indicated a preference for HiRes at the con- 
clusion of phase II.** 

The initial studies also have included comparisons of CIS processors 
using 833 pulses/s/electrode versus processors using 1400 pulses/s/electrode 
(Frijns et al. 2003). Each of the nine subjects had used a processor with the 
lower rate and eight channels (and electrodes) for a period of 3 to 11 
months. They then were fitted in randomized orders with 8-, 12-, or 16- 
channel processors using the higher rate. Each of the processors was used 
for 1 month prior to testing, and then the next processor was fitted. Tests 
with all processors included recognition of monosyllabic words in quiet and 
in competition with noise at the S/Ns of +10, +5, 0, and -5dB. The results 
demonstrated significant differences in scores between the rates and across 
the numbers of channels. Some patients achieved their best scores with the 
higher rate and eight channels, whereas others achieved their best scores 
with the higher rate and 12 or 16 channels. These best scores showed a sub- 
stantial and significant advantage of the higher rate for speech reception in 
noise, consistent with the results of the prior studies cited above. 



** Note that the additional experience gained with HiRes, following the initial expe- 
rience with the control strategies, may have favored HiRes in these comparisons. 
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HiRes has become the default strategy for the CII system.* More infor- 
mation about its performance should be available in the near future. 

3.6 Summary 

All present processing strategies for cochlear implants use a “filter-bank” 
or “waveform” approach. Explicit extraction and representation of specific 
features of speech was abandoned in the early 1990s. All but one of the 
present strategies use biphasic pulses as stimuli, presented in a nonsimul- 
taneous sequence across electrodes. The SAS strategy presents “analog” or 
continuous waveforms as stimuli simultaneously to all (utilized) electrodes. 
This strategy produces good results for some subjects that are comparable 
to results produced with CIS using the Clarion Cl implant system. 

4. Design Considerations 

Many factors can affect the performance of implant systems. Some of those 
factors are described above, e.g., choices among processing strategies and 
various electrode designs. Additional important factors include the patient 
variable, fitting procedures, and the hardware and software implementa- 
tions of processing strategies. 

4.1 Patient Variable 

One of the most striking findings from research on implants is that the range 
of performance across patients is large for any of a variety of implant 
systems. Some patients score at or near 100% correct on standard audio- 
logical tests of sentence and word recognition in quiet, whereas other 
patients obtain zero scores using an identical speech processor and elec- 
trode array. Although average scores across patients have increased sub- 
stantially with the introductions of new processing strategies, a wide range 
of performance still remains. 

Data indicating the importance of the patient variable are presented in 
Figure 2.11, which shows a scatter plot of scores for recognition of North- 
western University Auditory Test 6 (NU-6) monosyllabic words, from 
within-subject comparisons of CA and CIS processors (Wilson et al. 1993). 
These scores were obtained with careful fittings of the two processing 
strategies and with high-quality implementations of both (see below). Note 
that relatively low scores for one strategy are associated with relatively low 
scores for the other strategy and vice versa. The data points in the figure 



*The electrode positioner device is no longer used with the CII system, due to a 
possible association between such use and meningitis (e.g., Arnold et al. 2002). 
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Figure 2.11. Scatter plot of percent-correct scores for the recognition of North- 
western University Auditory Test 6 (NU-6) monosyllabic words. Each point repre- 
sents the scores obtained with the compressed analog (CA) and continuous 
interleaved sampling (CIS) processing strategies for one subject. Different lists of 
words were used for the tests with the different strategies. The Pearson correlation 
coefficient, level of significance, and regression line are also shown in the figure. 
(Data from Wilson et al. 1993.) 

are highly correlated ( r = 0.92), indicating that 85% of the variance in the 
results is explained by the subject (or patient) variable (r 2 = 0.85). Correla- 
tions for other tests not limited by ceiling effects also are quite high for 
these subjects and processors, in a range between 0.87 and 0.92 (Wilson et 
al. 1993). 

Identification of the factors that underlie the effects of the patient vari- 
able may lead to the development of reliable prognostic tests for prospec- 
tive patients (e.g., Rubinstein et al. 1999a). The factors may be related to 
the condition of the auditory nerve (see Leake and Rebscher, Chapter 4), 
the integrity of the central auditory system (see Hartmann and Krai, 
Chapter 6), the cognitive abilities of a patient (see Pisoni and Cleary, 
Chapter 9), or some combination of these possibilities. Knowledge of the 
factors should help in the design of better implant systems that take these 
factors into account and minimize or eliminate their deleterious effects for 
patients who otherwise would have relatively poor outcomes. 



4.2 Fitting Procedures 

Large improvements in the performance of a cochlear implant system can 
be obtained for individual patients through informed choices of parameter 
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values. In studies with CIS processors, for example, quite large gains have 
been produced through choices of pulse rate, pulse duration, electrode 
update order, the range of frequencies spanned by the bandpass filters, and 
other parameter values (e.g., Wilson et al. 1995; Loizou et al. 2000). 
Although predetermined values for some parameters may be appropriate 
for virtually all patients, the values of other parameters should be varied 
over certain ranges to optimize performance for individuals. 

4.3 Strategy Implementations 

The performance of a processing strategy also can be affected by the quality 
of its implementation. Seemingly subtle changes in hardware and the pro- 
gramming of that hardware can produce large changes in performance. 
Such effects have been demonstrated in comparisons between versions of 
commercial implant systems that were designed to implement the same pro- 
cessing strategy. Dowell et al. (1991) compared two versions of the Nucleus 
device (the WSP III and MSP versions), each of which was designed to 
implement the F0/F1/F2 processing strategy, and found significant increases 
in speech reception scores with the newer implementation (the MSP 
version). Similarly, Battmer et al. (1997) found significant improvements in 
speech test scores when the Clarion version 1.2 implementation of a CIS 
strategy was substituted for the prior version 1.1 implementation of that 
strategy. 

Examples of ways in which an implementation can go awry include use 
of microphones with poor frequency response or high levels of noise, use 
of amplifier and AGC circuits with low dynamic ranges or high levels of 
noise, use of digital filters with a reduced number of elements compared 
with conventional and well-functioning digital filters (a reduced number 
of elements has been used in devices with small memories or slow DSP 
chips), use of current sources that are especially noisy, use of current sources 
that saturate or begin to saturate in the dynamic ranges of the electrodes 
for some or all patients (current sources saturate when the commanded 
current requires a voltage at the electrodes that approaches or exceeds the 
“compliance” or voltage limit of the device), and an excessive amount of 
digital or switching noise that appears at the electrodes. Any one of 
these factors can degrade or destroy the performance of an otherwise good 
strategy. 



5. Future Directions 

A number of efforts are under way to improve the design and performance 
of present implant systems. They include: 
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• Use of bilateral implants to (1) increase the number of perceptually inde- 
pendent stimulus sites and thereby improve speech reception in noise or 
(2) restore at least to some extent sound localization abilities and the 
signal-to-noise advantages that accompany such abilities (e.g., Lawson et 
al. 2000, 2001a; Gantz et al. 2002; Muller et al. 2002; Tyler et al. 2002a; van 
Hoesel et al. 2002). 

• Combined electric and acoustic stimulation of the auditory system for 
patients with some remaining (low-frequency) hearing, with the two 
modes of stimulation used for opposite ears (e.g., Armstrong et al. 1997; 
Lawson et al. 2001b; Tyler et al. 2002b) or with both acoustic and electric 
stimuli delivered to the same ear (von Ilberg 1999; Lawson et al. 2001b; 
Kiefer et al. 2002; Wilson et al. 2003b). 

• Drug delivery through the implant (e.g., Clark 2001), to preserve neurons 
or even promote the growth of neurites (toward the electrode array) 
from existing neurons or regeneration of neurons and associated struc- 
tures (also see Qun et al. 1999, for descriptions of, and studies with, 
various neurotrophic factors). 

• Development of new processing strategies that emphasize the represen- 
tation of important transients in speech (Geurts and Wouters 1999; 
Vandali 2001). 

• Use of high carrier rates, or high-rate “conditioner” pulses, in conjunc- 
tion with CIS and other strategies, to (1) increase the correspondence 
between modulation waveforms and temporal patterns of neural 
responses, (2) increase the dynamic range of responses, and (3) reinstate 
at least to some degree a normal pattern of stochastic or “spontaneous” 
activity in auditory neurons (Wilson et al. 1997a; Rubinstein et al. 1999b; 
Wilson 2000c; Litvak et al. 2001). 

• Development of new processing strategies designed to replicate closely 
the signal transformations in normal cochlea, including (1) the nonlinear 
filtering that occurs at the basilar membrane and outer hair cell complex, 
and (2) the stages of instantaneous and noninstantaneous compression 
that occur at the inner hair cells and at the synapses between the cells 
and adjacent fibers of the auditory nerve (Wilson et al., 2003a). 

• Applications of new and emerging knowledge about factors that are 
highly correlated with outcomes for implants, in the design of approaches 
or training procedures to help patients presently at the low end of the 
performance spectrum (e.g., Fu 2002). 

Each of these efforts, except for drug delivery through the implant, is 
described in detail in a recent article by Wilson et al. (2003a). Drug delivery 
and additional possibilities for the further development of implant systems 
are presented in two recent reviews by Clark (2000, 2001). Selected devel- 
opments also are described in somewhat older but still relevant articles by 
Klinke and Hartmann (1997), Lenarz (1997), and Wilson (1997, 2000c). 
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6. Summary 

Cochlear implant systems include a microphone, speech processor, tran- 
scutaneous or percutaneous link, and an electrode array. In general, design 
choices for any one of these components may affect or interact with choices 
for other components. The design problem should be viewed at the system 
level. 

In addition to choices in the design of the hardware (and associated soft- 
ware), factors presented by the patient can exert large effects on perfor- 
mance. Indeed, the patient variable probably is the most important of all 
variables in implant design. 

Current processing strategies for implants all use a “waveform” or “filter- 
bank” approach. In addition, all but one of the strategies use biphasic pulses 
as stimuli, presented in a sequential and non-overlapping sequence across 
electrodes. 

The design of cochlear implants is changing rapidly, with the advent of 
combined electric and acoustic stimulation of the auditory system, peri- 
modiolar electrode arrays, and high-rate and conditioner-pulses stimuli. 
New processing strategies, designed to provide a closer mimicking of signal 
transformations in the normal auditory periphery, are being developed. 
Additional developments that are under way include those for intramodi- 
olar implants and fully implantable devices. Implants of the near future may 
be quite unlike today’s implants, with better performance overall and, it is 
hoped, with a much smaller range of outcomes across patients. 
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Cochlear Implants: Clinical 
Applications 

John K. Niparko 



1. Introduction 

Over the past 30 years, hearing care clinicians have increasingly relied on 
cochlear implants to restore auditory functions in selected patients with 
advanced sensorineural hearing loss (SNHL). Inventory data from manu- 
facturers for the last 10 years indicate consistent yearly increases of more 
than 20% in numbers of devices placed. In this same period criteria for 
implantation in candidates of all ages have been broadened based on 
refined diagnosis and increased benefits with implantation. Thus the evolu- 
tion of the state of the art of cochlear implantation has been driven by an 
interchange between technological advances and clinical trends. 

Though the lay media have focused attention on the intrigue in placing 
and activating a cochlear implant, it is increasingly clear that achieving 
success entails considerations that extend well beyond the device per se. 
Indeed, success in this setting is highly individualized and should be con- 
sidered in the context of preimplant history and baseline function, lifestyle, 
and the candidate’s preferred social milieu. Clinicians can facilitate success 
by identifying candidates with a high probability of improved speech recog- 
nition ability, performing safe and effective implantation, and helping them 
use the implant to improve their quality of life. Clinical challenges stem not 
so much from the differences between acoustic and electrical hearing as 
from the deprivation effects caused by time spent without meaningful 
auditory input prior to implantation. 

This chapter examines the many facets of clinical cochlear implantation. 
It describes practices related to cochlear implantation, including selection 
of candidates, techniques of device implantation and activation, and the use 
of cochlear implants as a communication tool. It provides an orientation to 
basic clinical constructs, an update on technologies for the clinical assess- 
ment of candidacy, and interventions that can facilitate successful commu- 
nication change with a cochlear implant. 
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2. Candidacy 

A host of factors determine whether a cochlear implant is likely to benefit 
an individual with SNHL. Candidacy is necessarily considered as a com- 
posite of criteria because successful use of the cochlear implant depends on 
a combination of variables in development, cognition, and psychosocial 
functioning, as well as auditory experience. Moreover, guidelines for 
implant candidacy are not categorical because of the variety of communi- 
cation choices available to hearing-impaired populations. Even criteria 
related to baseline hearing are difficult to specify because of differences in 
responses to amplification for a given level of SNHL. There is also dispar- 
ity in the ability to process sensory inputs, and variability in behavioral and 
attitudinal attributes affecting the use of residual hearing. Beyond this, can- 
didacy criteria are dynamic as they have evolved as advances in microcir- 
cuitry and information processing have translated into new designs of 
cochlear implants and processing strategies. 

As advances have improved implant performance, candidacy criteria 
have, consequently, reflected changes in the expected levels of benefit. Con- 
sensus conferences sponsored by the National Institutes of Health in 1988 
and 1995 (NIH Consensus Development Statements 1988, 1995) concluded 
that for properly selected candidates the benefits of cochlear implantation 
were clear and that, in fact, given the success that had been observed to 
those dates, relaxed criteria for implant candidacy should be considered. 
With clinical experience has come recognition of the factors that help to 
reduce morbidity and to predict the approximate level of communication 
benefits. Clinical guidelines for implant candidacy thus represent a com- 
posite assessment of an individual’s age, hearing history, and unaided and 
aided audition; the circumstances of support surrounding the candidate 
(particularly patterns of use of spoken language) likely to influence use of 
the device; and an awareness of potential benefits and constraints of current 
implantable technologies. 

2.1 Principles of Cochlear Implant Candidacy 

Cochlear implants convert acoustic signals into codes that preserve those 
features critical to speech understanding in normal listeners. Parkins (1985) 
described four principal requirements for restoring speech comprehension 
with prosthetic stimulation of the auditory periphery. 

2.1.1 A Substrate for Peripheral Auditory Processing 

The first of the principal requirements is that there be sufficient initial pro- 
cessing of the acoustic signal. That is, appropriately designed patterns of 
stimulation are required to effect the transfer of information that is physi- 
ologically useful to the auditory system (see Wilson, Chapter 2; Leake and 
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Rebscher, Chapter 4). Other principal requirements, described below, relate 
to factors that are patient-specific, and often vary widely. Retained neural 
populations, central processing capabilities, and the interface between stim- 
ulating electrodes and neural populations. These three tenets form the foun- 
dation of clinical approaches to implant candidacy. 

2.1.2 Preserved Auditory Nerve Fibers with Responsivity 

The majority of temporal bone studies of cases of profound SNHL reveal 
substantial retention of populations of spiral ganglion cells within the canal 
of Rosenthal (Fig. 3.1). Although neuronal survival varies somewhat with 
etiology, histologic studies reveal surviving spiral ganglion counts that typ- 
ically range from 10% to 70% of the normal complement of 35,000 to 40,000 
cells, and such studies also show that retained neural elements are well dis- 
bursed throughout the cochlea outside of the proximal basal turn (Hino- 
josa and Marion 1983; Nadol 1984). For many etiologies neuronal survival 




Figure 3.1. Temporal bone studies of cases of profound sensorineural hearing loss 
(SNHL) reveal substantial retention of populations of spiral ganglion cells within 
the canal of Rosenthal. Current designs of implanted electrode arrays are placed 
within the scala tympani (st). The scala tympani offers a robust, shielded site to 
ensure electrode stability. Electrode arrays placed within the scale tympani lie prox- 
imate to target cell bodies (and occasionally retained peripheral dendrites) of audi- 
tory nerve afferent fibers that lie within the canal of Rosenthal (cR). 
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varies widely, but it is predictably high in cases of deafness induced by oto- 
toxicity and low in deafness due to bacterial meningitis. In subjects without 
clinical SNHL, neuronal loss usually occurs at a rate of 2000 per decade as 
a result of senescent changes alone (Schuknecht 1989). As expected, then, 
in profound deafness, older age and longer duration of profound hearing 
loss are associated with greater reductions in spiral ganglion cell popula- 
tions (Nadol et al. 1989). 

Beyond the requirement for retained populations of auditory neurons, 
the effect of the size of retained spiral ganglion populations on implant 
performance is unclear. For instance, clinical surveys have shown no clear 
relationship between the etiology of deafness and success in speech recog- 
nition with a cochlear implant with early designs of multichannel cochlear 
implants (Gantz et al. 1988a). This suggests that although light microscopy 
may confirm spiral ganglion cell presence, it provides no evidence of pre- 
served function of auditory afferents. Moreover other neuronal attributes — 
peripheral processes, myelinization, and terminal axons — are not addressed 
by temporal bone light microscopy. Although neuronal elements may be 
present on light microscopy, their electrical responsivity is unknown. 

The requisite number of residual, responsive neurons required to effec- 
tively encode speech has been estimated in studies that correlate speech 
audiometry with neuronal reserves. In moderate-to-severe SNHL, histo- 
logic correlative studies indicate that approximately one sixth to one third 
of the normal neuronal complement is required to subserve socially useful 
speech recognition (Ylikoski and Savolainen 1984). Kerr and Schuknecht 
(1968) suggested that neurons in the region of the upper basal and second 
turn (15 to 22 mm from the round window membrane) were most critical 
in predicting preserved capabilities for speech recognition. Otte et al. (1978) 
concluded that at least 10,000 spiral ganglion cells — with 3000 or more 
in the apical 10 mm of the cochlea — were required for discrimination 
of speech to be preserved in cases of severe SNHL (with residual hair cell 
populations). 

The minimal number of auditory neurons needed to facilitate speech 
recognition with a cochlear implant is less certain. However, the number is 
likely to be quite small given observations of speech understanding in cases 
with only a modest number of residual neurons, with less than 10% of the 
normal complement of auditory neurons (Linthicum and Galey 1983; Fay ad 
et al. 1991). 

2.1.3 Estabished Patterns of Central Neuronal Pathways that Enable 
Processing Transmitted Signals 

Studies of employing morphometry of neurons in animal models (e.g., 
Ryugo et al. 1997; Niparko 1999) and in humans (e.g., Moore et al. 1997) 
reveal that neurons within the auditory brainstem undergo measurable 
change as a consequence of auditory deafferentation (Fig. 3.2). The great- 
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est degree of degenerative changes is associated with deafness that is pro- 
found, of early onset, and of long duration wherein changes extend across 
synapses to affect neuron size. Nonetheless, there is a high degree of nerve 
survival within the auditory brainstem even under these conditions. The 
central auditory plasticity may account for observed trends in results with 
selected implant populations, particularly when a cochlear implant is intro- 
duced after substantially prolonged periods of deafness. 

Tyler and Summerfield (1996) found evidence suggesting that central 
auditory factors may affect implant performance even in postlingual adults. 
They found significant negative correlations between speech perception 
ability after implantation and the duration of profound/total deafness 
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Figure 3.2. Animal models reveal that neurons of the auditory tract within the 
auditory brainstem undergo measurable change as a consequence of auditory deaf- 
ferentation. Cochlear treatment with tetrodotoxin (TTX) to silence primary audi- 
tory afferents can be shown to alter the pattern of their contact with secondary 
neurons in the anteroventral cochlear nucleus (Niparko 1999). The left panel 
demonstrates a disrupted end-bulb configuration, as contrasted by the untreated 
side shown in the right panel. However, short-term deafferentation does not appear 
to alter secondary neuron size — a phenomenon observed in cases of chronic, 
progressive deafness. Endbulbs of Held (EB) represent the terminals of primary 
auditory afferent fibers upon target secondary neurons (spherical-bus cells: SBC) in 
the anteroventral cochlear nuclues. 
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before implantation. Outcomes also showed acclimatization in the form of 
significant improvements in performance over time after implantation. For 
adult patients, the level of performance measured shortly after implanta- 
tion was, on average, about half the level measured eventually. Eighty 
percent of the adult subjects show significant performance improvements 
with time. On average, performance reached asymptote after 30 to 40 
months of implant use, although individual differences in the rate and 
amount of improvement were large. These authors suggested that the accu- 
racy of speech perception with implants by adults related to preoperative 
measures in three domains: (1) the number and physiological responsive- 
ness of auditory ganglion cells and nerve fibers, indexed by measures of 
hearing sensitivity, duration of deafness, and age; (2) the responsiveness of 
the central nervous system, indexed by measures of cognitive and linguis- 
tic ability, and possibly also by age and duration of deafness; and (3) 
motivation in learning to use the implant. 

These observations, paired with clinical results with cochlear implanta- 
tion, indicate that an established, durable pathway for auditory processing 
is often present even in profound SNHL. Though there are important neg- 
ative correlations between duration of deafness and performance (Gantz 
et al. 1993; Waltzman et al. 1995; Rubinstein et al. 1999), such correlations 
do not appear to be determinative. Even a prolonged period of deafness 
does not rule out the prospect for open-set speech understanding with a 
cochlear implant. 

The greatest contrast in performance of open-set speech recognition 
exists between adults who acquired their deafness postlingually and those 
who acquired their deafness prelingually. Accordingly, the effect of prelin- 
gual deafness on the integrity of the central auditory pathway is a critical 
area of investigation (see Leake and Rebscher, Chapter 4; Hartmann and 
Krai, Chapter 6). Clinical evidence of improved performance with earlier 
implantation (Osberger et al. 2000) and the greater benefit with length of 
use in children (Miyamoto et al. 1994b; Cheng et al. 1999) suggest that learn- 
ing effects on implant-mediated speech comprehension are large. 

2.1.4 Controllable Interaction Between Applied Stimulus and Response 
Patterns of Target Neurons 

Parkins (1985) postulated that the relationship between the pattern of elec- 
trical stimulation and responses of auditory neurons will dictate the effec- 
tiveness of information transfer from an implant system. Ultimately, 
response patterns within the auditory pathway depend on individual audi- 
tory nerve fiber excitability. Neuronal shrinkage and demyelinization 
produce elevated thresholds and limit the maximal rate at which auditory 
nerve fibers can be driven. This change can affect not only the threshold for 
activation but also a fiber’s adaptation (fatigability) and dynamic range of 
responsivity. 
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Spiral ganglion cell loss and shrinkage of remaining neurons likely 
account for reduced dynamic ranges (Kiang and Moxon 1972) of both 
individual neuronal and psychophysical (behavioral) responses. Whereas 
acoustic stimulation is associated with behavioral and individual fiber 
dynamic ranges of 120 dB and 20 to 40 dB, respectively, electrical stimula- 
tion is associated with dynamic ranges of behavioral responses of 10 to 
40 dB (Zeng et al. 2002) and individual fiber responses of 7 to 10 dB, respec- 
tively (Javel et al. 1987; Parkins and Columbo 1987). These relatively 
constrained dynamic ranges require that compression be introduced into 
processing schemes. This design feature feature simulates normal cochlear 
transduction in order to accommodate the wide variance in sound 
intensities that are normally rendered both detectable and discriminable by 
the ear. Models of electrical stimulation of the auditory nerve that incor- 
porate these parameters can be used to predict auditory nerve responses 
to changes in stimulus parameters and may be useful in designing strate- 
gies for implant activation (Finley et al. 1990; Javel 1990; Rubinstein et al. 
1998). 

The need for controllable interactions between the implant and target 
neurons underscores the importance of assessing surgical suitability. 
Clinical trials bear out the requirement of a stable interaction between the 
applied stimulus and target neurons. Substantially reduced benefit has been 
reported in association with compromised cochlear anatomy in clinical 
trials of adults (Cohen et al. 1993) and children (Geers et al. 2000). With 
normal cochlear anatomy the scala tympani offers a robust, shielded site to 
ensure electrode stability. 

Electrode carriers placed within the scala tympani lie proximate to target 
peripheral dendrites and cell bodies of auditory nerve afferent fibers (Fig. 
3.1). The design of the electrode array must be biocompatible and mechan- 
ically stable. It must allow for practical fabrication and facilitate atraumatic 
insertion. From a surgical perspective, the trauma of inserting the device 
is minimized through both effective design of the array and surgical 
technique. 

Multichannel arrays are typically placed within scala tympani along the 
first turn and a varying portion of the second turn of the cochlea. The depth 
of insertion is determined by several variables: surgical technique, obstruct- 
ing tissue within the cochlea, and electrode design (e.g., surface features and 
longitudinal stiffness imparted by the carrier and connectors within the core 
of the implanted array). Electrode design, particularly the longitudinal 
(curved vs. straight) and cross-sectional shape, and the stiffness of the 
carrier influence bending and the trajectory of the array tip during inser- 
tion. These properties influence the depth of insertion and the position of 
electrode contacts relative to neuronal fibers housed within the modiolar 
core of the cochlea. Current electrode carriers are typically inserted over a 
distance of 20 to 30 mm. Although the potential advantages of insertion 
beyond 20 mm into the cochlea are as yet uncertain, deep insertion pro- 
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vides, at least theoretically, the opportunity to differentially stimulate 
according to particularly the low-frequency sites, and, depending on elec- 
trode design, may enable wider electrode spacing with the goal of provid- 
ing distinct pitch perception via individual electrodes. 

Electrode positions relative to target neurons may influence electrode 
selectivity (see Abbas and Miller, Chapter 5). With closer approximation to 
the medial wall, stimulation of spiral ganglion cell subpopulations may be 
more selective (Lenarz et al. 2000), potentially reducing activation thresh- 
olds and, as a result of lower thresholds and enhanced focus of electrical 
fields, reduce crosstalk between electrodes (Finley et al. 2001). Recent 
designs of electrode arrays have attempted to improve approximation of 
electrode contacts with modiolar neurons by using shim-like positioners or 
by enhancing the curvature of the array carrier (Jolly et al. 2000). Initial 
clinical results with positioned electrodes are promising (Zwolan et al. 
2001), though complication associated with positioners have prevented 
their contained use (Reefhuis et al., 2003). 



2.2 Clinical Approaches to the Assessment of 
Implant Candidacy 

To ensure complete assessment of candidacy, clinicians should consider the 
myriad factors likely to affect daily use and performance of the device. The 
importance of comprehensive assessment is underscored by several factors: 

• The cochlear implant is a communication tool and does not cure disease 
of the cochlear transducers responsible for profound SNHL. 

• Expectations, often defined by a patient’s (Watson 1991) or family’s 
(Beadle et al. 2000) psychological set, provide a critical framework for 
postoperative satisfaction with auditory rehabilitation (Ross and Levitt 
1997). 

• The multifaceted nature of communication disorders often necessitates 
more than one rehabilitative strategy, particularly in children whose prior 
communication mode and level vary and whose deficits in auditory pro- 
cessing, speech production, cognitive ability, and attention often need to 
be addressed. 

Candidates should have the psychological makeup, motivation, and moti- 
vated support system to learn to use the device consistently to optimize 
their performance. Speech-recognition performance begins to asymptote 
only after at least 3 years of use, on average, for children (Cheng et al. 1999) 
and adults (Tyler and Summerfield 1996). Infants and toddlers demonstrate 
improvements in speech recognition over much more protracted periods of 
time (e.g., Miyamoto et al. 1994b; O’Donoghue et al. 2000). 
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2.3 Multidisciplinary Candidacy Assessment 

The varied and interactive factors that potentially affect performance 
suggest the need for candidacy assessment by a multidisciplinary team that 
can address the possible challenges to a successful implant experience. Each 
candidate for cochlear implantation presents with a unique set of baseline 
capabilities, needs, and objectives. Although advanced levels of SNHL are 
common to this group, implant candidates differ in virtually every other 
descriptor. Age, age of onset, etiology, and pattern of progression of deaf- 
ness; cognitive and educational level; communication mode; language com- 
petence; family and environment; sensory and motor skills; and personal 
motivation influence both candidacy decisions and the outcome of implan- 
tation. While medical and audiological criteria can usually be evaluated 
with objective measures, other important characteristics of an individual’s 
candidacy extend beyond quantifiable baseline measures. A team approach 
to candidacy assessment optimizes information on which to render a final 
recommendations. A team approach also offers an efficient means of pro- 
viding preoperative intervention or counseling, if needed, and an informa- 
tional base on which to formulate the plan of (re)habilitation after device 
activation. 

Heilman et al. (1991) offer a test protocol that comprehensively consid- 
ers not only the implant and the implantation process, but also the habili- 
tative services needed to optimize device use after surgery. The Children’s 
Implant Profile (ChIP) encompasses an evaluation of 11 factors that nom- 
inally contribute to successful implant use in children. The ChIP is based 
on components of an earlier developed Diagnostic Early Intervention 
Program (DEIP) by Brookhouser and Moeller (1986). The ChIP evaluates 
candidacy on the basis of chronological age, deafness duration, medical 
or radiological anomalies, secondary handicaps (motoric abnormalities or 
learning disabilities), functional level of hearing (levels of detection or dis- 
crimination), speech and language abilities, family structure and support, 
expectations of level of benefit, educational environment, availability of 
support services needed to monitor implant use, and cognitive learning 
style. If evaluation generates “great concern” on any single attribute, limited 
implant success is anticipated. Thus any factor evaluated as being of “great 
concern” suggests that a remedy should be sought prior to implantation. 



2.3.1 Audiology 

Preliminary consideration of implant candidacy in deafness is based on an 
individual’s baseline hearing and experience with amplification. As a first 
order of approximation of severity of SNHL, unaided, pure-tone thresholds 
are measured. Depending on the age of the candidate, pure-tone thresholds 
may be measured with simple behavioral or visual-reinforce audiometry. 




62 J.K. Niparko 



Threshold evaluations can be performed also with auditory evoked 
potentials. Evoked potential evaluations are useful when supporting mea- 
surements are needed or when behavioral, volitional responses cannot be 
obtained as with infants and toddlers. Otoacoustic emission (OAE) and 
far-held evoked potential assessments have emerged as the tests of choice 
in such cases. 

Otoacoustic emissions represent released sound from within the cochlea 
that is recordable within the ear canal (Kemp 1978). Their presence is con- 
sistent with normal or near-normal hearing. However, OAEs are not useful 
for estimating pure-tone thresholds as they are absent when thresholds 
exceed 35 to 50 dB HL (Lonsbury-Martin et al. 1991). Auditory brainstem 
responses (ABRs) reflect synchronized neural activity to the onset of the 
stimuli and can be used to estimate thresholds (Picton et al. 1994). They are 
most accurate when acoustic-transient stimuli are used, thus limiting their 
frequency specificity. A more recently developed modality — the steady- 
state evoked potential (SSEP) response — offers a frequency-specific 
measurement (Rickards et al. 1994). 

Threshold determinations can be used to broadly predict benefit with 
amplification, though exceptions are not infrequent. An early classification 
scheme of children with advanced SNHL developed by Osberger et al. 
(1993) offers a useful conceptual model (Table 3.1). Bronze-category 
hearing-aid users derive no benefit from acoustic amplification and appear 
to respond to auditory stimuli on the basis of vibrotactile sensation alone. 
Silver-category hearing-aid users comprise an intermediate group. Gold- 
category hearing-aid users obtain substantial benefit from conventional 
amplification, revealing high levels of open set speech recognition with 
amplification. However, predicting aided benefit and implant candidacy 
based on threshold data alone fails to address the commonly encountered 
“borderline” candidate (e.g., silver-category hearing-aid users). 

Measures to evaluate candidacy vis-a-vis functional benefit from ampli- 
fication have employed an “oddball” paradigm in which the subject’s 
response to an infrequent, random change in a featured stimulus (e.g., 
changing the voiced consonant from a stream of /ba/ stimuli to /ta/) is mea- 
sured with far-field potentials, mismatched negativity (Picton 1995), or 
visual reinforced infant speech discrimination (Eilers et al. 1977). However, 
the clinical application of these discrimination procedures to children with 



Table 3.1. Classification of children with sensorineural hearing loss (Osberger et 

al. 199) 

Hearing-aid user class Unaided thresholds @ 0.5kHz/lkHz/2kHz (HL) 

Gold 90 to 100 dB @ 2 of 3 frequencies (mean = 94 dB) 

Silver 101 to 110 dB @ 2 of 3 frequencies (mean = 104 dB) 

Bronze >110dB @ 2 of 3 frequencies (mean >110 dB) 




3. Cochlear Implants: Clinical Applications 63 



minimal residual hearing has been slow to evolve, and intersubject and 
intrasubject variability is yet to be characterized. 

An alternative approach to obtaining discrimination data in infants and 
toddlers uses criteria-referenced measures. The Meaningful Auditory Inte- 
gration Scale (MAIS) consists of 10 questions, answered by caregivers, that 
assess device (hearing aid or implant) bonding, spontaneous alerting to 
sound, and the ability to derive meaning from auditory events (Robbins 
et al. 1991). Osberger et al. (2000) found that MAIS scores of bronze- 
category hearing-aid users improved dramatically with cochlear im- 
plantation to levels that matched or exceeded those demonstrated by 
gold-category hearing-aid users. 

Extreme elevations in thresholds that are consistent with the most pro- 
found SNHL and that offer little potential for speech understanding with 
amplification provide an audiological indication for early implantation 
of infants and toddlers (Osberger 1997). Audiological criteria have been 
expanded to include children with some open-set speech recognition ability. 
Silver-category hearing-aid users (Osberger et al. 1991) and even well- 
selected gold-category hearing-aid users (Gantz et al. 2000) have been 
implanted, with initial reports of significant postoperative gains in open-set 
speech recognition. These children are generally older (often beyond 2 
years), and discrimination data are more easily obtained. 

Selected pathologies present a unique challenge in the assessment of 
implant candidacy from an audiologic viewpoint. In 1996 Starr et al. 
described a distinctive type of hearing deficit termed auditory neuropathy 
(AN). Patients with presumed AN have findings that suggest the outer hair 
cell function is normal (as revealed by the presence of OAEs) and that the 
site of lesion is retrocochlear, with possible inner hair cell or eighth nerve 
impairment (as revealed by an absent or abnormal ABR). Other findings 
include absent acoustic stapedial reflexes and word recognition abilities 
that are disproportionately poorer than would be expected from audio- 
metric thresholds. Published reports suggest that approximately 0.3% of 
childhood candidates exhibit findings consistent with AN (Ranee et al. 
1999). Experience with cochlear implantation in children with AN is largely 
anecdotal at this stage, with published findings varying between observa- 
tions of high (Trautwein et al. 2000; Shallop et al. 2001) to low (Miyamoto 
et al. 1999) implant benefit. 

For adults, current criteria hold that speech understanding of up to 40% 
correct using words-in-sentence testing under best-aided conditions consti- 
tute audiologic candidacy. For example, mean speech recognition scores 
using similar measures after implantation far exceed the 40% level, and 
individuals with some preserved speech-recognition ability preoperatively 
often score substantially higher than they did in their preoperative condi- 
tion (Tyler et al. 1989; Waltzman et al. 1995). Residual hearing as reflected 
in aided speech-recognition levels can serve as an important predictor 
of implant success (Rubinstein et al. 1999). When combined with duration 
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of deafness, preoperative scores on tests of sentence recognition provide a 
predictive composite that accounts for 80% of the variance in word recog- 
nition achieved with a cochlear implant. 

Electrical responsivity of the auditory nerve may be verified with 
transtympanic stimulation with behavioral responses in adults or averaged, 
far-field auditory potentials in children (Kileny et al. 1994). In the preop- 
erative assessment of both childhood and adult cochlear implant candi- 
dates, transtympanic electrical stimulation may be helpful in verifying 
responsiveness and choosing the ear to be implanted. 

Although the strict prognostic value of preoperative promontory testing 
is probably limited (Kileny et al. 1991, 1994; Blarney et al. 1992), the test is 
useful when asymmetries in the appearance of the cochlea are noted on 
imaging and for adult patients who are reticent about implantation owing 
to concerns about the responsiveness of their ear to a novel stimulus. 



2.3.2 Otologic and Medical Assessment 

Medical examination yields essential information about the health status of 
the candidate by identifying potential health concerns and determining suit- 
ability for a general anesthetic. An otologic evaluation, including history 
and physical examination, is essential to identifying structural changes in 
the temporal bone that may affect the surgical approach. Clinical evalua- 
tion of the vestibular system may help to predict whether implantation will 
produce vestibular symptoms. 

Establishing the precise etiology of deafness can provide useful infor- 
mation in guiding the implantation process, particularly when awareness of 
etiology is likely to affect strategies of surgical implantation and postoper- 
ative rehabilitation. Cochlear ossification often requires a refined surgical 
plan (Balkany et al. 1988). A history of meningitis should prompt a discus- 
sion with the candidate of methods for implanting an ossified cochlea. Note 
should be taken of prior otologic surgeries because plans for device place- 
ment and stabilization can be affected. Cochlear otosclerosis and temporal 
bone fractures may be more likely to manifest adventitial facial nerve 
stimulation with activation of the implant (Niparko et al. 1991), thereby 
necessitating a considered choice of the electrode to be implanted and 
the processing program to be used later. 

Profound SNHL associated with congenital absence of neural foramina 
(Jackler et al. 1987a), cochlear development, and profound loss due to 
acoustic tumors are rare disorders in which the etiology often rules out the 
option of cochlear implantation because of inadequate auditory innerva- 
tion. For those patients with bilateral acoustic tumors (neurofibromatosis 
type 2) producing profound SNHL, auditory brainstem implants offer a 
viable option to restore auditory access (Briggs et al. 1994). 

Medical assessment early in the candidacy process is needed to deter- 
mine whether hearing loss is due to a disorder correctable by medical treat- 
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ment or an otologic procedure short of cochlear implantation. Such a pos- 
sibility is most frequent in young children, who may present with a hearing 
loss that arises from cochlear dysfunction combined with eustachian tube 
dysfunction. Eustachian tube dysfunction is a common disorder that can 
manifest suppurative otitis media and a consequent conductive hearing loss. 
Early management of eustachian tube dysfunction can facilitate accuracy 
in assessing the level of SNHL and response to amplification. 

Luntz et al. (1996) reviewed their experience with 60 children younger 
than 18 years of age who received implants. While 74% of the children had 
one or more episodes of acute otitis media before implantation, only 16% 
had diagnoses of acute otitis media after implantation. Acute otitis media 
was also decreased after implantation, as observed by House et al. (1985). 
Reduced infection rates were thought to be due to several factors, includ- 
ing the natural tendency for otitis media to diminish with age, the use of 
intraoperative and perioperative antibiotics, and the effect of air cell 
removal as part of the mastoidectomy procedure. None of the children in 
these studies had inner ear or intracranial complications. 

Poor general health status is rarely a contraindication to cochlear implan- 
tation. Candidacy for implantation should include assessment of the 
patient’s fitness for a general anesthetic, the necessary mastoid surgery, and 
the effort required for device programming and rehabilitation. Although 
implantation under local anesthesia has been described, this approach con- 
strains soft tissue dissection and the drilling of the retrosigmoid tissues to 
effectively position and stabilize the internal device. 

Consideration should be given to conditions for which a patient may need 
future assessment with magnetic resonance imaging (MRI). Implantation 
of a magnet in the internal device may be contraindicated in these patients. 
A nonmagnetic modification of one commercially available device is avail- 
able for patients whose medical or neurological condition mandates further 
studies using MRI (Heller et al. 1996). 

2.3.3 Radiologic Assessment 

High-resolution computed tomography (HRCT) scans of the temporal 
bone help to define the surgical anatomy and provide information about 
cochlear abnormalities that can aid the surgeon in surgical planning 
and counseling the patient (Fig. 3.3). Temporal bone CT scans reveal 
anatomical details important in treatment planning: the pattern of mastoid 
pneumatization, the position of vascular structures, middle ear anatomy, 
and position of the facial nerve (Woolley et al. 1997). Scans should also 
be examined for evidence of cochlear malformation, cochlear ossifica- 
tion, enlarged vestibular aqueduct, and other inner ear and skull base 
anomalies. 

Although HRCT is the standard for evaluation of most aspects of tem- 
poral bone anatomy, it does have limitations, particularly in the assessment 
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Figure 3.3. High-resolution computed tomography (CT) scan of the temporal bone 
helps to define the bony anatomy of the cochlea as an aid surgical planning. This 
axial CT scan from a patient with temporal bone fractures demonstrates two levels 
of cochlear anatomy (due to a slightly skewed plane of sectioning). The CT demon- 
strates patency of the basal turn on the right (r), and patency of the middle and 
apical turns on the left (1). 



of cochlear patency. Computed tomography findings of cochlear patency 
generally correlate with surgical findings (Langman and Quigley 1996), but 
significant discrepancies have been reported (Jackler et al. 1987c; Wiet et 
al. 1990; Frau et al. 1994). The radiographic appearance of the cochlea 
should be considered in light of clinical information, particularly a history 
of meningitis or otosclerosis, which may directly affect the likelihood of 
complete insertion of the electrode array. Balkany and Dreisbach (1987) 
list four categories of cochlear patency: CO, normal cochlea; Cl, indistinct- 
ness of the endosteum of the basal turn; C2, definite narrowing of the basal 
turn; and C3, bony obliteration of portions of the basal or middle turn or 
the entire cochlea. 

Magnetic resonance imaging may be a useful adjunct to HRCT for assess- 
ment of implant candidacy (Harnsberger et al. 1987; Tien et al. 1992; 
Casselman et al. 1993). Whereas HRCT reveals detailed bony anatomy, 
MRI offers imaging of soft tissue structures such as the membranous 
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Figure 3.4. Whereas conventional computed tomography (CT) scans reveal details 
of the bony anatomy, magnetic resonance imaging (MRI) offers imaging of soft 
tissue structures such as the membranous labyrinth and neural substrate. This 
high-resolution MRI demonstrates the pattern of innervation of the right cochlea 
(arrowheads) in a case of a mild Mundini (cochlear) malformation. 



labyrinth and neural substrate (Fig. 3.4), and MRI techniques make it pos- 
sible to visualize the presence or absence of fluid within the cochlear turns, 
thus enabling evaluation of cochlear patency with greater resolution. 

Tien et al. (1992) first reported the use of fast spin-echo (FSE) MRI tech- 
niques to image the inner ear. Fast spin-echo imaging has an advantage over 
both conventional spin-echo T1 -weighted images, which lack tissue contrast 
among fluid, neural tissue, otic capsule septa, and surrounding temporal 
bone, and conventional T2-weighted images, which require considerably 
longer scanner times. The speed advantage of FSE allows the radiologist to 
obtain thin-section (2-mm) high-resolution T2- weighted images with excel- 
lent contrast in a fraction of the time needed for conventional spin-echo 
techniques. Images obtained with this technique can delineate the fluid- 
filled otic capsule and internal auditory canal. Nadol (1997) has reported a 
strong positive correlation between the diameter of the cochlear and 
vestibular nerves and the total spiral ganglion cell count, and suggests the 
theoretical prospects for MRI to be used in quantifying neuron survival. 
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2.3.4 Auditory Skills 

An auditory skills assessment evaluates the child’s ability to attend to and 
integrate sound with use of conventional amplification. A child may demon- 
strate residual hearing on an audiological evaluation but not have the 
necessary skills to make use of that hearing. An auditory skills assessment 
then determines the child’s ability to use residual hearing to attend to 
speech and environmental sounds, integrate auditory perception with 
speech production, make meaningful associations with sounds ranging from 
single words to conversational contexts, and integrate hearing in the context 
of communication. The development of a child’s residual hearing before 
implantation can provide a foundation for listening via the cochlear 
implant. 

2.3.5 Language Assessment 

Assessing language in a child seeking a cochlear implant often requires 
evaluation of the area that is most deficient in that child. A child may have 
no real language in either the signed or spoken form. Behavioral observa- 
tion is employed to assess how a candidate communicates with others. 
In the case of young candidates it is important to establish the level of 
communicative intent and the prelinguistic and linguistic strategies used 
by the child to support this intent. 

The assessment of prelinguistic communication behaviors includes 
eye contact and gaze patterns, gesture, pointing, vocalization, object and 
physical manipulation, turn-taking, imitation, and willingness to maintain 
engagement (Schopmeyer 2000a). The evaluation of linguistic communica- 
tion examines receptive and expressive vocabulary in sign or speech, begin- 
ning syntax, use of grammatical markers, and narration and conversation. 

Pragmatic development refers to the social use of language skills and 
applies to both linguistic and prelinguistic behaviors. Pragmatic skills 
include communicating for a variety of purposes — to request, comment, 
gain attention or information, protest, choose, and demonstrate social con- 
ventions such as greetings. Children who display appropriate social use of 
nonlinguistic and linguistic behaviors before implantation can bring social 
engagement and communicative intent to the postimplant rehabilitation 
process. Anomalous patterns of pragmatics may signal pervasive develop- 
mental and autistic disorders. 

The development of prelinguistic behaviors and language pragmatics can 
result in the identification of noncognitive (e.g., cerebral palsy and low 
muscle tone) and cognitive (e.g., autism, pervasive developmental disorder, 
and Asberger syndrome) handicaps that require a special consideration 
of implant candidacy and postoperative rehabilitation. Assessments by a 
developmental pediatrician, a pediatric neurologist, and occupational and 
physical therapists may offer therapeutic options. Such an assessment 
screens for sensory and motor dysfunctions beyond those routinely associ- 
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ated with communication deficits (Rapin 1978). For example, appropriate 
treatment of attention disorders may be required to optimize benefit from 
audiological and rehabilitative services. 

2.3.6 Cognitive and Psychological Assessment 

The candidate’s skills in nonverbal problem solving, attention, and memory 
affect the postimplant rehabilitation process and may provide predictive 
information regarding potential use and benefit. The psychological assess- 
ment includes measurement of verbal and nonverbal intelligence, visual- 
motor integration, attention, motor development, child behavior, and 
parental stress. The evaluator also counsels candidates or parents about 
expectations, noting whether there are realistic expectations of what an 
implant can provide given the particular attributes of the case. 

A wide range of psychosocial attitudes should be addressed in evaluat- 
ing family support of childhood implantation (Quittner et al. 1991). Parental 
attitudes toward their child’s hearing loss and motivations for implantation 
may prove predictive of their commitment to the rehabilitation process and 
psychological adjustment to the sometimes slow pace of improvements in 
speech understanding and production. The preimplantation assessment 
should ascertain long-range prospects for access to oral-based education. 

The process of communication change associated with cochlear implan- 
tation can have far-reaching psychological implications. A cochlear implant 
will most benefit individuals who possess sufficient motivation and sur- 
rounding support to encourage a program of postimplantation rehabilita- 
tion. Motivations and expectations should be discussed in detail with the 
candidate. For pediatric candidates, parental expectations and attitudes 
should be carefully determined. The very best efforts of an implant team 
can be thwarted by a patient’s or family’s frustrations based in unrealistic 
expectations and resulting in consequent disuse. Though it is certainly rea- 
sonable for candidates or their family to expect improved hearing, practi- 
cal hearing gains often require periods of training, and current implant 
systems have limitations that will always be present. Personality traits that 
may hamper compliance should be looked for. Though cochlear implanta- 
tion may be associated with improvement in some mood disorders (Proops 
et al. 1999), the implant itself cannot be expected to produce such benefits. 
Psychotic tendencies or a substantial burden of endogenous depression can 
limit compliance with any systematic plan of rehabilitation. Psychological 
assessment should also screen for other conditions, such as organic brain 
disease, that would compromise the implantation and rehabilitation 
processes. 

2.3.7 Ophthalmology 

Vision plays a critical role in the deaf child’s development. Even after 
implantation, the child may rely on vision to begin to associate meaning 
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with auditory inputs. The ophthalmological evaluation can identify visual 
abnormalities associated with congenital deafness including refractive 
errors, strabismus, adnexal anomalies, and cataracts (Siatkowski et al. 1994). 
Rubella retinopathy, Usher’s syndrome, and Waardenburg’s syndrome 
often manifest anomalies that are detectable on ocular examination for 
implant candidates of all ages. 

2.3.8 Occupational Therapy 

Children with cochlear implants need to integrate their new sense of 
hearing with their more developed sensory systems. As a result of auditory 
deprivation, some children display subtle motor or sensory delays that may 
impede the smooth acceptance and integration of new auditory stimulation. 
An evaluation by an occupational therapist may identify subtle vestibular, 
tactile, or proprioceptive deficits that could affect the child’s ability to inte- 
grate auditory information, use language in a social context, engage with 
others, and gain volitional control over body movement, especially those of 
oral articulators. 

2.3.9 Educational Placement 

A key factor in optimizing benefit from the implant is appropriate educa- 
tional placement and opportunity for flexibility within that placement as 
the auditory skills of the child evolve and the support requirement changes 
(Heilman et al. 1991; Koch et al. 1997). An appropriate school environment 
motivates the use of audition in learning, maximum attention to language 
development, and opportunities for communication. Essential features of 
an appropriate school placement include encouragement of spoken lan- 
guage, opportunities to interact verbally with adults and peers, appropriate 
support services, and school personnel who understand a cochlear implant 
and are willing to participate in a team approach. A school visit by a reha- 
bilitation therapist from the implant team initiates the important collabo- 
ration with a child’s teachers and therapists. 



3. Surgery 

Surgical techniques of cochlear implantation represent modifications of 
procedures used over the past century in managing chronic infections of 
the mastoid and middle ear. Surgery is performed in the conventional 
otological position with the use of aseptic precautions, microscopy (up to 
160x), and a rotating drill. 

The mastoid cortex and surrounding temporal skull are exposed by 
raising a “flap” of soft tissue, pedicled anteriorly and inferiorly (Fig. 3.5). 
Soft tissue flaps should accommodate placement of the implant at a safe 
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Figure 3.5. Artist’s rendering of the surgical approach to cochlear implantation of 
the right ear. A: Blood supply to the soft tissues surrounding the ear. B: Usual loca- 
tion of the incision to expose the mastoid cortex by raising a postauricular skin flap. 



margin from overlying incisions and in a location compatible with an 
ear-level processor. 

A simple mastoidectomy is performed with the superior (middle fossa 
tegmen) and posterior (sigmoid sinus) cortical margins maintained intact 
(Figs. 3.6 and 3.7). The resulting bony ledge provides protection for con- 
necting leads and a bony plateau for embedding the receiver-stimulator. 
The bony facial recess (between the corda tympani nerve and vertical 
segment of the facial nerve) is opened to visualize the incudostapedial joint 
and cochlear promontory. The facial recess is opened to maximize visual- 
ization via thinning of the bony canal wall, and adequate removal of air 
cells to enable systematic exposure of the horizontal semicircular canal, 
fossa incudus, and corda-facial angle. As the dimensions of the tympanic 
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Figure 3.6. With the patient in the surgical position, the mastoid cortex is opened 
and a bed created to accommodate the receiver-stimulator of the internal device. 
The area of bony dissection is outlined by the dashed line. 



cavity are established at birth and completed by 6 months of age, the risk 
associated with the facial recess approach is no greater in children than in 
adults (Bielamowicz et al. 1988). The corda tympani nerve may be sacrificed 
if the facial recess is small or if the array to be implanted requires a gen- 
erous exposure (Lalwani et al. 1998). Permanent taste disturbance is rare. 
The round window niche is opened exposing its tegmen and the round 
window membrane (Proctor et al. 1986). 

The preferred approach to cochleostomy provides access to the scala 
tympani through the promontory, anterioinferior to the round window (Fig. 
3.8). The electrode array is advanced under direct visualization, minimizing 
trauma to the membranous components of the scala, particularly the basilar 
membrane. Resistance to array insertion can produce buckling of the 
carrier-array. Buckling can induce spiral ligament and basilar membrane 
injury, and consequent neural loss. Full insertion of the array within the 
basal turn of the cochlea requires an insertion depth of 25 to 30 mm. Before 
insertion of the electrode array, a well is created behind the mastoid 
to accommodate the receiver-stimulator portion of the internal device 
(Fig. 3.6). The receiver-stimulator is stabilized with sutures to the bony 
cortex. 
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Figure 3.7. A: Simple mastoidectomy has been performed. Opening the middle ear 
from behind via a facial recess approach, anterior to the facial nerve, exposes the 
round window. B: Enlargement of the round window niche with a rotating bur opens 
the scala tympani beneath the basilar membrane. 



The external processor and antenna are fitted 1 month after implanta- 
tion. This delay allows time for the incision to heal and edema that may 
accompany all aspects of the implantation procedure to resolve. The inter- 
nal device and external processor establish linkage via two antennae, one 
of which is magnetically retained behind the ear and the second of which 
is contained within the internal device. 

The feasibility of revision implant surgery, including single-to multiple- 
channel conversion to enhance perception spectral cues, is now well recog- 
nized (Miyamoto et al. 1994a; Rubinstein et al. 1997). Minor modifications 
of the implant procedure when performed in conjunction with labyrinthec- 
tomy for vertigo have been described (Zwolan et al. 1993). 
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Figure 3.8. A: Employing a trajectory of electrode array insertion along the floor 
of the scala tympani allows for atraumatic insertion. B: Electrode array and con- 
necting lead in proper position. 



3.1 Implantation of Young Children 

Implantation of infants and toddlers can be achieved with no greater risk 
of complication than that observed for adults (Hoffman 1997; Parisier et al. 
1997; Waltzman and Cohen 1998;Tucci and Niparko 2000). Experience with 
surgical implantation of young children has been reported by several 
centers, and initial results are encouraging (Gantz et al. 1993; Lenarz et al. 
1997; Waltzman and Cohen 1998). Although temporal bone growth has 
been shown to continue through adolescence, the anatomy of the facial 
recess is fully developed at birth (Bielamowicz et al. 1988; Eby and Nadol 
1996). The most significant developmental changes are in the size and con- 
figuration of the mastoid cavity, which has been shown to expand in width, 
length, and depth from birth into the teenage years. 
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3.2 Surgical Implantation of Obstructed and 
Malformed Cochleas 

Profound SNHL may be associated with intracochlear inflammatory reac- 
tions (labyrinthitis ossificans). Obstruction of each of the scalae has been 
associated with inflammation associated with meningitis, Cogan’s syndrome, 
syphilis, chronic otitis media, malignant otitis externa, otosclerosis, and 
trauma (Jackler et al. 1987c). Labyrinthitis ossificans results in the formation 
of fibrous tissue, with the possibility of subsequent dystrophic calcification 
to produce bone within the normally fluid-filled scalae. The scala tympani, 
especially in the proximal portion of the basal turn, is the most common site 
of fibrous tissue and new bone growth, although Green et al. (1991) demon- 
strated that ossification due to meningogenic labyrinthitis extended further 
into the cochlea than did ossification due to other causes. 

Labyrinthitis ossificans was previously considered a contraindication to 
implantation of long, multielectrode arrays (as discussed by Balkany et al. 
1988, 1996). In most cases, however, ossification involves only the proximal 
(basal) portion of the cochlea, and total ossification of the cochlea is 
unusual (Green et al. 1991). Balkany et al. (1988) found that 14% of patients 
had cochlear ossification at the time of implant surgery. However, electrode 
insertion was complete in 14 of 15 patients as bony growth was confined to 
the most basal portion of the cochlea. In cases of otosclerosis Fayad et al. 
(1990) found some ossification of scala tympani that required drilling in 
30%, but the extent of ossification did not exceed 5 mm. Performance with 
the implant was found to be similar to that of patients without ossification. 

Preservation of spiral ganglion cells has been shown to be poor in 
patients with labyrinthitis ossificans, particularly if it is a consequence of 
bacterial meningitis (Nadol 1997). In general, the greater the degree of ossi- 
fication, the lower the spiral ganglion cell counts. However, even in cases of 
severe bony occlusion, significant numbers of neurons remain. Because 
patients with as few as 10% of the normal complement of SGCs are known 
to demonstrate at least average performance with the implant (Linthicum 
et al. 1991), implantation is not necessarily contraindicated in patients with 
extensive ossification. 

Surgical techniques used for implantation of the ossified cochlea utilize 
the usual transmastoid-facial recess approach (Balkany et al. 1988). Com- 
plete drill-out of the cochlea has been described by Gantz et al. (1988b) as 
an alternative option in implanting the obstructed cochlea. Limited experi- 
ence with this approach indicates that some patients are capable of achiev- 
ing performance levels that match those of patients implanted without bony 
obstruction. However, implant performance after cochlear drill-out has not 
been assessed in a large number of patients. 

Congenital deafness is frequently associated with labyrinthine malfor- 
mations, typically cochlear hypoplasia or a common cavity (Jackler et al. 
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Figure 3.9. A significant percentage of children with deafness of congenital onset 
exhibit cochlear malformation, typically cochlear hypoplasia or a common cavity. 
This coronal CT demonstrates a mild Mundini malformation on the left, and com- 
plete aplasia of the labyrinth and cochlear absence on the right. 



1987a) (Fig. 3.9). Hypoplastic cochleas are associated with poor definition 
of cochlear turns and partitions between the modiolus and internal audi- 
tory canal (IAC) and relatively low spiral ganglion cell populations 
(Schmidt 1985). When associated with a narrow IAC on preoperative CT 
scanning, innervation may be completely absent (Jackler et al. 1987b), as 
supported by electrical evidence of lack of excitability with preoperative 
testing with a transtympanic electrode (Tucci et al. 1995). Implantation of 
an ear with a narrow IAC is thus contraindicated unless electrical testing 
shows responsiveness. 

Mondini deformity (hypoplasia of the cochlea) is associated with shorter 
length with relatively low spiral ganglion cell populations and often has a 
thin bony partition between the modiolus and a widened IAC (Jackler 
et al. 1987a) — an anomaly that accounts for the cerebrospinal fluid leak that 
can occur during a cochleostomy for electrode insertion. Other anomalies 
involving the round window niche and facial nerve are observed with 
cochlear malformations (House and Luxford 1993; Tucci et al. 1995). 
Despite associated anomalies, implantation of a sufficient number of elec- 
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trodes within a malformed cochlea is feasible and can provide a surprising 
degree of speech perception in many subjects (Tucci et al. 1995). 



3.3 Surgical Results 

Cochlear implantation entails risks inherent in extended mastoid surgery 
and those associated with the implanted device. Hoffman and Cohen (1995) 
characterized implant-related complications as major if they required revi- 
sion surgery, and as minor if they resolved with minimal or no treatment, 
and reported 55 major (12%) and 32 minor (7%) complications. Hoffman 
and Cohen (1993) noted in later follow-up 220 (8%) major and 119 (4.3%) 
minor complications among 2,751 implantations. Though direct compar- 
isons of complication rates between reports fail to include information on 
duration of device use, and observations vary in length and frequency 
of follow-up, there is a suggested substantial reduction in the incidence of 
major complications over the past 15 years. 

Major complications that are strictly device-related involve partial or 
complete device failure. As the materials used to fabricate the internal 
device are expected to last more than 100 years, use-related failure per 
se is not expected; failure is attributed to either manufacturing flaws or 
trauma. Electrode array compression can occur with aggressive array inser- 
tion and may simply reduce the number of functional channels, and produce 
noxious sensations with stimulation and even complete device malfunction. 
The connecting lead between the receiver-stimulator and the electrode 
array is vulnerable to shearing if the device is not properly secured. Accord- 
ingly, embedding the device in bone and fixation with suture material is 
strongly advised. Device reliability is better than that of cardiac pacemak- 
ers, likely owing to design differences and the cochlear implant’s position 
in a relatively immobile site. Device failures requiring replacement with a 
new device do not appear to lead to a compromise of the level of perfor- 
mance obtained with the second implant (Rubinstein et al. 1997). 

Major complications also include facial nerve paralysis and implant expo- 
sure due to flap loss. Facial nerve injury is uncommon and unlikely to 
produce permanent, complete paralysis when appropriately managed. Loss 
of flap viability can lead to infection and device extrusion, necessitating 
coverage with a scalp flap or possibly device removal. 

Approximately 70% of profoundly hearing-impaired individuals exhibit 
reduced vestibular function as indicated by tests of the vestibulocular reflex 
(Huygen et al. 1994). For an ear with residual vestibular function, implan- 
tation ablates vestibular function in about 50%, yielding potential postim- 
plantation disequilibrium and vertigo. During the first week after surgery, 
patients often experience some degree of disequilibrium and unsteadiness. 
True vertigo that persists in the postoperative phase, however, is rare 
(Dobie et al. 1995). Extended periods of disequilibrium are also rare but 
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when present are treatable with exercise regimens designed to elicit central 
compensation. 

The risk of bacteria entering the cochlear scalae after implantation, pro- 
ducing labyrinthitis or meningitis and associated reactive fibrosis and 
destruction of neural elements, appears to be low. However, reports of 
meningitis months to years after cochlear implantation have raised vigi- 
lance for this potential complication (O’Donoghue et al. 2002). Franz et al. 
(1987) inoculated the bullae of implanted cats with streptococci to evalu- 
ate the risk of infection spreading from the middle ear into the implanted 
cochlea. Despite uniform inflammation of the round window niche, cochlear 
inflammation was absent. A protective seal had formed around the elec- 
trode as it entered either the round window or the cochleostomy, suggest- 
ing a protective role in preventing implant-surface colonization with 
bacteria (biofilm) (An and Friedman 1998) and further infection. 

Users and physicians should be aware that most implants are not 
compatible with MRI. Although selected devices can be modified to enable 
MRI, such modifications require breaking the implant’s hermetic seal. 

3.4 Histological Assessment of Implantation of 
the Cochlea 

Potential histopathological injury to the cochlear scalae can be classified as 
surgical or device-related (see Leake and Rebscher, Chapter 4). The histo- 
logical results of cochlear implantation have been well studied (Kennedy 
1987; Fayad et al. 1991; Zappia et al. 1991). Surgical trauma may induce 
cochlear fibrosis, neossification, and injury to the membranous cochlea 
including the loss of sensorineural elements and injury to the stria vascu- 
laris. In general, these changes appear limited, and though neuronal loss 
may ensue, loss appears to be focal. There is no histological evidence of 
reaction to extended electrical stimulation. 



4. Outcomes 

4.1 Factors Related to the Measurement of 
Auditory Performance 

Measurement variables should be standardized as much as possible. Speech 
perception as reflected by speech-reading capability evaluates the effects 
of combining implant-derived percepts with visual cues based on lip and 
facial movement. Clinicians can choose between closed-set tests (e.g., 
forced choice of one answer from a list of four) and open-set tests of words 
and sentences. Closed-set tests and sentence tests (as scored by words 
correct) typically produce substantially higher percentages correct than do 
open-set tests and tests of single words. 
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Capabilities for understanding speech in noise can be assessed by alter- 
ing the signal-to-noise ratio (i.e., intensity differences) of taped sentence 
material relative to background noise. Normal-hearing individuals can com- 
prehend speech words when this ratio approaches zero, and sentences often 
down to a ratio of -5 dB. Implant recipients typically show degraded speech 
recognition when signal-to-noise ratios are lowered beyond +10 dB (e.g., 
Zeng and Galvin 1999). 

Trends toward higher rates of open-set speech recognition with newer 
implant technology and longer implant experience have prompted more 
stringent assessments of receptive capability. Increasing the difficulty of a 
speech perception test has the effect of limiting the “ceiling effects” that 
result from testing with simple, everyday phrases. For the purpose of gen- 
erating more meaningful comparative data, increasing test difficulty also 
tends to normalize distributions across populations, thereby permitting the 
use of more powerful statistical designs in searching for differences between 
groups. 

4.2 Results in Adults 

One goal of cochlear implantation is to improve speech perception. 
Whereas initial clinical series judged implant efficacy mostly on environ- 
mental sound perception and performance on closed-set tests, greater 
emphasis is now placed on measures of open-set speech comprehension. 
Speech-perception results from early clinical trials have served to guide the 
evolution of cochlear implantation. 

Gantz et al. (1988a) provide early comparative data in their assessment 
of environmental sound and speech perception in a large cohort of non- 
randomized, single- and multiple-channel implant users. Multiple-channel 
implants provided significantly higher levels of performance on all mea- 
sures. Cohen et al. (1993) performed the first prospective, randomized trial 
of cochlear implants through the U.S. Veterans Administration hospital 
system. The trial provided high-level, quality clinical data and convincing 
evidence of open-set speech recognition and the clear superiority of multi- 
ple- over single-channel designs. Moreover, the study was the first to report 
a low complication rate and high device reliability in postlingually deafened 
individuals, despite the fact that implantations were performed and moni- 
tored across multiple centers and with varying levels of prior implant 
experience. 

Clinical observations in patients with current processors indicate that for 
patients with implant experience beyond 6 months, the mean score on open- 
set word testing approximates 25% to 40%, with a range of 0% to 100% 
(Cohen et al. 1993; Gantz et al. 1993; Waltzman et al. 1995; Rubinstein 
et al. 1999). Results achieved with the most recently developed speech- 
processing strategies reveal mean scores above 75% correct on words-in- 
sentence testing, again with a range of 0% to 100%. Though subjects 
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perform substantially less well on single-word testing, these mean scores 
continue to improve as the speech-processing strategy evolves (Skinner et 
al. 1999). After implantation, speech recognition by telephone (Cohen 1997) 
and music appreciation are often observed. Again, this benefit seems to be 
achieved in larger percentages of patients with the use of more recently 
developed processing strategies (see Wilson, Chapter 2; Shannon et al., 
Chapter 8). 

The high prevalence of SNHL among the elderly has prompted evalua- 
tions of the benefit of cochlear implantation in this age group (Horn et al. 
1991; Facer et al. 1995; Kelsall et al. 1995; Francis et al. 2002). For recipients 
of the cochlear implant after the age of 65 years, open-set speech recogni- 
tion scores are not as high as those reported in younger cohorts, potentially 
representing an effect of longer duration of deafness as opposed to age 
itself. Nonetheless, implant usage is high among elderly recipients, with 
nonuse observed in few patients. 



4.3 Predictors of Benefit in Adults 

Evaluation of the benefit of cochlear implantation in adults has largely 
focused on measuring gains in speech perception. The individual factors 
commonly employed to predict speech performance are categorized as 
subject variables and device variables (e.g., Gantz et al. 1988a, 1993; Kileny 
et al. 1991; Cohen et al. 1993; Miyamoto et al. 1994a; Waltzman et al. 1995; 
Rubinstein et al. 1999). The subject variables include age of onset, age of 
implantation, deafness duration, etiology, preoperative hearing, survival 
and location of spiral ganglion cells, patency of the scala tympani, cognitive 
skills, personality, visual attention, motivation, engagement, communication 
mode, and auditory memory. The device variables include processor, 
implant, electrode geometry, electrode number, duration and pattern of 
implant use, and the strategy employed by the speech-processing unit. 

Generally, duration of implant use and duration of deafness account for 
a high degree of variance on speech-perception measures. Preoperative 
hearing, particularly with respect to speech recognition, age of implanta- 
tion, cochlear patency, subject engagement with the therapeutic regimen, 
and processor type also carry relatively higher predictive values for speech 
understanding. 

4.4 Testing Implant Performance in Children 

Implant performance in children is assessed with a battery of audiologi- 
cal tests that can address a wide range of perceptual skills before and 
after implantation. Although substantial auditory gains are apparent in 
implanted children, the range of quantifiable improvement varies widely 
between children and depends heavily on the duration of use of the device, 
as well as preoperative variables. For this reason testing should survey a 
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range of levels of speech recognition — from simple awareness of sound, to 
pattern perception (discrimination of time and stress differences of utter- 
ance), to closed-set (multiple choice) and open-set speech recognition 
(Tucci et al. 1995; Kirk et al. 1997; Kirk 2000). 

4.5 Speech Comprehension Results in Children with 
Cochlear Implants 

The era of pediatric cochlear implantation began with 3M/House, single- 
channel implants in 1980. Investigational trials with multiple-channel 
cochlear implants began with older children and adolescents (aged 10 
through 17 years) in 1985 and with younger children (aged 2 through 9 years) 
in November 1986. Implantation of infants and toddlers younger than 2 
years of age began in 1995 (NIH Consensus Conference 1995). Although 
clinical experience with cochlear implantation is considerably shorter in 
children than in adults, a larger body of clinical reports is now available. 

To provide a systematic review of the relevant literature on speech recog- 
nition in children with cochlear implants, Cheng et al. (1999) performed a 
meta-analysis that surveyed peer-reviewed published reports. Of 1916 
reports on cochlear implants published since 1966, 44 provided sufficient 
patient data to compare speech recognition results between published (n = 
1904 children) and unpublished (n = 261) trials. Pooling results of these 
studies was hampered by the diversity of tests required to address the full 
spectrum of speech reception in implanted children. To address this imped- 
iment, an expanded format of the Speech Perception Categories (Geers 
and Moog 1987) was designed to integrate results across studies. Although 
this conversion introduces statistical constraints, study results could be 
compared and the impact of selected variables (e.g., age at implantation, 
duration of use, etiology, and age at onset of deafness) could be determined 
in larger populations. The main conclusions of this meta-analysis were that 
earlier implantation is associated with a greater trajectory of gain in speech 
recognition, differences in performance diminish in time between congen- 
ital and acquired etiologies, and there is a distinct absence of plateauing of 
speech-recognition benefits over time. More than 75% of the children with 
cochlear implants reported in peer-reviewed publications have achieved 
substantial open-set speech recognition after 3 years of implant use. Com- 
parisons of published and unpublished data failed to show a publication 
bias (Fig. 3.10). 

4.6 Language Acquisition in Children with 
Cochlear Implants 

Preverbal communication behaviors underpin verbal language learning. 
Substantial gains in prelinguistic behaviors, including eye contact and turn- 
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Figure 3.10. Data from a meta-analytic synthesis of literature on cochlear implants 
in children (Cheng et al. 1999) indicating level of speech recognition achieved over 
time (see text for information on speech recognition level). Earlier implantation is 
associated with a greater trajectory of gain in the highest level of (open-set) speech 
recognition. More than 75% of the children with cochlear implants achieve sub- 
stantial open-set speech recognition after 3 years of implant use. Dotted line: 
implantation after 6 years of age; dashed line: implantation between 4 and 6 years 
of age; solid line: implantation under 4 years of age. 



taking (Tait and Lutman 1994), and in verbal spontaneity (Schopmeyer et 
al. 2000a) are observed as early correlates of benefit, developing within 6 
months of implantation in young children. Moreover, Tait et al. (2001) found 
that preverbal measures obtained 12 months after implantation are pre- 
dictive of late performance on speech perception tasks. They also observed 
a significant association between the preverbal measure of “autonomy” 
obtained before implantation and later speech-perception performance. 
This latter finding has important theoretical implications for understanding 
language development and suggests that intervention that promotes auton- 
omy in adult-child interaction may lead to improved outcomes. Such inter- 
vention can be introduced as soon as deafness is discovered. 

Although challenging to characterize, the effects of cochlear implanta- 
tion on receptive language skills and language production after implanta- 
tion have been quantified. One approach is to assess language performance 
on standardized tests. The Reynell Developmental Language Scale evalu- 
ates both receptive and expressive skills independently (Robbins et al. 
1997). These scales have been normalized on the basis of performance levels 
of hearing children over an age range of 1 to 8 years and have been used 
in populations of deaf children. Whereas deaf children without cochlear 
implants achieved language competence at half the rate of normal-hearing 
peers, implanted subjects exhibited language-learning rates that early accel- 
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Figure 3.11. A schematic summary of language learning curves of hearing and deaf 
children. Whereas deaf children (DC) without cochlear implants (Cl) achieved lan- 
guage) competence at half the rate of normal-hearing peers, implanted subjects 
exhibited language-learning rates that approached those of their normal-hearing 
peers (Robbins et al. 1997; Svirsky et al. 2000). Though improved rates of language 
learning was achieved with implantation, a gap in language level between implanted 
children and their hearing peers persists (dashed arrow) — apparently due to delays 
in language acquisition noted prior to implantation. The average age of implanta- 
tion in this cohort was just under 4 years. It remains to be seen whether earlier 
implantation might limit early language delays to enable more age-appropriate 
language acquisition (dotted lines). 



erate to approach those of their normal-hearing peers (Robbins et al. 1997; 
Svirsky et al. 2000). Though an improved rate of language learning was 
achieved with implantation, a gap in language level between implanted chil- 
dren and their hearing peers persists — apparently due to delays in language 
acquisition noted prior to implantation. The average age of implantation 
in this cohort was approximately 4 years. It remains to be seen whether 
earlier implantation might limit early language delays to enable more age- 
appropriate language acquisition (Fig. 3.11). 

In evaluating the role of communication methodology, Robbins et al. 
(1997) noted that implantation improved language-learning rates for chil- 
dren in both oral and total communication settings based on the Reynall 
Developmental Language Scale. Geers et al. (2000), also assessing language 
skills in implanted children enrolled in oral and total communication (TC) 
settings, found that such groups did not differ in language level, though the 
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oral group demonstrated significantly better intelligibility in their speech 
production. 

Delays in receptive and expressive language among hearing-impaired 
children are well documented, although such delays are not strongly related 
to degree of hearing loss (e.g., Levitt et al. 1987; Osberger 1986). Perfor- 
mance on language measures can be influenced by the child’s mode of 
communication such that results may not directly reflect the influence of 
auditory capacity and prosthetic intervention. Clinical findings, however, 
support the notion that some deaf children are, in fact, able to utilize the 
acoustic-phonetic cues provided by the implant in ways that way reduce the 
language gap between normal-hearing and deaf children. The ability to use 
these cues is closely related to cognitive processing (for details, see Pisoni 
and Cleary, Chapter 9). 

4. 7 Educational Placement and Support of 
Implanted Children 

The hearing-impaired child is at substantial risk for educational under- 
achievement (Trybus and Karchmer 1977; Holt 1993). Educational achieve- 
ment by the hearing-impaired child can be enhanced by verbal 
communication, and traditionally teaching children to talk has been more 
successful with children who have residual hearing adequate to perceive 
speech signals with amplification (Geers and Moog 1991). Improved speech 
perception and production provided by cochlear implants appear to offer 
the possibility of increased access to oral-based education and enhanced 
educational independence. 

Koch et al.(1997) and Francis et al. (1999) tracked the educational 
progress of implanted children by using an educational resource matrix to 
map educational and rehabilitative resource utilization. The matrix was 
developed on the basis of observations that changes in classroom settings 
(e.g., into a mainstream classroom) are often compensated by an initial 
increase in interpreter and speech-language therapy. Follow-up of school- 
aged children with implants indicated that relative to age-matched hearing- 
aid users with similar levels of baseline hearing, implanted students are 
mainstreamed at a substantially higher rate, but this effect is not immedi- 
ate and appears to require added rehabilitative support to be achieved. 
Within 5 years after implantation, the rate of full-time assignment to a main- 
stream classroom increases from 12% to 75%. 

The educational resource matrix also offers a basis for assessing overall 
cost-benefit ratios of the cochlear implant in children in the United States. 
Although educational costs for all implanted students remained static or 
actually increased initially, ultimate achievement of educational indepen- 
dence for the majority of implanted children produced net savings that 
ranged from $30,000 to $100,000 per child, including the costs associated 
with initial cochlear implantation and postoperative rehabilitation. 
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5. Quality of Life and Cost-Effectiveness Assessment 

As a relatively expensive health care intervention, the practice of cochlear 
implantation has been subjected to cost-effectiveness considerations. 
Studies of the cost-effectiveness of cochlear implants have assessed quality 
of life and health status to determine the utility gained from the multi- 
channel cochlear implant (Summerfield and Marshall 1995; Wyatt et al. 
1996; Cheng et al. 2000). Utility is a concept basic to commerce that reflects 
the true value of a good or service. Cost-utility methods determine the ratio 
of monetary expenditure to change in utility as defined by a change in 
quality of life over a given period. The assessment of cost-utility was based 
on the following: 

Cost-Utility = Costs(in $) / A(Quality-Adjusted Life-Years) 

= Costs(in $) / A(Life-YearsxHealth Utility) 

Life-years is the mean anticipated number of years of implant experience 
based on the life expectancies of the implanted cohort. The change in health 
utility reflects the preimplant and postimplant difference in scores on 
survey instruments designed and validated to accurately reflect quality of 
life. 

In the United States, England, and Canada, health interventions with a 
cost-utility ratio under $20,000 are generally considered to represent 
acceptable vale for money expended, i.e., they are “cost-effective” 
(Summerfield et al. 1997; Azimi and Welch 1998). 



5.1 Quality of Life and Cost-Effectiveness Assessment 
in Adults 

Costs per quality-adjusted life-year (QALY) for the cochlear implant in 
adult users were determined with use of cost data that account for the 
pre-, post-, and operative phases of cochlear implantation (Summerfield 
and Marshall 1995; Wyatt et al. 1996). Benefits were determined on the basis 
of functional status and quality of life. Results indicated that multiple- 
channel cochlear implants in adults are associated with cost-utility ratios in 
the range of $14,000 to $18,000/QALY, indicating a favorable position in 
terms of their cost-effectiveness relative to other medical and surgical 
interventions. 

Hearing impairment is one of the most common clinical conditions affect- 
ing elderly people in the United States (Campbell et al. 1999). Hearing loss 
is so profound in 10% of the aged hearing-impaired population that little 
or no benefit is gained with conventional amplification (Havlik 1986). 
Assessing the effectiveness of cochlear implants in the elderly requires 
consideration of general health status and psychosocial factors, as well as 
impact on hearing per se. The social isolation associated with acquired 
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hearing loss in the elderly (Weinstein and Ventry 1982) is accompanied by 
a significant decline in quality of life and an increase in emotional handi- 
cap (Mulrow et al. 1990). However, well-recognized age-related degenera- 
tion of the spiral ganglion (Otte et al. 1978; Ng et al. 2000) and progressive 
central auditory dysfunction (Welch et al. 1985; Stach et al. 1990) raise 
concerns about the efficacy of cochlear prostheses in the elderly. Though 
comparable gains in speech understanding have been reported for elderly 
implant recipients (Kelsall et al. 1995), the broader implications of these 
functional gains have only recently been characterized. The determination 
of both auditory efficacy and quality of life impact may help to guide clin- 
ical and resource decisions, particularly in light of the high costs associated 
with cochlear implantation as an unforced health intervention. 

Reports of quality of life gains in elderly patients with cochlear implants 
have been favorable (Horn et al. 1991; Facer et al. 1995), but are based on 
questionnaires that are difficult to correlate with function and cost-utility. 
Chee et al. (2002) evaluated patients between the ages of 50 and 80 years 
who had cochlear implants with the Ontario Health Utilities Index Mark 3 
(HUI 3) survey of health utility. There was a significant mean gain in health 
utility of 0.24 (SD 0.33) associated with cochlear implantation (p < 0.0001). 
Improvements in hearing and emotional health attributes were primarily 
responsible for this increase in the health-related quality of life measure. 
There was a significant increase in speech-perception scores at 6 months 
after surgery and a strong correlation between the magnitude of 
health utility gains and the postoperative enhancement of speech percep- 
tion. Speech-perception gains were also correlated with improvements in 
emotional status and use of the implant. The authors concluded that 
cochlear implantation has a significant impact on the quality of life of 
older deaf patients and represents a cost-effective intervention in this 
population. 



5.2 Quality of Life and Cost-Effectiveness Assessment 
in Children 

Published cost-utility analyses of the cochlear implant in children have 
been limited by using either health utilities obtained from adult patients 
(Summerfield et al. 1997; O’Neill et al. 2000) or hypothetically estimated 
utilities of a deaf child (Lea 1991; Hutton et al. 1995; Lea and Hailey 1995; 
Carter and Hailey 1999). These studies yielded cost-utility ratios that fell 
out over a wide range ($3141 to $25,450/QALY). Utilities derived from 
adult patient surveys may not capture the impact of issues unique to 
childhood deafness (Cheng and Niparko 1999). 

Cheng et al. (2000) surveyed parents of a cohort of 78 children with 
cochlear implants to determine direct and total cost to society per QALY. 
Parents of profoundly deal candidate children ( n = 48) awaiting cochlear 
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implantation served as a comparison group to assess the validity of recall. 
Parents rated their child’s health state “now,” “immediately before,” and 
“one year before” the cochlear implant using the Time Trade-Off (TTO), 
Visual Analog Scale (VAS), and (HUI #3). Mean VAS scores increased 
from 0.59 to 0.86, TTO scores from 0.75 to 0.97, and HUI scores increased 
from 0.25 to 0.64. Discounted direct medical costs were $60,228, yielding 
cost-utility ratios of $9029/QALY using the TTO, $7500/QALY using 
the VAS, and $5197/QALY using the HUI. Including indirect costs, such as 
reduced educational expenses, the cochlear implant yielded a net savings 
of $53,198 per child. 

When language- and education-related outcomes in children with 
cochlear implants are combined with parental perspectives of quality of life 
effects, overall cost-utility ratings can be generated (Cheng et al. 2000; 
O’Neill et al. 2000). These independent studies from different continents 
support the view that pediatric cochlear implantation, relative to other 
medical and surgical interventions, is highly cost-effective in profoundly 
hearing-impaired young children. 



6. Auditory Training After Cochlear Implantation 

A central clinical question relates to the potential benefit to be derived 
from dedicated sensory training, commonly referred to as “auditory train- 
ing.” Can such training enable a cochlear implant user to apply both latent 
skills and adaptive strategies to listening tasks that (1) offset at least 
partially the limitations of cochlear implant listening and prior deprivation 
and (2) capitalize on the device capabilities? 

Much of the question of the potential benefit of auditory training centers 
on the ability to promote the acquisition of perceptual and productive skills 
to yield effective spoken language. In the case of an adult with little or no 
auditory experience in childhood, the “critical period” (Lennenberg 1967) 
of auditory language learning is past. In such cases, adaptive strategies using 
other sensory modalities may be emphasized. In contrast, early implanted 
deaf children may utilize adaptive capabilities to process sound informa- 
tion. In such cases, employing strategies that augment a child’s ability to 
fully appreciate the stimuli that normally subserve auditory development 
would seem on empiric grounds to offer benefit. 

Classic descriptions of auditory training strategy (Carhart 1947) stress the 
importance of training skills in auditory discrimination. Discrimination is 
based on acoustic characteristics that furnish critical cues in speech per- 
ception-cues based on pitch, loudness, overtones, and the way in which 
these parameters change from one instant to another. Auditory discrimi- 
nations required in everyday life vary in the ease with which distinctions 
can be made, ranging from gross discriminations (e.g., between environ- 
mental and voiced sounds), to difficult speech discriminations that demand 
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that every phonetic element be heard with precision (e.g., discrimination in 
noise or discriminations of personal names or technical terms.) 

6.1 Auditory Training in Children with 
Cochlear Implants 

Cochlear implants provide profoundly deaf children with a level of hearing 
sensitivity that enables them to perceive most of the sounds of spoken 
language, even when presented at low levels of intensity. Rehabilitative 
practices are designed to build on this level of sound awareness in practi- 
cal increments (Mecklenberg 1990). In children who develop an audit or ally 
based language system prior to deafness, the cochlear implant restores 
access to spoken language. However, in the case of children who have never 
heard or who lost their hearing before the establishment of spoken 
language, access to sound provided by the cochlear implant initially lacks 
meaningful associations. From an auditory training perspective, postlin- 
gually deafened children are often characterized as more like the postlin- 
gually deafened adult than like the prelingually deaf child. Rehabilitation 
with the postlingually deafened child emphasizes communication strategies 
and mapping new percepts onto an existing linguistic code. In contrast, the 
prelingually deaf child with a cochlear implant must use information from 
the implant to develop such a code de novo, with early auditory training 
necessarily emphasizing early constructs of spoken language. 

Age of onset and degree of hearing loss, as well as amplification history 
(Osberger et al. 1991), will determine the quantity and quality of auditory 
stimulation received before implantation and, therefore, readiness to inter- 
pret acoustic information. A child experienced from an early age in using 
residual hearing through amplification is likely to adapt to the sounds pro- 
vided by the implant more quickly than a child with limited experience in 
listening (Boothroyd et al. 1991). Moreover, the close scrutiny afforded by 
regular interaction with an auditor training therapist allows for the early 
detection of either the need for device reprogramming or failure of 
components of the implant system. 

Components of auditory training in children with cochlear implants are 
designed to foster the development of auditory and speech skills in a 
manner that simulates patterns of acquisition of spoken language without 
SNHL, while addressing remedial needs that arise as a consequence of audi- 
tory deprivation (Robbins 2000). It follows that rehabilitative strategies 
related to auditory, speech, and language skills should be combined to 
achieve overall communicative competence. Ideally, rehabilitative strate- 
gies do not teach isolated auditory, speech, or language subskills. Subskills 
are the means to an end that is multimodal communicative competence; 
training in any one individual subskill should not be overweighted. Intu- 
itively, programs are most effective when they take an integrated approach 
to rehabilitation and avoid rote, drill-oriented approaches. 
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Programs and methodologies that focus on the development of spoken 
language are generally felt to be indicated after cochlear implantation 
(Heilman et al. 1991). These include the oral-aural approach, which empha- 
sizes lip-reading and speech; auditory-verbal, which emphasizes use of 
residual hearing through the elimination of visual cues; cued speech, which 
includes a system of hand shapes to clarify visually ambiguous or invisible 
mouth shapes of speech; and total communication, which is based on the 
simultaneous presentation of spoken language with signs. Total communi- 
cation programs that fail to emphasize auditory input may exert an 
inhibitory effect on a child’s use of capabilities gained from residual hearing 
or implant hearing to develop spoken language (Ross and Calvert 1984; 
Geers et al. 2000; Osberger et al. 2000). 

The anticipated mode of communication to be used in the educational 
setting affects the expected benefit in developing spoken language skills. 
Programs relying exclusively on American Sign Language (ASL) are not 
considered to be appropriate placements for children after cochlear implan- 
tation (Heilman et al. 1991), as ASL is an exclusively manual system often 
referred to as the “native language of the deaf”; its idiotypic foundation 
bears few correlates to spoken English. Though considered a language in 
the full linguistic sense of the word (e.g., Goldin-Meadow and Mylander 
1984), ASL does not have a spoken or written correlate. Anecdotal evidence 
suggests that ASL can be a tool for helping children to develop language 
skills before embarking on the cochlear implant process, and it can com- 
plement the rehabilitation process by providing a bridge to the use of 
spoken language, provided that the use of implant audition is not compro- 
mised by behavior and communication patterns that de-emphasize its 
importance. 

Children born with profound hearing loss demonstrate characteristic dif- 
ficulties with voice quality and speech intelligibility as a result of the inabil- 
ity to monitor their speech production auditorally (Carney et al. 1993;Tobey 
et al. 1994). These difficulties are rooted in abnormal use of both voice and 
articulators (tongue, teeth, and lips) and speech rhythm. It appears that with 
appropriate intervention and consistent expectation, children with cochlear 
implants can learn to monitor speech production to improve intelligibility 
(Tye-Murray 1994; Geers et al. 2000). 

6.2 Rehabilitation of Adults 

After implant activation, adult users must adjust to the novel signals trans- 
mitted by the speech processor. Recipients must learn to associate electri- 
cally elicited sound patterns with perceptions that were previously 
meaningful sound sensations. Rehabilitative needs differ in implant recipi- 
ents depending on their auditory experience before the onset of deafness. 
For selected prelinguistically deafened adults, for example, auditory and 
speech (articulation) training may facilitate communication change. For the 
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postlinguistically deafened patient, auditory training often focuses on more 
complex listening skills — understanding speech in noise, telephone use, and 
music appreciation (Edgerton 1985). 

6.3 The Efficacy of Auditory Training in Cochlear 
Implant Rehabilitation 

Several studies have systematically assessed sensory and perceptual skill 
development with training in implant listeners. Watson (1991) noted that 
representation of spectral-temporal features can become more salient 
through selective training. Dawson and Clark (1997) tested whether the 
ability to use place-coded vowel formant information would be subject to 
training effects in a group of congenitally deafened patients with limited 
speech perception ability. They found that significant gains in vowel per- 
ception occurred posttraining, suggesting the need for children to continue 
to have aural rehabilitation for a period after implantation. Svirsky et al. 
(2000) examined two possible reasons underlying longitudinal improve- 
ments in vowel identification by cochlear implant users: improved labeling 
of vowel sounds and improved electrode discrimination. Improvements in 
vowel identification were attributed to improved labeling, suggesting corti- 
cal learning effects were responsible for the observed changes, as opposed 
to enhanced electrode discrimination. 



7. Cultural Considerations 

Programs actively engaged in the habilitation or rehabilitation of profound 
deafness are inevitably drawn into discussions of the cultural implications 
of prosthetic intervention, particularly as they relate to childhood implan- 
tation (Balkany et al. 1996). Proponents of communication strategies such 
as signing hold that implants put recipients on an ill-defined middle ground 
between the hearing and deaf worlds. Successful users of implants wonder 
why anyone would not want to take advantage of an auditory pathway that 
is capable of responding to meaningful stimuli, providing cues to speech 
recognition that escape visual detection. 

There are no correct positions in these controversies. Professionals 
should be guided by candidates’ perceptions of how they can best partici- 
pate in and relate to their environment or, in the case of young children, 
their parents’ perceptions. In a legal opinion, Brusky (1995) offers support 
for the notion that the existing legal framework in the U.S. holds that 
parents rather than any other potential decision maker hold the principal 
decision-making responsibility for their children. 

The decision to pursue implantation should be as fully informed as pos- 
sible (Brusky 1995). Implant team personnel should make every attempt to 
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ensure that patients and their families fully comprehend the implant pro- 
cedure and postoperative rehabilitation, including the risks, benefits, and 
cultural alternative. Without informed consent, surgical intervention is 
subject to tort law. The informed consent doctrine safeguards an individ- 
ual’s right to self-determination and encourages intelligent decisions about 
medical care. Comprehensively informed consent provides the foundation 
for decision making that conforms with a patient’s values, preferences, and 
needs. 



8. Summary 

Cochlear implants provide effective auditory rehabilitation for congenital 
as well as acquired deafness in people across the entire age spectrum. The 
implant outcomes depend heavily on case assessment prior to intervention. 
Children with early-onset deafness lack a base of auditory memory with 
which to pair implant-mediated percepts, and they may harbor other dis- 
abilities that may prevent instinctive language learning. Such conditions can 
produce a wide range of individual variability, particularly when interven- 
tion with a cochlear implant is delayed. Adults with cochlear implants 
exhibit a similarly wide range of results usually owing in large part to factors 
outside of the device per se. Be enabling simultaneous input of multiple 
perspectives, a multidisciplinary team is the most effective approach to 
assessing a candidate’s needs and desires and the potential for an implant 
to meet them. 

In the 1980s candidacy for a cochlear implant required total or near- total 
sensorineural hearing losses as characterized by a pure-tone average of 
100 dB or greater, amplified thresholds that failed to reach 60 dB, and an 
absence of open-set speech recognition despite the use of powerful, best- 
fit hearing aids. Because clinical experience has indicated that the mean 
speech reception scores of implant recipients generally exceed the aided 
results of individuals with lesser impairments, the audiological criteria have 
been progressively relaxed over the past 20 years to include those with a 
range of pure-tone thresholds, focusing instead on observed receptive 
benefit with amplification. In children, initial reports suggest that implan- 
tation prior to the age of 3 years provides distinct advantages over later 
implantation in cases of early-onset deafness. Whether implantation of ever- 
younger infants may yield greater benefits relative to risks will require 
longitudinal follow-up. Postimplantation rehabilitation can be important for 
some adult implant recipients, but appears critical for children to optimize 
the usefulness of an implant. It is often assumed that effective interactive 
skills and language comprehension directly result from the sensitivity with 
which sound is perceived through a cochlear implant. However, hearing is 
not a sufficient condition for these higher skills, and there is a compelling 
rationale for offering auditory rehabilitation as an important adjunct to 
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enhance fundamental skills in verbal communication for many implant 
recipients. 

Overall, a 25-year clinical experience with cochlear implantation indi- 
cates the need for provision of service and an environment that facilitates 
a fundamental change in an individual’s daily life in order to use this 
implantable technology to its fullest potential. Providing an individual with 
a cochlear implant entails high costs and intensive support. However, when 
properly supported, cochlear implantation can enhance communication 
capability to a degree that cost-effectiveness relative to other health care 
interventions is clear. 
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Anatomical Considerations and 
Long-Term Effects of Electrical 
Stimulation 

Patricia A. Leake and Stephen J. Rebscher 



1. Introduction 

There is a consensus that achieving high levels of speech intelligibility with 
auditory prostheses requires the use of several independent channels of 
stimulation, each engaged in the transmission of limited bandwidth infor- 
mation (see Zeng, Chapter 1; Wilson, Chapter 2; Shannon et al., Chapter 8). 
Several types of multichannel cochlear prostheses have been designed with 
the objective of selectively exciting discrete sectors of the auditory nerve 
by placing individual electrodes at several sites along the cochlear spiral. 
Most of these devices utilize the tonotopic organization of the primary 
afferent auditory neurons within the scala tympani, one of the spiral fluid 
channels of the cochlea, which is accessible from the middle ear via 
entrance from the round window or through an opening created just ante- 
rior to the window (see Niparko, Chapter 3). As described by Wilson in 
Chapter 2, several multichannel devices have been developed and used in 
clinical populations. There are substantial differences between the basic 
components for each of these multichannel cochlear implants in current 
use: 

1. The mechanical characteristics of intracochlear electrode arrays are sub- 
stantially different for each of the devices (see Rebscher et al. 2001 for 
review). 

2. Electrode geometries and configurations differ greatly among devices. 

3. Strategies for encapsulation of receiving electronics and for demulti- 
plexing and controlling levels of applied signals are idiosyncratic. 

4. The external speech processors differ significantly. 

5. As a result of these differences, we must assume that the distributed 
stimulation patterns of auditory nerve excitation differ greatly among 
the various implant systems. 

It is important to note that, despite these substantial differences, impres- 
sive levels of auditory-only speech recognition have been enjoyed by the 
majority of subjects implanted with each of these multichannel systems. This 
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chapter reviews the structure of the cochlea, some aspects of the 
electrode-neural interface, pathological alterations in the cochlea and 
central auditory system resulting from deafness, some of the long-term 
consequences of electrical stimulation observed in animal models, and sug- 
gests some areas for future research and development. 



2. Anatomy of the Cochlea and Electrode-Neural 
Interface 

2.1 Structure of the Cochlea 

The cochlear prosthesis is intended for individuals with sensorineural 
hearing impairment, in whom the cochlea is dysfunctional. (For a detailed 
review of the normal anatomy and function of the cochlea, the reader is 
referred to Dallos et al. 1996, The Cochlea , Volume 8 in this series of the 
Springer Handbook of Auditory Research.) In a subject with normal 
hearing, sound energy passes through the external ear canal to the tympanic 
membrane (ear drum) and is transmitted in the middle ear via a system of 
three small bones, the ossicles, to the fluid-filled inner ear within the petrous 
temporal bone. Sound vibrations are detected within the auditory portion 
of the inner ear, the cochlea, by specialized mechanoreceptors, the hair cells 
of the organ of Corti. The organ of Corti is a long, coiled neuroepithelial 
ridge sitting on the flexible basilar membrane. The basilar membrane 
attaches medially to a delicate bony shelf (the osseous spiral lamina), which 
spirals around and projects outward from the central bony core or modio- 
lus of the cochlea. Laterally, the basilar membrane is anchored to the bone 
of the otic capsule by the spiral ligament. Above the organ of Corti, the del- 
icate Reissner’s membrane bounds the triangular fluid compartment called 
the scala media, which contains endolymph, a high-potassium fluid that is 
critical to normal cochlear function. These structures (organ of Corti, basilar 
membrane, osseous spiral lamina, spiral ligament, and Reissner’s mem- 
brane) together are termed the cochlear partition, and they divide the long, 
coiled cochlea into two additional fluid-filled chambers, the scala vestibuli 
and scala tympani, both of which contain perilymph, a fluid similar in com- 
position to cerebrospinal fluid. The scala vestibuli and scala tympani are 
actually continuous at the apex of the cochlea, where a small opening called 
the helicotrema connects them. Both of these chambers are surgically acces- 
sible, but cochlear implants are usually implanted in the lower chamber, 
the scala tympani, which is accessible via entrance from the round window 
or via access from a cochleostomy positioned near the round window 
(Fig. 4.1). 

The vibration of the innermost ossicle, the stapes, in response to sound 
produces displacement of the fluids of the cochlea, resulting in a traveling 
wave along the basilar membrane. The point of maximum displacement 
along the length of the cochlea is determined largely by the impedance 
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Figure 4.1. Schematic illustration of a multichannel cochlear implant designed in 
the early 1980s at the University of California at San Francisco. Eight bipolar pairs 
of hemispherical platinum-iridium electrodes, 350 pm in diameter, were oriented in 
a roughly radial orientation and positioned under the osseous spiral lamina, on 
either side of the habenula perforata. The goal of this design was to effect spatially 
selective stimulation of the distal processes of the spiral ganglion neurons at eight 
different locations along the frequency gradient of the cochlea. 

characteristics of the basilar membrane. High frequencies produce 
maximum displacement at the base of the cochlea, where the basilar mem- 
brane is narrow and stiff, and progressively lower frequencies produce 
maximum displacement at more apical locations, where the basilar mem- 
brane and structures of the organ of Corti are wider and more compliant. 
The cochlear partition is thus tonotopically organized or “tuned” by a sys- 
tematic and precise regional gradation in its compliance. In the normal 
cochlea, the organ of Corti contains specialized mechanoreceptors or “hair” 
cells, consisting of a single row of inner hair cells (IHCs) and three rows of 
outer hair cells (OHCs). The IHCs transduce movements of the vibrating 
basilar membrane into neural signals, responding highly selectively (i.e., are 
tuned) to a narrow range of frequencies at low intensities. Specifically, when 
the basilar membrane moves in response to incoming sounds, the stereocilia 
on top of the hair cells are displaced. This displacement of the stereocilia 
causes ion-specific channels to open or close in the membranes of the hair 
cells and results in depolarization of the membrane potential of the IHCs. 
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Depolarization of the hair cells ultimately causes release of neurotrans- 
mitter, which is delivered via chemical synapses to the primary afferent 
auditory neurons of the cochlear spiral ganglion, thus initiating transmis- 
sion of information to the central nervous system. Each IHC is innervated 
by 10 to 15 such neurons, whose discharge rates are proportional to the 
mechanical movement of the basilar membrane at that point. The exquis- 
itely tuned frequency selectivity of this transduction process is due to the 
nonlinear amplification provided by the OHC. The neural population thus 
encodes a precise spatial map of frequency (cochlear place), which is main- 
tained and re-represented at each successive level within the central audi- 
tory system. Frequency information sent to the brain in terms of this spatial 
selectivity (i.e., the position along the cochlear spiral of the neurons that 
are stimulated) has been termed the “place code.” In addition, however, 
individual auditory neurons also encode frequency information in the rate 
and timing of their bursts of activity, which is termed the “temporal code.” 
The relative importance of these place and temporal codes in determining 
the pitch characteristic and other perceptual attributes of sounds is cur- 
rently an area of intensive debate and investigation by auditory psy- 
chophysicists and physiologists involved in cochlear prosthesis coding (see 
McKay, Chapter 7). 

The parent cell bodies of the auditory neurons, the spiral ganglion cells, 
are situated in an irregular spiral channel within the bone of the modiolus. 
Their peripheral dendrites, the so-called radial nerve fibers, pass through 
the osseous spiral lamina and fan out in a spectacular spiral array repre- 
senting the range of human hearing from approximately 20 Hz to 20 kHz. 
Thus, the longitudinal array of spiral ganglion cell somata and their periph- 
eral axons are directly accessible for frequency-patterned electrical stimu- 
lation via multiple electrode arrays positioned in the scala tympani. 

Several types of multichannel cochlear prosthesis electrodes have been 
designed to bypass the hair cell transduction process in individuals with sen- 
sorineural hearing loss and to selectively activate discrete sectors of the 
auditory nerve at several sites along the cochlear spiral, utilizing its precise 
tonotopic organization. Most of these devices employ a flexible cylindrical 
insert made of silicon rubber and containing multiple wires, each of which 
terminates in a stimulating electrode contact on the surface of the insert. 
These electrode arrays are designed to position several stimulating elec- 
trodes either directly under the basilar membrane to stimulate the array of 
surviving peripheral axons of spiral ganglion neurons, or facing the modio- 
lus to directly activate the spiral ganglion cell somata. 

2.2 Histopathology of the Human Cochlea in Profound 
Sensorineural Hearing Loss 

The success of multichannel cochlear implants relies on the likelihood that 
a significant fraction of the auditory neurons are intact and are widely dis- 
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tributed within the spiral ganglion (i.e., distributed across the frequency 
range) of the cochlea in most candidate subjects with severe to profound 
sensorineural deafness. In fact, studies of cochlear histopathology in sub- 
jects with various deafness etiologies suggest that degeneration of the spiral 
ganglion is progressive after deafness. But this is a very slow process, and a 
substantial fraction of the auditory neurons may survive for many years 
even after profound hearing loss. Studies by Hinojosa et al. in the early 
1980s evaluated 65 temporal bones from patients profoundly deaf due to 
a representative distribution of etiologies (Hinojosa and Lindsay 1980; 
Hinojosa and Marion 1983). They concluded that although most of the ears 
exhibited severe or total loss of hair cells, only 20% had ganglion cell counts 
below 10,000 (less than -30% of normal). 

Table 4.1 summarizes data on spiral ganglion survival reported in several 
histophathological studies of human temporal bones from profoundly deaf 
subjects (Hinojosa and Lindsay 1980; Hinojosa and Marion 1983; Nadol 
1984, 1997; Hinojosa et al. 1987; Otte et al. 1978; Fayad et al. 1991). For sub- 
jects considered appropriate candidates for a cochlear implant, the mean 
survival of spiral ganglion cells varied from 41% to 77% of normal, as 
reported in the various studies. The most comprehensive of these studies 
analyzed 93 temporal bones from 66 patients who were documented to 
have suffered profound sensorineural hearing loss during life (Nadol et al. 
1989; Nadol 1997). For this large and representative group, the mean 
survival of spiral ganglion cells was estimated to be about 47% of 
normal. Moreover, the specific etiology of deafness accounted for 
more than half (57%) of the variance in spiral ganglion cell counts in 
this large group. Spiral ganglion cell survival was the highest in subjects 
deafened by aminoglycoside toxicity or sudden idiopathic deafness. 
Substantially lower spiral ganglion cell counts were found in the diagnos- 
tic categories of congenital or genetic deafness and bacterial meningitis. 
Individuals deafened by postnatal viral labyrinthitis had the most severe 
cochlear pathology and neural degeneration. It is important to note that 
degeneration of the spiral ganglion is progressive over time. Thus, longer 
durations of hearing loss and deafness are correlated with more severe 
neural degeneration (Nadol et al. 1989; Nadol 1997). Further, in most 
deafness etiologies, degeneration of the spiral ganglion is more severe in 
the basal half of the cochlea (i.e., where most stimulating electrodes 
of cochlear implants are positioned) as compared with the apical half 
(Nadol 1997). 

In general, these studies of pathological alterations in the human cochlea 
following profound sensorineural hearing loss indicate that the population 
of spiral ganglion neurons remains relatively intact for a time even follow- 
ing severe hair cell loss. In a few years, however, secondary nerve degener- 
ation occurs (for review see Johnsson et al. 1981), usually in a 
basal-to-apical progression. Characteristically, the first degenerative change 
seen in the auditory neurons is the loss of the distal processes of the spiral 
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ganglion neurons within the osseous spiral lamina (Ylikoski 1974; Egami 
et al. 1978; Otte et al. 1978; Johnsson et al. 1981). This process occurs first 
in regions where the supporting elements of the organ of Corti have degen- 
erated, and the presence of supporting cells of the organ of Corti can delay 
neural degeneration even after total hair cell loss. However, it should be 
noted that all of the human temporal bone studies have reported great vari- 
ability in the relative status of survival of ganglion cells and organ of Corti 
among individuals with similar histories, as emphasized by Hinojosa and 
Marion (1983). 

Finally, one aspect of cochlear pathology that is of particular concern for 
cochlear implantation is the presence of new bone formation, or labyrinthi- 
tis ossificans, within the cochlea. This is a common finding in temporal bones 
from individuals deafened by bacterial meningitis (Eisenberg et al. 1984; 
Balkany et al. 1988). Labyrinthitis ossificans presents a potentially difficult 
mechanical impediment to insertion of a cochlear implant electrode, 
although it is now considered only a relative, rather than absolute, con- 
traindication to cochlear implantation (Balkany et al. 1988; Gantz et al. 
1988; Nadol 1997). 

2.3 Histopathology of Cochlear Implantation 

A potential major factor determining long-term survival of cochlear 
neurons (and the consequent long-term efficacy of a cochlear implant, par- 
ticularly in pediatric implant recipients) is the degree of trauma to the 
cochlea that occurs during surgical insertion of an electrode array. A 
number of studies have evaluated temporal bones from cochlear implant 
recipients and have demonstrated significant trauma to the spiral ligament, 
basilar membrane, and osseous spiral lamina that occurs predictably near 
the site of insertion and at a location about 8 to 15 mm from the base, in 
the ascending segment of the basal cochlear turn (Shepherd et al. 1985; 
Kennedy 1987; Clark et al. 1988; O’Leary et al. 1991; Zappia et al. 1991; 
Nadol 1997). Another common finding in these studies of human temporal 
bones after cochlear implantation is evidence of ectopic new bone 
formation around the electrode array. Nadol (1997) suggests that several 
factors may contribute to such bone formation, including the original 
etiology of deafness, bone dust introduced into the cochlea during surgery, 
and damage to the cochlear blood supply resulting from direct insertion 
trauma to the lateral cochlear wall or basilar membrane. Finally, with regard 
to the effects of implantation on the survival of spiral ganglion neurons, 
the results from temporal bone studies are mixed. Some studies have 
suggested a reduction in the number of spiral ganglion cells surviving in 
the implanted cochlea as compared with the opposite ear (Zappia et al. 
1991; Marsh et al. 1992), but others have not observed a significant 
effect (Clark et al. 1988; Linthicum et al. 1991; Nadol et al. 1994; Nadol 
1997). 
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3. Central Auditory Degeneration 

3.1 Studies of the Human Central Auditory System 

In addition to the condition of the cochlea and survival of the spiral gan- 
glion neurons, the relative integrity or extent of degeneration of the central 
auditory pathway is likely to affect the benefit that can be obtained from a 
cochlear implant (see Hartmann and Krai, Chapter 6; Pisoni and Cleary, 
Chapter 9). Severe degeneration of the brain structures that normally 
process the sensory input from the ear is likely to limit the success of a 
cochlear implant in restoring hearing. Although there have been relatively 
few detailed studies of the changes occurring in the human central auditory 
pathways following deafness, Moore and colleagues (1994, 1997) have 
provided some informative data on this topic. First, profound hearing loss 
(audiometric responses poorer than 90-100 dBHL) has been shown to 
result in a severe reduction (>50%) in cell size of neurons within the pos- 
terior division of the ventral cochlear nucleus (Moore et al. 1994). Smaller 
neuronal cell size in the cochlear nucleus was correlated with fewer sur- 
viving cochlear spiral ganglion neurons, and also showed a moderate cor- 
relation with longer duration of profound deafness. In addition, pathology 
was more severe in two cases of Scheibe degeneration in which deafness 
has a genetic basis, as compared to cases of acquired pathology with equiv- 
alent ganglion cell populations or periods of hearing loss. 

In a subsequent study, Moore et al. (1997) assessed degenerative changes 
by measuring cell size at three levels of the brainstem auditory pathway 
(anterior division of the cochlear nucleus, medial superior olivary nucleus, 
and inferior colliculus) in several human subjects with profound bilateral 
adult-onset deafness. Their results clearly indicate that profound hearing 
loss affects all these levels of the central auditory system, and further that 
neuronal changes tend to be quite similar across all levels of the brain in a 
given individual. In contrast, large intersubject variability again was 
observed in this study, and the findings confirm the suggestion that the 
number of surviving ganglion cells and duration of deafness both contribute 
to the extent of central degenerative change. Finally, with regard to the appli- 
cation of a cochlear implant, it is encouraging to note that even in the worst 
cases examined, there were many viable neurons present in all of the central 
auditory nuclei for up to three decades after onset of bilateral deafness. 

3.2 Animal Studies of the Effects of Auditory 
Deprivation and Developmental Critical Periods 

Numerous studies have been conducted in a variety of laboratory animal 
models, evaluating the consequences of hearing loss in both the peripheral 
and the central auditory system. It is well known that in virtually all causes 
of deafness, degeneration of the cochlear hair cells results in subsequent sec- 
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ondary degeneration of the primary afferent spiral ganglion neurons and 
their central axons, which form the auditory nerve. Numerous studies have 
documented specific details of the sequence and time course of pathology 
following hearing loss in guinea pigs, chinchillas, cats, and monkeys 
(Kohenen 1965; Stebbins et al. 1969; Ylikoski 1974; Spoendlin 1975; Bohne 
1976; Kiang et al. 1976; Hawkins et al. 1977; Liberman and Kiang 1978; Leake 
and Hradek 1988). Following hearing loss induced by ototoxic drugs or by 
exposure to high-intensity sounds, the sequence of pathological alterations 
in the spiral ganglion neurons reported in experimental animals appears to 
be very similar to that reported in the human cochlea as outlined above. This 
degeneration is progressive over many months to years, depending on the 
cause of deafness, but it is important to point out that the progression of 
pathological alterations usually is substantially more rapid in experimental 
animal models than in the human inner ear and central auditory system. 

As mentioned previously, another potentially important issue for the suc- 
cessful application of a cochlear implant is the relative integrity of the 
central auditory system after deafness. One of the most intriguing and med- 
ically important questions, for which there is presently no clear answer, is, 
Why do some postsynaptic neurons live while others die after loss of their 
afferent input? (For review, see Rubel and Fritszch 2002.) One important 
factor determining the relative extent of immediate and long-term degen- 
erative changes induced by auditory deprivation or deafferentation is the 
time of occurrence of the deprivation. Many studies have emphasized the 
existence of a critical period of development during which deprivation or 
deafferentation at an early age causes substantially more severe changes 
than the same manipulation in adult animals. For example, several investi- 
gators have removed the cochlea (usually including the ganglion cells) in 
experimental animals at various ages and examined the cochlear nucleus 
(CN) weeks or months later (Levi-Montalcini 1949; Powell and Erulkar 
1962; Parks 1979, Trune 1982a, b; Nordeen et al. 1983). Large reductions in 
neuron size, nuclear volume, and neuron number have been observed fol- 
lowing removal of the cochlea when performed in young animals. In con- 
trast, changes seen after deafferentation in mature animals are almost 
always less severe and do not include a reduction in number of neurons in 
the CN. 

Convincing evidence that the effects of deafferentation or acoustic depri- 
vation on CN neuronal survival and atrophy are much more severe in 
neonates than in adults has been provided from studies in several different 
species, including chicks (Born and Rubel 1985), mice (Webster and Webster 
1977, 1979; Trune 1982a, b; Webster 1983), rats (Coleman and O’Connor 
1979; Coleman et al. 1982; Blatchley et al. 1983), gerbils (Nordeen et al. 1983; 
Hashisaki and Rubel 1989), guinea pigs (Dodson et al. 1994), chinchillas 
(Fleckeisen et al. 1991), and ferrets (Moore and Kowalchuk 1988). More- 
over, reports have demonstrated that the temporal boundaries or “window” 
for these critical periods of enhanced susceptibility to deprivation-induced 
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pathology in animals may be quite sharp (Tierney et al. 1997; Mostafapour 
et al. 2000; Rubel and Fritzsch 2002). For example, Tierney et al. found that 
in gerbil pups between the seventh (P7) and ninth (P9) postnatal day there 
is an abrupt change in the response of CN neurons following deafferenta- 
tion. Removal of the cochlea prior to 7 days of age results in extensive cell 
death, with loss of 45% to 88% of the CN neurons, whereas this same manip- 
ulation at 9 days of age or later causes no consistent cell death. A similar dra- 
matic decrease in susceptibility to deprivation is seen in the mouse during 
the first 10 days postnatal (Mostafapour et al. 2000). 

Transneuronal changes at higher levels of the auditory system also appear 
to be more severe when auditory deprivation occurs at an early age, as com- 
pared to the degenerative changes reported when adult animals are deaf- 
ened (Powell and Erulkar 1962; Jean-Baptist and Morest 1975; Feng and 
Rogowski 1980). Other research has shown that neonatal unilateral cochlear 
ablation can result in pronounced modifications in the anatomical organiza- 
tion of neural projections from the contralateral CN to the superior olivary 
complex and inferior colliculus (Moore and Kitzes 1985; Moore and 
Kowalchuk 1988; Nordeen et al. 1983; Moore et al. 1994; Russell and Moore 
1995; Kitzes 1996). Thus, auditory deprivation during early development 
clearly can induce profound changes in the central nervous system, and there 
is evidence for the existence of “critical periods” in auditory system devel- 
opment. That is, some of the interactions that occur between the hair cell and 
spiral ganglion neurons or between the spiral ganglion neurons and their 
targets in the cochlear nucleus occur throughout life (and thus cause patho- 
logical changes after auditory deprivation even in the adult), whereas others 
apparently are limited to a specific time, a “critical period,” during develop- 
ment. The molecular mechanisms underlying these trophic relationships are 
just beginning to be elucidated (Rubel and Fritzsch 2002). 

Finally, it is important to recognize that these studies have been conducted 
in a wide variety of species, and in many different models of auditory depri- 
vation and deafness. Thus, the precise implications of this research for defin- 
ing the nature and timing of critical periods and the role of early auditory 
deprivation for later structural and functional development of the central 
auditory system, as would apply in a young deaf child who receives a 
cochlear implant, are currently unknown, although general hypotheses are 
emerging based on this body of work (Ponton et al. 1996; Svirsky et al. 2000). 



4. Animal Studies of the Consequences of Cochlear 
Implantation, Chronic Electrical Stimulation, 
and Plasticity 

In addition to the impact of auditory deprivation on survival of cochlear 
neurons and in causing central auditory degenerative changes, an equally 
interesting and important question is the potential impact of aberrant input 
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activity on these neuronal populations and their long-term functional 
capacities. As will be described in subsequent chapters (see Abbas and 
Miller, Chapter 5; Hartmann and Krai, Chapter 6), electrical stimulation of 
the cochlea generally elicits auditory nerve activity that is much more highly 
synchronized and temporally invariant than normal responses of the audi- 
tory nerve to acoustic signals. Given the increasing number of individuals 
who are now receiving cochlear implants, and the enormous range of inter- 
subject variability in benefit from the implant, achieving a better under- 
standing of the anatomical and functional consequences of implantation 
and the highly abnormal input delivered by a cochlear implant are impor- 
tant goals of research in animal models. Moreover, because so many chil- 
dren, including children who are congenitally deaf, are now receiving 
cochlear implants at a very young age, it is of particular interest to better 
understand the anatomical consequences of implantation of a prosthesis 
and the functional effects of its abnormal inputs upon the deafened, devel- 
oping auditory system. 

4.1 Factors Influencing Survival of Cochlear Spiral 
Ganglion Neurons 

4.1.1 Deafness Etiology and Duration of Deafness Determine Survival of 
Cochlear Spiral Ganglion Neurons 

As mentioned previously, both the cause and duration of deafness are 
known to be critical factors in determining the extent of peripheral and 
central auditory system pathology. This is important to bear in mind as we 
now consider the numerous animal studies of cochlear implants. In various 
studies, several different methods of inducing deafness have been 
employed, the age and duration of deafness have varied widely, and studies 
have been conducted in several different species of animals. 

Many animal studies of cochlear implants have employed subjects deaf- 
ened by ototoxic drugs, because the resulting cochlear pathology is bilater- 
ally symmetrical. This is an advantage for examining the effects of unilateral 
insertion of a cochlear implant and chronic stimulation, using within-subject 
paired comparisons between ears. Moreover, in studying the central 
nervous system responses to electrical stimulation, studies conducted in 
bilaterally deafened animals are more relevant than studies of unilaterally 
deafened animals, because it is likely that maintenance of normal input 
from an intact ear will help to maintain more normal function. Thus, studies 
conducted after unilateral deafening may not reveal the full extent of alter- 
ations that would be expected to occur with clinical cochlear implants, 
which are almost always used in individuals with bilateral hearing loss. 

However, several different ototoxic drug protocols have been employed, 
and the time course and extent of pathology induced may vary significantly 
among them. A number of studies have been conducted in cats after neona- 
tal deafening by systemic administration of the highly ototoxic aminogly- 
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DEGENERATION OF SPIRAL GANGLION NEURONS 
FOLLOWING NEONATAL DEAFNESS 




Duration of Deafness (months or years) 



Figure 4.2. Survival of spiral ganglion (SG) neurons is shown as a function of dura- 
tion of deafness for cats deafened immediately after birth by administration of an 
ototoxic drug, neomycin sulfate. The data are presented as mean SG cell density 
expressed as percent of normal. SG survival is strongly correlated with duration of 
deafness, although there is considerable individual variability. Severe degeneration 
is seen in long-term deafened animals that were examined after periods exceeding 
2 years, with a mean SG density of 9% of normal for this group. (The data for long- 
deafened subjects are shown as open symbols with duration indicated in years rather 
than months.) 



coside antibiotic, neomycin sulfate (60 mg/kg IM), given over the first 16 to 
21 days after birth. Cats are born deaf due to the immaturity of their audi- 
tory system (for review see Walsh and Romand 1992), and the ototoxic drug 
destroys the cochlear hair cells and induces a profound hearing loss prior 
to the age when adult-like hearing sensitivity would normally develop at 
about 21 days postnatal (Leake et al. 1997). Thus, these animals have no 
normal auditory experience and are a model of congenital or very early- 
acquired bilateral profound hearing loss. The degeneration of hair cells 
results in subsequent secondary degeneration of the spiral ganglion neurons 
and their central axons of the auditory nerve (Ylikoski 1974; Spoendlin 
1975; Hawkins et al. 1977; Otte et al. 1978; Johnsson et al. 1981). Degener- 
ation is progressive and continues for many months to years (Leake and 
Hradek 1988), although initial ganglion cell loss is seen as soon as 3 weeks 
postnatal after neonatal deafening (Leake et al. 1997). Figure 4.2 illustrates 
the time course of spiral ganglion (SG) cell degeneration in neonatally deaf- 
ened cats. Although the data illustrate that there is considerable variation 
among individual subjects in the extent of neural degeneration for a spe- 
cific duration of deafness, decreasing SG survival is strongly correlated to 
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duration of deafness. Moreover, cochlear pathology is highly symmetrical 
in the two cochleas of individual animals (Leake et al. 1987, 1997). The con- 
sistent bilateral symmetry of cochlear pathology and the relatively rapid, 
progressive neuronal degeneration allow the systematic study of the effects 
of unilateral electrical stimulation using within-animal paired comparisons. 

Another common method of inducing deafness via ototoxic drugs in 
animals was first introduced by West et al. (1973). This technique consists of 
administration of a bolus of kanamycin (400 mg/kg) given by subcutaneous 
injection, followed 30 minutes later by the loop diuretic, ethacrynic acid 
(15-25 mg/kg), which is administered by intravenous infusion until hearing 
loss occurs. This technique is highly effective in producing a very rapid and 
profound hearing loss within a couple of hours and destruction of essentially 
all hair cells within a week (Webster and Webster 1981). This acute deafen- 
ing procedure has the advantage that it seldom causes kidney damage, in 
contrast to systemic aminoglycosides alone, which must be administered for 
many days to cause hearing loss and frequently causes nephrotoxicity in 
adults. However, comparisons across studies suggest that the time course of 
degeneration of the SG neurons may be more rapid with coadministration 
of kanamycin and ethacrynic acid than with aminoglycosides alone. This 
method has been used in number of studies of guinea pigs (Lousteau 1987; 
Hartshorn et al. 1991; Miller and Altschuler 1995; Li et al. 1999), and was 
adapted by Xu et al. (1993) for studies in cats deafened at 10 days to 1 month 
of age (Matsushima et al. 1991; Shepherd et al. 1994; Araki et al. 1998) and 
studies in cats deafened as adults (Moore et al. 2002). 

Other studies have been conducted in animals with genetic defects that 
result in hearing loss, such as congenitally deaf white cats (Hartmann et al. 
1997; Heid et al. 1997, 1998; Klinke et al. 1999; Krai et al. 2001) and dal- 
mations (Niparko and Finger 1997). Such models may have an inherent 
advantage in more accurately modeling some forms of human deafness, but 
also have the disadvantage of often exhibiting great intersubject variability 
in the degree of hearing loss. 

4.1.2 Chronic Electrical Stimulation Promotes Survival of the Cochlear 
Spiral Ganglion Neurons 

Initial morphological studies of the effects of surgical implantation and 
chronic electrical stimulation focused largely on issues of safety and damage 
from the cochlear implant. Therefore, they used relatively short-term 
implantation and stimulation and emphasized evaluation of the possible 
deleterious effects of cochlear implantation (see Leake et al. 1990 for 
review). A number of subsequent studies reported that chronic electrical 
stimulation of the cochlea over time actually may promote the survival of 
SG neurons after deafness. That is, restoration of functional activation 
through effective electrical stimulation can be neurotrophic to the auditory 
nerve. 
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Studies of the effects of electrical stimulation have been conducted both 
in guinea pigs deafened as young adults (Lousteau 1987; Harshorn et al. 
1991; Miller et al. 1991; Miller and Altschuler 1995) and in neonatally deaf- 
ened cats (Leake et al. 1991, 1992). Results suggested that chronic stimula- 
tion with intracochlear bipolar electrodes and simple electrical signals can 
partially prevent or delay the degeneration of the SG neurons that other- 
wise occurs after deafness. Increased SG cell densities were observed over 
relatively large regions of the cochlea that appeared to be grossly related 
to the location of the stimulating electrodes. It should be noted, however, 
that other investigators studying the effect of chronic electrical stimulation 
on SG neuronal survival reported conflicting results. Shepherd et al. (1994) 
and Araki et al. (1998) found no difference in SG survival after chronic 
stimulation in cats deafened at 1 month of age by coadministration of 
kanamycin and ethacrynic acid, although the latter study did find a signifi- 
cant increase in the size of SG cells after chronic stimulation. Moreover, a 
study by Li et al. (1999) demonstrated an increase in ganglion cell density 
after chronic monopolar stimulation in guinea pigs, but these authors con- 
cluded that the increase resulted from narrowing of Rosenthal’s canal 
apparently induced by stimulation, rather than an increase in the actual 
number of surviving neurons. These apparently conflicting results have led 
to some controversy as to whether or not stimulation by a cochlear implant 
can provide sufficient trophic support of SG neurons to significantly affect 
survival after deafness. 

As suggested by Araki et al. (1998), there are several methodological dif- 
ferences among the various studies that could contribute to the disparate 
results, including differences in deafening procedures, in stimulation 
periods, in levels and types of applied stimuli, and in the use of monopolar 
vs. bipolar stimulation modes. Recent studies in neonatally deafened cats 
have helped to elucidate some of the specific factors that are critical in elic- 
iting protective effects and promoting survival of the auditory neurons. 
These experiments examined the effects of intracochlear electrical stimu- 
lation that was delivered over prolonged periods (mean, 35 weeks) and 
high-frequency modulated signals (Leake et al. 1999, 2000a). Stimulation 
induced a marked increase in SG cell density, with more than 20% of the 
normal cell density maintained in the stimulated ears above that seen in the 
control deafened ears (Figs. 4.3 and 4.4). In addition, higher-frequency mod- 
ulated electrical stimulation appeared to be more effective than simple low- 
frequency 30-Hz stimulation in preventing neural degeneration (Fig. 4.5). 
Because stimulation was continued over longer periods in this study, along 
with using higher frequency complex electrical signals, the relative extent to 
which signal properties and duration of stimulation contributed to the 
marked increase in neural survival is unclear. However, these results clearly 
demonstrated the importance of both factors, total duration of stimulation 
period and characteristics of the electrical signals applied, which in combi- 
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CHROMIC ELECTRICAL STIMULATION PROMOTES 
SURVIVAL OF SPIRAL GANGUQN NEURONS 




Percent Distance From Cochlear Base 

Figure 4.3. Summary graph illustrating the differences in SG survival between the 
stimulated and control ears in a group of eight cats that were neonatally deafened, 
implanted unilaterally (at 6-9 weeks of age), and received chronic stimulation with 
higher frequency, amplitude-modulated electrical signals for periods of 8 to 9 
months. Mean SG cell density in the stimulated (black) and control deafened 
(shaded) ears is expressed as percent of normal and shown for different sectors of 
the cochlea from base to apex. Trauma caused by surgical insertion of the electrode 
in several animals resulted in a reduction in survival in the stimulated ears in the 
40% to 50% cochlear segment (near the tip of the electrode as shown in the diagram 
at the top). In all other cochlear regions, notably higher mean SG density is observed 
in the stimulated cochleas as compared with the same regions in the contralateral 
control ears. Averaged over all sectors, SG cell density was more than 20% higher 
in the stimulated ears, a difference that was highly significant (p < .001; Student’s 
paired t-test). (From Leake et al. 1999, with permission from Journal of Compara- 
tive Neurology , John Wiley & Sons.) 



nation induce very substantial neurotrophic effects with cochlear implant 
stimulation. 

This report suggested that one of the chief factors underlying the failure 
to elicit trophic effects of stimulation, as reported in several other studies, 
is the total duration of applied stimulation. A minimum of 3 months of stim- 
ulation was required in neonatally deafened cats in order to observe a con- 
sistent effect, and even greater effects were demonstrated with longer 
periods, averaging approximately 8 months (Leake et al. 1999). Most other 
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studies have used much shorter intervals of stimulation. It should be empha- 
sized that it is the total time period over which stimulation is delivered that 
appears to be critical in eliciting a trophic effect on neuronal survival, rather 
than the total number of hours of stimulation. Studies in both guinea pigs 
(Hartshorn 1991; Miller and Altschuler 1995) and cats (Leake et al. 1991, 
1992) suggest that electrical stimulation for just an hour or two per day may 
be enough to promote survival of the SG neurons, if stimulation is distrib- 



m 




il*r\ 








?L. 




9'rTMm 






[/ Jr L ' j J 



4. Anatomical Considerations of Electrical Stimulation 117 



uted over a period that is long enough to allow sufficient degeneration to 
occur in the contralateral unstimulated ears to show a significant difference 
between sides. Thus, for example, Araki et al. (1998) used long daily periods 
of electrical stimulation in kittens, emphasizing that if SG survival is to be 
related to human cochlear implantation, daily stimulation periods of 12 
hours or more should be chosen to approximate normal usage. The total 
number of hours of stimulation in that study was approximately 1000, but 
because animals received stimulation for 16 hours/day, 7 days/week, the 
stimulation was distributed over a period of 49 to 67 days (mean, -2 
months). This stimulation resulted in slightly larger SG cell size in the stim- 
ulated region of the cochlea, but no significant increase in neuronal sur- 
vival. In contrast, Leake et al. (1992) observed significantly increased neural 
survival after stimulating neonatally deafened cats for only 1 to 4 hours/day, 
5 days/week. However in this study, the -1000 hours of stimulation was dis- 
tributed over much longer total time periods of 70 to 161 days in individ- 
ual subjects (mean, 3 months). Thus, the stimulation periods in the two sets 
of experiments were actually substantially different, and the results are con- 
sistent with the notion that a small effect on cell size is seen initially, and 
significant effects on SG density and number are observed after stimula- 
tion is continued for longer periods. Further, as mentioned previously, much 
greater trophic effects have been demonstrated in subsequent studies with 



◄ 

Figure 4.4. These histological sections illustrate the differences in SG cell survival 

observed in deafened cats following several months of temporally challenging elec- 
trical stimulation by a unilateral cochlear implant. Examples of SG density in the 
stimulated cochleae (left column) are compared to the same regions of the con- 
tralateral control deafened ears (right column) in four different subjects. A, B: These 
sections taken 3 mm from the cochlear base (10-20% region) are representative of 
the difference in SG cell survival observed in this cochlear region for the entire 
group as illustrated in Figure 4.3. SG density is -75% of normal in the stimulated 
cochlea and -31% on the control side. Also note the density of radial nerve fibers 
in the osseous spiral lamina (arrowheads) and central axons passing into the modi- 
olus (arrows) on the stimulated side and the paucity of such fibers in the control 
deafened ear. These low-magnification images illustrate the orientation of the three 
pairs of higher magnification micrographs below. C,D: Sections taken -5 mm from 
the base in another subject after chronic electrical stimulation. SG density is 68% 
of normal in the stimulated cochlea and 38% in the control cochlea. E,F: A region 
of more moderate difference in SG density was seen -7 mm from the base (30-40% 
region), where survival after stimulation is about 55% or normal (E), compared to 
approximately 25% in the unstimulated ear. G,H: Sections from a more apical 
cochlear region (17 mm, 70-80% from the base), again illustrating markedly higher 
SG density in the stimulated cochlea (68% of normal) as compared to 26% of 
normal in the paired region from the control deafened ear. Scale bars = 100 pm in 
A,B; 50pm in H (applies to C-H). (From Leake et al. 1999, with permission from 
Journal of Comparative Neurology , John Wiley & Sons.) 
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INCREASE IN SPIRAL GANGLION CELL SURVIVAL 
VS. DURATION OF STIMULATION 




Figure 4.5. The extent of the survival-promoting effect of electrical stimulation on 
spiral ganglion neurons varies with different stimulation protocols. The overall sur- 
vival in the stimulated ear less survival in opposite ear is expressed as percent of 
normal. Data are shown for individual subjects in three different experimental 
groups as a function of duration of stimulation. Subjects that received stimulation 
using a monopolar electrode near the round window (triangular symbols) clearly 
showed less increase in SG survival than other groups. In the bipolar stimulation 
groups, higher frequency stimulation appeared to be more effective than 30-pps 
stimulation, for the few animals with similar duration of stimulation, but there is a 
significant trend for greater increase in SG survival to be correlated with longer 
duration of stimulation ( R = 0.48). 



even longer overall duration of stimulation period of ~8 months (Leake et 
al. 1999, 2000a). 

It also has been reported that stimulation using a single wire monopolar 
electrode positioned near the round window elicited much more modest 
(but still significant) protection or maintenance of neurons than bipolar 
stimulation (Leake et al. 1995, 2000a). This suggests that these two differ- 
ent types of stimulation vary in their efficacy in maintaining the SG neurons. 
Thus, the lack of a trophic effect of electrical stimulation in guinea pigs 
reported by Li et al. (1999) may be related to both the use of a monopolar 
electrode and the limited stimulation period of 8 weeks. However, an addi- 
tional variable that must be considered potentially relevant is that the 
guinea pig study was conducted in young-adult animals, whereas all the pre- 
viously mentioned studies in cats were conducted in animals deafened and 
stimulated early in life. 

Most of the studies cited above evaluated the effects of unilateral chronic 
electrical stimulation by using various morphometric methods to estimate 
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the density of SG cell somata. All measures of density would be influenced 
by differences in cell size as well as number of cells. Further, as pointed out 
by Li et al. (1999), density would also be influenced by any alteration in the 
area of Rosenthal’s canal. In the most recent study examining neonatally 
deafened cats, SG cell size, density, cell number, and area of Rosenthal’s 
canal were all evaluated in the same subjects after prolonged periods of 
chronic electrical stimulation (Leake et al. 1999). Data demonstrated that 
stimulation induced a marked increase in SG cell density and further 
showed that the increase in density resulted from a substantial increase in 
the absolute number of surviving neurons, accompanied by a slightly larger 
mean cell size in the stimulated cochleas. Moreover, ultrastructural evalu- 
ation of the surviving SG neurons suggested that many neurons in the stim- 
ulated cochlea retain relatively normal morphological characteristics, as 
compared to the greater degree of pathological alteration seen in the SG 
in the control deafened ears (Fig. 4.6). 



4.1.3 The role of Neurotrophins 

Neurotrophins are a family of growth factors involved in the differentia- 
tion and survival of specific populations of neurons and glial cells 
(Dobrowsky and Carter 1998). The neurotrophin gene family includes 
nerve growth factor (NGF), brain-derived nerve growth factor (BDNF), 
neurotrophin-3 (NT-3) and neurotrophin-4/5 (NT-4/5). Mice with knockout 
mutations, which lack the genes for production of both BDNF and NT-3, 
exhibit a complete lack of SG neurons by the late stages of embryogenesis, 
indicating that these neurotrophins are essential for normal development 
and maintenance of SG neurons (Ernfors et al. 1994, 1995; Farinas et al. 
1994; Fritzsch et al. 1997). Further, a number of studies have reported that 
exogenous administration of neurotrophins (Schindler et al. 1995; Shah et 
al. 1995; Zheng et al. 1995; Ernfors et al. 1996; Staecker et al. 1996; Miller 
et al. 1997) and other neurotrophic factors such as glial cell line-derived 
neurotrophic factor (GDNF) (Ylikoski et al. 1998; Yagi et al. 2000) can 
protect SG neurons and promote their survival after various types of insult 
causing deafness. 

Studies of SG neurons in tissue culture preparations conducted by Green 
and colleagues (Hegarty et al. 1997; Hansen et al. 2001) have investigated 
the mechanisms by which depolarization promotes survival of SG neurons. 
They have shown that at least three distinct mechanisms are involved, oper- 
ating in parallel and additively, and that one of these mechanisms is an 
autocrine neurotrophin response. The neurotrophins BDNF and NT-3 are 
both expressed by SG neurons, and exogenous BDNF and NT-3 (presum- 
ably normally supplied by hair cells or glia) both promote survival of SG 
neurons in culture. These neurotrophins signal through the Trk family of 
protein-tyrosine kinase receptors, and blocking the binding of BDNF and 
NT-3 to their respective receptors, TrkB and TrkC, partially inhibits the 
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trophic effect of depolarization in a manner consistent with their involve- 
ment in an autocrine mechanism (Hansen et al. 2001). Specifically, expres- 
sion of BDNF and NT-3 in SG neurons does not require depolarization, 
although expression of both these neurotropins also contributes to the 
survival-promoting effects of depolarization. 
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One hypothesis in interpreting in vivo studies suggesting that higher fre- 
quency modulated signals are more effective in promoting SG survival is 
that such signals may be more similar to the natural inputs to the auditory 
neurons (i.e., compared to simple low-frequency signals used in earlier 
experiments). Thus, higher frequency modulated stimulation is more effec- 
tive in driving the mechanisms that underlie the trophic effects of depolar- 
ization and promotes marked improvements in SG survival (Leake et al. 
1999, 2000a). However, even with the most effective electrical stimulation 
protocols examined to date, it is clear that neural survival in the deafened, 
stimulated ears does not approach normal levels. 

Thus, there has been recent interest in the potential development of 
methods to induce increased expression of neurotrophins prior to or in con- 
junction with electrical stimulation by an implant in order to further 
promote optimal survival of SG neurons. Most of the experimental in vivo 
studies mentioned previously, which have reported that exogenous admin- 
istration of neurotrophic factors promotes survival of SG neurons, have 
employed osmotic infusion pumps for direct administration of neu- 
rotrophins into the inner ear. This method has obvious limitations for 
human application (e.g., the pump reservoirs require frequent refilling, and 
neurotrophins maintain their bioactivity for quite limited periods). Other 
investigators are exploring gene therapy as a possible means of inducing 
increased expression of neurotrophic factors by the cells within the inner 
ear and thereby promoting SG neuronal survival. Studies investigating 
cochlear gene therapy have been initiated using a variety of viral vectors 
and various rodent animal models (Geshwind et al. 1996; Raphael et al. 
1996; Weiss et al. 1997; Lalwani et al. 1998; Staecker et al. 1998; Yagi et al. 
2000). Important challenges with this approach are the timing/regulation of 
gene transfer, limited duration of expression, and development of nonim- 
munogenic/nonpathogenic vectors, all of which are likely to be critical 
factors in the success of any procedure that might be proposed for even- 
tual clinical application (Yagi et al. 2000). 

◄ 

Figure 4.6. Transmission electron micrographs show spiral ganglion neurons more 
than 8 months after neonatal deafening. Sections were taken near the cochlear base. 
A: In the stimulated ear, neural survival is -80% of normal, and many of the type 
I cells (I) appear to have relatively normal cytoplasm and myelin. Other cells, 
however, exhibit pathological alterations such as thinning of the myelin around the 
outside of the cell body, shrinkage, and compaction of the Nissl bodies (arrowheads). 
The type I neurons normally receive input from the inner hair cells (IHCs) and thus 
are considered of primary relevance to the function of a cochlear implant. Type II 
neurons, not shown here, receive convergent input from outer hair cells (OHCs) 
and their function is not well understood. B: In the control deafened cochlea the 
cell density is less than 30% of normal and most remaining cells show marked patho- 
logical alterations. Scale bar = 10 pm. (From Leake et al. 1999, with permission from 
Journal of Comparative Neurology , John Wiley & Sons.) 
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4.1.4 Insertion Trauma Causes Significant Degeneration of Spiral 
Ganglion Neurons 

Research in animal models has suggested that mechanical damage to 
cochlear structures due to direct trauma caused by insertion of the elec- 
trode into the scala tympani is another factor that can significantly affect 
SG survival in the implanted cochlea. In studies of the effects of many 
months of chronic stimulation delivered by a cochlear implant, an impor- 
tant additional finding was that trauma caused by insertion of intracochlear 
electrodes, even slight damage to the osseous spiral lamina or basilar mem- 
brane, markedly decreased SG neural survival (Leake et al. 1999, 2000a). 
In these studies, the apical end of the electrode array caused some degree 
of insertion trauma in the cochlear region 40% to 50% from the base in 
many of the implanted cochleas (Fig. 4.7). In these damaged areas, the 
trophic effects of electrical stimulation in maintaining increased neural sur- 
vival seen in other cochlear regions were largely offset by the effects of the 
insertion trauma (see Fig. 4.3, 40% to 50% cochlear region). Moreover, the 
degree of damage caused by the implanted electrode appeared to be related 
to the extent of SG cell loss seen in histological sections. The clinical rele- 
vance of these observations is emphasized by results in studies of human 
cochlear implant subjects. Advanced imaging techniques (submillimeter 
computed tomography, CT) have demonstrated marked intersubject varia- 
tion in the intracochlear position of implanted electrodes and a high inci- 
dence (about one third of a group of 20 subjects) of insertions that would 
produce mechanical trauma, including compression of arrays, twisting, and 
intrascalae excursions of electrodes (Ketten et al. 1998) (see sections 4.2.1 
and 4.2.2, below). The data from animal studies clearly suggest that such 
trauma would compromise SG neural survival in the damaged areas and 
would offset possible neurotrophic effects induced by chronic electrical 
stimulation. It seems clear that an important priority in the design of future 
generations of clinical cochlear implants should be the development of 
intracochlear electrodes with improved mechanical characteristics that min- 
imize the likelihood of such mispositioning of electrodes and consequent 
trauma. 



4.2 Anatomical Effects of Electrical Stimulation and 
Plasticity in the Central Auditory System 

4.2.1 Effects of Electrical Stimulation in the Cochlear Nucleus 

A few studies have examined the morphological effects of chronic electri- 
cal stimulation in the CN of deafened animals. Histological studies of the 
CN complex in neonatally deafened, chronically stimulated cats have 
demonstrated profound degenerative changes in the CN, changes that are 
progressive for many months after deafening (Hultcrantz et al. 1991; Lustig 
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Figure 4.7. Histological sections illustrate examples of the results of mechanical 
trauma to the cochlea caused by insertion of an electrode array. A: Slight damage 
to the distal aspect of the osseous spiral lamina is seen here, in the region adjacent 
to the apical tip of the implanted electrode (arrowheads). B: A more severe frac- 
ture of the osseous spiral lamina occurred in this cochlea (arrowhead), in which the 
basilar partition is grossly displaced upward into the scala media (arrows). C: This 
section was taken from the same specimen as the preceding example, and from a 
region just 0.5 mm apical to the area shown in B. There is no induced trauma at this 
site, and SG survival is much better. Scale bars = 100 pm (From Leake et al. 
1999, with permission from Journal of Comparative Neurology , John Wiley & 
Sons.) 
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et al. 1994; Osofsky et al. 2001). As compared to data from normal adults, 
the cochlear nuclei of neonatally deafened animals showed (1) marked 
shrinkage in the volume of the CN, (2) a significant reduction in the density 
(number of cells/unit area) of spherical cells within the anteroventral 
cochlear nucleus (AVCN), and (3) a significant reduction in the mean cross- 
sectional area of AVCN spherical cells. These degenerative changes are con- 
sistent with many previous studies showing that neonatal deafening results 
in profound adverse effects within the cochlear nucleus, as discussed pre- 
viously (see above, section 4.1.2). Comparisons between the stimulated and 
control CN in these animals did not reveal any significant differences in 
either nuclear volume or spherical cell density due to chronic stimulation. 
However, in measurements of the cross-sectional area of spherical cells in 
the AVCN, a modest but significant increase (about 6%) was observed in 
the stimulated CN (Hultcrantz et al. 1991; Lustig et al. 1994; Osofsky et al. 
2001) as compared to the opposite side. Figure 4.8 presents CN data from 
chronic stimulation experiments using higher frequency modulated stimuli, 
in which a mean increase in SG neural survival of more that 21% was 
demonstrated. These subjects showed CN data that were virtually identical 



SPHERICAL CELL 
CROSS SECTIONAL AREA 




Figure 4.8. Cross-sectional areas of a class of neurons called spherical cells from 
the rostral area of the anteroventral cochlear nucleus (AVCN) are shown for normal 
cats and neonatally deafened animals after several months of unilateral electrical 
stimulation. Data demonstrate a marked reduction in cell size as a consequence of 
early deafness and as compared to normal. Neurons in the AVCN on the deafened 
control side had a mean area that was 66% of normal. By comparison, cells in the 
AVCN on the side of the stimulated ear were significantly larger at 71% of normal. 
This 5% increase induced by stimulation is quite modest, considering that these 
animals showed substantial increases in SG cell survival (>20%) in the stimulated 
cochleae as compared to the control deafened ears. (These spherical cell data are 
taken from six animals for which SG data are shown in Fig. 4.3.) Thus, CN changes 
do not appear to parallel the extent of SG maintenance induced by stimulation. 
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to data reported previously for animals with more modest differences in 
SG survival (Osofsky et al. 2001). Thus, the CN still showed only a modest 
effect of stimulation in preventing or reversing pronounced degenerative 
changes after deafening, despite marked differences induced in SG survival. 
One possible explanation for this finding is the delay that occurred before 
chronic stimulation was initiated (mean age of 7 weeks). 

During normal development of the CN in cats, the neurons of the AVCN 
undergo an early growth phase with rapid increase in nuclear and cyto- 
plasmic cross-sectional areas during the first 4 weeks of postnatal life 
(Larsen 1984). This is followed by a second, longer period of development 
during which cells grow more gradually and reach mature sizes by about 12 
weeks postpartum. Therefore, in the studies described above, one possibil- 
ity is that electrical stimulation was initiated too late in development to 
prevent or reverse the profound consequences of neonatal deafness. These 
findings provide additional evidence for the existence of a critical period, 
after which degenerative changes in the CN caused by deafness are largely 
irreversible, even when the input provided by electrical stimulation is suf- 
ficient to maintain markedly improved SG survival. 

With respect to this issue, it should be noted that Matsushima et al. (1991) 
reported a similar study in cats that were deafened at 1 month of age and 
then chronically stimulated. These investigators observed somewhat greater 
differences in CN cell size, suggesting that chronic electrical stimulation 
may be more effective in preventing degenerative changes in the CN when 
deafness occurs at 4 weeks of age rather than at birth. Thus, results again 
suggest that age at time of deafening is critical in determining the extent to 
which the CN is sensitive to stimulation-induced “protective” effects. 
However, given the relative paucity of data currently available, this is 
clearly an area requiring additional research. 



4.2.2 Functional Consequences of Chronic Electrical Stimulation and 
Plasticity 

4.2.2.1 Alterations in Central Auditory System Spatial Representations 

In addition to anatomical studies, a number of electrophysiological studies 
have examined the functional consequences of chronic electrical stimula- 
tion of the auditory nerve on neuronal responses in the central auditory 
system. Experiments have shown that stimulation delivered by a cochlear 
implant can result in significant changes both in the spatial selectivity of 
activation and in temporal processing within the auditory midbrain (infe- 
rior colliculus, IC) of neonatally deafened cats (Snyder et al. 1990, 1991, 
1995; Vollmer et al. 1999; Leake et al. 2000a, b). Studies conducted in animals 
that were deafened, implanted as adults, and studied acutely as controls 
have shown that stimulation with intracochlear bipolar electrodes elicits 
spatially selective patterns of activation, which reflect the well-known and 
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highly precise tonotopic organization of the IC. That is, electrodes at a basal 
location selectively activate the IC at a relatively superficial location, and 
more apical implant channels activate progressively deeper sites in the IC, 
corresponding to the dorsal-to-ventral gradient of high-to-low frequencies 
within the central nucleus of the IC. 

Neonatally deafened subjects that are raised without an implant and 
examined as adults with no prior experience with electrical stimulation 
(unstimulated group) exhibit spatial selectivity that is similar to that of 
normal controls (Fig. 4.9). This finding suggests that the frequency organi- 
zation within the midbrain develops relatively normally and is unaltered 
despite the complete lack of normal auditory input during development in 
these animals. 

In contrast, when such neonatally deafened animals receive chronic elec- 
trical stimulation, spatial “maps” in the midbrain exhibit significant changes. 
Specifically, the area within the IC excited by the chronically activated elec- 
trodes is significantly expanded and on average is almost double the area 
for the identical stimulus configuration in either unstimulated deaf litter- 
mates or acutely deafened adult controls. These results indicate that the 
developing central auditory system is capable of substantial plasticity. The 
initially restricted area excited by the stimulated cochlear neurons expands 
over time as the central auditory system adapts to the only available 
afferent input. However, this expansion actually represents a significant 
degradation in the cochleotopic organization (frequency selectivity) of 
the central auditory system. It is important to note that chronic stimulation 
on two adjacent bipolar intracochlear channels of the cochlear implant can 
be effective in maintaining more normal selectivity of central representa- 
tions of stimulated cochlear sectors. Thus, competing inputs elicited by elec- 
trical stimulation on adjacent channels may prevent the expansion and 
degradation of frequency selectivity seen after single-channel stimulation 
(Fig. 4.8). 

Additional animal studies, conducted in the auditory cortex of both 
neonatally deafened cats (Raggio and Schreiner 1999) and congenitally 
deaf cats (Klinke et al. 1999), also have reported that long-term deafness 
alters spatial selectivity of electrical stimulation. Further, chronic electrical 
stimulation of the cochlea may result in an expansion of the cortical area 
activated by the cochlear implant (Klinke et al. 1999; Krai et al. 2001). 
Recent results have led to the suggestion that there is a critical or sensitive 
period of approximately 5 months in the congenitally deaf cat, after which 
cortical plasticity (as evidenced by expansion of activation areas) is more 
limited (Krai et al. 2001). 

Taken together, findings from all these experiments indicate that in 
animals deafened early in life, electrical stimulation from a cochlear implant 
can induce marked functional plasticity and reorganization within the 
central auditory system. Central representations in these animals can vary 
substantially, because they are markedly influenced by intersubject vari- 
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SPATIAL REPRESENTATIONS 
IN THE INFERIOR COLLICULUS 




Normal Unstimulated 1 -Channel 2-Channel 
Stimulation Stimulation 

Figure 4.9. This summary graph illustrates the mean spatial selectivity in the audi- 
tory midbrain for electrical stimulation by a standard cochlear implant channel. 
Spatial tuning curve (STC) widths are presented for four experimental groups of 
cats. (STC widths are calculated at 6 dB above minimum threshold for stimulation 
of the apical channel of the implant, and measurements are averaged for several 
recording penetrations in each subject.) STC width in normal control subjects was 
0.78 mm, and the mean in the neonatally deafened, unstimulated group was virtu- 
ally identical at 0.74 mm. The single-channel intracochlear stimulation group had a 
mean STC width of 1.39 mm, indicating an expansion of the area excited to almost 
double that seen in normal control animals and in neonatally deafened, unstimu- 
lated animals naive to electrical stimulation. In contrast, the 2-channel stimulation 
group maintained narrower, more selective STC widths (mean of 1.00 mm) that 
were not significantly different from normal, (from Leake et al. 2000b, with 
permission from Hearing Research , Elsevier Science B.V., Amsterdam, The 
Netherlands.) 



ables like threshold, extent of neural degeneration, and individual stimula- 
tion history. 

Research in other sensory systems (particularly the visual system) has 
demonstrated that the initial input activity during development initiates a 
critical period , after which organizational changes driven by aberrant or dis- 
torted initial inputs are often largely irreversible. If the auditory system 
operates under similar mechanisms, then the initial input from the cochlear 
implant may be critically important. If the changes in the auditory midbrain 
demonstrated in the single-channel stimulation experiments described 
above were irreversible, they would clearly limit the possibility for selec- 
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tive multichannel stimulation. Unfortunately, this may be an actual problem 
in very young children using the cochlear implant, because fitting a proces- 
sor and setting channel loudness levels is so difficult. If one channel is set 
too loud, it may dominate the input and produce a type of distortion similar 
to that described for single-channel stimulation (Leake et al. 2000b). 
Given the limited data currently available, it will be important in the future 
to further examine the effects of various formats of multichannel 
stimulation in animal experiments and to determine whether distortions 
induced by initial stimulation in young deafened animals are irreversible 
later in life. 

The implications of these results in animal experiments are potentially 
very important for clinical pediatric application of cochlear implants. The 
marked intersubject variability and the severe (and possibly irreversible) 
distortions in the central cochleotopic (frequency) organizations seen in 
animals stimulated during maturation emphasizes the importance of the 
initial fitting of cochlear implants in the naive, developing auditory system. 
These results suggest that there may be specific ways of introducing 
stimulation in a young deaf child that might optimize setting up app- 
ropriately distinct central representations of individual channels of the 
cochlear implant (Leake et al. 2000). For example, this might be accom- 
plished by introducing the channels one at a time and training implant 
recipients to discriminate among channels, rather than simply turning on all 
the channels simultaneously (Dawson and Clark 1997). 

The specific mechanisms underlying the alterations or distortions in 
central auditory representations induced by electrical stimulation in animal 
studies have not been elucidated. It is not known at present whether these 
functional alterations result from modifications of synaptic efficacy or 
actual changes in neural connections, and if so, at what levels of the central 
auditory system these changes occur. It has been shown that neonatal 
cochlear ablation can induce dramatic modifications in the anatomical 
projections from the contralateral cochlear nucleus to both the superior 
olivary complex and the IC (Nordeen et al. 1983; Moore and Kitzes 1985; 
Moore and Kowalchuk 1988; Irvine and Rajan 1994; Russell and Moore 
1995; Harrison et al. 1996; for review see Kitzes 1996). Such a phenomenon 
could account for the functional changes seen in the IC with chronic 
electrical stimulation. Unfortunately, however, no morphological studies 
have yet been conducted that directly examine the effects of electrical 
stimulation on the organization of central auditory connections after 
deafness. 



42.2.2 Electrical Stimulation Effects on Temporal Response Properties of 
Central Auditory Neurons 

In addition to evidence for plasticity in central auditory spatial representa- 
tions induced by electrical stimulation as described above, electrophysio- 
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logical studies also have analyzed effects on temporal properties of single 
neurons in the IC responding to electrical stimuli. Many temporal charac- 
teristics of both IC (Snyder et al. 1995) and cortical (Raggio and Schreiner 
1994; Schreiner and Raggio 1996, 1999) neuronal responses to electrical 
signals are similar to responses to acoustic signals. For example, in the IC 
of control animals deafened and studied as adults, all major response types 
are identified, and first spike latencies and phase-locking capacities appear 
to be very similar (Snyder et al. 1995, 2000). However, quantitative 
analysis of response patterns (peristimulus time histograms, PSTHs) in 
cats deafened at a young age revealed significant changes in the 
temporal responses of midbrain neurons. Specifically, the temporal 
resolution of IC neurons, the ability of these neurons to phase lock to or 
follow repetitive signals, is altered both by severe sensory deprivation 
during development and by controlled, temporally stereotyped electrical 
stimulation. When frequency transfer functions for all IC neurons were 
analyzed quantitatively for adult-deafened “normal” control animals, 
the average maximum following (phase-locking) frequency is about 
100 pulses per second (pps). Neonatally deafened, unstimulated cats, 
studied at prolonged intervals after deafening showed a significant decrease 
in the temporal resolution of IC neurons to an average of 86 pps (Snyder 
et al. 1995). 

In contrast, chronically stimulated cats showed either maintenance of 
normal temporal resolution or an increase in temporal resolution, depend- 
ing on the temporal properties of the electrical signals delivered by the 
implant (Vollmer et al. 1999). Animals stimulated only with a simple low- 
frequency signal (30 pps) were found to have maintained normal temporal 
resolution, (mean maximum following frequency of 109 pps). However, 
higher frequency modulated and in some subjects behavior ally relevant 
electrical stimulation resulted in a marked, highly significant increase in 
temporal resolution (mean maximum following frequency of 134 pps) (Fig. 
4.10). These changes in temporal resolution were restricted to neurons in 
the central nucleus of the IC, while neurons in the external nucleus showed 
much lower temporal following and were not significantly modified fol- 
lowing chronic stimulation. 

Thus, experience with these electrical stimuli in neonatally deafened 
animals can profoundly alter temporal response properties of central audi- 
tory neurons, and the magnitude of these effects is dependent on the spe- 
cific temporal properties of the signals delivered by the implant. These 
frequency-dependent effects of chronic stimulation in increasing the capac- 
ity of the midbrain neurons to resolve relatively fast temporal events may 
be important in understanding differences among performance of some 
cochlear implant subjects and in understanding how subjects improve over 
time (see Mckay, Chapter 7). Does this ability to follow electrical pulse 
trains at higher-than-normal frequencies underlie the success of recent 
sophisticated continuous interleaved sampling (CIS) speech processor 
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TEMPORAL RESOLUTION OF NEURONS 
IN THE INFERIOR COLLICULUS 
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Long Deaf Frequency Challenging 
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Figure 4.10. The mean maximum following (phase-locking) frequencies for 
neurons in the central nucleus of the inferior colliculus are shown for normals and 
three groups of neonatally deafened cats. Normal controls were adult cats that were 
acutely deafened just prior to study, and their mean following frequency was 104 
pulses per second (pps). Unstimulated, neonatally deafened animals studied after 
prolonged periods of deafness showed a clear reduction in temporal resolution to 
a mean value of 81 pps. In contrast, neonatally deafened animals that received 
chronic low-frequency stimulation (30 pps pulses, 200 psec/phase) exhibited mainte- 
nance or restoration of normal temporal resolution with a mean maximum cutoff 
frequency of 107 pps. Moreover, cats that received prolonged stimulation with 
higher frequency, temporally challenging signals (e.g., 300 pps amplitude modulated 
at 30 pps; or analog cochlear implant signal processor) showed a pronounced 
increase in frequency following capacity with a mean cutoff frequency of 142 pps. 
(From Leake et al. 2000a, with permission from Thieme Medical Publishers, Inc., 
Georg Thieme Verlag Stuttgart, Germany.) 



designs, which utilize amplitude modulation of high-frequency pulse trains? 
Is poorer speech recognition capability of implant subjects related to an 
inability of their central auditory system to entrain to higher frequencies 
(e.g., due to specific deafness pathology) and a consequent inability to 
encode the fine structure of the electrical signals? These issues should be 
addressed in future studies by systematic evaluation of the functional 
effects of various parameters of chronic electrical stimulation in appropri- 
ate deaf animal models. 
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5 The Electrode/Neural Interface in Human Subjects 

5.1 What Are the Target Neural Structures for Electrical 
Stimulation by a Cochlear Implant? 

As described previously, in the normal organ of Corti the hair cells send 
signals to the central nervous system via chemical synapses formed by the 
distal processes of the spiral ganglion neurons. Within the organ of Corti, 
all the nerve fibers are unmyelinated. Soon after they pass through the 
basilar membrane into the osseous spiral lamina, the radial nerve fibers 
become myelinated, and this is assumed to be the normal spike generation 
site of the spiral ganglion neurons. However, in profoundly deaf individu- 
als in whom all or most of the cochlear hair cells have degenerated, it can 
be expected that the spiral ganglion will have undergone pathological alter- 
ation, the extent of which depends on the etiology and duration of deafness 
as discussed above. In individuals with minimal pathology, the target site 
for cochlear implant electrodes to selectively activate SG neurons at lowest 
threshold might be within the osseous spiral lamina (e.g., with bipolar pairs 
of electrodes centered around the habenula, the presumed spike-initiation 
site). On the other hand, if the distal processes have largely degenerated in 
individuals with more severe pathology, the target site for electrical stimu- 
lation could be SG cell somata within the cochlear modiolus, suggesting that 
stimulating electrodes would be more efficient if positioned along the inner 
radius of the implant within the scala tympani. 

When cochlear prostheses were first introduced, only individuals who 
were profoundly deaf and received no benefit whatsoever from hearing aids 
were considered to be candidates for an implant. Moreover, many subjects 
receiving these early devices had been deaf for extended periods, and thus 
were likely to have relatively severe cochlear pathology and degeneration 
of the spiral ganglion and auditory nerve, as indeed was demonstrated 
by initial temporal bone studies. Thus, the ganglion cell bodies within the 
modiolus were probably the primary target for stimulation in this group of 
cochlear implant users. However, the selection criteria for cochlear implant 
recipients have been gradually relaxed over time, and many individuals with 
substantial residual hearing are now receiving cochlear implants. In these 
subjects, it is likely that substantial populations of the peripheral axons of 
the SG neurons, called the radial nerve fibers, within the osseous spiral 
lamina will be intact and available for activation by electrical stimulation. 
Theoretically, the increased longitudinal distance around the spiral at a 
more peripheral site would spread out the cochlear frequency range and 
thus might allow more selective, non-overlapping stimulation of adjacent 
implant channels. Modeling studies predict that the presence of radial nerve 
fibers will sharpen selectivity of stimulation because the dendrites will 
respond with lower thresholds to a stimulating electrode in close proxim- 
ity (for review, see Rebscher et al. 2001). However, there is currently no 
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direct evidence indicating whether or not there is significant advantage in 
stimulation of the peripheral axons, as compared to direct activation of the 
cell bodies of neurons within the modiolus. Complicating factors such as 
shunting of current through the adjacent fluid of the scala if electrodes are 
not directly in contact with the structures they are designed to stimulate, 
and the difficulty in modeling the spread of current through the highly non- 
isotropic structure of the cochlea, make this a very difficult question to 
address experimentally (see Abbas and Miller, Chapter 5). 

In this context, it is noteworthy that modifications in designs of intra- 
cochlear electrodes have been recently introduced, which are intended to 
place the stimulating contacts closer to the modiolus within the scala 
tympani. These second-generation clinical devices have been called “peri- 
modiolar” electrodes, and the Nucleus Contour™ and Advanced Bionics 
HiFocus™ electrodes are two examples (see below). Both of these new 
electrodes have individual stimulating contacts positioned in a single lon- 
gitudinal row along the inner radius of the carrier in the scala tympani. The 
implicit assumption of this design modification is that the target neural 
structures are the SG cells within the modiolus. The basis for this assump- 
tion is unclear, however, because the current population of implant candi- 
dates, many of whom have some residual hearing, are more likely to have 
surviving radial nerve fibers and thus might benefit from electrode config- 
urations designed to selectively stimulate the radial nerve fibers. 

5.2 Evolution of Cochlear Implant Electrode Designs 

As mentioned previously, insertion trauma was well documented in early 
cochlear implant subjects who had received electrodes consisting of one to 
five ball-tipped wires introduced through the round window (Johnsson et 
al. 1979, 1982; Fayad et al. 1991; O’Leary et al. 1991). Specific observations 
included the upward displacement of the basilar membrane and organ of 
Corti toward the scala vestibuli, fracture of the osseous spiral lamina or 
tearing of the spiral ligament as a result of upward pressure, and in many 
cases electrodes actually ruptured the basilar partition and were positioned 
within the scala vestibuli (Kennedy 1987). 

To reduce the probability of such insertion trauma, multichannel elec- 
trodes introduced in the early 1980s incorporated two basic strategies. One 
approach was to mold the shape of the silicone electrode carrier to follow 
the spiral of the cochlea and to control the flexibility of the electrode array 
with a central stiffening structure designed to prevent upward deviation of 
the electrode tip (Loeb et al. 1983; Rebscher et al. 1999). This design, orig- 
inally developed at the University of California at San Francisco, evolved 
into the Clarion™ spiral electrode produced by Advanced Bionics Corpo- 
ration. A second approach was to make electrode arrays that were quite 
small in diameter and very flexible. Examples include the Nucleus 22 
Banded™ and Med-El Combi 40™ electrodes. 
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When these devices were introduced, several investigations evaluated 
trauma following trial insertions into human cadaver temporal bones (e.g., 
O’Reilly 1981; Shepherd et al. 1985; Webb et al. 1988). Since that time a 
large number of profoundly deaf individuals have received these devices 
and many have used them for decades, and there have been several reports 
of postmortem evaluations of temporal bones of implant recipients (Zappia 
et al. 1991; Marsh et al. 1992; Nadol et al. 1994) as discussed previously. 
In addition, several reports have described the development of high- 
resolution radiographic methods (submillimeter spiral CT scans) to 
examine electrode position in living cochlear implant recipients (Skinner 
et al. 1994, 2002; Ketten et al. 1998). All of these studies have concluded 
that significant trauma is associated with cochlear implantation in a sub- 
stantial proportion of cases. Rupture of the electrode through the basilar 
membrane and into the scala vestibuli was relatively common with these 
devices. For example, Ketten et al. (1998) reported clear excursions of elec- 
trode arrays into the scala media or scala vestibuli in 6 of 20 living subjects 
with Nucleus™ electrodes. These studies also revealed that even when 
insertion was atraumatic, these electrode arrays seldom achieved what is 
considered to be optimum positioning within the scala tympani, i.e., near 
either the modiolus or osseous spiral lamina. 

Consequently, a new generation of “perimodiolar” multichannel elec- 
trodes has recently been developed, and several new electrode designs have 
been introduced into clinical application throughout the world. These per- 
imodiolar electrodes are designed to increase overall system efficiency and 
subject performance by locating stimulating contacts closer to target 
neurons in the modiolus. However, because these novel electrodes repre- 
sent very different design strategies than those of prior clinical devices, 
there is concern that the goal of placing an electrode nearer the modiolus 
may increase either the probability of insertion trauma or its severity. As a 
result, there has been a renewed interest in temporal bone studies to eval- 
uate the precise positioning of intracochlear electrodes, to examine the inci- 
dence and severity of insertion trauma and to apply this information to 
further improve devices. 

Earlier histological studies of temporal bones from deceased cochlear 
implant recipients or cadaver temporal bones cited above were limited by 
several factors. First, a number of different techniques were used to evalu- 
ate different devices, making comparison of results across studies difficult. 
Second, the earlier histology protocols generally required removal of wire 
electrodes prior to sectioning of the cochlea, introducing the possibility that 
withdrawal of the electrode may have caused additional trauma and often 
making reliable identification of the location of electrodes in situ impossi- 
ble. These limitations have been largely overcome in contemporary studies 
by the use of plastic embedding and cutting techniques that were originally 
developed to evaluate bone and mineral specimens (Gstoettner et al. 1997, 
1999; Roland et al. 2000; Tykocinski et al. 2001). These methods permit sec- 




134 P.A. Leake and S.J. Rebscher 



tioning of temporal bones with electrodes in situ, so the position of the array 
and its relationship to any trauma or pathology can be documented accu- 
rately. In addition, when the surface is highly polished, these plastic-embed- 
ded specimens can provide excellent resolution permitting detailed 
examination of specific cochlear structures along the electrode path (Leake 
et al. 2003) (Fig. 4.11). 

Several of these recent temporal bone studies have assessed intra- 
cochlear position and/or insertion trauma with the newly introduced peri- 
modiolar electrodes using these plastic-embedding techniques. In general, 
these studies found that the newer electrode designs were successful in posi- 
tioning stimulating contacts closer to the modiolus than earlier versions. 
However, there was no systematic improvement in the occurrence of 
trauma between the first- and second-generation devices. In fact, in at least 
some instances, the newer designs appear to produce more trauma than 
their predecessors. Leake et al. 2003 in press a,b directly compared two of 
these new perimodiolar electrodes with the previous devices from the same 
manufacturers, and Figure 4.12 illustrates typical trauma observed with two 
of the electrodes evaluated. 

The mechanisms of damage observed in these studies can be divided into 
two distinct categories. The first type of trauma occurs when the electrode 
tip deviates upward through either the spiral ligament or basilar membrane 
and comes to rest in the scala media or scala vestibuli. This is the most fre- 
quently reported injury with straight, flexible electrodes such as the Nucleus 
22™ banded array, the Med-El Combi 40™, and the new Cochlear Con- 
tour™ spiral electrode, which is inserted on a straight stylet. The mean fre- 
quency of penetration among the studies cited above is approximately 35% 
(n = 138) for these electrodes as a group, which is quite similar to the fre- 
quency of this finding reported by Ketten et al. (1998) in high-resolution 
imaging studies of 20 living Nucleus™ implant recipients. 

A second type of injury was observed in recent studies of the Advanced 
Bionics HiFocus™ electrode with attached positioner. With this device, sig- 
nificant trauma was observed when the electrode was inserted to its full 
insertion depth (Fig. 4.12). However, when inserted to approximately two 
thirds of its full length (mean depth of 17.1mm or 372 degrees), the elec- 
trode was positioned completely within the scala tympani and was largely 
atraumatic. At least in this particular study, it appeared that the dimensions 
of the HiFocus array were too large to allow full insertion in most of the 
temporal bone specimens studied (n = 8). In contrast, Fay ad et al. reported 
test insertions of the original Clarion Spiral electrode in 10 temporal bones, 
with no evidence of excursion of the electrode from the scala tympani 
(Fayad et al. 2000), and a more recent study (Leake et al. 2003) reported 
only relatively minor damage in approximately one third of temporal bones 
implanted with the Spiral™ electrode. The findings to date suggest that 
these devices, which both incorporate a central stiffening structure designed 
to resist vertical deviation of the electrode upward into the scala vestibuli, 
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Figure 4.11. These micrographs show mid-modiolar sections through plastic- 
embedded temporal bone specimens after trial insertion of perimodiolar electrodes. 
A: A Cochlear Contour™ electrode is seen well positioned in the basal and middle 
cochlear turns. B: An Advanced Bionics HiFocus™ electrode with positioner (Pos). 
To insert this electrode, the positioner is loaded on a stylet (Sty) and extruded from 
the stylet into the scala tympani by an actuator. In this example, the electrode 
achieves excellent perimodiolar positioning with the stimulating contact directly 
adjacent to the spiral ganglion (SpG).The resolution achieved with plastic embed- 
ding is apparent in the detail seen in the osseous spiral lamina (OSL), Reissner’s 
memebrane (RM), and spiral ligament (SpL). 
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Figure 4.12. Insertion trauma observed with second-generation electrodes varied 
with the type of device. A,B:The smaller and very flexible Cochlear Contour™ array 
often penetrated the cochlear partition and was partially positioned in the scala 
vestibuli, as illustrated in a representative temporal bone specimen (A) and 
schematic drawing (B), with approximately the same frequency of occurrence as the 
banded Nucleus 22 electrode. C: The Advanced Bionics HiFocus™ array seldom 
deviated into the scala vestibuli due to its vertical rib structure. However, this 
electrode was associated with damage related to the overall dimensions of the two- 
part design, as shown in this image in which the electrode (EL) has fractured the 
osseous spiral lamina (arrow) and the spiral ligament (SpL) has been grossly 
dislocated upward into the scala vestibuli (SV) by the positioner (POS). The 
electrode and positioner also appear wedged and flattened against the bone of the 
modiolus and otic capsule, respectively, raising a concern about possible pressure 
erosion. 
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do effectively reduce the occurrence of this form of trauma. However, 
the HiFocus electrode with positioner is likely to be inserted to a point 
where it is too large for the dimensions of the scala tympani in many 
individuals. 

Together, these reports describe two different types of trauma associated 
with different electrode designs. Moreover, the findings also suggest that 
specific aspects of each design have desirable attributes that in the future 
might be integrated into an optimized array, e.g., a cross-sectional profile 
that is scaled to fit atraumatically into almost every cochlea, and mechani- 
cal characteristics that effectively prevent vertical deviation of the array and 
also position stimulating contacts close to the modiolus. It should be noted 
that since the completion of the described studies at UCSF, Advanced 
Bionics Inc. has withdrawn the electrode positioner from clinical use with 
the HiFocus™ electrode. Cochlear Corporation has modified the tip of the 
Contour™ electrode and the suggested technique for insertion. 

5.3 Fuure Directions for Optimizing Cochlear 
Implant Designs 

In the future, additional studies using modern imaging techniques will be 
invaluable in relating specific data on placement of electrodes in living 
implant recipients (and the effects of mispositioning, twisting, or kinking of 
electrodes, etc.) to various measures of perception and performance. This 
approach may offer the most direct and empirical method for better defin- 
ing the importance of various factors, such as precise electrode position and 
depth of insertion, for the optimum function of an implant — as exemplified 
by the findings of Ketten et al. (1988) and Skinner et al. (2002). Moreover, 
even higher resolution imaging protocols are now becoming available with 
multirow detector spiral CT technology (Skinner, personal communica- 
tion). The potential for providing a wealth of information relating details 
of individual anatomy/pathology and electrode position to individual per- 
formance with the cochlear implant is an extremely promising area of 
future investigation. 

As discussed above, the functional consequences of traumatic damage to 
the cochlea and auditory nerve degeneration are difficult to predict because 
of the many variables affecting the ultimate performance of individual 
implant recipients. For this reason, the importance of insertion trauma and 
even the consequences of severe neural loss are still areas of intensive 
debate (Incesulu and Nadol 1998). However, we suggest that preservation 
of the entire residual population of spiral ganglion neurons that is present 
in the cochlea of each implant recipient at the time of surgery is an impor- 
tant goal for future device development. One obvious reason for this 
mandate is that a number of subjects with significant residual hearing have 
now received special short cochlear implant electrodes with the specific goal 
of combining a hearing aid to utilize residual low-frequency hearing with a 
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cochlear implant in the basal cochlea. Thus, the goal of atraumatic insertion 
of electrodes is likely to become increasingly important as sophisticated 
systems exploiting residual hearing evolve. Moreover, since so many very 
young children are now receiving implants, it is likely that reimplantation 
for the purpose of device replacement or upgrade will become increasingly 
common. As implant electrodes and signal processors evolve further in the 
future, it seems highly likely that more sophisticated devices will be able to 
take advantage of a more intact residual neural population to provide 
improved benefit to the recipient. 

Finally, there is another implication of findings from the temporal bone 
studies of the new perimodiolar electrodes cited above that should not be 
overlooked. Specifically, when these electrodes deviated from their 
intended placement within the scala tympani (especially when there is 
excursion into the scala vestibuli or kinking or twisting of the array), the 
consequence was not only trauma to the cochlea, but also a very significant 
mispositioning of contacts away from the cochlear modiolus. Such misposi- 
tioning will clearly diminish or eliminate the intended performance gains 
of the perimodiolar designs. Moreover, such idiosyncratic positioning also 
has been shown to lead to the development of dense connective tissue or 
the deposit of new bone adjacent to or surrounding the electrode array and 
aberrant psychophysical findings (Ketten et al. 1998; Skinner et al. 2002). 
Each of these factors would be likely to further degrade performance of 
the device below what it would have been if the electrode have been ideally 
positioned in a given subject. 

As outlined above, recent studies have identified several features of 
current intracochlear electrodes that appear to contribute to reduced 
trauma and improved positioning. Ideally, an optimized electrode array in 
the future would incorporate both a) the inherent advantages of a small, 
smoothly tapering cylindrical profile that would fit atraumatically into 
almost every temporal bone (and could be removed easily if replacement 
was required); and 2) the mechanical characteristics provided by a central 
rib or other integral structural feature that effectively prevents upward 
deviation of the electrode tip into the scala media or scala vestibuli, while 
at the same time positioning the stimulating contacts near the modiolus and 
osseous spiral lamina. 



6. Summary 

Modern multichannel cochlear prosthesis electrodes have been designed to 
selectively activate discrete sectors of the auditory nerve at several sites 
along the cochlear spiral in individuals with sensorineural hearing loss. Most 
of these devices employ a flexible cylindrical carrier of silicon rubber that 
is inserted into the scala tympani and positions individual stimulating con- 
tacts near the spiral ganglion neurons. The success of multichannel cochlear 
implants depends on the likelihood that a significant fraction of the 
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auditory neurons may survive for many years even after profound hearing 
loss. However, in addition to the condition of the auditory periphery, 
the relative integrity or extent of degeneration of the central auditory 
pathway is likely to affect the benefit that can be obtained from a cochlear 
implant. 

Studies conducted in animals have provided compelling evidence that the 
anatomical effects of auditory deprivation and deafferentation are much 
more severe when hearing loss occurs early in development as compared 
to the extent of pathology when deafness occurs later in life. In addition, 
well-controlled studies of the effects of stimulating the auditory nerve via 
a cochlear implant have demonstrated that several months of electrical 
stimulation is neurotrophic and promotes significantly increased survival of 
the cochlear spiral ganglion neurons. Less impressive effects have been 
reported in the cochlear nuclei, at least in animals deafened at a young age, 
in which the severe effects of auditory deprivation are only modestly ame- 
liorated by chronic electrical stimulation. In contrast to these trophic influ- 
ences of electrical stimulation, direct trauma to cochlear structures, which 
may occur at the time of insertion of the electrode array, is associated with 
a marked decrease in neuronal survival in the damaged regions. The clini- 
cal relevance of these findings in animal studies is emphasized by results in 
recent studies of living human cochlear implant recipients, in which high- 
resolution imaging techniques have demonstrated a high incidence of inser- 
tions that would produce mechanical trauma (i.e., about one third of a 
group of 20 subjects had compression, twisting, and/or intrascalar excur- 
sions of electrode arrays). Recent temporal bone studies of the newer “per- 
imodiolar” cochlear implant designs have suggested specific desirable 
attributes of these designs that in the future might be integrated into further 
optimized arrays. 

The functional consequences of electrical stimulation of the auditory 
nerve also have been studied in animal models, both at the level of the audi- 
tory midbrain (IC) and in auditory cortex. Results indicate that the funda- 
mental tonotopic or frequency organization of the central auditory system 
develops relatively normally and is maintained despite severe bilateral 
auditory deprivation, even when deafness occurs early in life. However, 
chronic electrical stimulation delivered exclusively by a single bipolar 
channel of a cochlear implant in young, early-deafened animals can result 
in significant expansion of the central representation of that channel, and 
consequent distortion of the tonotopic (frequency) organization of the IC. 
In contrast, relatively normal (or even sharpened) spatial selectivity may 
be maintained by highly controlled, competing stimulation from multiple 
channels. Moreover, the temporal resolution of neurons in the IC may be 
significantly altered by experience with specific electrical signals delivered 
by an implant. 

These results suggest that the synchronized neural activity elicited by a 
cochlear implant can exert a powerful influence on signal processing, 
particularly in the deafened, developing auditory system. Central auditory 
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representations and temporal processing may be markedly altered by 
specific experience with electrical signals. These findings suggest that the 
initial fitting of a cochlear implant in the naive, developing auditory system 
of a young child may be extremely critical. Especially for such pediatric 
implant recipients, it may be highly advantageous to introduce stimulation 
in a manner that encourages the discrimination of inputs from individual 
stimulation channels. However, the exact implications of research con- 
ducted in animals for defining the nature and timing of “critical periods” as 
would apply in a young deaf child who receives a cochlear implant are still 
unclear, although general hypotheses are emerging based on this body of 
work. 
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1. Introduction 

Electrical stimulation of the auditory nerve has been used as a treatment 
for sensory hearing loss for approximately 30 years. The typical cochlear 
implant candidate has sensorineural hearing loss, suggesting a lack of func- 
tional hair cells in the cochlea. The electrical fields produced by a cochlear 
implant directly excite auditory nerve fibers to elicit a hearing sensation. 
While the average performance with prosthetic devices has continued to 
improve over the years, there remains significant variation in the perfor- 
mance of individuals using the same implant design. Understanding the bio- 
physical mechanisms of electrical stimulation and the response properties 
of the auditory nerve therefore can have considerable practical importance. 
Such information could lead to better designs of auditory prostheses, devel- 
opment of stimuli that could improve information transfer with current 
devices, and improved clinical procedures for fitting the device and assess- 
ing neurophysiological status. 



1.1 Comparison of Responses to Acoustic and 
Electrical Stimuli 

Important aspects of electrical excitation are illustrated by the physiologic 
response differences observed between direct electrical stimulation of the 
deafened ear and acoustic stimulation of the normal ear. The normal audi- 
tory nerve fiber is spontaneously active, stochastically discharging at rates 
of 0 to 80 spike/s (Liberman 1978). In an ear without functional hair cells, 
there is little or no spontaneous activity, presumably due to a lack of neu- 
rotransmitter release at the synapse (Hartmann and Klinke 1990a). A 
prominent feature of the normal mammalian auditory system is the fre- 
quency dependence of the cochlea’s mechanical response — the traveling 
wave — and the resultant tuning properties of auditory nerve fibers. In con- 
trast to sharp acoustic tuning, a fiber’s response to sinusoidal electrical 
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stimuli exhibits broad tuning across frequency, with no apparent change in 
each fiber’s tuning properties across the place of innervation within the 
cochlea (Kiang and Moxon 1972; Hartmann et al. 1984). In acoustically sen- 
sitive fibers, the growth of response with stimulus level is highly nonlinear, 
reflecting the mechanical response of the basilar membrane (Rhode 1971; 
Sachs and Abbas 1974; Yates et al. 1992). Fiber rate-level functions typically 
have a dynamic range on the order of 30 dB. With electrical stimulation, 
each auditory nerve fiber has a dynamic range of only 1.5 to 6dB and the 
maximum discharge rate is typically much greater than that attained with 
acoustic stimulation (Kiang and Moxon 1972; Hartmann et al. 1984; Javel 
et al. 1987; Miller et al. 1999a). Responses of normal fibers to acoustic click 
(i.e., impulsive) stimuli reflect the filtering properties typical of resonant 
systems, resulting in temporal spread or ringing of the response. With elec- 
trical stimulation, fibers without functional hair cells typically produce post- 
stimulus time (PST) histograms with relatively short latencies and less 
temporal dispersion than is the case with acoustic stimulation in normal 
ears (Kiang and Moxon 1972). These marked differences between electri- 
cal and acoustic excitation of the auditory nerve have clear implications for 
the design of effective auditory prostheses. The acoustic signal being trans- 
duced for the cochlear implant must undergo significant processing and the 
resulting electrical stimuli must be delivered in a controlled fashion to over- 
come the loss of the normal signal transduction mechanisms (see Wilson, 
Chapter 2). 



1.2 The Importance of Studying the Electrical Excitation 
of the Auditory Nerve 

Long-term deafness results in changes to both the peripheral and central 
auditory system. There is evidence of degeneration and reorganization in 
the brainstem and cortex (see Leake and Rebscher, Chapter 4; Hartmann 
and Krai, Chapter 6), but the changes occurring at the periphery, within the 
cochlea, and in the auditory nerve are arguably more profound. The loss of 
a functional cochlea not only promotes degeneration of the auditory nerve, 
but also necessitates the use of a different physical stimulus and signal 
encoding. Significant aspects of cochlear signal processing — including fre- 
quency analysis, amplitude compression, and spontaneous activity — are lost 
and replaced by a biophysical system in which the electrical properties of 
the cochlea, nerve, and surrounding tissue are of paramount importance. As 
a result, an adequate understanding of the electrophysiological responses 
of the auditory nerve to electric stimulation is critical to both the design of 
cochlear prostheses and solid interpretations of central physiological and 
psychophysical responses (see Hartmann and Krai, Chapter 6; McKay, 
Chapter 7). 
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1.3 Outline of This Chapter 

The focus of this chapter 15 is on the mechanisms by which the auditory 
nerve is stimulated, as well as the nerve’s response properties. Section 2 
summarizes the research methods used in the studies discussed throughout 
the chapter. The topic of electrical stimulation of the auditory nerve is 
somewhat complex due to the unique anatomy of the mammalian cochlea. 
For this reason, in section 3, we review basic properties of electrical stimu- 
lation of neural tissue independent of the specific characteristics of the 
auditory nerve and cochlea. Section 4 addresses the unique response char- 
acteristics produced by stimulating the auditory nerve through intra- 
cochlear electrodes. We focus on properties that include the growth of 
response with stimulus level, refractoriness, stochastic properties, and other 
characteristics, such as adaptation, that may affect the responses to the 
repetitive stimulation typical of cochlear implants. In addition, electrical 
stimulation of the nerve through cochlear implants requires an under- 
standing of the population response. Issues such as fiber threshold dis- 
tribution and fiber selectivity with different electrode placements and 
configurations are discussed in section 5. Most of the findings discussed in 
sections 4 and 5 were obtained in acutely deafened animal models, so that 
the data reflect the responses from a relatively intact neural population 
uninfluenced by functional hair cells. As the auditory nerves of typical 
cochlear implant users have some degree of neural degeneration — popula- 
tion loss and pathological changes in surviving fibers — the physiological 
changes that take place with neural degeneration are of interest. Such 
effects are discussed in section 6. In recent years, more individuals with sig- 
nificant levels of residual hearing have been implanted (von Ilberg et al. 
1999; Gantz et al. 2000). The effects of functional hair cells on the response 
to electrical stimulation are discussed in section 7. In section 8, we specu- 
late on how some of the aforementioned findings could be applied to future 
developments and applications of cochlear implants. These include the role 
of physiological measurements in determining specific parameters of stim- 
ulation in clinical use of cochlear implants, development of a better elec- 
trode-neural interface, use of conditioning stimuli to improve information 
transfer, and application of electrical stimulation in conjunction with 
acoustic stimulation in ears with significant hair-cell survival. 



2. Major Research Approaches 

A complete description of intracochlear electrical stimulation of the audi- 
tory nerve is a complex undertaking, considering variables such as the 
spatial arrangement of fibers, the diverse membrane properties along their 
peripheral-to-central dimension, extraneural tissue properties, and the 
influence of electrode position and configuration. The peripheral termina- 
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tions of auditory nerve fibers are distributed along a helical path, reflecting 
the shape of the sensory epithelium. As they course centrally, the fibers 
converge within the modiolus (the central core of the cochlea) to form the 
trunk of the auditory nerve. Within the trunk, the fibers continue along 
spiral courses and do not maintain constant spatial interrelationships 
(Sando 1965). The morphology of single nerve fibers also varies along this 
peripheral-to-central dimension. Each auditory nerve fiber is bipolar, with 
a small-diameter peripheral process that is only partially myelinated and a 
larger, myelinated, central process. As a bipolar fiber it is unique in that 
action potentials generated at the peripheral process travel through the cell 
body. Furthermore, the tissue environment surrounding the auditory nerve 
fibers is diverse, ranging from fluid-filled space at their most peripheral 
aspect, to the thin bony plates of the osseous spiral lamina, and the thicker 
bone of the modiolus and internal meatus (see Fig. 4.1 in Leake and 
Rebscher, Chapter 4). 

An ultimate research goal could be the characterization of the responses 
of all 30,000 afferent fibers of the human auditory nerve to a wide range 
of electrical stimuli. As this is not feasible, the pursuit of this goal by the 
research community has been divided into multiple, tractable, research 
domains that focus on particular aspects of neural excitation. Thus, a more 
complete understanding is afforded by combining the results from animal 
studies with results from computer simulations. No single research domain, 
however, provides the complete picture. In this section, we first discuss the 
use of animal models to characterize properties of electrical stimulation 
in humans. This is followed by a presentation of three major research 
approaches. The first focuses on the electrophysiology of single fibers; the 
second relies on the gross electrical response of an ensemble of responsive 
fibers; the third approach involves the use of computational models to 
simulate the electrical properties of an auditory nerve fiber. These various 
approaches can be used in a synergistic fashion to promote our general 
understanding of electrical excitation of the auditory nerve. 

2.1 Animal Models 

Research animals are the primary means of modeling the electrically stim- 
ulated auditory nerve of the human. Several species have been used, with 
the choice dictated, in part, by the research questions under study. For 
example, efforts that focus on fundamental properties of neural membranes 
can justifiably chose among a wider range of species than those seeking 
to understand the spread of current through cochlear tissues. With a few 
exceptions (e.g., Morse and Evans 1996), researchers use mammalian 
models, which afford intracochlear stimulation. Mice, gerbils, rats, and chin- 
chillas have been used, but cats and guinea pigs are most widely used. 
Unlike those of small rodents, the larger dimensions of the cat cochlea 
(Igarashi et al. 1968) — and the guinea pig to a somewhat lesser degree — 




5. Biophysics and Physiology 153 



allow for the insertion of multichannel electrode arrays similar to those in 
clinical devices, providing a wide range of experimental flexibility. While 
gross auditory nerve potentials can be recorded from several species, the 
surgical accessibility of its auditory nerve trunk has made the cat the nearly 
exclusive choice for single-fiber studies. 

While many intracochlear anatomical features and relationships are 
preserved across mammalian species, the gross anatomical dimensions of 
cochleas vary significantly. These differences may result in various patterns 
of spatial spread of electrical excitation throughout the cochlea. For 
example, computer modeling of such properties indicates differences exist 
between guinea pig and human intracochlear excitation (Frijns et al. 2001). 
Gross dimensions of the cat cochlea better approximate those of the 
human, although there are interspecies differences in the cross-sectional 
areas of intrascalar regions (Fernandez 1952; Igarashi et al. 1976; 
Hatsushika et al. 1990). Another species-specific property is the degree of 
myelination of the spiral ganglion. While the cell bodies of guinea pigs and 
cats are myelinated (Thomsen 1966; Spoendlin 1972), surveys of human 
tissue show infrequent or relatively loose myelination of cell bodies (Ota 
and Kimura 1980; Arnold 1987; Spoendlin and Schrott 1989). The impact of 
these differences is unclear, and while they do not render the animal models 
inappropriate, they do require an awareness of them when extrapolating 
trends to humans. 

It should be noted that, with some exceptions, electrophysiological 
studies have used acutely deafened animals, typically through the applica- 
tion of ototoxic drugs. This model is appropriate for approximating the 
condition of the deaf ear, as hair-cell function is obviated and yet the nerve 
fiber population is left relatively intact. It is widely used to understand the 
process of directly exciting the membranes of a population of fibers. In 
contrast, the typical ear of the implant candidate has suffered pathology to 
hair cells as well as degeneration of cochlear tissues and the auditory nerve. 
Thus, acutely deafened animal models typically provide a best case for elec- 
trical excitation of the auditory nerve. Other animal models, discussed in 
sections 6 and 7, take into account the effects of neural degeneration and 
the effects of residual hearing on the response properties to electrical 
stimulation. 

2.2 Single-Fiber Studies 

Over the last 30 years, concerted study of the electrically stimulated mam- 
malian auditory nerve has paralleled the growing promise of cochlear 
implantation and the maturation of single-fiber auditory physiology. Much 
of this effort approached the auditory nerve and neuron as systems and 
sought to define input-output relationships, with the stimulus provided by 
one or more electrodes positioned within the fluid-filled space of the scala 
tympani. Single-fiber recordings require surgical access to the auditory 
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nerve, which is impaled by a glass micropipette fashioned with a tip dimen- 
sion suitable for isolating the extracellular potentials from a single fiber 
(i.e., ~lpm diameter). Although recordings have been obtained from 
several mammalian species (e.g., monkey, cat, chinchilla, guinea pig, rat, 
gerbil), feline anatomy provides distinct advantages for recording electri- 
cally evoked action potentials. The large cranial space allows for adequate 
surgical exposure of the nerve trunk to record from central axons, provid- 
ing two important advantages. First, the cochlear dimensions allow for the 
insertion of relatively large intracochlear electrodes arrays, comparable to 
those used in humans. Second, the intracranial position of the recording 
electrode (Kiang et al. 1965) greatly reduces the contamination of the 
evoked responses by the electrical stimulus artifact with intracochlear 
stimulation. 

Much single-fiber research has attempted to describe the electrophysiol- 
ogy of the archetypal nerve fiber, assuming that most fibers of the nerve 
possess similar response properties. Major findings include descriptions of 
the temporal pattern of action potentials in response to pulsatile and con- 
tinuous sinusoidal stimuli and frequency response characteristics. A limita- 
tion of single-fiber studies is that they provide only a statistical description 
of how the typical fiber responds to electrical stimulation. Although a very 
productive animal experiment can yield threshold measures from as many 
as 150 fibers (e.g., van den Honert and Stypulkowski 1987a), more exten- 
sive measures (beyond threshold estimation) will reduce that yield. Even 
with high-yield experiments, less than 1% of afferent fibers are assessed 
with standard micropipette techniques, rendering adequate sampling of the 
population problematic. This issue must be considered when interpreting 
single-fiber studies that attempt to characterize population characteristics, 
particularly as a function of cochleotopic place. 

2.3 Gross Potential Studies 

A second approach to characterizing electrophysiological responses relies 
on measurement of the electrically evoked compound action potential 
(ECAP). This potential represents the spatial summation of action poten- 
tials produced by a population of fibers and requires the synchronous firing 
of fibers to achieve a measurable potential. The ECAP is typically recorded 
using a relatively large ball (0.2-0.5 mm diameter) or needle electrode posi- 
tioned in close proximity to the nerve or cochlea. Unlike the case of single- 
fiber recording, acquisition of the ECAP does not require surgical access of 
the auditory nerve or direct contact with it. An electrode positioned on the 
promontory or round window is sufficiently close to record this potential, 
as are intracochlear electrodes of a cochlear implant electrode array. 

Under most recording conditions, time-domain signal averaging is needed 
to acquire an ECAP with a favorable signal-to-noise ratio. The use of signal 
averaging to successive stimuli in order to extract a response requires the 
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assumption that the neural response to each individual stimulus is identical, 
i.e., no adaptation-like phenomena occur over the course of the repeated 
stimuli. Such assumptions are highly dependent on stimulus parameters such 
as level and rate of stimulus presentation and can also potentially be affected 
by the properties of stimulated neurons and their neuropathological state. 
Animal models that permit sufficient surgical assess (e.g., guinea pigs and 
cats) make it possible to position a recording electrode directly on or near 
the surface of the exposed nerve. Such preparations offer a technical advan- 
tage in that the resultant ECAP is large and more resistant to contamination 
by stimulus artifacts. It is possible, in some cases, to record potentials without 
resorting to signal averaging, which is a distinct advantage for studies of 
adaptation and ephemeral response properties. 

Goldstein and Kiang (1958) developed a mathematical relationship 
between the compound action potential waveform, A(t ), and the underly- 
ing single-fiber activity of the N constituent fibers comprising the nerve: 

N 

A(t) = if. P(n , t)U (n,t- x)dx ( 1 ) 

n-1 

where P(n , x) is the poststimulus time histogram of the nih fiber and U{n, t ) 
is the unit potential function. The latter function is the potential waveform 
contributed by the rath fiber as seen by the gross recording electrode. From 
the physiologist’s perspective, the functions P and U represent two chal- 
lenges. First, all N fibers must be described by their respective poststimulus 
time histograms in response to a specific stimulus. Likewise, the unit poten- 
tial contribution of each fiber must be known. Note that while the histogram 
function P(n , x) is specific to a particular stimulus, it is assumed that the unit 
potential is constant across stimulus conditions. However, the unit potential 
waveforms can be highly dependent on the location of the recording elec- 
trode. It is plausible to assume that, for relatively distant electrode-to-nerve 
positions, the unit potentials contributed by the constituent fibers will be 
comparable to one another. Based on measures from acoustically sensitive 
cats, Kiang et al. (1976) concluded that the unit potentials recorded by an 
electrode at the round window were comparable across the fiber population. 
For recording electrodes placed directly on the surface of the nerve, the unit 
potentials may be somewhat different. Doucet and Relkin (1997) suggested 
that they may be uniform only over a limited range of characteristic fre- 
quency (CF) or fiber position. The complex anatomy surrounding the nerve 
and different distances from fiber to recording electrode possibly distort the 
relative electrical contributions of each fiber. Nonetheless, modeling efforts 
suggest that the amplitude of the ECAP is proportional to the number of 
actively responding fibers (Miller et al. 1999b). 

The ECAP recordings offer both advantages and disadvantages over 
single-fiber measures. A primary advantage is that they can be recorded 
from human cochlear implant patients whose internal device allows for 
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direct electrical access to the intracochlear array (Brown et al. 1990) or is 
equipped with a telemetry system appropriate for neural recordings (Abbas 
et al. 1999a). As ECAP recordings are also readily obtained from animal 
subjects, parametric evaluations can be made and compared in animals and 
humans alike. Also, as described above, ECAP measures can be related to 
the underlying single-fiber responses with a relatively straightforward 
model. Consequently, they provide a link between single-fiber measures 
from animal studies and the ECAP studies that can be conducted with 
human participants. The primary disadvantage of the ECAP is that it is a 
population response, and as such, cannot directly assess the underlying 
single-fiber properties. As the ECAP requires highly synchronized neural 
activity, responses from nerve fibers that exhibit atypical latency or appre- 
ciable jitter will not be proportionally represented in this gross potential 
(Miller et al. 1999b). 

The electrically evoked auditory brainstem response (EABR) is similar 
to the ECAP in that it is a population response that requires synchronous 
neural discharge. Interpretation of the auditory brainstem response is 
relatively complex, as several neural structures contribute to it and it is 
composed of several sequential response peaks (e.g., Jewett et al. 1970; 
Achor and Starr 1980; Melcher et al. 1996), with the first peak believed to 
correspond primarily to a far-field manifestation of the ECAP. Neverthe- 
less, many studies of human cochlear implant users have used the brain- 
stem response to assess both threshold and suprathreshold responses to 
stimulation through a cochlear implant (Starr and Brackmann 1979; van 
den Honert and Stypulkowski 1986; Abbas and Brown 1991; Aubert and 
Clarke 1994). Such measures are readily obtained from human implant 
users as only external electrodes on the surface of the scalp are necessary. 
Furthermore, the issues of stimulus artifact rejection are less severe, as the 
response latencies from brainstem structures are longer than that of the 
auditory nerve response and are more easily separable from the stimulus 
artifact. Measures of EABR and ECAP in the same subjects have demon- 
strated similar dependence on stimulus parameters (Brown et al. 2000), sug- 
gesting that, at least under some conditions, they depend on similar 
underlying neural generators. 

2.4 Computational Models 

While experimental animals provide the best means for modeling human 
auditory nerve excitation, computational models also play important roles 
in furthering our understanding of the physiology of the electrically stimu- 
lated system. The term computer model covers a wide range of investiga- 
tive approaches; however, all use computers to rapidly solve equations 
designed to describe neural responses to electrical stimuli. Currently, no 
single computational approach adequately mimics the inherent sophistica- 
tion of animal models, as complete mathematical descriptions of the 
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electrical features of the cochlea, nerve fibers, and surrounding tissues are 
still prohibitively complex. Thus, computer-model approaches tend to focus 
on these different components to varying degrees of sophistication. While 
they have this disadvantage, computer models have a significant advantage: 
the tissue and neuronal elements described by the experimenter’s equations 
can be readily manipulated with precise control, thereby isolating poten- 
tially critical variables in ways often difficult to achieve with in vivo studies. 
There is also a synergy between computer and animal models. While the 
former can be used to explore isolated physiological mechanisms with 
exquisite control, animal experiments are required for validation. 

Computational models of the electrically stimulated periphery can be 
classified in multiple ways depending on the particular mechanism under 
investigation. Models that describe actual ionic currents and membrane 
parameters (e.g., Na + currents, internodal capacitance) can be referred 
to as biophysical models (e.g., Columbo and Parkins 1987; Finley et al. 
1990; Frijns et al. 1995; Rubinstein 1995; Cartee 2000; Rattay et al. 2001). 
Such models offer a great deal of versatility in that arbitrary stimulus wave- 
forms can be applied to them to produce unique solutions to novel con- 
ditions. A more limited approach employs a phenomenological model (e.g., 
Bruce et al. 1999; Miller et al. 1999b), which incorporates experimentally 
obtained functional relationships that describe neuronal responses (e.g., 
strength-duration, threshold-distance functions). Such models are some- 
what less versatile in that they depend on known functional relationships 
to produce a model output. 

Computational models can also be classified along two dimensions that 
describe neural behavior and the influence of the extraneural environment. 
Field models focus on predicting the distribution of potential and current 
gradients is the tissue surrounding nerve fibers. These models are indebted 
to work predating cochlear implant research that studied the conductive 
properties of the tissues of the inner ear (e.g., Strelioff 1973). Neuronal 
models predict the response of a nerve fiber when its membrane is sub- 
jected to a known electrical field. As we shall see, a complete computational 
description of intracochlear electrical stimulation of the auditory nerve 
must incorporate both of these model components, although many model- 
ing efforts have primarily focused on only one of these two areas. 

Field models can be realized using different techniques to specify poten- 
tials within a volume of tissue encompassing the cochlea and auditory 
nerve. Some are based on simple, analytic descriptions of an electrical field 
that typically require an assumption of an electrically uniform extracellu- 
lar medium (e.g. Rubinstein 1993; O’Leary et al. 1995; Bruce et al. 1999; 
Cartee 2000). Others employ either lumped-parameter (e.g., Black and 
Clark 1980; Suessermann and Spelman 1993; Krai et al. 1998) or finite- 
element (Finley et al. 1990; Frijns et al. 1995; Rattay et al. 2001) techniques. 
These latter approaches are typically used to construct a three-dimensional 
model of the cochlea and nervous tissue that can account for the hetero- 
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geneous conductive properties of bone, fluid, and soft tissues of the inner 
ear. Finite-element model results have demonstrated that extracochlear 
tissues distort electric fields, rendering inadequate the assumption of a 
uniform extracellular medium. Finite-element models are particularly valu- 
able in predicting excitation patterns with different electrode configura- 
tions, preliminary evaluation of new electrode designs, and comparisons 
of across-species differences. Such models require adequate descriptions of 
tissue properties and are, relative to other approaches, computationally 
intensive. 

The second component of modeling focuses not on the external electri- 
cal field, but on realistic descriptions of the neuronal elements to account 
for the biophysical aspects of the fiber membrane. One of the simplest fiber 
models is that of a voltage-comparator circuit with a noisy reference (com- 
parison) voltage. Such a model may include relatively simple circuit 
elements to approximate neural integration or refractoriness (Wilson et al. 
1995) or use adjustable parameters to account for changes in stimulus para- 
meters (Bruce et al. 1999). Such models find application in describing the 
presence or absence of a neural event under specific stimulus conditions, 
but cannot be generalized to an arbitrary stimulus. A more sophisticated 
approach is that of the biophysical model, which accounts for the spatially 
distributed membrane properties of axons. Such models rely on the empir- 
ical description of voltages generated at the node of Ranvier provided by 
the equations of Hodgkin and Huxley (1952). Following the approach of 
Reilly et al. (1985), Colombo and Parkins (1987) were the first to adapt such 
a model to the anatomy of a mammalian auditory nerve fiber. Models 
similar to theirs have been incorporated into field models (Finley et al. 1990; 
Frijns et al. 1995; Rattay et al. 2001), rendering a relatively complete 
description of intracochlear excitation of the nerve. Those biophysical 
models are deterministic in that threshold current is defined by a single 
level. An exception is a fiber model (Rubinstein 1995; Matsuoka et al. 2001), 
that incorporates stochastic ion channel kinetics at each node. This model 
accounts for the probabilistic behavior of fibers that has been observed 
experimentally and is an important consideration in the representation of 
electrical stimuli in cases where individual fibers are stimulated at levels 
within their dynamic range. Evidence from both human and animal exper- 
iments suggest that, in the case of the human nerve excited by a cochlear 
prosthesis, a significant subpopulation of excited fibers indeed responds 
within this range. 



3. Basic Mechanisms of Neural Excitation 

The electrophysiology of excitable membranes has been investigated for 
over a century. The classic work, which predates investigations of the audi- 
tory system, employed a wide variety of techniques — from dissected 
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gastrocnemius muscles to patch clamps — to describe electrical properties 
and ionic mechanisms of the neural membrane that support the generation 
and propagation of an action potential. Early studies typically used rela- 
tively simple neural systems (e.g., frog motor neurons, squid giant axons) 
that could be isolated from surrounding tissue and excited by relatively 
well-defined electrical fields. For example, an isolated nerve bundle or fiber 
would be suspended along a straight line within an isotropic conductive 
medium (Rushton 1927). By using simple electrode configurations such as 
monopoles, dipoles, and parallel plates, experimenters assumed that the 
fibers had a negligible effect on the external electrical field, and that 
the basic field laws — inverse, inverse square, and constant — were applica- 
ble. Similarly, patch-clamp techniques (Neher and Sakmann 1976) were 
designed to measure membrane properties under conditions that controlled 
the external electrical state of the membrane. While the anatomical dimen- 
sions of motor neurons and the electrical medium of fibers measured in 
vitro vary considerably from that of the mammalian auditory nerve, the 
classic studies have provided many of the biophysical principles of excitable 
membranes that are routinely applied to studies of the auditory system. 
Basic biophysical properties such as the strength-duration relationship, 
effects of stimulus polarity, and electrode orientation, as well as the role of 
voltage-controlled ionic channels were well described in the first half of the 
twentieth century. 

3.1 Membrane Biophysics 

The properties of the neural membrane are important for understanding 
neural excitation by electrical stimulation. The term neural membrane 
typically refers to that of the axon, as it is the neural element that gener- 
ates and propagates action potentials. The myelinated axon consists of a 
series of nodes of Ranvier separated by internodal regions. The nodes 
contain the voltage-sensitive ionic-specific channels responsible for action 
potential generation. The internodes are considered to be electrically 
passive elements whose voltages are driven by nodal activity, although 
the electrical properties of both regions determine the firing properties. 
In the case of auditory nerve fibers, consideration must also be given to 
the cell body and unmyelinated terminal of the peripheral process, as the 
electrical properties of those elements may also influence the generation 
and propagation of action potentials. 

Although action potentials can be supported by a single type of voltage- 
gated channel, both Na + and K + specific channels have been isolated and 
described using patch-clamp techniques. Hodgkin and Huxley (1952) used 
voltage-clamp techniques to characterize the properties of ionic currents in 
the squid axon and described how action potentials are generated by these 
channels. From the experimental results, they developed empirical equa- 
tions using three variables (m, h, and n) to describe the temporal proper- 
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Figure 5.1. Lumped-parameter circuit model of a myelinated axon. A: Node and 
internodes are represented by repeated circuit elements joined by resistances (i? a ) 
arising from the internodal segments of the axon. and Q represent internodal 
leakage resistance and capacitance. B: A single internodal segment and nodal 
segment. V n is the voltage at the external surface of the node. Three batteries 
represent the Nernst potentials for Na + , K + , and nonspecific ionic carriers. Variable 
resistors represent voltage-controlled gates governed by Hogkin-Huxley descrip- 
tions. R { and C n represent passive electrical properties of the node. 



ties of the Na + ( m 3 h ) and K + ( n 4 ) channels. A classic approach to under- 
standing membrane physiology is through the use of electrical circuit 
models of the axon. As it provides an imperfect (leaky) separation of intra- 
and extracellular charges, the internodal membranes can be represented as 
a parallel combination of capacitance and resistance elements. The nodal 
regions include voltage-controlled resistances (to account for the voltage- 
gated channels) as well as passive capacitance and resistance terms. The 
Nernst potentials, arising from metabolically maintained ionic concentra- 
tions, are modeled as DC voltage sources. Figure 5.1 illustrates a relatively 
simple, lumped-parameter version of such a model, in which single circuit 
elements represent internodal and nodal capacitance and resistance. 
Axonal models have been developed with increasing sophistication that 
reflect advances in computer speed and memory. The model of McNeal 
(1976) was used to investigate the neural effects of externally generated 
stimulus currents. His model employed the active Hodgkin-Huxley equa- 
tions at the node where current was injected and passive components at all 
other nodes. Bostock (1983), however, demonstrated that the near-thresh- 
old behavior of the membrane depended on both the active and passive 
membrane properties. Reilly et al. (1985) improved upon the McNeal model 
by using all active nodes, accounting for Bostock’s observations and allow- 
ing for the investigation of more realistic extraneural fields that could 
influence more than one node. 

While the model of Figure 5.1 collapses the distributed membrane prop- 
erties of each internode into single, lumped, elements, more sophisticated 
models use multiple segments to represent their spatially distributed nature 
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(e.g., Finley et al. 1990; Rubinstein 1995). In vitro measures of Tasaki (1955) 
showed that the specific internodal capacitance and conductance (per unit 
length) were orders of magnitude smaller than the nodal values. Some audi- 
tory nerve fiber models (e.g., Frijns et al. 1995) assume the internodal 
membranes to be perfect insulators. Even simple models, such as that of 
Figure 5.1, are useful for demonstrating the influence of neuron anatomy 
on electrical properties. For example, myelination greatly reduces inter- 
nodal capacitance and conductance, reducing excitation threshold and 
improving conduction velocity. Also, increases in fiber diameter result in 
increased internodal capacitance and conductance. The deleterious effect 
of increased capacitance on the internodal time constant, however, is offset 
by larger reductions in axonal resistance (i? a ). 

Most of the aforementioned models are deterministic in that the response 
to a specific threshold-level stimulus would be identical for each presenta- 
tion. Verveen (1961), however, described fluctuations in excitability of indi- 
vidual neurons in response to repeated electrical stimuli. He assumed that 
these fluctuations were due to properties of the neural membrane. More 
recent experimental work has used patch-clamp techniques to measure cur- 
rents within single ionic channels. A key property of these channels is their 
stochastic nature. The pattern of membrane current typically varies in 
response to each stimulus presentation as a result of variations in the 
opening and closing of individual channels within the patch (Aidley 1998). 
Models that incorporate such detailed stochastic activity of ion channels 
(Clay and DeFelice 1983, Rubinstein 1995) can simulate stochastic proper- 
ties of neurons in response to electrical stimulation and produce realistic, 
finite-sloped input-output functions that are observed experimentally. 

3.2 Defining the Adequate Stimulus 

Early physiological experiments sought to define the adequate electrical 
stimulus for initiating action potentials. In the case of an electrode posi- 
tioned over an axon in a conductive medium (Fig. 5. 2 A), depolarization 
occurs at the node nearest the negatively charged (cathodic) electrode 
(Ranck 1975). A simple equivalent circuit is shown (Fig. 5.2B); which 
includes a nodal resistance ( R n ) and two axonal resistances (R a ). Voltage 
source V s puts a negative charge on the electrode, attracting positive charge 
carriers toward the electrode that results in source current / s . For this circuit, 
we now assume the electrode is positioned so close to the node that all of its 
current flows through the node (7 S = I m where I m is the current across the 
neural membrane at the node). Since positive current flows from the node 
(i.e., from point a to point e ), membrane voltage (v n ) is positive by Ohm’s 
law and the membrane is depolarized at that node. Furthermore, the con- 
verging axonal currents (i.e., those through R a ) must originate from inward 
currents at nodes flanking the depolarized node, resulting in hyperpolariza- 
tion of those nodes. Using a frog gastrocnemius nerve suspended in a 
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Figure 5.2. Schematic diagram of cathodal depolarization of a node. A: It is 
assumed a stimulating electrode is positioned so close to the node that all positive 
current (provided by the source voltage) flows out through the node (7 n = 7 S ). B: For 
simplicity, we only consider the passive resistance of the node (7? n ). Within the axon, 
local circuit current flows toward the node through axonal resistances ( R a ) and non- 
specific (unlabeled) resistances that represent more distance axonal segments. By 
Ohm’s law, positive current drawn from the axon out of the node results in point a 
being at a higher potential than point e (i.e., depolarization). 



presumably uniform electrical field, Rushton (1927) found that its excitabil- 
ity was proportional to the cosine of the angle between the current lines and 
the nerve. That is, most efficient excitation occurred with the nerve posi- 
tioned parallel to the field gradient. Kato (1934) described how, by moving 
a monopolar electrode along the axis of isolated fibers, a strong threshold 
minimum occurred above each node. These findings established the need for 
a potential difference across nodes for neural excitation. For a linear axon, 
it is the component of the external stimulus current vector in parallel with 
the axon that is effective in depolarizing it. These findings underlie an oft- 
cited construct for locating the site of action potential initiation in the pres- 
ence of an external electrical field. Reilly et al. (1985) suggested that the 
magnitude of membrane depolarization as a function of position along the 
axon could be used to predict the site of action potential initiation. Rattay 
(1986) formalized this notion, defining the activating function , /, as the 
second partial spatial derivative of V em (x), 



d 2 V em (x) 
dx 2 



( 2 ) 



where V em (x) is the applied electric potential measured along the length, x, 
of the axon. The activating function plots the regions of the axon that are 
depolarized (f> 0) and hyperpolarized (f< 0). 

We can gain an intuitive appreciation of /by considering a passive axon 
in a homogeneous conductive medium with particular applied electric 
fields. It is important to note that y em (x) is the voltage along the axis of the 
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Figure 5.3. The activating function produced by a cathode positioned over a 
uniform axon within a homogeneous conductive medium. Distance along the axon, 
x, is measured from the point closest to the cathodic stimulating electrode. The pos- 
itive portion of the curve represents the segment of the axon that would experience 
an outward flow of positive current (i.e., depolarization). For anodic stimulation, the 
curve is simply inverted such that the flanking regions of the curve represent depo- 
larized regions. 



fiber (but just external to it) and that the second derivative is taken along 
this x axis. Let us first assume that the first spatial derivative of V em has a 
constant nonzero value, i.e., voltage changes along x at a constant spatial 
rate. Considering Ohm’s law, the current along x therefore must be con- 
stant, with no current available to enter or leave any of the nodes. By 
definition, activating function /is zero at all x values, reflecting this lack of 
depolarizing or hyperpolarizing membrane currents. If, however, the first 
derivative changes along the axon, that implies some nodal currents are 
nonzero and the resting membrane voltage is altered. In that case, the acti- 
vating function is also nonzero at those nodes. Figure 5.3 depicts the 
activating function for the simple case of a monopolar electrode positioned 
over a long axon with uniform membrane properties within a homogeneous 
medium. The region immediately below the electrode is shown by the func- 
tion to be depolarized. Activating functions can be computed for curvilin- 
ear axons (Finley et al. 1990; Rattay et al. 2001) or axon terminations 
(Rubinstein 1993) and can have markedly different profiles from that 
shown in Figure 5.3. 

The validity of the activating function concept depends on several sim- 
plifying assumptions. As it does not consider the equivalent circuit of the 
membrane, it assumes that the potentials created by the axon itself do not 
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influence the pattern of membrane depolarization. This is, at best, a rough 
approximation. In his model axon, McNeal (1976) demonstrated that, in 
response to a current pulse, membrane potentials and currents vary signif- 
icantly over the course of a few tens of microseconds. Warman et al. (1992) 
and Zierhofer (2001) demonstrated that the activating function is most 
accurate as a predictor of membrane potential at the onset of a stimulus; 
however, spatial filtering by the membrane renders it inaccurate for all but 
very short (i.e., a few microseconds) stimulus pulses. Importantly, the acti- 
vating function cannot accurately predict threshold or compare thresholds 
for axons with a variety of electrode-to-axon distances. Nonetheless, given 
its simplicity, the activating function is a useful construct for gaining an 
appreciation of the field component effective in depolarizing the axon and 
locating likely points of greatest depolarization and hyperpolarization. If 
the stimulus polarity is reversed, the activating function is inverted, thus 
predicting the change in action potential initiation sites with polarity rever- 
sal. Additionally, this function can be used to demonstrate how different 
electrode configurations (e.g., bipolar, tripolar) can be used to alter the 
membrane depolarization profile (Rattay 1989; Spelman et al. 1995; Krai 
et al. 1998), a process sometimes referred to as current focusing. 

3.3 Current Integration: The Strength-Duration Function 

As excitable membranes integrate stimulus current, the threshold of exci- 
tation depends on the duration of the stimulus pulse. This relationship is 
described by the strength-duration function, which plots excitation thresh- 
old versus stimulus duration. The standard method of collecting these data 
employs a monophasic rectangular current pulse delivered to a monopolar 
electrode (Loeb et al. 1983). When plotted on linear axes, the function, as 
well as its first derivative, decreases monotonically and approaches a hori- 
zontal asymptote (i.e., rheobase ). This curve is often characterized by a 
measure called chronaxie, i.e., the pulse duration at which threshold current 
is twice the rheobase value. These features of a typical strength-duration 
curve are showed in Figure 5.4. 

Strength-duration data are often fit to a decaying exponential, following 
the model of Lapicque (1907): 

I = I T J( l-e ( " Asd) ) (3) 

where / rh is the rheobasic current and x sd is the strength-duration time 
constant. Chronaxie is linearly related to x sd and is a convenient way of 
characterizing the integrative property of membranes. Strength-duration 
data have also been fit to hyperbolic functions (Bostock 1983; Columbo and 
Parkins 1987) shown to provide better fits than Lapicque’s function 
(Bostock 1983). However, both functional forms are used. Model work by 
Bean (1974) showed that the time constant of the passive membrane 
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Figure 5.4. Hypothetical strength-duration curve. Threshold of activation is plotted 
as a function of the duration of a rectangular cathodic stimulus pulse (inset). 
“Rheobase” is the value of the horizontal asymptote. Chronaxie, derived from the 
rheobase measure, is proportional to the time constant of the curve. 



depends on axial resistance as well as membrane capacitance and resis- 
tance. Bostock (1983) demonstrated that, when the active (i.e., voltage- 
sensitive) node is considered, the effective membrane time constant is 
greater than that of the passive model. A comparison of a strength-dura- 
tion data with that of a perfect integrator (a hyperbola) demonstrates that 
neural membranes are leaky integrators that integrate current more effi- 
ciently at relatively short pulse durations. Strength-duration functions 
essentially describe a low-pass filtering of the electrical field by the mem- 
brane. Estimates of auditory nerve fiber chronaxie typically fall in the range 
of a few hundred microseconds. A mean value of 264 ps has been reported 
from cats (van den Honert and Stypulkowski 1984) while Parkins and 
Columbo (1987) reported a mean of 350 ps from squirrel monkeys. 

Chronaxie has been shown to depend on the shape of the external field 
and the membrane depolarization profile (Davis 1923; Grundfest 1932; 
Bostock 1983). The strength-duration time constant may decrease with 
decreasing electrode-axon distance, an important consideration for inter- 
preting data obtained under different stimulus conditions and from fibers 
of differing thresholds (Bostock 1983; van den Honert and Stypulkowski 
1984). Chronaxie is also dependent on the stimulus waveform, with bipha- 
sic pulses producing more steeply sloped strength-duration functions 
than those obtained with monophasic pulses (Reilly et al. 1985; Miller et al. 
1995a). The influence of the second phase of a biphasic pulse on the 
strength-duration characteristic will vary with pulse duration, as the mem- 
brane has a finite integration time window. The effect of the second phase 
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would be expected to be large at short pulse durations and nil for durations 
that exceed the integration time window. 

3.4 Threshold-Distance Relationship 

For a monopolar electrode within an isotropic medium, field strength varies 
inversely with the distance from the electrode. Available single-fiber data 
(BeMent and Ranck 1969a; Ranck 1975) and model simulations of an axon 
(BeMent and Ranck 1969b; Rattay 1989) indicate that threshold current 
increases approximately with the square of this distance. As can be appre- 
ciated from the activating function concept, the region of axonal depolar- 
ization varies with electrode-axon distance; with increasing distance, more 
nodes fall into the depolarized region of the function (Rattay 1989). As 
noted above, however, the activating function does not predict threshold 
current (Warman et al. 1992; Zierhofer 2001) and cannot be used to esti- 
mate threshold as a function of distance. At any rate, the anatomical com- 
plexity of the cochlea and nerve requires more sophisticated approaches to 
the issue of threshold-distance relationships. 

Given the location of intracochlear stimulation electrodes in cochlear 
implants and the spatial distribution of the target neurons (see Leake and 
Rebscher, Chapter 4), it is likely that electrode-to-axon distance has a 
significant effect on the distribution of fiber thresholds. Changing the 
intrascalar location of the stimulating electrode can result in large thresh- 
old changes and growth rate of the nerve’s electrically evoked gross poten- 
tial (Miller et al. 1993; Shepherd et al. 1993). In their finite-element model 
of the human cochlea, Frijns et al. (2001) demonstrated that fiber recruit- 
ment with level was more gradual when the modeled electrode was moved 
to a position closer to the medial wall of the scala tympani. They observed 
the greatest reduction in fiber threshold for those fibers located closest to 
the electrode, a result consistent with a distance effect. 

The integrative property of axons results in a potentially useful interac- 
tion between stimulus pulse duration and the distribution of thresholds 
across the fiber population. As pulse duration is decreased, the range of 
fiber thresholds (in linear units of current) increases. This relationship has 
been investigated by Grill and Mortimer (1996) and can be readily appre- 
ciated by considering the relationship between the strength-duration func- 
tions of two fibers with identical time constants but differing rheobases. 
As threshold is a decreasing exponential function of pulse duration, the 
difference in the two fiber thresholds is larger at short durations. Thus, the 
use of relatively short-duration stimulus pulses offers not only greater 
efficiency, but also a greater range of usable current values. 

3.5 Threshold vs. Fiber Diameter 

The well-known observation that threshold decreases with increasing fiber 
diameter has typically been inferred through measurements of threshold 
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and conduction velocity or across-study comparisons (Ranck 1975; Fang 
and Mortimer 1991). Computational models indicate that these threshold 
reductions become smaller as fiber diameter increases (McNeal 1976; 
Rattay 1986). Although estimates of fiber diameter in cats and humans vary 
somewhat across studies, they are comparable. Most measures have been 
made of myelinated fibers at the level of the central axons within the nerve 
trunk. Mean diameters of cat fibers have been estimated between 2.5 and 
4 pm (Arneson and Osen 1978; Romand et al. 1981; Liberman and Oliver 
1984). Measures from humans indicate mean values ranging from about 3 
to 5 pm (Nadol 1990; Spoendlin and Schrott 1989; Felix et al. 1992). The dis- 
tribution of diameters around the mean are relatively narrow in both 
species, with reported standard deviations typically ranging from about 0.7 
to 1.0 pm. The diameters of the peripheral processes are reported to be 
about half that of the central axons (Liberman and Oliver 1984; Spoendlin 
and Schrott 1989). While variations in fiber diameter tend to be small, they 
have been shown to correlate with spontaneous activity, i.e., high-sponta- 
neous-rate fibers tend to have larger diameters than those with low spon- 
taneous activity. In addition, the smaller diameter, low-spontaneous-rate 
nerve endings are segregated from the larger diameter, high-spontaneous- 
rate nerve endings on the inner hair cells (Liberman 1982; Liberman and 
Oliver 1984). To the extent that peripheral processes may survive in 
implanted ears, this segregation of nerve endings with different fiber diam- 
eter could influence the fiber threshold distribution. 

In his axonal model, McNeal (1976) showed that thresholds for small 
fibers (<5pm), approach an inverse-square relationship with diameter, i.e., 
a twofold range in fiber diameter can account for a fourfold (12 dB) range 
in threshold. Using model simulations, van dan Honert and Stypulkowski 
(1987a) demonstrated larger effects of diameter at greater electrode-fiber 
distances. Taking into account these observations, it is plausible that the 
combined effects of a range of distance and fiber diameter can account for 
the 15 to 20-dB range of fiber thresholds observed in cats (van den Honert 
and Stypulkowski 1987a; Miller et al. 1999b) and in realistic spatial models 
of the cochlea (Frijns et al. 2001). 

3.6 Site of Action Potential Initiation 

An area of considerable conjecture concerns the identification of mem- 
brane sites at which action potentials are initiated by intracochlear 
stimulation. This is complicated by the spiral course of the fibers, the 
distal-to-proximal changes in diameter and myelination, and the distribu- 
tion of electrode-to-fiber distances. Action potentials could theoretically be 
generated at nodes either peripheral or central to the cell body. Some 
research has attempted to infer the site of spike initiation through measures 
that presumably reflect membrane properties at that site, van den Honert 
and Stypulkowski (1984) measured single-fiber strength-duration functions 
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both in cats with intact fibers and in cats in which the peripheral processes 
were mechanically ablated. Strength-duration time constants were signifi- 
cantly greater for the intact fibers. As peripheral processes likely have dif- 
ferent integrative properties than those of the central processes (the 
presumed initiation site in the ablated preparations), that observation sug- 
gests that the peripheral processes were excited at threshold stimulus levels 
in the intact system. Additional evidence of peripheral excitation was pro- 
vided by ECAP measures. Stypulkowski and van den Honert (1984) 
observed two negative peaks at slightly different latencies (labeled NO and 
Nl) in their feline recordings. As the relative amplitudes of these two peaks 
varied systematically with stimulus level, they suggested that such data 
provided evidence of a shift in excitation site across the cell body. 

Inferences based on gross potentials are complicated by the possibility 
that different neural subpopulations could contribute to a response wave- 
form. Single-fiber recordings offer the advantage that changes in place of 
excitation will be reflected in a change in mean spike latency. If, at low levels 
of stimulation, action potentials are initiated peripheral to the cell body 
and, at higher levels, central to the cell body, one may expect a discontinu- 
ity in the latency functions, resulting in a bimodal distribution. Single-fiber 
recordings, however, have not consistently demonstrated such discontinu- 
ities. Using monophasic pulses, van den Honert and Stypulkowski (1984) 
observed none and Miller et al. (1999a) observed them in only 2% percent 
of sampled fibers. Latency discontinuities are more common with biphasic 
stimulation (Javel et al. 1987; Javel 1990), although they are, in part, attrib- 
utable to the biphasic stimulus (van den Honert and Stypulkowski 1987b; 
Miller et al. 1999b). Additional insight is provided by finite-element models 
of the cochlea (Frijns et al. 1995, 2001), which can estimate spatial fiber exci- 
tation profiles. The plots of Figure 5.5 show both fiber threshold and site- 
of-excitation data as a function of cochlear place for a modeled guinea pig 
cochlea stimulated by monopolar electrodes. They demonstrate that, in 
general, only a small proportion of fibers near the stimulating electrode are 
excited at the peripheral processes, while most fibers are excited within the 
modiolus. Comparisons of feline ECAPs produced by monopolar and 
bipolar intracochlear stimulation suggest that the latter mode more readily 
excites peripheral processes, while monopolar stimulation generally results 
in modiolar excitation (Miller et al. 2003). 

4. Response Properties of Auditory Nerve Stimulation 

Most of the studies discussed above focused on membrane properties to 
determine how fibers respond under various stimulus conditions. Although 
they used several approaches, including in vitro models, invertebrate or 
muscle tissue, and simplified mathematical models, they have provided 
many of the biophysical principles of excitable membranes routinely 
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Figure 5.5. Spatial excitation patterns of the guinea pig auditory nerve produced 
by monopolar stimulation, as estimated by a finite-element model of Frijns et al. 
(2001). Cochleotopic fiber location and stimulus current are shown on the axes, 
while the distal-to-proximal site of excitation of each modeled fiber is depicted by 
three different shadings. Excitation patterns produced by an electrode in the base 
(A) and at a more apical location (B) are shown. (Modified from Frijns et al. 2001.) 



applied to auditory nerve studies. It is only within the last 25 years that 
extensive studies specific to the auditory system have been performed, 
spurred on by the success of cochlear implantation. This section reviews 
properties of the auditory nerve response, including growth of response 
with stimulus level, refractory recovery, and characteristics unique to 
sustained electrical stimulation. Assessments of spatial spread of the 
population response are described in section 5. 

4.1 Input-Output Functions 

4.1.1 Stimulus Paradigm 

Electrical stimulation of the nerve can be delivered by a variety of elec- 
trode configurations and stimulus waveforms (see Wilson, Chapter 2). 
Current is passed between a minimum of two electrodes. With cochlear 
stimulation, the electrode configuration is considered to be bipolar when 
the two electrodes reside within the cochlea. When the return electrode is 
remote (i.e., extracochlear) the configuration is considered to be monopo- 
lar. A typical stimulus used in cochlear implants is the biphasic pulse, con- 
sisting of a cathodic (negative) phase and an anodic (positive) phase that 
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deliver equal, but opposite, charge. Neural excitation can result from either 
the anodic or cathodic phase, which can complicate the interpretation of 
electrophysiological responses. Furthermore, bipolar stimulation presents 
the neural tissue with both cathodic and anodic fields. Therefore, much of 
the experimental work described in this chapter has used monophasic, 
monopolar stimulation to simplify the excitation pattern and data 
interpretation. 

Several aspects of single-fiber responses are illustrated in Figure 5.6. 
Unless otherwise noted, the data in this and subsequent figures were mea- 
sured in response to monopolar stimulation. In Figure 5.6A, responses to 
40-jlis monophasic cathodic pulses are plotted for 100 repeated stimulus pre- 
sentations. They exhibit a large stimulus artifact followed by an action 
potential in approximately 80% of the traces. These waveforms illustrate a 
common problem in studies of electrical stimulation, i.e., separation of the 
neural response — in this case action potentials — from stimulus artifacts. 
There is also evidence of the ECAP in each trace. Investigators have 
devised various ways to extract the desired response from the waveforms. 
Here, we illustrate a method in which we construct a template waveform by 
averaging all traces with no action potential present. The resulting wave- 
forms after template subtraction, shown in the lower traces, reveal the 
action potentials without the two aforementioned contaminants. They illus- 
trate the stochastic nature of the neural discharge, in both the probabilistic 
nature of the response and the spike-to-spike variations in latency (i.e., 
jitter). Finally, we note that these and other data discussed in this section 
represent responses measured in an ear without functional hair cells. The 
response latencies are short (<1 ms), indicating that the responses arise from 
direct depolarization of the nerve. There is generally no evidence of spon- 
taneous neural activity, but as noted there is still considerable stochastic 
variation in the response to individual stimuli. 

4.1.2 Basic Single-Fiber Response Properties 

The characteristics of latency and firing efficiency (FE) as a function of stim- 
ulus current level are demonstrated in Figure 5.6B. Verveen (1961) mea- 
sured similar FE- vs. -level functions in nonauditory fibers and found that 
they were fit well by a cumulative (integrated) gaussian function. Based on 
that curve, he defined threshold as the current level evoking 50% FE, and 
relative spread (RS) as the standard deviation of the gaussian function 
divided by the threshold level. The input-output functions illustrate the 
probabilistic nature of the responses as well as the limited dynamic 
range of fibers, and RS can be used to characterize these properties. 
Reported values of RS for auditory nerve fibers range from 5% to 10%, 
corresponding to a dynamic range (using 10% to 90% FE response crite- 
ria) of 2dB or less (Dynes 1996; Javel 1990; Shepherd and Javel 1997; Miller 
et al. 1999a). 
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Figure 5.6. A: Example of recorded single-fiber action potentials evoked by a 
40-ps cathodic pulse delivered by a monopolar electrode. Responses to 100 repeated 
stimuli are shown. The top traces include large stimulus artifacts (at about 0.1ms), 
which are removed by a template-subtraction procedure in the lower traces. B: 
Example input-output functions of a fiber obtained by 100 repeated stimuli pre- 
sented at various levels. In the upper graph, small dots denote timing of individual 
action potentials, circles indicate mean spike latency, and bars indicate jitter, or stan- 
dard deviation of the spike times. The lower graph depicts firing efficiency (prob- 
ability) as a function of level, with the data fit to an integrated gaussian curve. (From 
Miller et al. 1999a.) 

As seen in Figure 5.6B, mean latency decreases with stimulus current, typ- 
ically reaching an asymptote at high current levels (van den Honert and 
Stypulkowski 1984). It is also apparent that jitter — the standard deviation 
of the pool of action-potential latencies — decreases with increasing level 
and firing efficiency. Poststimulus time histograms to single-pulse stimuli 
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typically have the form of a Poisson functions with a delay (Miller et al. 
1999b). Although level-dependent reductions in mean latency are caused 
by reduced jitter, other factors are also present. Reduced latency at higher 
levels may be caused by a shorter time-to-charge delay and a spread in the 
region of depolarized nodes to more central regions of the fibers. Miller 
et al. (1999a) showed that, in a limited number of cases, discrete jumps to 
shorter latencies can be observed, suggesting the possibility of a shift of 
excitation site across the cell body. They also demonstrated that threshold, 
latency, jitter, and RS are somewhat interdependent. 

4.1.3 Electrically Evoked Compound Action Potential (ECAP) 

The ECAP is typically measured using a recording electrode positioned on 
the nerve trunk, in the scala tympani, or in the middle ear near the round 
window. Averaged response waveforms for both anodic and cathodic 
monophasic pulses, in this case recorded directly from the auditory nerve 
in a cat, are illustrated in Figure 5.7 A. The ECAP is usually quantified as 
an amplitude (negative to positive peak) and a latency (negative or posi- 
tive peak). Plots of both as a function of current level are shown in Figure 
5.6B and C. These functions are qualitatively similar to those for single-fiber 
FE and latency, but differ significantly in dynamic range. The wider range 
of the gross potential reflects, to a great degree, changes in the population 
of responding fibers. Based on the model of Goldstein and Kiang (1958) 
(see section 2.3), if one assumes the same unit potential and latency of 
response for all neurons in the auditory nerve, the amplitude of the ECAP 
would be simply proportional to the number of active fibers in the popula- 
tion. While such assumptions are not exactly correct, the ECAP growth can 
be reasonably approximated from the fiber threshold distribution for the 
particular configuration of stimulating electrode (Miller et al. 1999b). Such 
measures therefore can be useful in estimating patterns of fiber recruitment 
(Merzenich and White 1977; Hall 1990; see section 6). 

4.1.4 Effects of Stimulus Polarity 

As is demonstrated in Figure 5.7, stimulation with either cathodic or anodic 
current pulses is effective in eliciting a response from the auditory nerve. 
Sensitivity of individual nerve fibers in cats tends to be better for cathodic 
pulses, and the average latency at a particular FE in response to cathodic 
pulses is typically longer (Miller et al. 1999a; Shepherd and Javel 1999). The 
difference in latency across the range of sensitivity (Fig. 5.7B) also suggests 
different sites of spike initiation for anodic and cathodic stimuli, consistent 
with well-established trends with electrically stimulated tissue (Ranck 
1975). Data collected using biphasic stimuli also demonstrate a separate 
peak in the response to each polarity, suggesting two sites of excitation. With 
biphasic pulses, van den Honert and Stypulkowski (1984) observed two 
peaks in the response. Data with continuous sinusoidal or other periodic 
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Stimulus level (mA) 

Figure 5.7. Example of electrically evoked compound action potential (ECAP) 
waveforms, latency-level functions, and amplitude levels functions recorded from a 
cat. Stimuli were anodic and cathodic monophasic pulses (39jis in duration) deliv- 
ered by a monopolar electrode placed in the scala tympani. A: The recorded 
response at the two levels indicated by the dashed lines in panel C. The relatively 
large stimulus artifact at the beginning of each trace has been suppressed using a 
template subtraction procedure described by Miller et al. (1998). B: The latency of 
the Ni and P 2 peaks as indicated measured as indicated on the response waveforms. 
C: The ECAP amplitude, N x minus P 2 peaks, as a function of stimulus level. (Mod- 
ified from Miller et al. 1998.) 

stimuli have demonstrated responses to both stimulus polarities, with 
apparent preference to cathodic stimulation (Hartmann et al. 1984; van den 
Honert and Stypulkowski 1987b). 

The greater sensitivity to cathodic stimuli, however, is dependent on spe- 
cific anatomy and electrode configuration. Although with monopolar scala 
tympani electrodes the cat ECAP is generally more sensitive to cathodic 
stimulation, a small percentage of neurons demonstrate better sensitivity to 
anodic pulses (Miller et al. 1999a). In contrast, guinea pigs exhibit ECAPs 
at lower levels with monopolar anodic stimulation (Miller et al. 1998). 
Responses to longitudinal bipolar stimulation in both cats and monkeys 
show better sensitivity to cathodic stimulation on the more apical electrode 
(van den Honert and Stypulkowski 1987b; Parkins 1989). Consequently, 
while models using monophasic pulses with simplified cochlear anatomy 
(Ranck 1975; Rattay 1989) predict lower cathodic threshold, the anatomy 
of the cochlea and the specific electrode configuration can have a signifi- 
cant effect on fiber sensitivity. 
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Figure 5.8. Comparison of monophasic and biphasic threshold and latency in data 
obtained from 28 auditory nerve fibers from one cat (shown by open symbols). 
Stimuli are 40 ps/phase delivered through a monopolar electrode placed in the scala 
tympani. A: Biphasic threshold [level at 50% firing efficiency (FE)] is plotted vs. 
monophasic threshold. B: Mean biphasic latency at 50% FE is plotted vs. the cor- 
responding value for monophasic stimulus. Mean values are shown by the filled 
circles. Three fibers where the biphasic threshold is less that the monophasic thresh- 
old are plotted in both panels with dotted symbols. (Modified from Miller et al. 
2001c.) 



The difference in latency of the ECAP in response to cathodic and anodic 
stimulation is relevant to a very practical issue regarding artifact reduction 
in recording the ECAP or EABR. One option for artifact reduction is 
to average the responses to both stimulus polarities. As the artifacts to 
cathodic and anodic stimulation tend to cancel, the stimulus artifact is 
reduced in the resulting averaged response. However, the differences in sen- 
sitivity, and particularly the difference in response latency, could clearly 
affect the morphology and the amplitude of the ECAP derived by summing 
response to both polarities. 

4.1.5 Monophasic vs. Biphasic Pulsatile Stimulation 

Pulsatile stimulation through cochlear implants is delivered by charge- 
balanced biphasic pulses to avoid accumulation of charge that could produce 
toxic tissue reactions. Many physiological studies have also used biphasic 
stimuli. As neural membranes integrate current and anodic and cathodic 
pulses evoke different within- and across-fiber responses, the responses 
evoked by the two phases of biphasic stimuli require some attention. 

Results of single-fiber comparisons of biphasic and monophasic stimula- 
tion are shown in Figure 5.8. The plots summarize how threshold and mean 
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latency differ in response to monophasic (40 ps) and biphasic (40 ps/phase) 
stimuli. Individual single-fiber data are shown by open symbols and mean 
values are shown by filled circles. Monophasic thresholds tend to be lower 
than biphasic thresholds, and mean spike latency (assessed at 50% FE) 
tends to be greater for monophasic stimuli. ECAP comparisons using the 
same stimuli demonstrated threshold and latency differences consistent 
with the single-fiber measures and a simple model of the nerve fiber as a 
leaky integrator coupled to a delay element. The resistive and capacitive 
properties for the nerve membrane serve to integrate stimulus current and 
the voltage-gated ionic channels introduce a time delay (van den Honert 
and Mortimer 1979). Rubinstein et al. (2001) demonstrated that a relatively 
simple linear integrative membrane model can predict the threshold 
differences between monophasic and biphasic stimulation over a range of 
pulse durations. 

Lower monophasic thresholds can result in more spatially restricted pat- 
terns of neural stimulation (Frijns et al. 1996; McIntyre and Grill 2000). 
Reduced spatial spread could decrease channel interaction in a multichan- 
nel implant (see section 5), and the lower thresholds could reduce device 
power consumption. Some of the advantages of monophasic stimuli could 
be realized with charge-balanced stimuli in the form of asymmetric pulses 
(second phase longer that the first), biphasic stimuli with an interphase 
delay (van den Honert and Mortimer 1979; Shepherd and Javel 1999), or 
triphasic stimuli (Coste and Pfingst 1996; Shepherd and Javel 1999). Figure 
5.9 plots single-fiber thresholds vs. second-phase duration for asymmetric, 
charge-balanced stimuli (i .Q.,pseudomonophasic pulses). Significant thresh- 
old reductions are consistently observed for second-phase durations as 
short as 500 (is with the initial (excitation) phase at 40 ps. However, pro- 
longing total stimulus duration may complicate or limit the nonsimultane- 
ous delivery of pulses across multiple channels at high rates [e.g., continuous 
interleaved sampling (CIS) processing, Wilson, Chapter 2]. 



4.1.6 Applications to Clinical Practice 

Physiological measures of peripheral function may find significant applica- 
tion to the clinical use of cochlear implants. One possible use is with young 
children and other patients who may be unable to provide accurate behav- 
ioral responses to electrical stimulation. Programming the speech proces- 
sor of a cochlear implant typically requires establishing threshold and an 
upper level of stimulation on as many as 22 electrodes. For very young chil- 
dren, this can be difficult and time-consuming. To a great extent, the utility 
of physiological measures depends on how well they correlate with behav- 
ioral thresholds. In general, when the stimuli used for both physiological 
and behavioral measures are similar, the correlation between the two mea- 
sures of threshold has been shown to be strong (Abbas and Brown 1991; 
Smith et al. 1994; Miller et al. 1995a; Brown et al. 1996). Typically, however, 
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Figure 5.9. Reponses to pulses that are charge-balanced but asymmetric (second 
phase longer that the first). Single-fiber threshold is plotted as a function of the 
second phase duration. Data are shown from 12 fibers of two cats. (Modified from 
Miller et al. 2001c.) 



the stimuli used to measure ECAP or EABR thresholds differ significantly 
from those used to program the speech processor. Pulse trains at rates 
of 40 to 80 pulses per second (pps) are generally used to measure ECAP 
and EABR thresholds, whereas trains at 250 pps or greater are generally 
for behavioral fitting procedures. Behavioral thresholds are influenced by 
central temporal integration effects unrelated to peripheral physiological 
measures. Considering that central integration varies across subjects 
(Brown et al. 1999), it is not surprising that correlations between 
physiological and behavioral thresholds are only moderate (Shallop 
et al. 1990, 1991; Brown et al. 1999). Nevertheless, Brown et al. (2000) 
outlined a method of assessing across-subject variations in temporal inte- 
gration to predict programming levels in children using low-rate speech 
processors. 

Although ECAP threshold measures are being applied in clinical settings, 
other aspects of the ECAP input-output functions could be useful. While 
the growth of ECAP amplitude with stimulus level measured in implant 
users is similar to measures from experimental animals, the human growth 
functions do not typically demonstrate a saturation in amplitude at high 
levels (Brown et al. 1990; Brown and Abbas 1990). This is likely due to 
uncomfortable loudness percepts that limit stimulus levels to values below 
ECAP amplitude saturation in awake humans but not in anesthetized 
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animals. As a result, comparison of the dynamic range of ECAP growth in 
human implant users and animals is not possible. 

Although physiological dynamic ranges may not be obtainable, there are 
significant variations in the slope of ECAP and EABR growth across users 
and also across electrodes within users (Abbas and Brown 1991; Brown 
et al. 1996). In as much as the growth of the evoked potential reflects the fiber 
threshold distribution for a particular electrode (Miller et al. 1999b), that 
information may be useful in programming the implant as well. Generally 
speaking, there is significant flexibility in the selection of active electrodes, 
the electrical configuration of those electrodes, and the programmed range 
of stimulus levels. Information regarding the sensitivity and location of 
excitable neural elements could be useful in choosing the best combination 
of stimulating electrodes and levels for individual implant users. 



4.2 Two-Pulse Stimuli: Summation and 
Refractory Characteristics 

4.2.1 Stimulus Nomenclature 

The stimulation protocols of typical cochlear prostheses employ either 
trains of pulses or continuous (analog) stimulation. As a result, both refrac- 
tory and integrative properties of the neural membrane are relevant. These 
properties can be assessed using a two-pulse stimulus paradigm. In cases 
where a response is elicited by the first pulse, subsequent effects are pri- 
marily refractory, and we refer to the first pulse as a masker. Where there 
is no response to the first pulse, the effect on the response to the second 
pulse is primarily due to integration, in which case we refer to the first pulse 
as a conditioner. In either case, we refer to the second pulse as a probe. 

4.2.2 Time Course of Recovery 

Single-fiber refractory recovery functions have been assessed using two- 
pulse stimuli by a number of investigators (Hartmann et al. 1984; Dynes 
1996; Cartee et al. 2000; Miller et al. 2001b). Figure 5.10 plots data from 
Miller et al. (2001b), where the masker level was set to elicit a firing 
efficiency of 100%. Figure 5.10A plots firing efficiency (FE) in response to 
the probe as a function of masker-probe interval (MPI) for several probe 
levels. Based on those data, threshold current level is plotted as a function 
of MPI using three different threshold criteria (20%, 50%, and 80% FE) in 
Figure 5.10B. The trends of Figure 5.10 are generally consistent with obser- 
vations made from single fibers as well as ECAP recordings from both 
animals and humans (Brown and Abbas 1990; Brown et al. 1990). Estimates 
of the absolute refractory period have recently been reported to be as short 
as 330 ps (Miller et al. 2001b), somewhat less than previous estimates of 500 
to 700 ps (Dynes 1996; Bruce et al. 1999). Following the absolute refractory 
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Masker-probe interval (ms) 

Figure 5.10. Example of refractory recovery functions from a single auditory-nerve 
fiber in a cat. A: Firing efficiency (FE) is plotted as a function of masker-probe inter- 
val (MPI) from several levels of the probe as indicated in the legend. Masker level 
was set in all cases to a level that evoked an FE of 100%. B: Interpolated values 
obtained from the plot in A are replotted as a function of MPI using three differ- 
ent criteria FE values to define threshold. (From Miller et al. 2001b.) 



period is a period of reduced excitability, or relative refractory period, that 
persists for about 5 ms after masker presentation (Stypulkowski and van den 
Honert 1984; Dynes 1996; Miller et al. 2001b). Recovery time constants have 
been estimated at 400 to 1300 ps (Bruce et al. 1999; Cartee et al. 2000; Miller 
et al. 2001b). Feline ECAP data have been used to infer single-fiber refrac- 
tory properties. They suggest that the relative refractory period is about 5 ms 
long and the absolute refractory period is between 300 (Stypulkowski and 
van den Honert 1984) and 500 ps (Brown and Abbas 1990). 
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4.2.3 Effects of Stimulus Level 

The integrative and recovery properties are highly dependent on stimulus 
level. Probe level has a significant effect on the time course of recovery, as 
illustrated in Figure 5.10A, with higher levels producing faster recovery 
(Miller et al. 2001b). Not surprisingly, the higher probe levels can overcome 
reduced sensitivity at the small MPI values. Similar data have been reported 
in ECAP measures from both animals and humans, where recovery rate 
increases with increasing probe level (Brown and Abbas 1990; Finley et al. 
1997a; Hong et al. 1998). 

Masker level affects recovery in a very different way. In ECAP measures, 
varying masker level above that of the probe results in little change 
in recovery characteristics (Abbas et al. 1998). This is due to the fact that, 
with high-level masking, fibers responding to the probe likely will have 
responded to the masker. Thus, the response of the masker is effectively 
saturated, and further increases in masker level have no additional effect 
on the probe response. The situation is quite different when masker and 
probe levels are equal. At low stimulus levels, effects attributable to neural 
integration can occur. Stypulkowski and van den Honert (1984) observed 
a nonmonotonic recovery of the ECAP. As MPI was reduced to intervals 
less than 0.5 ms, they observed an increase in ECAP amplitude, suggesting 
integrative effects. Finley et al. (1997a) reported a similar effect in human 
implant users and demonstrated a particularly large effect at low current 
levels. Dynes (1996) and Cartee et al. (2000) specifically investigated the 
effect of a subthreshold conditioning stimulus, demonstrating facilitation 
presumably due to favorable biasing of residual charge on the neural mem- 
branes. These findings are consistent with a model of both integrative and 
refractory effects influencing the response to the second pulse, with inte- 
grative effects dominating at low stimulus levels. At high levels, refractory 
effects will likely dominate the response characteristics. 

Psychophysical forward-masking using pulse-train stimuli can have rela- 
tively long recovery times (Shannon 1990). When a two-pulse stimulus par- 
adigm is used, the time course of recovery has a relatively fast component, 
similar to ECAP recovery, and a slower component that can last several 
hundred milliseconds and may be due to central masking (Brown et al. 
1996; Nelson and Donaldson 2001). Nelson and Donaldson (2001) also 
observed nonmonotonic behavior or facilitation at short masker-probe 
intervals, consistent with integrative properties evident in neural responses 
as noted above. 

4.2.4 Refractory Effects on Suprathreshold Response Properties 

The effects of a masker pulse on the probe response are not limited to 
changes in threshold or FE. Miller et al. (2001b) observed that, in addition 
to decreased FE during the refractory period, there was also a diminution 
in action-potential amplitude. This is consistent with whole-cell patch-clamp 
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data in cultured spiral ganglion cells (Lin 1997) and model results 
(Matsuoka et al. 2001), and is relevant to the interpretation of gross evoked 
potentials such as the ECAP. A decrease in ECAP amplitude may be due 
not only to fewer action potentials, but also to decreased amplitudes. Dimin- 
ished amplitudes may also have implications for central processing, as they 
could result in weaker excitation of the cochlear nucleus and could result 
in a higher probability of conduction failure. Thus, the characterization of 
refractory effects based only on spike-count data (or FE) may overestimate 
the output of the auditory nerve. If that is the case, gross-potential based 
estimates of neural recovery may yield recovery times that are faster than 
functional rates. 

Model data also suggest that stochastic properties may be altered during 
the refractory period (Matsuoka et al. 2001). Both Dynes (1996) and Miller 
et al. (2001b) observed increased variability at the smallest MPI values. 
Miller et al. (2001b) also observed that, at the shortest MPI tested (500 ps), 
mean RS increased almost twofold over the mean value obtained at a 4000- 
ps MPI. This degree of RS increase is much smaller than that predicted by 
Matsuoka et al. (2001) with a computational model. Nevertheless, the obser- 
vations are consistent with the idea that the degree of stochasticity in single- 
fiber responses increases during the relative refractory period. Such 
increases in RS could provide improved representation of signals by the 
nervous system due to higher levels of stochastic activity (see section 4.3.7). 



4.2.5 Applications to Clinical Devices 

Integrative and recovery characteristics can affect the encoding of stimuli 
provided by cochlear implants. Data from the previous section imply that 
implants using pulse trains at rates of 250 pps and above will be affected. 
Refractory effects can distort the neural representation of such pulse trains, 
as has been observed in ECAP measures from humans and animals (Wilson 
et al. 1997a, b; Vischer et al. 1997; Abbas et al. 1999b). These effects may be 
particularly important with very high rates of stimulation (>1000 pps) that 
are used in CIS processing schemes with many state-of-the-art devices. 

Significant variations in ECAP recovery have been observed with stim- 
ulus level, across electrodes within a subject, and across subjects (Brown 
et al. 1990, 1996; Abbas et al. 1999a). Such variations are consistent with a 
hypothesis that refractory properties are dependent on the neural mem- 
brane properties and also that those properties may change with neural 
degeneration that takes place with hearing loss (see section 6). If these dif- 
ferences in refractory recovery affect signal processing in the auditory 
nerve, choosing stimulating electrodes or levels on the basis of refractory 
measurements could be useful. 

Finally, specific observations of refractory measures in experimental 
animals may also suggest novel stimulation approaches in a cochlear 
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implant. For instance, differences in ECAP recovery have been observed 
between cathodic and anodic stimuli (Matsuoka et al. 2000a). One possible 
reason for these differences may relate to the nerve membrane properties 
at different sites of spike initiation. The notion that recovery rate is related 
to site of excitation suggests the possibility of actively controlling the mode 
of stimulation in order to produce favorable refractory characteristics. 

4.3 Responses to Sustained Stimulation 

4.3.1 Stimulus Paradigm 

One- and two-pulse paradigms are useful to evaluate neural growth, refrac- 
toriness, and integration. However, stimulation through a typical cochlear 
implant involves more complex stimuli — either continuous analog stimula- 
tion or amplitude-modulated pulse trains. Responses to such stimuli are 
affected by properties such as growth, refractoriness, and integration as 
well as more long-term cumulative effects of electrical stimulation. 
Such effects have been evaluated by simulating conditions of normal 
implant stimulation. Typically, continuous sinusoidal stimulation, constant- 
amplitude pulse trains, or amplitude-modulated trains have been the stimuli 
of choice. 

4.3.2 Sinusoidal Stimuli 

Continuous analog stimulation was used in early multichannel implants 
(Eddington 1980) and, more recently, in the signal processing selected by 
many users of the Clarion device (Osberger and Fisher 1999; Battmer et al. 
1999b). With sinusoidal electrical stimulation, threshold varies little as stim- 
ulus frequency is changed, and for all fibers the threshold is lowest at about 
100 Hz (Kiang and Moxon 1972; Hartmann et al. 1984). 

The timing of action potentials relative to the phase of the sinusoidal 
electrical stimulus can be assessed using a period histogram synchronized 
to the phase of the input stimulus. Histograms show a narrow peak com- 
pared to acoustic stimulation, indicating greater synchrony (Kiang and 
Moxon 1972; Hartmann et al. 1984). In addition, the response to electric 
stimulation can be evident to both phases of the sinusoid compared to a 
single excitatory phase typical with acoustic stimulation. The histograms in 
response to square waves or pulse trains also demonstrate a similar high 
degree of synchrony (van den Honert and Stypulkowski 1987b; Parkins 
1989; Hartmann and Klinke 1990b; Dynes and Delgutte 1992), suggesting 
that fine details of the stimulus wave shape may be poorly represented in 
the response. As a result of this high degree of synchrony, an ECAP can be 
obtained in response to continuous sinusoidal stimulation by averaging the 
response waveforms triggered by a constant stimulus phase (Hartmann 
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et al. 1994; Runge-Samuelson et al. 2001). That potential has a more 
complex morphology than that evoked with pulses, although its amplitude 
and latency variations with stimulus level are comparable (Fig. 5.7). 

4.3.3 Responses to Pulse Trains: Alternation 

As cochlear implants often use amplitude-modulated pulse trains, insight is 
gained by examining the physiological response to constant-amplitude 
pulse trains. In animal studies, Javel (1990) and Shepherd and Javel (1997) 
reported single-fiber PST histograms for biphasic pulse trains; the his- 
togram produced by a 800-pps train is shown in Figure 5.11. Two stereo- 
typic response patterns to such stimuli are evident. First, there is a general 
decrease in response probability over time relative to the response to the 
first pulse (i.e., an adaptation-like phenomena discussed in section 4.3.4). 
There is also an alternation between high and low probability of response 
to successive pulses. Such data demonstrate that the prior history of the 
response is important in determining the response to each subsequent stim- 
ulus pulse. Wilson et al. (1994, 1997a, b) made ECAP measures from humans 
and reported similar alternation in the response amplitude for successive 
pulses of a train. Alternation patterns have also been reported in ECAP 
responses from animals (Vischer et al. 1997; Haenggeli et al. 1998; Matsuoka 
et al. 2000a). Such phenomena are limited to a critical range of pulse rates 
and presumably result from a combination of refractory and stochastic 
properties (Wilson et al. 1994). 

Although both animal and human responses exhibit ECAP amplitude 
alternation, there are differences between the two groups. Similar to the 
single-fiber data of Figure 5.11, ECAP alternation in animals tends to be 
restricted to a short period (<50ms) after onset of the stimulus train 
(Vischer et al. 1997; Haenggeli et al. 1998; Matsuoka et al. 2000a). In con- 
trast, the human ECAP measures can demonstrate large alternation 
patterns that do not decay appreciably, persisting for several hundred 
milliseconds (Wilson et al. 1994, 1997a, b). The differences between human 
and animal data may arise from the presumably greater degree of neu- 
ropathology present in the former group. While most human implantees 
have suffered deafness (and subsequent degeneration) over extended 
periods, most animal preparations are deafened immediately prior to data 
collection. One could speculate that a fiber population with greater degen- 
eration (e.g., loss of peripheral processes) may exhibit less membrane 
noise and a more uniform response across fibers. In that case, the response 
pattern could be defined more by refractory properties than by stochastic 
properties. 

4.3.4 Responses to Pulse Trains: Adaptation 

For acoustic tone-burst stimuli, PST histograms show an initially high 
response probability that decreases within several hundred milliseconds to 
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Figure 5.11. Example of the response of a single auditory nerve fiber to a bipha- 
sic pulse train with bipolar intracochlear stimulation. Response probability is 
plotted in response to each pulse in the train as a function of time after stimulus 
onset. (From Javel 1990.) 



a constant probability (Kiang et al. 1965). Such adaptation is at least partly 
attributable to the hair-cell synapse (Smith and Brachman 1982). Electrical 
stimulation, as demonstrated in Figure 5.11, can produce adaptation 
even though it bypasses this synapse. In addition to the data of Javel and 
Shepherd, Parkins (1989) used relatively short (20 ms) tone burst stimuli 
and noted a decrease in excitability over that stimulus duration. Litvak et 
al. (2001a) obtained single-fiber responses with high-rate stimulation (up to 
24,000 pps) and observed significant decreases during the first 100 ms. Such 
changes are generally consistent with the course of adaptation observed 
with ECAP stimulation (Killian et al. 1994; Vischer et al. 1997; Haenggeli 
et al. 1998; Matsuoka et al. 2000a). 

In addition, van den Honert and Stypulkowski (1987b) observed adap- 
tation over the course of several seconds during continuous sinusoidal 
stimulation, particularly at high frequencies. Miller et al. (1999a) noted that 
single-fiber response probability could be reduced at relatively low stimu- 
lus rates (30-ms interpulse interval) and that such changes depended on 
stimulus polarity. More recent data obtained with electrical pulse trains 
suggest that cumulative effects of electrical stimulation may be evident over 
even longer periods. Abbas et al. (2001b) reported changes in ECAP ampli- 
tude in response to pulse trains over the course of 50 to 100 seconds. These 
changes were evident for interpulse intervals as long as 16 ms. Finally, using 
very high rates of stimulation (5000 pps), Litvak (2001b) noted changes in 
responses of single fibers over several hundred seconds, in some fibers the 
response was reduced to zero after a period of time. 
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It is evident that adaptation or forward-masking phenomena can exhibit 
a wide range of recovery periods. As noted in section 4.2, short-term refrac- 
tory effects (<10ms) are evident. With sustained stimulation, additional 
decreases in response over time (on the order of 100 ms) are observed. With 
more intense stimulation or longer periods of exposure, even longer time 
constants (>1 s) are evident. Perceptual measures also have demonstrated 
a similar range of temporal effects. Chatterjee (1999) described psy- 
chophysical forward-masking recovery functions by two time constants, one 
on the order of 2 to 5 ms (similar to refractory recovery), and a second on 
the order of 50 to 200 ms. There have also been reports of loudness adap- 
tation in response to continuous electrical stimulation (Shannon 1983; 
Brimacombe and Eisenberg 1984). Shannon noted loudness changes over 
the course of 20 to 40 seconds, a time scale similar to that observed in ECAP 
measures. Recent observations (Rubinstein et al. 2002) with high-rate con- 
ditioning stimuli, in implant users as well as with extracochlear stimulation, 
have noted consistent decay of the percept of such stimuli. The extent to 
which these perceptual characteristics are the result of peripheral changes 
has not been determined. 

4.3.5 Stochastic Responses at High Stimulus Rates 

Adaptation in auditory nerve fibers can have a significant effect on the 
responses to normal cochlear implant stimulation. Figure 5.12 illustrates 
input-output functions for single neurons in response to constant- 
amplitude pulse trains at different pulse rates. On the left, the overall dis- 
charge rate is plotted as a function of current level. Maximum discharge 
rate for each stimulus saturates at or below each stimulus pulse rate. As a 
result, the dynamic range for the high-rate pulse trains (800 pulses/s) is 
much greater than the dynamic range for the low-rate (100 pulses/s) pulse 
train. The graph on the right in Figure 5.12 shows spike probability (i.e., 
FE) in response to each pulse in the train for the same data. These plots 
emphasize the similarity in threshold among the stimuli at various rates and 
the correspondingly large increase in dynamic range. It can be seen how, at 
high pulse rates, a more accurate encoding of a stimulus waveform could 
be accomplished with amplitude-modulated pulse trains. With broader 
dynamic ranges, neurons will be capable of encoding more detailed change 
in stimulus amplitude. These data strongly support the notion of greater 
stochasticity at higher stimulus rates, presumably due to refractory effects. 

Wilson et al. (1994, 1997a) reported human ECAP data relevant to this 
issue. Using constant-amplitude pulse trains, they noted decreased response 
amplitudes with increasing pulse rate, consistent with the spike probability 
data in Figure 5.12. Amplitude alternations (as discussed above) occurred 
for pulse rates near 1000 pps, but above 3000 to 4000 pps response ampli- 
tudes were smaller and no alternation was observed. The alternation in 
amplitude of the population response suggests consistency in the pattern of 
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Figure 5.12. Response of an auditory nerve fiber to biphasic pulse train presented 
at different rates as indicated in the legend. (Left) Discharge rate is plotted as func- 
tion of current level (in dB re lpA). (Right) The same data are plotted as spike 
probability (or FE) as a function of current level. (From Javel 1990.) 



responses across fibers. The loss of alternation and small amplitudes at high 
rates suggest that, while some individual fibers may persist in alternation, 
the temporal response pattern across the population is relatively diverse, 
with a high degree of stochasticity. Computational model simulations 
support this notion, demonstrating relatively greater stochastic response 
patterns at rates of 5000 pps (Rubinstein et al. 1999). This pattern was 
termed pseudospontaneous activity , as the model fiber demonstrated sto- 
chastic properties similar to those observed in the spontaneous activity of 
acoustically sensitive fibers. Litvak et al. (2001a) measured cat single-fiber 
response to pulse-train stimulation and demonstrated some stochastic prop- 
erties consistent with Rubinstein’s model, although it should be noted that 
not all fibers demonstrated the predicted Poisson-like behavior of sponta- 
neous activity. Furthermore, the stochastic responses occurred over limited 
ranges of stimulus levels and modulation depths. Nevertheless, these obser- 
vations have led to proposals that attempt to exploit this property of nerve 
fibers to produce a stochastic resonance effect in responses (Rubinstein et 
al. 1999). 

4.3.6 Amplitude-Modulated Pulse Trains 

Signal encoding by cochlear implants generally involves filtering of the 
acoustic signal (for multichannel stimulation), compression, possibly enve- 
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lope detection, and the delivery of one or more time-varying current wave- 
forms to the auditory nerve (see Wilson, Chapter 2). The ability of the nerve 
to transmit stimulus level differences (as characterized by input-output 
functions) and the temporal sequence of those differences (affected by inte- 
gration, refractoriness, and adaptation) are important for effective trans- 
mission of information to the central nervous system. Several studies have 
assessed the responses to amplitude-modulated pulse trains in efforts to 
simulate the time-varying stimuli typically delivered to the nerve through 
a cochlear implant. ECAP amplitude measured in response to sequences of 
amplitude-modulated pulses has been used to assess the nerve’s ability to 
encode changes in the stimulus (Wilson et al. 1995; Abbas et al. 1999b). 
Those measures are generally consistent with the data on growth and tem- 
poral response properties discussed in the previous sections. Relatively little 
distortion of the signal is evident at low-modulation depths and low- 
modulation frequencies. At high-modulation depths where the dynamic 
range of the neural response is exceeded, and at high-modulation frequen- 
cies where refractory properties are evident, the ability of the response to 
follow the signal is compromised and distorted responses are evident. 

4.3.7 Stochastic Resonance 

The loss of spontaneous activity in deaf ears can be viewed as a deficit in 
signal processing, as a more deterministic system can reduce the transmis- 
sion of fine temporal detail. Several studies have proposed adding noise to 
stimuli to increase information transmission, essentially an attempt to 
produce a stochastic resonance effect. Morse and Evans (1996) added noise 
to speech stimuli and measured improved vowel representation in the tem- 
poral response of the frog sciatic nerve. Matsuoka et al. (2000b) demon- 
strated decreases in ECAP amplitude alternation in response to pulse trains 
in the presence of a background electrical noise. Experiments with human 
implant users have shown positive effects of background noise. Zeng et al. 
(2000) demonstrated increases in threshold sensitivity, and, more recently, 
Chatterjee and Robert (2001) demonstrated increased sensitivity to ampli- 
tude modulation. Although some reported effects are small, they are con- 
sistent with physiological observations. 

An alternative to adding noise may be the presentation of a high-rate 
pulse train as a conditioning stimulus. The production of stochastic 
responses at high stimulus rates could result in a more accurate represen- 
tation of stimuli (Wilson et al. 1994; Rubinstein et al. 1997, 1999). Obser- 
vations in both human and animal experiments are consistent with the 
hypothesis that the random activity produced by a high-rate conditioning 
stimulus will have a positive effect on stimulus encoding. In both human 
and animal subjects, a decrease in response alternation to a low-rate pulse 
train is observed when presented in a background of a high-rate pulse train 
(Rubinstein et al. 1999). More recently, Runge-Samuelson et al. (2001) 
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observed a decrease in the growth of the ECAP response to sinusoidal 
stimuli when presented in a background of a high-rate pulse train. Using 
similar stimuli in Clarion implant users, Rubinstein et al. (2002) observed 
significant decreases in threshold as well as increased behavioral dynamic 
range. Such data suggest that a novel stimulus encoding strategy (using a 
high-rate pulse train as a conditioning stimulus) may produce more sto- 
chastic activity in the auditory nerve, thus simulating properties of the 
normal cochlea with acoustic stimulation and facilitating better speech 
perception. 



5. Spatial Patterns of Neural Excitation 

Multichannel implant users demonstrate better performance than users of 
single-channel devices (Tyler and Tye-Murray 1991; see also Zeng, Chapter 
1). An inherent assumption is that multichannel devices provide a degree 
of independent excitation of multiple neural channels. An important limit- 
ing factor for performance with such devices may be the degree of inter- 
action that occurs when overlapping subsets of nerve fibers are stimulated 
by the various electrodes. Such channel or spatial interactions may impose 
significant limitations with present implant designs (White 1984; Fu et al. 
1998). The ability to assess the spatial patterns of the response, or which 
neurons of the population are being stimulated by each electrode, there- 
fore is of considerable interest. 



5.1 Spatial Spread of Neural Response 

We distinguish the assessment of spatial response patterns from what is 
termed channel interaction. The spatial pattern of neural excitation is a 
direct assessment of the responding neurons to a particular stimulus, essen- 
tially a fiber recruitment pattern. Channel interaction assesses the effect of 
stimulation of one intracochlear electrode site on the response to a second 
electrode site. Spatial spread information may be useful in assessing the 
degree of channel independence in a multichannel implant, but also has 
implications for the stimulus encoding by a particular implant, electrode 
design, or electrode placement. For example, while the single-fiber surveys 
of van den Honert and Stypulkowski (1987a) showed that a basal monopo- 
lar electrode can produce very broad patterns of spatial excitation, other 
single-fiber work suggests that spatial specificity is possible with monopo- 
lar stimulation (Krai et al. 1998; Liang et al. 1999). Monopolar stimulation 
can also produce ordered pitch percepts corresponding to the general tono- 
topic organization of fibers of the cochlea (Eddington 1980). In this section, 
we describe various approaches to the assessment of spatial spread of 
neural activity. Assessment of channel interaction is discussed in section 5.2. 
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5.1.1 Computational Model Data 

Computational models are a useful means of assessing the spatial spread 
of electrical fields and neural excitation under a variety of stimulus condi- 
tions. Numerous studies have established that monopolar stimulation 
produces broader excitation than does bipolar stimulation. Tripolar or 
quadrupolar stimulation has been shown to be even more spatially specific 
(Spelman et al. 1995; Jolly et al. 1996; Krai et al. 1998). Most studies of elec- 
trode configuration have employed electrode arrays oriented along the lon- 
gitudinal dimension of the cochlea. However, both finite-element (Finley 
et al. 1990; Frijns et al. 1996) and analytical (Rubinstein 1988) models have 
also demonstrated the superior spatial selectivity of a bipolar configuration 
oriented along the radial dimension of the cochlea. The finite-element work 
of Frijns has also demonstrated that, across the excited fiber population, the 
radial site-of-initiation may vary with cochlear place, as is evident in Figure 
5.5. 

In addition to electrode configuration, electrode position (within the 
cross-sectional space of the scala tympani) has strong effects on fiber 
recruitment (Frijns et al. 1996, 2001). Issues of intrascalar position of elec- 
trodes are particularly relevant to new electrode arrays. For example, there 
has been some interest in perimodiolar electrode designs (Saunders et al. 
1998; Battmer et al. 1999a; Lenarz 2001; Pelizzone et al. 2001). Such designs 
place electrodes closer to the neural elements, resulting in lower thresholds 
and provide the possibility for greater spatial selectivity in stimulation, as 
was demonstrated in a spatial computational model of the human cochlea 
(Frijns et al. 2001). It should be noted, however, that not all spatial effects 
reported with computational approaches have been observed in animal 
studies, underscoring the importance of model validation. 

5.1.2 ECAP and EABR Measures 

As noted above (section 4.1.3), the amplitude of the ECAP can approxi- 
mate the number of neurons responsive to a particular stimulus. The growth 
of ECAP or EABR with stimulus level can consequently be used to assess 
nerve fiber recruitment patterns in both experimental animals and human 
subjects. Such studies have provided insight into how electrode configura- 
tion and position influence fiber threshold, recruitment, and selectivity. For 
instance, recordings of the EABR demonstrate markedly different growth 
functions as the position of an intrascalar electrode is moved along a radial 
dimension (Miller et al. 1993; Shepherd et al. 1993). Threshold was lower 
and growth of amplitude with level was more gradual when electrode place- 
ments were closer to neural elements. Electrode configuration can also have 
a significant effect on evoked potential growth and, presumably, fiber 
recruitment patterns. Relative to bipolar stimulation, monopolar stimuli 
produce lower thresholds and steeper growth functions (Merzenich and 
White 1977; Marsh et al. 1981; Smith et al. 1994; Miller et al. 1995b; Brown 
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et al. 1996). Similar effects on threshold and growth of response have also 
been seen as spacing between bipolar stimulating electrodes is increased 
(Abbas and Brown 1991; Shepherd et al. 1993). In general, growth functions 
were more shallow with wider electrode spacing and closer placement to 
the neurons, suggesting poorer spatial resolution. However, as discussed 
below (section 5.3), a more stochastic pattern of response may be produced 
by such broad excitation. 

Another method of assessing spatial spread is the use of different intra- 
cochlear electrodes to record the ECAP and to measure response ampli- 
tude as a function of longitudinal position in the cochlea (Finley et al. 1997b, 
2001; Abbas et al. 2000a). This method assumes that the recording electrode 
primarily measures the response from neurons near that electrode; 
however, the degree of spatial filtering has not yet been determined. Con- 
sequently, the response amplitude as a function of recording electrode posi- 
tion for a fixed level and position of stimulating electrode depends on two 
primary factors. The response amplitude profile reflects both the spread of 
excitation across fibers and the spread of the response fields from each active 
neuron to the recording electrode. The interpretation of such measures 
therefore should be tempered in that they do not directly represent only 
the spread of excitation. 

5.1.3 Single-Fiber Recordings 

Accurate assessment of the spatial spread of excitation with single-fiber 
techniques requires some method of assessing the cochleotopic origin of 
each recorded neuron. The tonotopic organization of the cochlea provides 
such a means if the hair cells remain functional so that acoustic tuning 
curves can be obtained (van den Honert and Stypulkowski 1987a). This 
approach is problematic for all but the least invasive intracochlear electrode 
arrays. An alternate technique uses microstimulation of neurons in the deaf- 
ened cochlea and inferior colliculus recordings to assess fiber location (van 
den Honert et al. 1997). Results from animal experiments are generally con- 
sistent with model predictions and evoked potential data in that radial- 
bipolar stimulation provides more spatially specific excitation of fibers than 
do either longitudinal-bipolar or monopolar stimulation (van den Honert 
and Stypulkowski 1987a; Hartmann and Klinke 1990a). Krai et al. (1998) 
also demonstrated that tripolar stimulation results in significantly improved 
spatial selectivity. Liang et al. (1999) demonstrated considerable variation 
in the sensitivity of an individual fiber to stimulation at different longitu- 
dinal electrode positions. 

Given the orderly tonotopic arrangement of its lamellae, the central 
nucleus of the inferior colliculus (IC) is a useful site for assessing regions 
of neural activity produced by acoustic and electrical cochlear stimulation 
(Merzenich and White 1977; Snyder et al. 1990, 2000). Several single-cell IC 
studies have estimated regions of excitation produced by various intra- 
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cochlear electrode configurations. Black et al. (1983) showed that closely 
spaced bipolar electrodes produced a much sharper IC spatial tuning curve 
than did monopolar intracochlear stimulation. Differences in the width of 
spatial tuning curves were reported by Rebscher et al. (2001), who specifi- 
cally examined issues of spatial tuning in the IC produced by different 
monopolar and bipolar intracochlear electrode configurations. Bierer and 
Middlebrooks (2002) have recently reported comparisons of monopolar 
and bipolar response patternsi in the auditory cortex of guinea pigs. These 
central measures of spatial tuning have demonstrated changes in tuning 
associated with the different configurations; however, the degree of differ- 
ences were rather modest when compared to the results of Black et al. 
(1983) and, in particular, the auditory nerve maps of van den Honert and 
Stypulkowski (1987a). All studies, however, consistently reported the lowest 
thresholds for monopolar stimulation. It is not clear what underlies the dif- 
ferent degrees of spatial tuning observed in the peripherally based study of 
van den Honert and Stypulkowski and the IC-based study of Rebscher et 
al. One possibility, suggested by Rebscher et al., is that the different elec- 
trode-carrier designs used in the two studies likely produced different intra- 
cochlear electric field patterns. It is also possible that neural adaptation, 
which can be a significant effect with repetitive electric stimulation, may 
differentially affect the auditory nerve and IC. Further comparisons of 
central and peripheral assessments of spatial selectivity are warranted. 

5.2 ECAP and EABR Channel-Interaction Measures 

Instead of measuring the spatial pattern of neural excitation, one may stimu- 
late two channels of a multichannel implant to more directly assess the degree 
to which stimulation of one channel affects the response to the second. Inter- 
actions can occur from the superposition of the electrical fields. Either field 
summation or cancellation may result, depending on the field orientations. 
Such effects would be evident only with simultaneous stimulation on the two 
channels. Processing schemes such as CIS provide nonsimultaneous stimula- 
tion to avoid such interaction. Even with nonsimultaneous stimulation, 
however, interactions may result from overlapping regions of neural excita- 
tion provided by two channels. That interaction may be the result of nonlin- 
ear growth so that effects of stimulation from two electrodes may not linearly 
sum (e.g., due to saturation as is Fig. 5.6). Alternatively, responses to stimula- 
tion of the second channel may be affected by refractory properties (Fig. 5.10) 
and/or adaptation resulting from stimulation of the first. 

Channel interaction can be assessed with gross potentials (e.g., EABR) 
using two intracochlear sites stimulated simultaneously, as well as with a 
nonsimultaneous, forward-masking procedure. The simultaneous method 
(Gardi 1985; Abbas and Brown 1988) uses stimulus pulses on two electrodes 
presented both in phase and out of phase. If the excitation patterns from 
the two electrodes are non-overlapping, the relative phase of stimulation 
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should have little effect. If there are overlapping stimulus fields, summation 
and cancellation effects will change the response according to the relative 
phase, and the difference between the in-phase and out-of-phase responses 
will reflect the degree of interaction. This method is clearly dependent on 
the interaction of the stimulus fields in the tissue surrounding the neurons. 

The nonsimultaneous method uses a two-pulse forward-masking para- 
digm to assess the effect of stimulation of one electrode on the response to 
stimulation of another electrode. It has been implemented using both 
EABR (Abbas and Purdy 1990) and ECAP (Finley et al. 1997b; Abbas et 
al. 1998). If masker and probe pulses are presented to two different elec- 
trodes, the probe response depends on the extent of overlap in populations 
stimulated by each electrode. Measures of probe response as a function of 
probe position would then reflect the degree of overlap between the pop- 
ulation of neurons responding to the masker and the population that is 
stimulated by the probe. This method exploits the refractory property of 
the neuron and is not affected by the overlap or interaction in electrical 
fields inherent in the simultaneous method. Recent results suggest that 
limited spatial interactions are possible even with monopolar stimulation 
(Cohen et al. 2001; Miller et al. 2001a; Abbas et al. 2003). 

5.3 Application to Clinical Devices 

Several physiologic methods have been used to assess spatial spread and 
channel interaction with multielectrode cochlear implant arrays. Due to the 
advent of telemetry systems capable of recording intracochlear potentials, 
the ECAP measures are likely to be the most useful in clinical applications. 
The ability to determine specific electrode combinations that result in little 
channel interaction could provide important information in choosing para- 
meters for stimulation. This is an area of active clinical research. 

Some studies have shown that monopolar stimulation can result in better 
speech perception and sound quality than is produced with bipolar elec- 
trodes (Pfingst et al. 1997, 2001). This may be due to a more favorable 
pattern of ensemble fiber activity by evoking lower within-fiber firing rates, 
as suggested by the modeling work of White (1984). Low firing probabili- 
ties correlate with greater spike jitter, another dimension of neural sto- 
chasticity (Miller et al. 1999a) that could be perceptually relevant. Recent 
single-fiber and ECAP analyses suggest that a greater level of stochastic 
response can indeed occur with monopolar stimulation at the level of the 
auditory nerve (Miller et al. 2003). 

6. Changes with Neural Degeneration 

The effectiveness of a prosthetic device depends, in part, on the status of 
the auditory nerve and central auditory pathways, as well as on the rela- 
tionship between the surviving neural elements and the stimulating elec- 
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trodes. Loss of hair-cell function can result in degeneration of both the audi- 
tory nerve and brainstem nuclei. It is therefore important to understand 
pathological changes resulting from hair-cell losses, how those changes 
affect the temporal and spatial patterns of stimulation, and the extent to 
which the assessment of those changes physiologically may be useful to clin- 
ical applications of cochlear implants. 

In general, the pattern of auditory nerve degeneration is closely associ- 
ated with the loss of inner hair cells innervating those neurons (Spoendlin 
1975, 1984;Terayuma et al. 1979). Changes in the peripheral processes occur 
soon after hair-cell loss and include swelling, vacuolization, and disrupted 
lamellae of the myelin. The complete degeneration of these processes can 
occur with little reduction in the population of cell bodies. These periph- 
eral changes then result in the following sequence of degeneration: demyeli- 
nation and shrinkage of the cell soma, demyelination of the central axon, 
and, finally, disappearance of the spiral ganglion cell (Leake and Hradek 
1988). Each of these changes could affect the neural responses to electrical 
stimulation. 

Under the assumption that spiral ganglion cell survival is an important 
parameter in predicting performance with a cochlear implant, several 
studies have attempted to correlate evoked-potential measures, typically 
the EABR, with cell survival. The underlying assumption of these studies 
is that spiral ganglion cell loss will have a significant effect on the ampli- 
tude of the evoked response. The EABR has been used to monitor changes 
in animals with chronically implanted electrodes and is sensitive to both 
neural degeneration as well as bony growth (Walsh and Leake- Jones 1982; 
Miller et al. 1983). Smith and Simmons (1983) and Lusted et al. (1988) 
demonstrated that slope of the EABR growth was correlated with spiral 
ganglion cell survival in chronically deafened cats. Hall (1990) found the 
strongest correlations using wave I of the EABR, which is the auditory 
nerve component of the response (Melcher et al. 1996). Finally, Miller et al. 
(1994) observed the highest correlation with EABR threshold measures 
rather than slope, but also noted that the data were best fit by a nonmo- 
notonic function of spiral ganglion cell count. They noted slight decreases 
in threshold with extensive loss, suggesting a possible change in current 
pathways with that degree of cochlear pathology. Despite these encourag- 
ing results, other studies have shown poor correlations (Shepherd et al. 
1983; Steel and Bock 1984; Stypulkowski et al., 1986) and human studies 
have yielded poor correlations with performance (van den Honert and Sty- 
pulkowski 1986; Gantz et al. 1988; Abbas and Brown 1991). Patient perfor- 
mance is likely affected by factors not assessed by such basic 
electrophysiological measures. Thus, while positive correlations exist 
between EABR and cell counts, evoked-potential measures for the purpose 
of assessing neural survival in humans have not proved to be clinically 
useful. 
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Although neural loss can affect the amplitude and/or sensitivity of 
evoked potentials, the changes that take place in the surviving neurons may 
also significantly affect their responses. For instance, changes in the condi- 
tion of the peripheral processes of auditory neurons and their degree of 
myelination may affect threshold and refractory properties. Stypulkowski 
and van den Honert (1984) noted differences in refractory characteristics 
between neomycin-deafened animals and those in which the cochleas had 
been mechanically destroyed. Zhou et al. (1995) measured EABR refrac- 
tory properties in transgenic mice engineered with a myelin deficiency and 
observed slower recovery. 

Other studies have demonstrated pathology-induced differences in inte- 
grative properties, as measured through the strength-duration function. 
Bostock’s (1983) model showed that the slope of the strength-duration 
function decreases with membrane time constant, and Bostock et al. (1983) 
observed that experimentally induced demyelination decreased the 
strength-duration slope. Columbo and Parkins (1987) observed significant 
changes in the strength-duration function produced by their model with 
changes in length of the unmyelinated peripheral dendrite. These observa- 
tions are consistent with findings of Miller et al. (1995b), who described 
decreases in the slope of the strength-duration function over time in chron- 
ically implanted animals. They attributed the reduction in efficiency of 
current integration to effects of neural degeneration. Shepherd et al. (2001) 
measured strength-duration functions from single fibers of the colliculus in 
acutely deafened and chronically deafened cats. They noted steeper slopes 
from the chronic animals, opposite to the results of Miller et al. in guinea 
pigs. While the reason for the difference is not completely clear, one may 
hypothesize that it is due to differing degrees of neural degeneration in the 
two studies. Perhaps the changes observed in Miller et al. (1995b) were due 
to peripheral changes in the neurons (such as demyelination), whereas the 
trends in Shepherd et al. (2001) cases, where there was profound degener- 
ation of the nerve, arose from stimulation of the central axons, which may 
produce steeper strength-duration slopes. 

Other changes in neural responses likely occur with degeneration. Com- 
puter modeling work suggests that the stochastic properties of jitter and 
relative spread may be affected by degenerative changes in peripheral 
processes (Rubinstein 1995). Effects on refractory properties, integration, 
and stochastic properties could result in significant change in the response 
to sustained stimulation with different degrees of neural degeneration. 
Finally, membrane degeneration may affect action potential amplitude, con- 
duction velocity, and incidence of spike failures. 

The successful use of cochlear implants by individuals with auditory neu- 
ropathy suggests that increased neural synchrony through electric stimula- 
tion may actually be beneficial in specific neural disorders. The term 
auditory neuropathy designates a disorder characterized by normal outer 
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hair-cell function (evidenced by normal otoacoustic emissions) and poor 
auditory nerve function [evidenced by lack of or distorted auditory brain- 
stem response (ABR)] (Starr et al. 1996). Although the specific site of lesion 
is not known or necessarily the same in patients with auditory neuropathy, 
many have generalized peripheral nerve disease. Such subjects also demon- 
strate relatively poor temporal processing abilities in contrast to other 
hearing-impaired individuals (Zeng et al. 1999). Nevertheless, as a group, 
they have been successful with cochlear implantation, showing performance 
similar to other implanted groups (Buss et al. 2002; Madden et al. 2002). 
Physiological measures with electrical stimulation also demonstrate 
response patterns similar to those of other implant users whose deafness 
was presumed primarily sensory. Where no ABRs were recorded before 
implantation, electrically evoked ABR and ECAP with normal morphol- 
ogy have been recorded from subjects after implantation (Shallop et al. 
2001). More detailed psychophysical measures of temporal responses 
suggest that while processing is not the same as in normal listeners, it can 
clearly be improved with electric stimulation (Zeng et al. 2002). 



7. Response in Cochlea with Viable Hair Cells 

Over the past several years, there has been an increase in the number of indi- 
viduals with significant hearing that have received cochlear implants. As 
implant candidate selection criteria are relaxed, the most obvious expansion 
of the patient cohort would involve more individuals with high-frequency 
hearing loss and significant low-frequency hearing. Histological studies in 
implanted animals suggest that hair cells apical to the implanted electrode 
array can survive over chronic periods of implantation (Ni et al. 1992; Xu 
et al. 1997). Similar patterns of apical hair-cell survival may also occur in the 
cochleas of implanted humans. Indeed, clinical data suggest that patients with 
residual acoustic sensitivity can retain that sensitivity after implantation 
(Kiefer et al. 1998). Perception of speech and nonspeech sounds can be 
enhanced through combined acoustic and electrical stimulation (Kiefer et al. 
2001;Turner and Gantz 2001). The implantation of individuals with significant 
hearing raises the possibility that the presence of functional hair cells may 
affect the electrical stimulation of auditory nerve fibers (Risberg et al. 1990). 
A physiological evaluation of the acoustic-electrical interactions on the 
neural response in those subjects may prove useful in understanding the 
variations in performance among individuals as well as to develop appropri- 
ate stimulus coding strategies that may either avoid interference between the 
two modes of stimulation or take advantage of positive interactive effects. 

Up to this point we have discussed the responses of the auditory nerve 
to electrical stimulation without the presence of hair cells. This is usually 
referred to as the direct neural response to indicate that the applied elec- 
trical field directly depolarizes the neural membrane. The latency of the 
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direct response, termed the a response by Moxon (1971), is less than 0.5 ms. 
This mode is distinguished from a hair-cell-mediated response in which the 
response to an electrical stimulus requires the presence and activity of 
a functional hair cell. Due to synaptic delays, the latency of hair-cell- 
mediated responses is longer. 

One type of hair-cell-mediated activation is manifested as the electro- 
phonic (Jones et al. 1940) or P (Moxon 1971) response. It is assumed that 
the electrical stimulus induces a mechanical vibration of the basilar mem- 
brane that results in changes in hair-cell polarization and release of neuro- 
transmitter. The latency of this response (1-2 ms) is likely due to both 
traveling wave delays as well as synaptic mechanisms. Also, importantly, the 
tuning properties of the basilar membrane affect the electrophonic 
response. Using sinusoidal electric stimuli, Moxon obtained electrical 
tuning curves and demonstrated that the characteristic (most sensitive) fre- 
quencies of single fibers were the same for both electric and acoustic stim- 
ulation. Within the V-shaped portion of the electrical tuning curve, the 
dynamic range of the p response was comparable (essentially linear) to the 
fiber’s acoustic dynamic range. However, in the less sensitive tail regions, 
the a response growth was precipitous. Moxon suggested that the highly 
tuned p responses arose from mechanical transduction and the broadly 
tuned a responses arose from neural membrane depolarization. Moxon also 
found that p responses could be most effectively masked by an acoustic 
sinusoid tuned to the same frequency, and that masking was sensitive to the 
relative phases of the masker and probe. Through stapes fixation and round 
window vibration measures, Moxon demonstrated that electrical stimula- 
tion produced vibration of the cochlear partition. Finally, he noted that the 
P response was vulnerable to aminoglycoside administration as well as exci- 
tation of the olivo-cochlear bundle. 

Another hair-cell-mediated response is believed to be due to depolar- 
ization of inner hair-cell membranes by the electrical stimulus, van den 
Honert and Stypulkowski (1984) reported so-called 8 single-fiber responses, 
characterized by a mean latency (0.9-1. 3 ms) intermediate to those of the 
a and p responses. A similar response pattern was reported by Javel et al. 
(1987). Examples of PST histograms revealing these three response modes 
are shown in Figure 5.13. These histograms, constructed from thousands of 
spike events, clearly illustrate the unique temporal epochs of the a, 8, and 
p responses, van den Honert and Stypulkowski (1984) noted that thresh- 
olds for the p response were lowest, followed by the 8, and then the a 
response. Because of neural refractoriness, the occurrence of the earlier a 
response after a stimulus pulse would usually obviate a 8 response, partic- 
ularly at higher stimulus levels. In contrast, the later P responses would 
occur even if an a response was elicited. Thus, following a single stimulus, 
a and 8 responses are typically mutually exclusive, while a and p responses 
are not. In contrast to the P response, the 8 response did not vary across 
fibers. Along with its short latency (relative to p) and vulnerability to 
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Figure 5.13. Examples of a, 8, and (3 responses evoked from auditory nerve fibers 
by electrical stimulation. Stimuli were 100ps current pulses. (Left) Poststimulus time 
histograms from two fibers that responded in all three modes at a single stimulus 
level, a relatively rare event, as the three modes typically have unique dynamic 
ranges. The histograms were created using 2983 stimuli (top) and 2000 stimuli 
(bottom). (Right) Action potential waveforms illustrating the three clusters of spike 
times. (From van den Honert and Stypulkowski, 1984.) 



cochlear insult, this suggests that the 8 response arises from direct depo- 
larization of inner hair cells. Javel and Shepherd (2000) have suggested 
further differentiation among different sites of excitation based on response 
latency: outer hair cells ((3), inner hair cells (5), unmyelinated peripheral 
processes, myelinated peripheral processes, and myelinated central axons. 
Response characteristics were observed to differ with latency, presumably 
due to characteristics of different spike initiation sites. 

A number of investigators have demonstrated the electrophonic effect in 
the EABR of animals with relatively intact acoustic sensitivity. Yamane et 
al. (1981) obtained amplitude-level functions from guinea pigs that had a 
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slow-growing, low-amplitude response that appeared at low stimulus levels. 
This response was abolished in neomycin-treated animals and had a lower 
threshold than that presumably mediated by direct neural depolarization. 
The same low-level tail of the growth function was observed in cats by Black 
et al. (1983). Low levels of wide-band noise could mask this tail, while a 
derived-band technique indicated that the electrophonic response arose 
from a broad region of the cochlea. Measures from chronically implanted 
cats indicated that this electrophonic response could be preserved in 
cochleas that did not suffer damage from electrode insertion or tissue infec- 
tion (Shepherd et al. 1983). Furthermore, the expression of electrophonic 
EABR was correlated with hair-cell survival (Shepherd et al. 1983). Mea- 
surement of electrophonic activity with the EABR is complicated by the 
fact that the response epoch to direct depolarization of nerve fibers over- 
laps with that of the electrophonic response. In some cases, it is difficult to 
unambiguously separate the two response components (Black et al. 1983, 
van den Honert and Stypulkowski 1986). 

McAnally and colleagues have investigated hair-cell-mediated responses 
using the ECAP recorded at or near the round window. Using acoustic 
probe tones and sinusoidal electric maskers, they noted that the greatest 
ECAP masking occurred when the frequency of the masker equaled that 
of the probe (McAnally et al. 1993). They also noted that the growth of 
ECAP masking was gradual for maskers and probes at the same frequency 
and steep for off-frequency maskers (McAnally et al. 1997). Using a com- 
parable acoustic/electric masking paradigm with guinea pigs, Kirk and Yates 
(1994) also found a high degree of frequency selectivity with electrical 
stimuli. All of these results are consistent with those of Moxon (1971) for 
a and p response characteristics of single fibers. Using pulsatile electric 
maskers, McAnally and Clark (1994) and McAnally et al. (1997) noted that 
the spectral extent of masking was dependent on the spectrum of the 
masking waveform. This observation may have implications in tuning elec- 
trical stimuli to optimize their effectiveness in exciting specific regions of 
the cochlea electrophonically. 

Although hair cells are required for p and 8 responses, the mere presence 
of viable hair cells may also influence the a (direct) neural response. As we 
discussed above, increasing stochastic activity has been suggested for 
improving the neural transmission of information (Morse and Evans 1996; 
Moss et al. 1996; Rubinstein et al. 1999). It is possible that hair cells may 
affect the neural representation of electrical stimuli through a stochastic- 
resonance effect, thereby increasing sensitivity, dynamic range, and stochas- 
tic properties of the responses. The spontaneous activity due to the presence 
of hair cells has been shown to simulate a Poisson stochastic process with 
dead time (Johnson 1996). The random nature of this process, resulting from 
neurotransmitter release at the hair cell-neuron synapse provides an impor- 
tant level of background activity for improving the temporal response char- 
acteristics as illustrated by the comparison of responses to acoustic and 
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electrical stimulation (Kiang and Moxon 1972). While neural membranes 
have characteristics that produce stochastic response properties (Verveen 
1961), the degree of noise is clearly less than that of normal auditory nerve 
fibers. Both model and ECAP measures (Abbas et al. 2000b, 2001a) are gen- 
erally consistent with hypotheses of decreased threshold, more gradual 
growth with stimulus level, and increased temporal jitter in response to elec- 
trical stimuli with spontaneous activity resulting from functional hair cells. 



8. Summary 

The established success of cochlear prostheses has brought about higher 
clinical expectations for better perception of speech in noise, and repre- 
sentation of complex stimuli such as music (Stainsby et al. 1997). Several 
factors have been identified as limiting clinical performance, and the design 
of the implant itself is certainly among them. In that respect, ongoing and 
future efforts to improve the electrode-neural interface may be fruitful, and 
physiological measurements will likely assist in such efforts. Better under- 
standing of the mechanisms of electrical stimulation — and of how new 
designs interact with those mechanisms — has contributed to and will con- 
tinue to advance the development of novel, safe, and effective electrode 
arrays, surgical techniques, and stimulation strategies. Thus, nearly all 
aspects of cochlear implant design are aided by physiological research. The 
design cycle is both informed and completed by detailed physiological mea- 
sures that are only possible through animal experimentation. Through their 
exquisite control of underlying biophysical processes and parameters, com- 
putational models can be used to extend the power of animal experiments 
and contribute to hypothesis and design development. 

The continued improvement of the clinical cohort has resulted in expan- 
sion of clinical indications for implantation (see Niparko, Chapter 3). Such 
expansion is occurring in young children (Gantz et al. 2000), where the clin- 
ical utility of physiological measures may be most apparent. Furthermore, 
there is considerable across-subject variation in performance with well- 
fitted prostheses. Such variations may be due, in part, to differences occur- 
ring in the peripheral system, and we have seen that some physiological 
measures are sensitive to difference across subjects and across the electrode 
array of single subjects. There are active research efforts to improve these 
measures and examine correlations with pathology. We have described how 
ECAP thresholds are used in young children to assist with programming 
the implant’s stimulation levels. Additional measures, such as growth of 
response, temporal interactions, and channel interactions, could expand the 
role of the ECAP. For instance, more accurate predictions of programming 
levels may be made by combining ECAP threshold measures with 
suprathreshold measures or responses to pulse-train stimuli, in order to 
better estimate behavioral responses to the high-rate stimuli used in pros- 
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theses. Furthermore, as ECAP responses have been observed to vary in 
some subjects across their electrodes, ECAP measures that assess neural 
temporal and spatial interactions may help choose the most effective elec- 
trodes for each subject or tailor stimulus parameters for each electrode to 
maximize performance. 

Implant users with residual hearing (Kiefer et al. 2001; Turner and Gantz 
2001) are an additional population for with physiological measures may be 
particularly helpful. These individuals open the possibility of simultaneous 
acoustic and electrical stimulation of the same ear. To adequately explore 
the feasibility of combining acoustic and electrical stimulation, however, it 
is important to understand how the two types of stimuli may interact. For 
instance, it is possible that the integration of this information occurs cen- 
trally, i.e., different populations of neurons (apical vs. basal) carry separate 
channels of information provided by the two modalities. If acoustic and 
electrical information is transmitted via different neural populations, inde- 
pendent manipulations of the processing of each are relatively straightfor- 
ward. The presence of functional hair cells along with simultaneous acoustic 
stimulation, however, can significantly affect the response of neurons to 
electrical stimulation. Physiological measures such as the ECAP are par- 
ticularly suited to test these potential interactions in both experimental 
animals and in cochlear implant users who have significant residual hearing. 

A final area of research concerns relationships among the processing 
capabilities of neurons at different levels of the auditory system. There is a 
wide range of parameters that may affect an individual’s ability to perceive 
speech (see Shannon et al., Chapter 8). These include amplitude mapping 
(Zeng and Galvin 1999), stimulation rate (Brill et al. 1997), number of pro- 
cessing channels (Fishman et al. 1997; Dorman et al. 1998; Fu et al. 1998), 
choice of stimulus channels (Lawson et al. 1996), electrode spacing and 
position (Fu and Shannon 1999) and electrode discrimination (Donaldson 
and Nelson 2000; Henry et al. 2000). We have discussed auditory nerve 
response properties relevant to each to these parameters. However, there 
are differences among the response capabilities of the nerve, the central 
nuclei (see Hartmann and Krai, Chapter 6) and the organism, as measured 
psychophysically (see McKay, Chapter 7). Although we have stressed the 
importance of understanding peripheral response properties (section 1.2), 
central neural processing clearly modifies neural coding and influences the 
perceptual ability to discriminate among certain stimulus features. Clearly, 
the relationships among the physiological response capabilities of the 
ascending neural stations must be better understood for a comprehensive 
understanding of prosthetic excitation through a cochlear implant. 
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Central Responses to Electrical 
Stimulation 

Rainer Hartmann and Andrej Kral 



1. Introduction 

The morphology and function of the central auditory system has been 
studied extensively over more than 100 years using a wide variety of 
approaches (Popper and Fay 1992; Webster et al. 1992). The study of central 
responses to cochlear implant (Cl) stimulation, however, can provide 
additional answers to questions that cannot be addressed with acoustical 
stimulation. Moreover, questions of clinical interest can be addressed. 

The mammalian organ of Corti does not regenerate lost cells after 
damage. Neuroprosthetic devices consequently represent the only possibil- 
ity to investigate functional properties of the auditory system in complete 
deafness ( auditory deprivation). Furthermore, perceptions in general, and 
those evoked by cochlear implants, arise in the central, not the peripheral, 
auditory system. Therefore, it is necessary to understand the central 
processing of the electrical stimuli to be able to understand the evoked 
perceptions. 

This chapter addresses the following questions: Are any degenerative 
processes in the central auditory system setting in as a consequence of 
peripheral hearing loss? If yes, what is their impact on the functionality of 
the auditory system? Congenital hearing loss might affect normal auditory 
development. If it is so, what are the determinants of this process and what 
are the critical developmental steps that condition a successful cochlear 
implantation in congenitally deaf subjects? Can we outline an optimal age 
span for identification of congenital (perinatal) deafness and cochlear 
implantation in children? 

First, we briefly review the anatomy and physiology of the auditory 
system (section 2) and describe responses of the adult, normally developed 
auditory system to electrical stimulation (section 3). Then we concentrate 
on the effect of electrical stimulation on the deprived auditory system 
(section 4). 
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2. The Central Auditory System 

This section gives a general overview of the anatomy and of physiological 
auditory phenomena relevant for cochlear implants. It is not intended as a 
comprehensive review of the subject and the relevant original literature. 
For details the reader is referred to the reviews in Webster et al. (1992) and 
Popper and Fay (1992), and the literature referenced therein. 

2.1 Anatomy 

The main anatomic relations of the ascending auditory pathway are briefly 
summarized in Figure 6.1. Webster (1992) defines the parts of the auditory 
system as follows: 

Inner and outer hair cells of the cochlea 

Spiral ganglion and cochlear portion of the vestibulo-cochlear nerve 

Cochlear nuclear (CN) complex 

Medial nuclei of the trapezoid body (MNTB) 

Superior olivary complex (SOC) 




Cochlear 

Implant 



Figure 6.1. Simplified schematic illustration of the main projections in the afferent 
auditory pathway. The cochlear implant stimulates the left auditory nerve. Arrows 
indicate functional connections, gray arrows indicate connections thought to par- 
ticipate in early binaural processing. CN: cochlear nucleus; SOC: superior olivary 
complex; MNTB: medial nucleus of the trapezoid body; LL: lateral lemniscus; IC: 
inferior colliculus; MGB: medial geniculate body. 
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Lateral lemniscus (LL) 

Inferior colliculus (IC) 

Medial geniculate body (MGB) 

Auditory portions of the cerebral cortex 

2.1.1 Cochlea 

The transduction of sound to neural activity takes place in the inner and 
outer hair cells. Ninety percent of the afferent auditory nerve fibers (type 
I) are myelinated and contact inner hair cells, and each type I nerve fiber 
contacts only a single inner hair cell. A small number of thin unmyelinated 
axons (type II) contact outer hair cells. Type I fibers convey the coded 
auditory information to the central auditory system; the function of type II 
afferents is not known yet. Efferent fibers innervating the cochlea come 
from the ipsilateral and contralateral olivary complex. 

Type I fibers are axons of bipolar neurons lying in the bony part of the 
cochlea. Their neuronal bodies form the spiral ganglion, their central axons 
constitute the auditory part of the VUIth nerve. The axons leave the petrous 
bone in the internal meatus and enter the brainstem at the level of the 
cochlear nucleus (for details see Leake and Rebscher, Chapter 4). 

2.1.2 Cochlear Nucleus (CN) 

The CN is divided into three parts: the dorsal cochlear nucleus (DCN), the 
anteroventral cochlear nucleus (AVCN), and the posteroventral cochlear 
nucleus (PVCN). Type I afferents bifurcate: one branch innervates the 
AVCN, the other the PVCN and DCN. Each of these nuclei receives infor- 
mation from all parts of the cochlea in an ordered manner (cochleotopi- 
cally organized). 

The CN contains a number of morphologically and functionally distinct 
cell types. A complete description of their functional properties is beyond 
the scope of this overview. Some units, mainly in the AVCN, show response 
properties similar to those of the auditory nerve fibers (“primary-like” 
units), units in the PVCN and especially in DCN have complex response 
properties resulting from complex excitatory-inhibitory interactions. 

Neural activity in CN is relayed to more central nuclei: 

The olivary complex and inferior colliculus of the ipsilateral side 
The medial trapezoid body, olivary complex, and lateral lemniscus of the 
contralateral side 

The inferior colliculus of the contralateral side 

2.1.3 Medial Nuclei of the Trapezoid Body (MNTB) 

The neurons of the MNTB are also cochleotopically organized. They are 
activated by cells from the contralateral AVCN. The MNTB principal cells 
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respond similarly to primary afferents and send their information to the 
ipsilateral olivary complex. 

2.1.4 Superior Olivary Complex (SOC) 

The olivary complex is divided into several nuclei. The SOC with the lateral 
(LSO) and medial part (MSO) receives input from both ears. It is an 
important relay station for binaural signal processing and the first station 
involved in localization of a sound sources in space. The SOC is also a 
part of the stapedius reflex arch (spiral ganglion neurons, AVCN bushy 
cells, MSO/LSO principal cells, and facial nucleus neurons innervating the 
stapedius muscle). 

2.1.5 Nuclei of the Lateral Lemniscus (LL) 

The nuclei of LL receive afferent inputs from the SOC and CN and project 
bilaterally to the inferior colliculus. The LL, like all nuclei central to the 
CN, takes part in binaural signal processing. It provides robust inhibitory 
inputs mainly to the inferior colliculus. In addition, the LL plays a role in 
the short latency acoustic-startle response. 

2.1.6 Inferior Colliculus 

The IC is composed of a central nucleus (ICc) and two surrounding nuclei: 
the external-lateral nucleus (ICx) and the dorsal nucleus (ICd). The main 
excitatory input to ICc comes from the contralateral cochlear nucleus. The 
cells (primarily small multipolar fusiform cells with tufted dendrites) in the 
larger central part have a curved laminar arrangement. They are cochleoto- 
pically organized. The ICc sends strong ascending projections to the MGB 
and descending projections to the SOC and CN. 

The ICx receives weak inputs both from the lower auditory brainstem 
nuclei and from the auditory cortex. Additionally, somatosensory projec- 
tions influence the ICx. The main output runs to the medial geniculate body 
and acousticomotor systems. The ICd receives ascending weak input from 
the LL and descending input bilaterally from the auditory cortex. 

The ascending outputs of the inferior colliculus are directed to the medial 
geniculate body predominantly at the ipsilateral side. Descending connec- 
tions have been shown to target the ispilateral and contralateral superior 
colliculus, lateral lemniscus, cochlear nucleus, and the trapezoid body. Addi- 
tionally, a projection to the contralateral medial geniculate body exists. 

2.1.7 Medial Geniculate Body (MGB) 

The MGB (the auditory thalamus) is composed of four nuclei (ventral, 
dorsal, medial, and lateral posterior nucleus) with a variety of large multi- 
polar neurons. It receives ascending inputs from IC and the LL, but also 
descending inputs from the superior colliculus. It receives also nonauditory 
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inputs, e.g., from vestibular nuclei. The axons of the cells in MGB project 
to the auditory cortex, to some nonauditory cortical regions, the putamen, 
and the amygdala. Descending inputs from the cortex to the nuclei of 
the MGB form corticothalamic feedback loops. The MGB also integrates 
multisensory information. 

2.1.8 Auditory Cortex 

The auditory cortex represents the highest center of the auditory system. 
The auditory areas of the cortex differ between species, even within 
mammals. There is abundant information on the cell types, connections, 
their neuronal activity, and histochemistry from cats, monkeys, guinea pigs, 
rats, rabbits, and gerbils.The auditory cortex is differentiated in primary and 
nonprimary areas. Primary areas are defined by short-latency responses and 
direct connections from cochleotopically organized thalamic nuclei (Reale 
and Imig 1980). In consequence, primary cortical areas are cochleotopically 
organized. The cat primary auditory cortex comprises fields A1 and the 
anterior auditory field (AAF). The surrounding areas are considered 
higher-order in the cat (posterior auditory; ventroposterior auditory and 
dorsal auditory fields; field All, the secondary auditory cortex; auditory 
fields of the posterior ectosylvian cortex; temporal cortex; and insular 
cortex). The main input to higher-order auditory areas comes from the 
primary areas and from noncochleotopically organized auditory thalamic 
nuclei. The output of the auditory cortex is mainly directed to other corti- 
cal fields (see below). 

In primates primary auditory fields lie in the superior temporal gyrus 
(core areas) and are surrounded by belt and parabelt areas comprising 
higher order auditory fields (Pandya and Sanides 1973; Rauschecker et al. 
1997; Hackett et al. 1998; review in Kaas et al. 1999). In humans (see Fig. 
6.16) the primary auditory cortex lies in Heschl’s gyrus in the depth of the 
sylvian sulcus (area Tel.l, Tel.2, Tel.3, corresponding to Brodmann area 41, 
invisible from lateral view; Morosan et al. 2001). The secondary fields sur- 
round the primary areas and are located in part on the planum temporale, 
in part on the lateral side of the brain in superior temporal gyrus (areas 
Te2, Te3, TI, corresponding to Brodmann areas 42 and 22). These auditory 
areas have an important function also in speech recognition and are dis- 
cussed in respect to cochlear implants in Section 4.5. 

Cortical neurons are divided into pyramidal and nonpyramidal cells 
according to the form of the neuronal body and the organization of the den- 
drites. According to the presence of dendritic spines a further division into 
spiny and nonspiny neurons is possible. Cortical cells in the primary audi- 
tory cortex are organized into six layers parallel to the cortical surface: 

Layer I, the most superficial cortical layer, is thin and contains few cell 

bodies, but many axons from thalamus and other cortical areas (sec- 
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ondary cortex, contralateral auditory cortex). These run parallel to the 
cortical surface and form “en-passant” synapses with dendrites of 
neurons whose cell body is located in deeper cortical layers. 

Layer II cells are mostly nonpyramidal. They form intrinsic circuitry and 
receive input from neurons in layer III. Their outputs are directed to 
layers I and III and to secondary auditory fields. 

Layer III is rich in pyramidal cells and receives input from the MGB. Addi- 
tionally, layer III receives strong input from layer IV. It sends output to 
layers V, II, and I, and secondary auditory areas. It is the main source of 
commissural fibers. 

Layer IV is the main recipient of thalamocortical fibers from MGB. The 
layer is devoid of pyramidal cells and contains mainly so-called stellate 
cells receiving input from MGB. The main output goes to layer III. 
Layer V receives main inputs from layer II and III, and some input from 
the MGB. Its outputs are directed to layer III, ipsilateral secondary audi- 
tory fields, MGB, and IC. 

Layer VI receives main input from layer III and some input from MGB, 
and sends output fibers back to MGB and to layer IV. 

The present model of information processing in the primary auditory 
cortex assumes more or less parallel inputs from the thalamus (ventral 
nucleus of MGB) to layers IV (main input layer, granular layer), III, I, V, 
and VI. From layer IV, activity is relayed to supragranular layers III, II, and 
I. Cells in supragranular layers send projections to higher order auditory 
cortex and to infragranular layers V and VI. Infragranular layers are sources 
of further output back to the subcortical auditory nuclei and to the higher 
order cortex in both hemispheres (Mitani and Shimokouchi 1985; Mitani et 
al. 1985). Nonprimary auditory areas share a similar laminar organization. 
However, the thicknesses of the layers differ between primary and sec- 
ondary areas, so that they can be differentiated also according to their cel- 
lular organization (cytoarchitectonics). 

2.2 Physiology — Acoustical Stimulation 

In the cochlea, sound is first mechanically decomposed in its spectral com- 
ponents by the physical properties of the basilar membrane. Different fre- 
quencies activate different parts of the cochlea, constituting an orderly 
tonotopic map of sound frequencies along the basilar membrane with high 
frequencies being represented at the basal end (place code). Functional 
properties of auditory nerve fibers are correlated with their cochlear 
innervation. Auditory nerve fibers spontaneously generate action potentials 
at irregular (Poisson-like) time intervals. They respond to tones of 
different frequencies and intensities with an increase in firing rate. The 
responses are a function of frequency and intensity (so-called response 
area of the neuron). The response thresholds are V-shaped on a frequency- 
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intensity plot. The lower border of the response area represents the fre- 
quency threshold curve (FTC) or tuning curve. The frequency of the sound 
to which the fiber is most sensitive is called characteristic frequency (CF). 
Very sharp and narrow FTCs were determined in normal-hearing animals. 
The CF of a fiber is correlated with its innervation site inside the cochlea 
(for cats see Liberman 1982; for correlation of postmortem cochlear 
anatomy with audiograms in humans see Otte et al. 1978). Over a wide 
range along the basilar membrane there is a near-logarithmic relationship 
of CF to position of the recorded fiber in the cochlea both in cats and 
humans (cochlear place, Fig. 6.2A). The only exception is the most apical 
part of the cochlea (site of low CFs), where frequencies are more densely 
“packed.” 

When a neuron responds to pure tone stimulation of frequencies below 
~5 kHz, the action potentials in the auditory nerve are generated at a certain 
phase of the stimulus (“phase locking”). Consequently, the interspike 
intervals can provide information on the stimulus period ( temporal code) 
complementary to the place code. Stimulus intensity is most probably coded 
by the average firing rate in the auditory system ( rate code). 



2.2.1 Dynamic Range 

With increasing sound level the mean firing rate of primary fibers increases 
up to a maximum level. With sound level increasing further, the firing rate 
does not increase any more (monotonic rate-intensity functions) or it even 
decreases (nonmonotonic functions). The range of stimulus intensities over 
which the firing rate of a neuron increases from spontaneous to maximum 
is called dynamic range. The dynamic range of individual auditory nerve 
fibers is mostly between 20 to 60 dB. The full dynamic range of hearing 
results from integration of activity from fibers with different thresholds and 
dynamic ranges. 

Voiced speech signals like vowels are characterized by the fundamental 
frequency (F0) and higher dominant frequency components (formants 
Fl-4). The discharge rate of a fiber with CF corresponding to one of for- 
mants increases with increasing stimulus intensity. The timing of the action 
potentials is synchronized (“locked”) to the time structure of the signal 
components. Already at moderate speech intensities [60-80 dB sound pres- 
sure level (SPL)] the discharge rate of primary afferents saturates and the 
formants cannot be discriminated using the place code in the majority of 
auditory nerve fibers (Delgutte and Kiang 1984; Sachs 1984). Additionally, 
the time structure of the firing pattern also conveys the information on the 
formants to the central auditory system up to high levels. The importance 
of the temporal code for speech understanding is indicated by the obser- 
vation that single-channel speech processors have allowed open-set 
speech understanding in some patients (McKay, Chapter 7; Shannon et al., 
Chapter 8). 
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2.2.2 Nonlinear Cochlear Effects 

Loud sounds can suppress the perception of following sounds for several 
hundred milliseconds (“forward masking”). Presentation of several pure 
tones simultaneously can additionally produce combination effects. Com- 
bination of two tones with frequencies fi and f 2 can also produce the per- 
ception of further (new) components called combination tones (e.g., of the 
frequency 2*f x - f 2 ). The response of an auditory nerve fiber to a tone can 
be reduced by the presence of a second tone (two-tone rate suppression). 
Whether one tone causes suppression of responses to another depends 
strongly on the levels and frequencies of the two tones. Because most 
natural sounds, especially speech sounds, are a complex spectrotemporal 
pattern of sound pressure, all these effects influence the excitation pattern 
in the auditory nerve. 



2.2.3 Neural Interactions in the Afferent Auditory Pathway 

Neural activity from the auditory nerve is relayed through the auditory 
brainstem nuclei to the IC, thalamus, and the auditory cortex. Response 
areas of neurons are modified by neuronal (excitatory and inhibitory) 
interactions in the afferent auditory pathway. The response areas vary 
from simple (“primary like”) response areas through response areas with 
inhibitory side bands at low and high frequencies to complex nonmonoto- 
nic spectrotemporal response areas. The frequency tuning curves to pure 
tone stimuli, however, preserve their sharp tuning. A cochleotopic organi- 
zation with respect to CF can consequently be found in a part of the nuclei 
(“tonotopic system”) at each level of the auditory pathway (Fig. 6.2B,C). 
There, anatomically neighboring neurons have similar CFs. 

The temporal response properties, on the other hand, change significantly 
on the way from the auditory nerve to the cortex. Neurons in the central 
auditory system react to simple tone stimuli with an on-response, sustained 
response, off-response, or a complex (e.g., on-off) temporal response. 
Sustained responses can reliably transmit the temporal code in the central 
auditory system; however, a low-pass filtering effect for responses to sim- 
ple tones is observed on the way up the afferent auditory system. Neurons 
in the central auditory system show tuning for modulation frequencies of 



◄ 

Figure 6.2. The afferent auditory pathway is cochleotopically organized and reveals 
a place code for sound frequency. Shown is the distribution of characteristic fre- 
quencies of neurons along anatomical axes in different auditory structures. A: The 
cochlea, basoapical direction, cat (based on data from cat, Liberman 1982). B: The 
inferior colliculus, from dorsal to ventral, cat (Snyder et al. 1990). C: The primary 
auditory cortex, caudorostral direction, cat (Merzenich et al. 1975; Reale and Imig, 
1980). 
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amplitude modulated (AM) and frequency modulated (FM) sinusoidal 
stimuli (Langner and Schreiner 1988; Schreiner and Langner 1988), which 
are closer to natural sounds than pure tones. So-called modulation transfer 
functions are a measure of the synchronized response (vector strength or 
modulation depth) as a function of modulation frequency. The peak 
response of the given neuron to a modulation occurs at the best modula- 
tion frequency. In the central nucleus of the IC there is an orderly repre- 
sentation of best modulation frequencies perpendicular to the cochleotopic 
map of CFs (Langner and Schreiner 1988; Schreiner and Langner 1988). 
This is a possible way to transform the temporal code to a place code in the 
IC. Cortical responses to AM sinusoidal stimuli are weak for modulation 
frequencies about 20 Hz (Fig. 6.3; Eggermont 1993). The reason for a 
decrease in temporal response properties in the centripetal pathway is not 
well understood. However, an increase in the duration of inhibition fol- 
lowing the onset response (postexcitatory inhibition) is the most probable 
cause of this phenomenon. 



2.2.4 Binaural Hearing 

Speech understanding in a noisy environment strongly relies on the ability 
to localize sound sources in space and to focus the attention to these sources 
selectively. This situation applies to a cocktail party, where it is possible to 
selectively switch attention and listen to different speakers despite a back- 
ground noise. The source of broadband signals can be localized in space 
using three cues: 

1. By determining the time difference in the arrival of the sound front 
at the ears (interaural time difference). For periodic stationary (low fre- 
quency) stimuli interaural phase differences can be used for localization of 
the sound source in space. 

2. By determining the interaural sound level difference. It is a conse- 
quence of the head shadow at one ear when the sound source is lateralized. 
This holds, however, only for stimulus wavelengths that are less than the 
dimension of the head (this corresponds in humans to frequencies of more 
than -500 Hz). 

3. In contrast to the binaural cues mentioned above, sound localization 
can also be (in part) performed using monaural information. The pinna 
works as a direction-dependent frequency filter. For known broadband 
acoustic stimuli the perceived spectrum can be compared to the known ref- 
erence spectrum of that or a similar stimulus stored in memory. The direc- 
tion of the sound source can be learned from such comparisons using the 
direction-dependent filter characteristics of the pinna. 

The neuronal representation of the binaural time- and level-difference 
cues can already be seen in the first nuclei with bilateral input, in the olivary 
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Figure 6.3. Temporal characteristics of auditory responses recorded in the auditory 
pathway of cats. A: Amplitude-modulation-transfer functions with low- or band-pass 
characteristics. B: Synchronization to continuous unmodulated tones. A modulation 
gain of zero dB corresponds with a synchronization index 0.5 (from Eggermont 
1993, with permission). The temporal characteristics of the responses deteriorate in 
the centripetal direction. Note that the frequency range is expanded and the highest 
synchronization is measured with electrical nerve stimulation (Dynes and Delgutte 
1992). AAF: anterior auditory field; AI: primary auditory cortex; AN: auditory nerve; 
ICC: central part of the inferior colliculus; MGB: medial geniculate body; PVCN: 
posteroventral cochlear nucleus; VCN: ventral cochlear nucleus. 



complex (Caird and Klinke 1983; Joris and Yin 1995, 1998; Brand et al. 
2002). Neurons in the IC can also be activated from both ears and, together 
with the lateral lemniscus, participate in the process of sound localization 
(Phillips and Brugge 1985). Eventually, the primary auditory cortex also has 
an important role in binaural processing (Middlebrooks et al. 1980; Reale 
and Brugge 2000). 
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3. Central Auditory Responses to Electrical Stimulation 

The aim of electrical stimulation of the auditory nerve is to mimic the 
natural conditions as closely as possible. Current coding strategies imple- 
ment both place coding and temporal coding; however, nonlinear cochlear 
interactions (masking and combination tones) are neglected in the coding 
strategies of cochlear implant speech processors (for details see Wilson, 
Chapter 2). Cochlear implant stimulation can excite two groups of elements 
in the cochlea: 

1. The hair cells directly or indirectly; perceptions evoked by functional 
hair cells are called electrophonic hearing. 

2. The spiral ganglion neurons, either at the primary afferents or at the 
central axons; perceptions evoked by stimulation of the spiral ganglion 
are called electroneural hearing. 

The differentiation of these two effects is already possible at the level of 
the auditory nerve (Abbas and Miller, Chapter 5). Electrophony shows up 
as decreased thresholds for electrical stimulation in the high-frequency 
portion of the cochlea and preserved tuning similar to that in acoustic 
stimulation (Kiang and Moxon 1972; McAnally and Clark 1994). It leads to 
a bimodal poststimulus time histogram in auditory nerve fiber recordings 
with pulsatile electrical stimulation (Hartmann et al. 1984b), as two action 
potential are evoked by the electrical pulse: the first one is generated by 
electroneural stimulation, the second one, with a delay of 1.0 to 2.0 ms, by 
electrophonic stimulation. Below we discuss how electrophony influences 
the central auditory responses to electrical stimulation. Afterward we 
analyze the characteristics of electroneural hearing in the central auditory 
system. 

3.1 Electrophony 

Electrophony substantially influences the activity in the central auditory 
system in response to sinusoidal electrical stimulation of the cochlea with 
frequencies >10 kHz and also in response to pulsatile electrical stimulation. 
Amplitude-intensity functions of local field potentials in the IC and audi- 
tory cortex have a large dynamic range in electrically stimulated hearing 
animals (~30dB, pulsatile stimulation, IC: Lusted and Simmons 1988; 
sinusoidal stimulation, auditory cortex: Popelar et al. 1995). Amplitude- 
intensity functions had a shallow slope at low stimulus intensities with 
a transition point to a steep slope at high intensities. After deafening, 
the dynamic range decreased to 3 to 10 dB, the shallow portion of the 
amplitude-intensity function disappeared, and response thresholds in- 
creased. Thus, the shallow portion of the amplitude-intensity functions 
was generated by electrophonic effects. They also lead to lower thresholds 
and a larger dynamic range in electrically stimulated hearing cochleas. 
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As a rule, in animal experiments the electrophonic effect is eliminated 
by destruction of hair cells to approach the responses elicited by ele- 
ctrical stimulation in cochlear implanted (deaf) humans. This is in most 
cases achieved by application of ototoxic agents in experimental animal 
studies. 

3.2 Thresholds 

Electrical stimulation of a node of Ranvier with a monopolar cathodic 
extracellular electrode leads to a depolarization with opening of fast 
voltage-dependent sodium channels generating action potentials. The 
threshold for spike initialization depends on the local electrical field pro- 
duced by current injection and its relation to the position of excitable ele- 
ments (Ranck 1975; Basser and Roth 2000). 

To selectively stimulate a subpopulation of auditory never fibers, the 
stimulation electrodes have to be positioned as close as possible to the 
fibers. Experiments with electrical stimulation at the round window demon- 
strated no electrical spatial tuning in acutely deafened cats (Hartmann et 
al. 1984a; Hartmann and Klinke, 1990). The whole population of auditory 
nerve fibers responded to the stimulus without significant differences in 
threshold. This can be explained by current spread over the whole cochlea 
with high current densities in round window stimulation. 

Bipolar stimulation with a pair of electrodes positioned inside the scala 
tympani near the modiolar wall revealed a spatial tuning in responses of 
auditory nerve fibers (Stypulkowski and van den Honert 1984; van den 
Honert and Stypulkowski 1984). Longitudinal arrangements of the stimu- 
lation electrodes (along the longitudinal axis of the scala tympani) revealed 
less sharp spatial tuning than radial arrangement (perpendicular to the lon- 
gitudinal axis of the scala tympani). 

Electrical spatial tuning curves 1 of primary afferents with mono-, bi-, and 
tripolar configuration of the intracochlear stimulation electrodes showed 
spatial tuning (Fig. 6.4A; Krai et al. 1998). Lowest thresholds were found 
with monopolar stimulation. Sharpest tuning curves were observed for 
the tripolar configuration (20.8 ± 5.2dB/mm cochlear space in tripolar vs. 
8.5 ± 4.5dB/mm in bipolar stimulation and 3.1 ± 2.5dB/mm in monopolar 
stimulation for the Nucleus 22 implant; Krai et al. 1998). With tripolar 
stimulation the electrical response area of auditory nerve fibers was nearly 
as narrow as one critical band (Abbas and Miller, Chapter 5) over a larger 
range of stimulus intensities. 



Electrical spatial tuning curves represent electrical stimulation thresholds of an 
auditory nerve fiber as a function of the electrode position in the cochlea (distance 
from the round window). They are determined for one given fiber and different 
stimulation sites in the cochlea. Spatial tuning curves referring to sound source 
position are not discussed in this chapter. 




226 R. Hartmann and A. Krai 




DEPTH {microns) 



Figure 6.4. Place coding as revealed by electrical stimulation of the auditory nerve. 
The auditory pathway demonstrates cochleotopy also with electrical stimulation. A: 
Spatial tuning curves measured on a single auditory nerve fiber with cochlear 
implant stimulation and different stimulation configurations (modified, based on 
data from Krai et al. 1998). Curves are plotted relative to lowest threshold. Tripo- 
lar stimulation shows the most restricted tuning curve. Black dotted line is the tuning 
curve measured with acoustical stimulation. The gray bar marks one critical band. 
Only the tuning curve with tripolar stimulation restricts the stimulation to one crit- 
ical band over a larger intensity range. B: Spatial threshold curves of several multi- 
unit clusters encountered during penetration through the inferior colliculus. 
Preserved cochleotopy with electrical stimulation is shown by the case of two dif- 
ferent cochlear stimulation sites (from Snyder et al. 1990, with permission). 
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Figure 6.4. C: Cortical spatiotemporal maps of multiunit responses to cochlear 
implant stimulation (guinea pig, from Bierer and Middlebrooks 2002, with permis- 
sion). MP: monopolar stimulation, number designates the active electrode; BP: 
bipolar stimulation; TP: tripolar stimulation; CG: monopolar stimulation with 
common ground. The most restricted spatiotemporal maps are found with tripolar 
stimulation; however, all stimulation modes demonstrate a cochleotopy. 



Is cochleotopic organization with cochlear implant stimulation also con- 
served in the central auditory system? Despite complex neural interactions 
and a high convergence and divergence in the auditory pathway, 
cochleotopy can be found in the acoustically stimulated central auditory 
system. It is not obvious that such a network shows cochleotopic organiza- 
tion also with electric stimulation. The complex neural processing might be 
significantly affected by the lack of stochasticity and high synchronicity of 
the electrically evoked action potentials (Abbas and Miller, Chapter 5; also 
see section 3.5). 

According to Glass and collaborators, neural activity in the CN of deaf- 
ened cats with bipolar intracochlear stimulation shows no clear spatial 
tuning (Glass 1983, 1984; Clopton and Glass 1984). These results were pos- 
sibly due to the small sample of recorded cells and the fact that there was 
no control of the position of the recorded cells within the cochleotopic map 
of the CN. Single units in the cat central nucleus of the inferior colliculus, 
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in contrast, showed V-shaped spatial tuning curves with bipolar electrical 
stimulation (Merzenich and Reid 1974). The authors electrically stimulated 
the deafened ear and performed, at the same time, an acoustic control of 
the characteristic frequency of the investigated binaural neurons through 
acoustic stimulation at the other (hearing) ear. With a large population of 
multiunit recordings in the ICc of acutely deafened cats, spatial threshold 
curves 2 were also measured with a custom-made cochlear implant (Snyder 
et al. 1990). The width of these threshold curves was ~lmm at 6dB above 
the minimum threshold (Fig. 6.4B). 

The deoxyglucose marking technique also revealed cochleotopic organi- 
zation of the cochlear nucleus and inferior colliculus with electrical stimu- 
lation (Ryan et al. 1990; Saito et al. 1999). Electrical intracochlear 
stimulation was monopolar and bipolar at four different cochlear positions. 
With low current levels (50 pA at 1kHz) monopolar stimulation evoked 
activity concentrated within a layer inside the nuclei. With bipolar stimula- 
tion at 50 to 100 pA, clear position-dependent activity in the IC could be 
distinguished. With higher current intensity, almost the whole volume of IC 
became activated. These data were confirmed for the IC of electrically stim- 
ulated cats (Brown et al. 1992). Electrical stimulation was monopolar and 
bipolar at different cochlear positions, and evaluation was performed with 
the 2-deoxyglucose method. In these experiments the recorded 
cochleotopic organization of the IC was compared to “acoustical” tonotopy 
through stimulation at the nonimplanted ear. This study provided further 
evidence on cochleotopic organization of electrically evoked activity in the 
IC. 

Cortical local field potentials in response to short electric pulsatile stim- 
ulation of the auditory nerve (Woolsey and Walzl 1942) provided the first 
evidence of a cochleotopic organization in the auditory cortex with an elec- 
trically stimulated auditory nerve. Cochleotopic organization of the audi- 
tory cortex was further demonstrated by the dependence of the thresholds 
of local field potentials on the position of the stimulating electrode in the 
cochlea. The threshold functions differed for different cortical recording 
sites in a manner consistent with a cochleotopic organization of field Al in 
cats (Popelar et al. 1995; Hartmann et al. 1997a, b). Optical recordings in the 
primary auditory cortex of electrically stimulated animals also revealed a 
cochleotopy (Dinse et al. 1997a; Taniguchi et al. 1997). 

Excitation patterns of Cl-evoked cortical multiunit activity was measured 
simultaneously at 16 positions with a 16-channel recording electrode 



2 Spatial threshold curves were measured from several multiunits during a penetra- 
tion through the central nucleus of the inferior colliculus. Stimulation was per- 
formed at the same cochlear position for the given threshold curve. In that respect 
they differ from the electrical spatial tuning curves as defined in Krai et al. (1998), 
which were computed from one single auditory nerve fiber with stimulation at 
different cochlear positions. 
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inserted into layers III/IV approximately parallel to the cortical surface 
(guinea pig, Bierer and Middlebrooks 2002; Fig. 6.4C). Monopolar stimula- 
tion activated more than a 1 -mm- thick rostrocaudal stripe 3 along the audi- 
tory cortex. Changing the intracochlear stimulation electrode changed the 
“center of gravity” of activated areas consistent with a cochleotopic orga- 
nization of the cortex. Bipolar stimulation evoked smaller activated areas 
in the cortex, whereas tripolar stimulation evoked the smallest areas. 

In summary, a cochleotopic organization has been demonstrated in the 
central auditory system using different methods and different animal 
models. Monopolar configuration allows low stimulation currents, but acti- 
vates the auditory system broadly. However, changing the position of the 
stimulation electrode in the cochlea shifts the position of the excited 
neurons in the central auditory system even in monopolar stimulation, pro- 
viding some place information. Bipolar stimulation with narrow electrode 
spacing activates a smaller population of neurons in the auditory system. 
Tripolar stimulation produces the most focused neural activity. 

3.3 Psychophysical and Electrophysiological Thresholds 

A strong correlation between different electrophysiological measures of 
threshold intensity and behavioral thresholds has been provided for differ- 
ent species and stimulation modes. However, already at the level of the 
auditory nerve the electrophysiological thresholds were higher than behavi- 
roal thresholds (Parkins and Colombo 1987; Pfingst 1988). 

Electrically evoked auditory brainstem responses (EABR) can be 
recorded from the vertex of the head. The shape of responses to pulsatile 
stimulation through a cochlear implant corresponds well to the shape of 
auditory-evoked brainstem responses recorded with acoustic click stimu- 
lation (Fig. 6.5). The correlation of EABR thresholds and psychophysical 
hearing thresholds is statistically significant (guinea pig: Miller et al. 
1995a, b; cat: Smith et al. 1994; Beitel et al. 2000a, b; human: Abbas and 
Brown 1991a, b; Shallop et al. 1991; Brown et al. 1994, 1999; Truy et al. 1998; 
Firszt et al. 1999). Nevertheless, thresholds determined objectively by audi- 
tory brainstem responses are ~5-6dB higher than psychophysical thresh- 
olds. Generally, the EABR thresholds are a better measure of comfortable 
levels than psychophysical threshold levels. Additionally, large differences 
between the EABR thresholds and psychophysical thresholds were demon- 
strated in individual subjects. 

Different factors contribute to the variability in EABR thresholds in rela- 
tion to hearing thresholds. The number of surviving spiral ganglion cells 
influence the EABR threshold, but is not a sufficient explanation for the 



3 One octave corresponds to ~0.5 mm cortical distance in guinea pigs, but to -1 mm 
in cats. One critical band corresponds to -1/3 of an octave. 
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Figure 6.5. Auditory brainstem response of a cat. A: Acoustic stimulation (100-jlis 
click duration, 80 dB SPL peak equivalent). B: Bipolar electric cochlear stimulation 
of a congenitally deaf cat (bipolar stimulation with a charge-balanced pulse, 300 pA 
peak equivalent, 200 ps/phase, repetition 13/s). Arrow: Stimulus presentation. Aster- 
isk: artifact of electrical stimulus (based on data from Hartmann et al. 1997a). 



variability (Miller et al. 2000). The position of the cochlear implant in the 
scala tympani also affects EABR thresholds. The difference between the 
highest and lowest thresholds in different distances of the Cl from the modi- 
olar wall was 9dB (Shepherd et al. 1993). A localization close to the modi- 
olus showed the lowest thresholds. 4 These effects, however, do not explain 
the difference between EABR thresholds and hearing thresholds. 

The lowest multiunit threshold in the IC of cochlear-implanted cats was 
only 1 dB higher than behavioral thresholds (Beitel et al. 2000a, b; Vollmer 
et al. 2001) but EABR thresholds varied more and were ~6dB higher than 
hearing thresholds in the same studies. The EABR thresholds become 
detectable only if the evoked neuronal activity is well above the lowest 
multiunit threshold. Obviously, EABRs cannot be used to assess the lowest 
multiunit thresholds and strongly depend on the synchronization of the 
neural activity at suprathreshold levels. One factor contributing to the vari- 
ability of the relation of EABR and hearing thresholds therefore could be 
the synchronization of the neural activity (see section 4). 

Thresholds of cortical middle-latency evoked potentials correlated with 
behavioral thresholds in promontory-stimulated patients (Kileny and 
Kemink 1987). However, the difference of psychophysical and electro- 
physiological thresholds was large (-4dB to +3dB). In single-channel 
cochlear implants the postoperative electrophysiological and psychophysi- 
cal thresholds were within ±ldB (Miyamoto 1986). Follow-up studies 
showed that electrophysiological and psychophysical thresholds in individ- 
ual subjects can vary substantially with multichannel implants (Shallop et 
al. 1990). Consistent with this result, epidurally recorded cortical middle- 



experiments and model calculations indicate that for optimum spatial selectivity 
the scala tympani should be filled with Silastic carrier as widely as possible to min- 
imize current shunts between the electrodes (Abbas and Miller, Chapter 5). 
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latency responses in guinea pigs correlated with behavioral thresholds; 
however, differences up to ±5 dB were observed in awake and anesthetized 
animals (Miller et al. 2001). The awake animals showed only slightly larger 
variability in thresholds than anesthetized ones. Despite the effect of anes- 
thesia on amplitude and latency of middle-latency responses (McGee et al. 
1983; Crowther et al. 1990; Krai et al. 1999), only minor effects of anesthe- 
sia on thresholds have been reported (McGee et al. 1983). The lowest 
thresholds of single- and multiunits in the auditory cortex were <1 dB higher 
than behavioral thresholds (cats: Beitel et al. 2000a, b; Vollmer et al. 2001) 
and were up to 10 dB lower than the lowest middle-latency response thresh- 
olds recorded epidurally (guinea pigs: Miller et al. 2001). 

Eventually, the criteria used for defining the electrophysiological thresh- 
olds can significantly affect the absolute threshold values. Additionally, psy- 
chophysical thresholds are known to be dependent on the spatiotemporal 
integration, and consequently different stimulation modes yield different 
results (Pfingst et al. 1991; Pfingst and Morris 1993; McKay, Chapter 7). 
Therefore, the selected threshold criterion and the stimulation mode can 
affect the absolute difference in psychophysical and neurophysiological 
thresholds in a given investigation. 

In summary, neurophysiological thresholds to Cl stimulation are up to 5 
to 10 dB higher than hearing thresholds, depending on the method of stim- 
ulation, recording, averaging, and criteria for threshold definition. The 
lowest multiunit thresholds represent the best approximation of the hearing 
thresholds. 

3.4 Dynamic Range 

The dynamic range in Cl stimulation is essentially similar in the auditory 
nerve and in the central auditory system. The dynamic range is very small 
for pulsatile stimulation (3-6 dB) and only slightly larger for low-frequency 
(-100 Hz) sinusoidal stimulation (10-12 dB), both for multiunit responses 
and for local field potentials. For stimulation with higher sinusoidal fre- 
quencies, the dynamic range decreases to 3dB (IC: Snyder et al. 1995; 
Vischer et al. 1997; Snyder et al. 2000; auditory cortex: Raggio and Schreiner 
1994; Hartmann et al. 1997a; human data: Zeng and Galvin 1999; Zeng and 
Shannon 1999). Both the amplitude-intensity and rate-intensity functions 
have a saturating shape. The dynamic range of electrically evoked responses 
(in dB) is on average ~2.5 times smaller than with acoustically evoked 
multiunit responses (Fig. 6.6; Raggio and Schreiner 1994; Schreiner and 
Raggio 1996). Raggio and Schreiner found indications that inhibition is 
more effectively activated with electrical stimulation of a normally devel- 
oped auditory system than with acoustical stimulation; the firing rate of cor- 
tical single units was more strongly negatively correlated with their latency 
in electrical stimulation. A possible reason could be the high synchroniza- 
tion of responses in electrically stimulated subjects (see below). 




Firing rate (sp/50 p.) Firing rate (sp/50 p.) 
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Stimulus Intensity (dB re:100jiA or 20 pPa) 




Stimulus Intensity (dB re:100pA or 20pPa) 

Figure 6.6. Rate-intensity functions of cortical multiunits (field Al, cat) for elec- 
trical stimulation of the deafened contralateral ear and acoustical stimulation of the 
ipsilateral ear (from Raggio an Schreiner 1994, with permission). The responses to 
electrical stimulation have a compressed dynamic range and more monotonic rate- 
intensity functions than responses to acoustical stimulation. 



3.5 Temporal Code 

The auditory nerve reacts to suprathreshold electrical stimulation by gen- 
erating action potentials with very short latencies (in the order of 0.3 ms). 
With monopolar sinusoidal stimulation at low frequencies (e.g., 100 Hz) 
action potentials synchronize to the cathodic phase of the stimulus. With 
increasing current levels, one to three spikes per period can be evoked 
(Hartmann et al. 1984b). Spontaneous activity is absent in the auditory 
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nerve of deaf cats. Consequently, the period histograms show strong syn- 
chronization to the electrical stimulus with synchronization indices >0.9 
(Hartmann et al. 1984b). In comparison to maximum synchronization to 
pure tones in hearing cats, the electrical phase-lock is much stronger and 
covers a frequency range, up to 12kHz (Fig. 6.7). 

A short acoustic click generates poststimulus time histograms with many 
peaks (a “ringing” pattern) in auditory nerve fibers. The poststimulus time 
histograms for pulsatile electrical stimulation of a deaf cochlea show only 
one sharp peak. This strong synchronization (“hypersynchronization”) to 
the stimulus with a very small stochastic jitter of the responses is a major 
problem for cochlear implants (Abbas and Miller, Chapter 5). 

Complex signals like steady-state vowels, when used as electrical stimu- 
lus in a one-channel analog coded speech processor (“Vienna” type), lead 
to intensity-dependent action potential patterns in the auditory nerve 
(Knauth et al. 1994). Just above threshold the spikes locked to the funda- 
mental frequency. With increasing level, two to three spikes per period were 
locked depending on strong FI (first formant) or F2 (second formant) com- 
ponents. The interspike intervals coded the higher formant frequencies FI 
and F2 only partially. The temporal code thus cannot unambiguously code 
the higher formants in electrical stimulation. Good speech comprehension 
in one-channel cochlear implant subjects has to rely on context-related 
pattern-completition mechanisms in the higher auditory centers (Warren 
1970; Krai 2000). Multichannel systems complement the temporal informa- 
tion with place information to eliminate this problem. Nonetheless, the time 
structure still provides the cardinal information in these devices (Dorman 
et al. 1997). 

Intracellular recordings from stellate and bushy cells in the anteroven- 
tral cochlear nucleus of rats with electrical stimulation of the auditory nerve 
(Paolini and Clark 1998) showed a short excitatory postsynaptic potential 
(3.6 ± 2.3 ms) with short latency (~lms) and fast rise time (<lms).The exci- 
tatory potential was followed by a hyperpolarization in most neurons. The 
hyperpolarization was either of short duration (<10ms) or long duration 
(>19ms). However, in 25% of the neurons, the hyperpolarization was 
absent. Consistent with this result, strong phase-locking to sinusoidal elec- 
trical stimulation was measured in the cochlear nucleus of deafened cats 
(Glass 1983, 1984). The synchronization indices declined with increasing fre- 
quency to a minimum at 6 kHz and increased again at 12 kHz. This unusual 
rise of the synchronization indices between 6 and 12 kHz may be caused by 
a problem of spike detection in recordings with large electrical artifacts. 

The time resolution of neuronal responses to electrical cochlear stimula- 
tion has been extensively investigated in the IC (Snyder et al. 1995, 2000). 
The neurons responded to unmodulated sinusoidal signals and pulse trains 
almost one to one with every stimulus cycle (Fig. 6.8) up to frequencies of 
~80Hz. At higher frequencies an adaptation of the responses was observed. 
At the end of a 320-ms pulse train, fewer spikes were evoked than at the 
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Figure 6.7. Comparison of cat auditory nerve responses to acoustic and electrical 
sinusoidal stimulation. A: Acoustic monitor of a sinusoidal stimulus (frequency 
100 Hz) and the corresponding period histogram. High-intensity stimulation (120 dB 
SPL) leads to phase-locked responses in the period histogram. B: Electrical monitor 
of a sinusoidal stimulus (100 Hz) and the corresponding period histogram of the 
response. Stimulation current 63juA rms . Electrical stimulation yields a higher syn- 
chronization of the responses to the stimulus. C: Group data of synchronization 
indices (with electrical stimulation) for all fibers recorded. Thick line represents 
means of the synchronization indices at the given stimulus frequency, thin line the 
maximum synchronization index obtained with acoustical stimulation at the char- 
acteristic frequency (CF) of the fibers. Electrical stimulation results in higher syn- 
chronization indices (based on data from Hartmann and Klinke 1990). 
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Figure 6.8. Responses of “sustained” neurons in cat inferior colliculus to electrical 
stimulation. A: Sinusoidal stimuli. B: Biphasic pulses 200 pA/phase. C: Amplitude- 
modulated sinusoidal stimuli (from Snyder et al. 1995, with permission). Neurons 
with sustained responses can lock to the phase of electrical stimuli with similar 
maximum following frequencies as with acoustic stimulation. 



beginning. Above pulse rates of 130 pulses per second (pps) only the first 
pulse of the train evoked action potentials. The neurons’ ability to follow 
unmodulated and AM-modulated pulse trains was divided into a slow-, 
medium-, and fast-responding groups. The mean maximum frequency to 
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which neurons could entrain 5 (maximum following frequency) for unmod- 
ulated pulses was 104 pps. Responses to higher pulse rates were possible in 
case of AM-modulated signals (carrier up to 600 pps). Most of the neurons 
(70%) showed a low-pass response for modulation frequencies up to 40 Hz. 
The remaining 30% had band-pass functions with a maximum between 34 
and 42 Hz. Additionally, amplitude modulation around carrier threshold 
intensity leads to complex response patterns depending on the modulation 
depth. 

In the primary auditory cortex only little temporal information on the 
structure of the original stimulus is left. Because neurons in the auditory 
cortex can be activated by short signals like single pulses and short dura- 
tion sinusoidal stimuli but less well by sustained unmodulated signals, most 
experiments concentrated on stimulation with single pulses with a long rep- 
etition time of 0.5 to 2 s (Hartmann et al. 1997a; Klinke et al. 1999, 2001; 
Krai et al. 2000, 2001, 2002). In acutely deafened cats, a short biphasic pulse 
evoked local field potentials with latencies between 8 and 20 ms. Also single- 
and multiunit responses in Al showed an onset response (on average a 
single action potential) in this time window (Raggio and Schreiner 1994; 
Schreiner and Raggio 1996). The onset response was followed by a silent 
period and a long latency response in the 150-ms range. The responses with 
latencies over 50 ms have been shown to be clearly dependent on the anes- 
thesia level (Krai et al. 1999) and seem to be influenced by a long-lasting 
inhibition (accommodation) following the onset response in the majority 
of cortical units. This effect prohibits entrainment of cortical activity to high 
pulse repetition rates. 

In higher pulse rates the first pulse always elicited a synchronized spike, 
and the response to the following pulses of the train showed increasing jitter 
(Fig. 6.9). At higher repetition rates (>10pps) the response pattern to the 
later pulses of the train became more and more stochastic (Schreiner and 
Raggio 1996; Kadner and Scheich 2000). In comparison to the response of 
neurons from cat auditory cortex to acoustic clicks (Eggermont 2002), a 
higher synchronization of the electrically evoked spikes was found 
(Schreiner and Raggio 1996). The coding of repetition rate by electrical 
cochlear stimulation in the primary auditory cortex of cats looked similar 
to the responses in the IC. The maximum following frequency of neurons 
was lower in the cortex than in the IC. Schreiner and Raggio (1996), com- 
pared maximum discharge rates of cortical single units between 5 and 
20 pps using bipolar stimulation with radial and longitudinal electrode pairs 
in acutely deafened ears. The evoked discharge rate was dependent on the 
electrode orientation and spacing (Fig. 6.6). The maximum following fre- 
quency was slightly (~3Hz) higher for electrical than acoustical stimulation. 



5 Entrainment is defined as the mean number of action potentials generated in 
response to a pulse train divided by the number of pulses in the train. At high rep- 
etition rates each pulse is no longer responded to by an action potential, and the 
entrainment decreases. 
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Figure 6.9. Locking of cortical responses to acoustical and electrical stimuli. A: 
Pulse frequency following response in the primary auditory cortex of the cat with 
acoustic click stimulation (from Eggermont 2002, with permission). B: Recording of 
a unit in the primary auditory cortex of a gerbil with electrical pulse stimulation of 
the auditory nerve (from Fiseifis and Scheich 1995, with permission). 
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Also a -20% higher spike entrainment (spikes/pules) was determined for 
electrical stimulation. These data have been interpreted as indicative of an 
earlier onset of cortical postexcitatory inhibition in electrically stimulated 
ears. This results, with unchanged duration of the inhibition, in earlier ter- 
mination of these inhibitory potentials. In consequence, higher maximum 
following frequencies with electrical stimulation are possible. 

3.6 Brainstem Implants 

From a theoretical point of view the central auditory system can also be 
used for stimulation with a neuroprosthetic device. It is known that in the 
sensory system specific nerve/cell stimulation leads to a corresponding sen- 
sation. In the visual system electrical stimulation of the visual cortex in blind 
subjects leads to punctuate light sensations called phosphenes (Brindley et 
al. 1972). However, stimulation of the temporal gyrus (not the primary audi- 
tory cortex) by Dobelle and colleagues (1973) showed no analog auditory 
sensations (like sounds with periodicity pitch or noisy sensations) that could 
be used for coding strategies in specialized signal processors. Early studies 
tested the superior olivary complex as a potential site for electrical stimu- 
lation; rats could be conditioned to electrical stimulation of this structure 
(Berard et al. 1983). However, from the surgical and neurophysiological 
points of view, the cochlear nucleus is more suitable for electrical stimula- 
tion: an auditory brainstem implant (ABI) (Eisenberg et al. 1987; Shannon 
and Otto 1990; Brackmann et al. 1993; Shannon et al. 1993) was developed 
as a prosthesis for deaf patients with atrophy of the auditory nerve and for 
patients after dissection of the auditory nerve due to acoustic neurinomas. 
The EABRs were tested as a useful tool for assisting in placement of the 
implant (Waring 1998). 

The ABI has to be able to selectively stimulate spatially restricted pop- 
ulations of neurons and, at the same time, remain in place for long periods 
of time. The latter precondition is important for preventing damage or 
stimulation of nonauditory pathways in the brainstem. An additional com- 
plication is the high diversity of cell types with very different functional 
properties in the brainstem, highly contrary to the situation in auditory 
nerve. Many of these functionally different cells are simultaneously stimu- 
lated by the same electrical stimulus. 

In theory, the optimal place for a brainstem implant is the AVCN, where 
the properties of the neurons are similar to those of the auditory nerve 
(“primary-like”). In practice, the dorsal part of the cochlear nucleus has 
been stimulated safely via surface ABI electrode arrays and a modified 
cochlear implant speech processor (Shannon et al., Chapter 8; Shannon and 
Otto 1990; Brackmann et al. 1993; Shannon et al. 1993; Otto et al. 2002). A 
disadvantage of DCN stimulation is that only a subpopulation of cells can 
be reached with surface electrodes. They mostly stimulate the dorsal stria 
of the DCN as well as activate intrinsic inhibitory circuits. This was tested 
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in several animal experiments with surface electrodes (Shore et al. 1990). 
Consequently, patients initially describe their perceptions as muffled, like 
“beeps and boops” or like trying to talk with the mouth closed, with 
improvement in quality of perceptions with use of the device (Otto et al. 
2002). To introduce a better controlled cochleotopic stimulation, penetrat- 
ing electrodes for microstimulation were tested in animal experiments. The 
most important questions concern safety aspects. Insertion of needle elec- 
trode arrays was tested in the cochlear nucleus of cats (McCreery et al. 1992, 
1994) and guinea pigs (El-Kashlan et al. 1991; Liu et al. 1997; Rosahl et al. 
2001). The main differences between surface and insertion electrodes were 
the higher thresholds and lower dynamic ranges for the surface position. 
With insertion electrodes in the PVCN (McCreery et al. 1998), a 
cochleotopic organization was demonstrated by stimulating four positions 
inside the CN and recording multiunit activity and local field potentials in 
penetration tracks in the IC. The uptake of 2-deoxyglucose in the con- 
tralateral SOC, IC, and ipsi- and contralateral LL was higher with the 
penetrating electrodes (El-Kashlan et al. 1991). From evaluation of the 
neurophysiological data, penetrating electrode arrays stimulate more 
specifically the auditory pathway in the CN than surface electrodes. Con- 
sequently, this type of electrode appears suitable for future ABI, if its safety 
can be guaranteed for human subjects. However, even the surface ABI 
helps facilitate spoken communication (Shannon et al., Chapter 8). 

3. 7 Summary on Cochlear Implant Stimulation 

Electrical stimulation of the auditory nerve can provide both a place code 
as well as the temporal code to the central auditory system. Currently, the 
place code, to a certain extent, can be exploited with cochlear implants. 
Tripolar configurations can even restrict the excitation pattern to one crit- 
ical band over a considerable intensity range (Fig. 6.4A). Such restricted 
excitation patterns are not substantially degraded in the afferent auditory 
pathway, so that the cortical activation pattern evoked by tripolar configu- 
ration is substantially more restricted than the one evoked by monopolar 
stimulation. The temporal code is exactly transmitted by electrical stimula- 
tion, even better than in hearing ears. The lack of spontaneous activity in 
deaf ears combined with the hypersynchronized activity substantially 
reduces the dynamic range with electrical stimulation. 

4. Profound Hearing Loss and Central Auditory System 

Cochlear implant stimulation in clinical practice is often performed on an 
auditory system that has been profoundly deaf for a long period of time. 
Profound sensorineural hearing loss deprives the auditory system of its 
inputs, and, as will be shown below, affects its morphological and functional 
properties (see Leake and Rebscher, Chapter 4). Profound hearing loss can 
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affect the whole hearing range of sound frequencies (total hearing loss) or 
only a part of it (circumscribed hearing loss). Additionally, hearing loss can 
be binaural or monaural. These different conditions have different impacts 
on the central auditory system. 

A circumscribed cochlear lesion deprives the central cochleotopic repre- 
sentations (maps) of a part of their inputs. Consequently, circumscribed 
cochlear lesions initiate a reorganization in the central representations of 
the cochlea. The functional parts of the cochlea, mainly those adjoining the 
lesion, become overrepresented at the cost of the representation of the 
“deaf” parts of the cochlea (Robertson and Irvine 1989; Rajan et al. 1993). 
A competition of neighboring cochlear representations for neuronal targets 
are supposed to initiate the expansion: the representation of more activated 
input streams expands replacing less active or inactive streams. Reorgani- 
zation of sensory maps is supposed to be based on long-term potentiation 
and long-term depression of synaptic efficiencies (Buonomano and 
Merzenich 1998). Reorganization of sensory maps after circumscribed 
sensory lesions ( injury-induced plasticity ) differs from plastic reorganiza- 
tion induced by learning (Recanzone et al. 1993). Learning involves con- 
trolled activation of neuromodulatory systems like the cholinergic system 
(Bakin and Weinberger 1996; Weinberger 1997; Kilgard and Merzenich 
1998). Involvement of these structures in injury-r elated plasticity has not 
been reported. 

Circumscribed cochlear lesions induce changes also in the cochlear 
nucleus (Kaltenbach et al. 1992; Rajan and Irvine 1998). However, in con- 
trast to the changes in more central parts of the auditory system (IC, audi- 
tory cortex), the former are not based on neuronal plasticity. Rather, they 
are caused by originally inhibited prelesion inputs from neighboring 
cochlear regions. 

Several interesting facts can be deduced from the studies on circum- 
scribed cochlear lesions. First, the lack of plastic reorganizations in the 
peripheral auditory system and its presence in the more central parts lead 
to the conclusion that central mechanisms are responsible for the effect of 
injury-induced plasticity. Second, the capacity for neuronal plasticity is 
larger in the more central parts of the auditory system. Third, it has been 
shown that this type of plasticity is larger in young (immature) animals 
(Harrison et al. 1991), indicating a sensitive period for injury-induced plas- 
ticity in the auditory system. 

Total bilateral deafness does not induce a disequilibrium between audi- 
tory inputs to the central cochlear maps, as all inputs are inactive. None of 
the inputs has an advantage in the competition for neuronal targets. Reor- 
ganizations of cochlear maps, as found in circumscribed hearing loss, there- 
fore cannot take place in the same way in total deafness. Total deafness, 
however, has other profound effects on the central auditory system. The 
“unused” auditory system undergoes degenerative changes. More impor- 
tantly, neuronal postnatal development is supposed to depend on “experi- 
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ence” (sensory input). Maturation of the central auditory system extends 
well into postnatal age in mammals. It is not completed before the age of 
5 months in cats and before 12 years in humans, possibly extending into 
adolescence. Total auditory deprivation from birth leads to a “naive” audi- 
tory system, as normal developmental processes are affected by the total 
absence of auditory input. 

4.1 Postnatal Auditory Maturation 

4.1.1 Normal Morphological Development 

The human auditory system matures during postnatal life. The myelination 
of the afferent auditory pathway matures during the first 2 to 4 years post- 
natally (p.n.). The development of axon diameter and myelin sheath can 
even be traced into adolescence (Yakovlev and Lecour 1967; Paus et al. 
1999). Dendritic development of neurons in the brainstem is initiated 
around the 24th fetal week (Moore et al. 1997a); however, the development 
also extends into the perinatal and postnatal periods. The structure of audi- 
tory brainstem neurons, as revealed by changes in microtubule-associated 
protein 2 (a molecule that stabilizes dendritic process by promoting assem- 
bly of microtubules), is not terminated before 6 months after birth (Moore 
et al. 1998). The human auditory cortex, on the other hand, shows devel- 
opment up to the 12th year p.n. (Moore and Guan 2001; Moore 2002). Post- 
natal development of human neocortex includes formation of new 
dendrites and deletion of already existing ones (Conel 1939-1967). Dele- 
tion of existing dendrites is massive and takes place between the 2nd and 
the 6th year, extending to adolescence. Correspondingly also the number 
of synapses in the human neocortex demonstrates postnatal development. 
A massive formation of new synapses can be observed during the first 2 to 
4 years of life. After the 4th year of life many synapses gradually disappear 
in all investigated cortical regions (including auditory cortex), so that only 
50% of the maximum counts are found in adolescent brains (“synaptic 
pruning,” Huttenlocher 1984; Huttenlocher and Dabholkar 1997; recent 
review of synaptogenesis theory in Benson et al. 2001). Synaptic pruning 
has been causally connected to sensory experience in birds (Wallhauser and 
Scheich 1987). In mammals the evidence of a connection of sensorial expe- 
rience and pruning is less direct and only known for the visual system. In 
cats, pruning takes place between the 5th and the 12th week postnatally 
in the visual cortex (Cragg 1975a; O’Kusky 1985; Schoop et al. 1997; 
for monkeys compare O’Kusky and Colonnier 1982a-c;). This process is 
affected by sensory deprivation in the early postnatal period. Cats that were 
dark-reared (or whose visual nerve was mechanically destroyed) had sig- 
nificantly fewer cortical synapses (Cragg 1975b; O’Kusky 1985; Schoop et 
al. 1997). This effect was more pronounced in infragranular layers of the 
cortex. Consequently, the theory of synaptogenesis assumes that synapses 
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that are not activated by sensory inputs are pruned, and the activated ones 
are stabilized in the early postnatal development. 

4.1.2 Normal Functional Development 

Functional development of the auditory system continues postnatally. The 
human cochlea and brainstem start functioning at the 28th fetal week, as 
shown by auditory brainstem responses and acousticomotor reflexes 
(Moore et al. 1995). Nevertheless, the human auditory brainstem evoked 
response becomes mature only by 2 years after birth (Ponton et al. 1992). 
Cortical evoked potentials can be recorded already in neonates. Their shape 
is very variable in childhood and shows significant developmental changes 
until 12 to 14 years of age, possibly extending into adolescence (Barnet and 
Ohlrich 1975; Eggermont 1985, 1988, 1992a; Sharma et al. 1997; Ponton et 
al. 2000a). Mismatch-negativity of cortical evoked responses has been 
demonstrated in neonates, and also shows maturation in the first months 
after birth, with most rapid maturation rates between 6 and 12 months p.n. 
(Cheour et al. 2000). 

In cats, the cochlea achieves functional maturity during the second week 
after birth (Brugge 1992). Functional development in the cochlear nucleus, 
however, proceeds until the fourth week after birth (Brugge et al. 1978). 
Responses in the cat IC mature (in term of frequency tuning and periodic- 
ity coding) on days 26 to 30 p.n. (Aitkin and Moore 1975; Moore and Irvine 
1979). The cortical local field potentials and multiunit responses in cortical 
field Al reach threshold levels of less than 100 dB SPL only on day 10 p.n. 
(Konig et al. 1972; Brugge 1992). Functional development in cat primary 
auditory cortex proceeds, however, until the fifth month p.n., shortly before 
the animal becomes sexually mature (Eggermont 1991, 1996). 

What is the effect of complete hearing loss on the auditory system? The 
effects may include synaptic changes together with more extensive struc- 
tural reorganization of the affected system. Hearing loss can additionally 
interfere with normal auditory development if onset of deafness takes place 
during the normal auditory development. Therefore, two different condi- 
tions for effects of hearing loss are discussed here: adult-onset deafness and 
congenital/neonatal deafness. 

4.2 Central Effects of Hearing Loss in Adults 

Investigation of long-term effects of hearing loss is complicated by method- 
ological difficulties as a complete hearing loss cannot be reversibly made in 
mammals. Reversibility is important, as it would provide the opportunity to 
test central auditory responses to sound after periods of complete depriva- 
tion. Ear plugging (conductive hearing loss) leads to reversible threshold 
shifts, but does not cause complete hearing loss due to preserved bone con- 
duction. The increase in hearing threshold after ear plugging is between 20 
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and 40 dB and exceeds 40 dB only in exceptional cases (Nixon and von 
Gierke 1959). Consequently, complete hearing loss can be induced only by 
destruction of the sensory structures (sensory, cochlear deafness). Sensory 
deafness is irreversible in mammals. To investigate the functional proper- 
ties of the auditory system following complete sensory hearing loss, elec- 
trical stimulation of the auditory nerve becomes necessary. 

Can we find central auditory changes as a consequence of complete 
hearing loss that occurs late in life? The auditory system is no doubt plastic 
even in adults (Buonomano and Merzenich 1998); however, there are few 
data on functional consequences of complete hearing loss. 

One central effect of total bilateral deafness induced in adult animals is 
the central down-regulation of inhibition, as demonstrated on guinea pigs 
and rats (Bledsoe et al. 1995). Complete bilateral deafness was induced by 
intracochlear application of neomycin. The auditory system was stimulated 
by pulsatile electrical stimulation through an intracochlear electrode 
(monopolar configuration). The responses in the central nucleus of the IC 
were investigated both electrophysiologically and by a c -fos technique. The 
number of units showing inhibitory responses to electrical cochlear stimu- 
lation decreased from 43% in hearing animals to less than 5% in animals 
that were deaf for 21 days. After 21 days of deafness, the number of fos- 
immunoreactive neurons increased by a factor of about 2. On the other 
hand, the amount of potassium-stimulated y-aminobutyric acid (GABA) 
release was markedly suppressed in animals deafened for 30 days. Conse- 
quently, after several weeks of deafness the adult auditory midbrain shows 
signs of disinhibition. Indeed, an increased amplitude of local field poten- 
tials was found in animals after induction of temporary threshold shift by 
acoustic overexposure (Willott and Henry 1974; Willott and Lu 1982; Syka 
and Rybalko 2000). 

Indications of disinhibition as a consequence of deafness have been 
found also in the primary auditory cortex (Raggio and Schreiner 1999). 
Adult cats were deafened by subcutaneous application of kanamycin and 
aminooxyacetic acid 2 weeks before the neurophysiological experiment (in 
deaf animals, 2 weeks of deafness before the experiment) and compared to 
adult animals deafened by intracochlear application of neomycin or by 
mechanical damage right at the beginning of the experiment (control 
animals, normally hearing before the experiment). Stimulation was per- 
formed by cochlear implants in both groups. The authors compared multi- 
unit responses measured in middle cortical layers of field Al at the 
hemisphere contralateral to the implanted ear. The study revealed a rudi- 
mentary cochleotopy in both groups (see section 4.3). The control animals 
had higher minimum thresholds than the deaf animals. A cortical “activa- 
tion area” was defined as the cortical area comprising units with a thresh- 
old within 6 dB of the minimum recorded threshold of the given animal and 
stimulation configuration. This area was about twice as large in the deaf 
animals as in controls. Decreased thresholds and increased cortical acti- 
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vated areas in adult-deafened animals thus demonstrated a “hypersensitiv- 
ity” of the auditory cortex as a consequence of deafness (compare also 
Woolf et al. 1983; Sasaki et al. 1980). 

Some human subjects who have become deaf in adulthood (postlingual 
deafness) perform surprisingly well in speech recognition with cochlear 
implants even after decades of complete deafness. Late cortical evoked 
potentials (P300) and mismatch negativity recorded a few months after 
cochlear implantation in postlingually deaf subjects have characteristics 
similar to those obtained from hearing controls with corresponding acoustic 
stimuli (Kraus et al. 1993; Micco et al. 1995). Hence, if deafness is complete 
and bilateral, the adult auditory system is affected by functional degenera- 
tive changes only to a minor extent and quickly learns to adapt to the arti- 
ficial electrical stimulation. The disinhibition demonstrated in numerous 
studies after adult onset of deafness seems counterbalanced after auditory 
input is resumed. 



4.3 Central Effects of Neonatal Hearing Loss 

Manipulation of hearing during development has been performed on a 
number of animal models. Altricial animals (e.g., ferrets, cats) can neither 
see nor hear at birth (Krai et al. 2001; Syka 2002). They provide the possi- 
bility to manipulate the auditory input before hearing onset. Deprivation 
studies have been performed with different deafening techniques, bearing 
different respective advantages and disadvantages. 



4.3.1 Deprivation Models 

Mechanical cochlear ablation was performed to investigate effects of audi- 
tory deprivation well before the onset of hearing function (Kitzes et al. 
1995; Russell and Moore 1999; Gabriele et al. 2000). The main drawback of 
the ablation model is a concomitant complete withdrawal of all neu- 
rotrophic factors released from the cochlea. Additionally, cochlear implant 
stimulation is not possible in this model, so that functional studies are 
limited to unilateral deafness. Spontaneous activity is completely normal 
before and completely absent after ablation, which most probably does not 
match the pathophysiology of “natural” hearing loss. 

Another deafness model involves congenitally deaf species (e.g., con- 
genitally deaf cats: Larsen and Kirchhoff 1992; Heid et al. 1998; congeni- 
tally deaf mice: Steel and Bock 1980; Kiernan and Steel 2000; or 
congenitally deaf dalmatians: Niparko and Finger 1997). Many congenitally 
deaf animals show slow degeneration of the spiral ganglion (e.g., congeni- 
tally deaf cats: Heid et al. 1998), comparable to human congenital (perina- 
tal) deafness (Felix and Hoffmann 1985; Vasama and Linthicum 2000). 
However, they often have small litters and low reproduction in the colony. 
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A third model is animals deafened neonatally by ototoxic drugs (Leake- 
Jones et al. 1982; Xu et al. 1993). Cochlear sensitivity to ototoxic agents is 
known to develop in line with hearing function (Carlier and Pujol 1980; 
Raphael et al. 1983; Shepherd and Martin 1995), providing the possibility 
to deafen animals before they gain auditory experience. These animals, 
however, suffer from a pronounced loss of spiral ganglion cells (Leake et 
al. 1999) due to direct toxic effects of ototoxic drugs. Degeneration of the 
auditory nerve results in different degrees of activation of the auditory 
system by cochlear electrostimulation, depending on the number of surviv- 
ing neurons (Schwartz et al. 1993; Araki et al. 2000). Auditory nerve degen- 
eration can set up denervation effects, caused by the physical absence of 
the auditory nerve fibers in addition to the absence of neural activity. 
However, this model does not impose limits on the number of experimen- 
tal animals. 



4.3.2 Morphological Changes in the Auditory Brainstem and Midbrain 

Dystrophic changes in the brainstem following binaural neonatal (con- 
genital) auditory deprivation have been reported by several laboratories. A 
decrease of somatic area of neurons in the brainstem of auditory-deprived 
animals has been demonstrated repeatedly (Trune 1982; Nordeen et al. 
1983; Hultcrantz et al. 1991; Matsushima et al. 1991; Saada et al. 1996; 
Niparko and Finger 1997; Heid 1998; Hardie and Shepherd 1999; reviewed 
in Shepherd and Hardie 2001). However, no change in neuronal cell counts 
has been reported in the brainstem of neonatally deafened and congeni- 
tally deaf animals. This is surprising in light of studies demonstrating that if 
auditory deprivation (by cochlear ablation or block of action potential con- 
duction) is performed before hearing onset, the neuronal cell counts in the 
cochlear nucleus are reduced (Born and Rubel 1988; Pasic and Rubel 
1989; Tierney et al. 1997; Mostafapour et al. 2000, 2002). This effect can 
be explained by the fact that the susceptibility of the cochlea to insults 
(ototoxic substances and possibly also some genetically caused cochlear 
pathologies) emerges only with the hearing onset (Carlier and Pujol 1980; 
Raphael et al. 1983; Shepherd and Martin 1995). Both the neonatally deaf- 
ened and congenitally deaf animals possibly develop degenerative changes 
in the cochlea first at the time of the hearing onset and not before that time 
(Shepherd and Hardie 2001). Consequently, at the time of cochlear degen- 
eration the number of neurons in the cochlear nucleus is already established 
and does not decrease afterward. The absence of auditory experience in the 
central auditory system, however, has been provided in all these deafness 
models. There was no postnatal period with recordable auditory brainstem 
responses for stimuli up to 115 dB SPL in congenitally deaf cats (Heid et 
al. 1998). Similarly, in neonatally deafened cats there were no auditory 
brainstem responses for stimuli up to 108 dB SPL (Vollmer et al. 1999) or 
up to 92 dB SPL (Hardie and Shepherd 1999). 
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No data are available about neuronal activity in the auditory nerve of 
young congenitally deaf or neonatally deafened cats. However, the pres- 
ence of spontaneous activity in young animals (before cochlear degenera- 
tion or deafening) is likely. Spontaneous activity in the auditory nerve could 
suffice to prevent neuronal death in cochlear nucleus in congenitally deaf 
animals or neonatally deafened animals. Dying hair cells could even induce 
an increase in activity of the auditory nerve. 

Changes in the end bulbs of Held have been demonstrated in the 
cochlear nucleus of congenitally deaf cats (Larsen and Kirchhoff 1992; 
Ryugo et al. 1997, 1998): reduction in the number of terminal ramifications, 
in the density of synaptic vesicles, and an increase in the size of the synap- 
tic area and in pre- and postsynaptic densities. Consequently, not only dys- 
trophic but also hypertrophic, possibly compensatory, processes, take place 
after early deprivation. The dendritic trees are reduced after auditory depri- 
vation in the cochlear nucleus (Trune 1982; Conlee and Parks 1983). Similar 
dystrophic changes were also found in the brainstem of deaf humans with 
adult onset of deafness (Moore et al. 1997b). 

Synaptic numbers in the midbrain of neonatally deafened animals were 
reduced (Hardie et al. 1998), demonstrating that synaptogenesis is affected 
by auditory deprivation. However, basic interconnections between brain- 
stem and midbrain nuclei are preserved and demonstrate a nucleotopy in 
congenitally deaf cats (Heid et al. 1997). The projections from the thalamus 
to the primary auditory cortex are also relatively normal in neonatally deaf- 
ened cats (Stanton and Harrison 2000). Consequently, despite certain mor- 
phological deficits the gross interconnection pattern in the subcortical 
auditory pathway is preserved in naive deaf animals. 

Extensive morphological studies have been undertaken on the brainstem 
and midbrain of monaurally deprived animals (gerbils, ferrets, and rats), 
mainly by cochlear ablation (Kitzes and Semple 1985; Moore and Kitzes 
1985; Reale et al. 1987; McMullen and Glaser 1988; McMullen et al. 1988; 
Moore et al. 1993; Moore 1994; Kitzes et al. 1995; Russell and Moore 1995). 
These studies demonstrated that unilateral deprivation leads to a reorga- 
nization of binaural projections to the superior olive and inferior collicu- 
lus. The ablated side loses projections to the investigated nuclei. Instead, 
the number of projections from the intact side increases, indicating a 
replacement of the silenced projections by the active ones. Bilateral abla- 
tions do not lead to such extensive rewiring in the auditory system (Moore 
1990; Silverman and Clopton 1977). The structure of dendritic trees in supe- 
rior olivary nuclei also depends on acoustic input: monoaural deprivation 
leads to reorganization of the dendritic trees with a reduction of dendritic 
length at the side of reduced cochlear activity (Feng and Rogowski 1980; 
Rogowski and Feng 1981; Deitch and Rubel 1984). 

In summary, more extensive morphological changes can be demonstrated 
with monaural deprivation than with binaural deprivation. The reason can 
be that monaural deprivation causes an unbalance between active and inac- 
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tive inputs to neurons receiving binaural projections. Binaural inputs are in 
competition for neuronal targets (neurotrophic factors synthetized by the 
targets). If one input shows significantly smaller activity, it will be replaced 
by more active inputs. 

4.3.3 Functional Changes in the Auditory Brainstem and Midbrain 

In very young gerbils Kotak and Sanes (1997) demonstrated fast and pro- 
found effects of unilateral cochlear ablation on the functionality of synapses 
in the auditory brainstem. The authors ablated the cochlea on day 7 p.n. 
and investigated the brainstem using the brain-slice technique 1 to 6 days 
after the manipulation. Synaptic transmission was markedly decreased after 
cochlear ablation on the deprived side of the cochlear nucleus. A follow-up 
study demonstrated a different effect in the midbrain: following a 5-day- 
long deafness (induced on day 9 p.n.) in young gerbils, there was an increase 
of excitatory postsynaptic currents and a decrease in postsynaptic inhibitory 
currents in the IC, indicating a disinhibition in the midbrain (Vale and Sanes 
2002 ). 

In waking neonatally deafened and congenitally deaf cats, electrical stim- 
ulation of the auditory nerve evoked pinna and head orientation reflexes 
(Snyder et al. 1991; Klinke et al. 1999; Krai et al. 2002). These brainstem 
reflexes thus develop independent of auditory experience. Auditory mid- 
brain activity evoked by electrical stimulation demonstrated only small 
functional deficits after neonatal bilateral deprivation. The most prominent 
difference between deaf and control (hearing, acutely deafened) animals 
was the shape of wave IV of the brainstem evoked response (Hardie and 
Shepherd 1999). Thresholds of auditory-evoked brainstem responses were 
increased after auditory deprivation in neonatally deafened cats (Snyder et 
al. 1990; Hardie and Shepherd 1999). In contrast to this finding, single-unit 
thresholds in the IC were lower in neonatally deafened cats than in hearing 
acutely deafened controls (Snyder et al. 1991). This contradiction indicates 
that synchronization of the neuronal activity in the central auditory system 
decreased with deprivation. Indeed, an increased temporal jitter of the 
responses has been demonstrated in the IC of neonatally deafened cats 
(Shepherd et al. 1999). This effect could also be responsible for the high 
variability of EABR thresholds in comparison to hearing thresholds (see 
section 3.3). 

Electrical spatial threshold curves in the central nucleus of the IC were 
not affected by auditory deprivation (Snyder et al. 1990). The topographic 
representation and the cochleotopic gradient were not affected by auditory 
deprivation either (Snyder et al. 1991). Other functional parameters of the 
units in the IC (e.g., rate-intensity functions, types of peristimulus time his- 
tograms) were also not significantly affected by auditory deprivation. 

In summary, in contrast to morphological data on auditory-deprived 
animals, functional properties of IC neurons show only minor deficits. The 
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basic functional properties in the auditory brainstem and midbrain are not 
extensively affected by auditory deprivation. This, however, does not hold 
for the properties of binaural interaction. The development of binaural 
inhibitory-excitatory interactions critically depends on auditory experience 
in the olivary complex (Brand et al. 2002; Kapfer et al. 2002). Consequently, 
the ability to localize the sound source could be significantly altered in 
auditory-deprived animals, as also evidenced from the owl studies 
(Knudsen 1999). 



4.3.4 Functional Changes in the Primary Auditory Cortex 

The primary auditory cortex of adult, congenitally deaf cats, can be acti- 
vated by electrical stimulation of the auditory nerve (Hartmann et al. 1997b; 
Shepherd et al. 1997). Both local field potentials and multiunit activity in 
the contralateral Al field can be recorded in response to electrical stimu- 
lation of the auditory nerve. Single units in these cats displayed a short 
latency response to pulsatile stimulation (shortest latency ~8ms) with a suc- 
cessive suppression of spontaneous activity. The latencies were comparable 
to normal-hearing cats when electrically stimulated (Raggio and Schreiner 
1994). A rudimentary cochleotopy was demonstrated in field Al of con- 
genitally deaf cats (Hartmann et al. 1997b). The pronounced degeneration 
of the auditory nerve fibers by pharmacological deafening could have 
contributed to a more smeared cochleotopy in neonatally deafened 
cats (Raggio and Schreiner 1999). Two regions of lower multiunit thresh- 
olds separated by a high-threshold ridge were found in the auditory 
cortex of neonatally deafened cats (Raggio and Schreiner 1999), which pos- 
sibly correspond to two cortical high-amplitude spots in local field poten- 
tials recorded in congenitally deaf cats (see Fig. 6.15). Cortical areas 
activated by the stimulation were larger and the lowest cortical thresholds 
lower in neonatally deafened animals compared to hearing acutely deaf- 
ened controls (Raggio and Schreiner 1999), indicating a similar cortical 
“hypersensitivity” at threshold stimulation intensities as in adult-onset of 
deafness. 

Most studies on cerebral cortex, including plasticity studies, have been 
carried out in “middle cortical layers” (layers III and IV). Cortical layers 
differ in their functional properties. Plasticity is high in the cortex of young 
animals; however, only layer III remains plastic into adulthood in primary 
sensory cortex (Singer 1995; Kaczmarek et al. 1997). The effects of depri- 
vation have to be investigated in all cortical layers. 

To address both this question, synaptic activity in the primary auditory 
cortex of congenitally deaf animals was investigated in a layer-specific 
manner (Krai et al. 2000). Current source densities were computed from 
field potentials recorded in different cortical layers. These current source 
densities provide a measure of extracellular components of synaptic 
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currents (Mitzdorf 1985). Far-field influences are eliminated with this 
technique. 

Stimulation was performed using charge-balanced biphasic pulses 
applied in a monopolar configuration through a cochlear implant. Com- 
parisons were performed with stimulation at a high intensity (10 dB over 
the lowest individual cortical thresholds, in saturation of the amplitude- 
intensity functions of field potentials). 

In accordance with the theory of synaptogenesis, adult congenitally deaf 
cats showed significantly smaller mean synaptic currents when compared 
to hearing animals (Fig. 6.10), as a consequence of either more extensive 
synaptic pruning in the inactive auditory cortex or degenerative processes 
(Krai et al. 2000). Earliest synaptic currents had longer latencies in naive 
animals than in hearing cats. Synaptic currents were small with latencies 
above 30 ms in deaf cats. Infragranular synaptic currents were substantially 
reduced by deprivation. 

Reduced synaptic activity in infragranular cortical layers implies re- 
duced feedback activation of subcortical structures, most importantly the 
auditory thalamus, as these layers are the source of corticothalamic pro- 
jections (layer VI; Wong and Kelly 1981; Mitani and Shimokouchi 1985; 
de Venecia et al. 1998). Corticothalamocortical loops may be involved in 
short-term memory (Edeline 1999; Steriade 1999). Projections to more 
peripheral nuclei are also affected in naive animals: layer V is the source 
of afferent projections to the IC (Andersen et al. 1980; Mitani et al. 1983; 
Krai et al. 2000). Corticocortical interactions are also in part mediated by 
infragranular layers. Low synaptic activity after 30 ms poststimulus further 
indicates functional impairments in corticocortical interactions (Winguth 
and Winer 1986). The highly coordinated interaction of the primary audi- 
tory cortex with other cortical and subcortical centers seems to be dis- 
rupted after auditory deprivation. The postnatal development of the 
cerebral cortex of cats starts in infragranular layers (Friauf and Shatz 1991; 
Friauf et al. 1990), which are also the first to become mature (Huttenlocher 
and Dabholkar 1997). They are downstream in the information process- 
ing within the cortical column; they receive inputs from supragranular 
layers and layer IV. This might explain why they are most affected by 
deprivation. 

The auditory system remains in an immature state also in prelingually 
deaf humans (e.g., Ponton et al. 1996a, b; Firszt et al. 2002a, b). Right after 
cochlear implantation deaf children showed Pi waves in cortical evoked 
potentials. However, group data showed that Pi latency had not matured 
normally during the deafness period. Deaf children had longer Pi latency 
than age-matched hearing children. Additionally, later responses like waves 
N ib or P 2 were either absent or had longer latencies in deaf children. These 
data agree with the animal studies mentioned above. (For cortical matura- 
tion with Cl stimulation see section 4.4.) 
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Figure 6.10. Deficits in synaptic activity in the primary auditory cortex of congen- 
itally deaf cats. A: A profile of local field potentials recorded during a penetration 
through the primary auditory cortex with a microelectrode in a control (hearing, 
acutely deafened) cat. Drawing on the left is the histological reconstruction of the 
electrode penetration. The depth profiles of the current source densities computed 
from the field potentials are shown on the right. B: Similar data taken from a naive 
congenitally deaf cat. Mean current source densities are significantly smaller and 
show a different activation pattern in congenitally deaf cats (modified from Krai et 
al. 2000). 
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In summary, cochleotopic organization of the auditory system is at least 
partly developed in naive deaf animals, although it appears rudimentary in 
the auditory cortex. Synchronization of responses is slightly but significantly 
decreased in the brainstem and midbrain after auditory deprivation. 
Decreased cortical thresholds to cochlear implant stimulation in neonatally 
deafened animals, together with large cortical areas activated by the 
stimulation at threshold intensity, indicate a central “hypersensitivity” to 
stimulation. A decrease in synaptic currents in primary auditory cortex in 
congenitally deaf cats in response to intense stimulation (10 dB above 
threshold), on the other hand, indicates that in deaf animals functional 
intracortical synapses were either not formed or were lost in comparison to 
hearing controls. The decrease in synaptic activation was most pronounced 
in infragranular cortical layers and with longer latencies (>30ms). The 
changes caused by congenital auditory deprivation imply substantial deficits 
in transmission of neuronal activity from primary auditory cortex to higher 
cortical areas and back to subcortical nuclei. Similarly, electrophysiological 
data suggest that the auditory system remains in an immature state in deaf 
children. 



4 A Auditory Experience After Periods of Deafness 

Funtional deficits in the auditory system after long-term deafness are sup- 
posed to be the consequence of lack of activity in the auditory system. Such 
theory can be further tested by providing long-term deaf subjects with audi- 
tory input and demonstrating reversibility of the deficits due to hearing 
experience. This is possible with electrical stimulation through a cochlear 
implant. Furthermore, it is of clinical interest to investigate the ability of 
the auditory system to learn to appropriately process the artificial electri- 
cal stimuli. Eventually, it is important to find out whether or not the adap- 
tation to artificial stimulation is restricted to certain developmental periods 
of the auditory system. 



4.4.1 Subcortical Developmental Plasticity — Morphology 

The studies of subcortical reorganization of the auditory system with chronic 
electrostimulation rely mainly on data from neonatally deafened cats 
(Leake-Jones and Rebscher 1983; Xu et al. 1993). The chronic electrostimu- 
lation of the auditory system was performed using pulsatile stimulation in a 
single-channel strategy (bipolar stimulation, most apical electrodes of the 
implant). The animals were implanted at the age of 2 to 5 months and 
attached to a stimulator for 1 to 4 hours/day. They were stimulated either 
with pulse trains of a given repetition rate (30 Hz in the initial studies, over 
300 Hz in the more recent studies) or by amplitude- or frequency-modulated 
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pulse trains. Duration of stimulation was up to 3 to 10 months, 2 or 6 dB over 
behaviorally determined hearing thresholds (Beitel et al. 2000a, b). 

The total duration of auditory experience is an important factor in revers- 
ing the effects of auditory deprivation in the cochlear nucleus. Hultcrantz 
et al. (1991) investigated the cochlear nucleus of chronically stimulated 
neonatally deafened cats. Stimulation through the cochlear implant was ini- 
tiated at the age of 3.0 to 4.5 months. The animals were stimulated 1 hour 
a day, 5 days a week, for a period of 3 months (total stimulation time: 
60 hours). The study did not demonstrate any effects of chronic electros- 
timulation on the anteroventral cochlear nucleus (cross-sectional somatic 
neuronal area, spherical cell densities, or cochlear nucleus volume). Conse- 
quently, the 60 hours’ stimulation (over 3 months) was not sufficient to 
reverse the deprivation-induced dystrophic changes in the cochlear nucleus. 
Lustig et al. (1994) repeated the study with a longer period of chronic stim- 
ulation (4 hours/day, implantation age: 2 to 4 months, stimulation at 2dB 
above the EABR threshold, bipolar stimulation, stimulation duration 3 
months, total stimulation time: up to 240 hours). Again, the effect of elec- 
trostimulation on the cross-sectional somatic area was not significant. 
Longer stimulation (implantation age ~3 months, monopolar stimulation 
with biphasic pulses at a repetition rate of 100 pps, stimulation 16 hours/day, 
3 to 4 months, total stimulation time: 1100-1600 hours), however, led to 
reductions of shrinkage of neuronal somata in the anteroventral cochlear 
nucleus of neonatally deafened cats (Matsushima et al. 1991; for rodents 
compare Chouard et al. 1983). Data from congenitally deaf animals 
implanted at a comparable age confirmed the results (Heid et al. 2000). 
When stimulated over 1 to 2 months, 24 hours a day, 7 days a week (implan- 
tation age ~3 months, monopolar chronic stimulation, compressed analog 
coding strategy, total stimulation time: 700-1400 hours) the animals showed 
significant increases of cross-sectional neuronal somatic areas in the 
anteroventral cochlear nucleus, but only after 1400 hours of stimulation. In 
contrast, the superior olive showed significantly larger somatic areas than 
in naive animals already after 700 hours of auditory experience. Conse- 
quently, auditory experience in young age reverses the effects of auditory 
deprivation on cells in the brainstem; however, the stimulation has to be 
longer than 700 hours in cats. 

Corresponding human data are sparse. No effect of chronic electrostim- 
ulation on dystrophic changes of neuronal somata has been found in the 
cochlear nucleus of cochlear implant patients (Moore et al. 1997b; Chao et 
al. 2002). Unfortunately, the data are not completely comparable to those 
obtained in animals studies, as the patients had adult onset of deafness. 
Additionally, the sample of brains investigated so far was strongly biased 
by the age of patients (e.g., a mean of 78 years in the study of Chao et al. 
2002) and a relatively short duration of cochlear implant stimulation (a few 
years). 
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Figure 6.11. Chronic electrostimulation with a single-channel device smears the 
cochleotopic organization in the inferior colliculus (modified from Snyder et al. 
1990, with permission). Dotted lines: spatial threshold curves reconstructed from a 
neonatally deafened (naive) cat. Black lines: spatial threshold curves reconstructed 
from an animal chronically stimulated over several months with a single-channel 
device. Bipolar stimulation with electrodes 1/2 or 3/4. After electrostimulation the 
threshold curves became broader and only weak signs of cochleotopy could be 
demonstrated. 



4.4.2 Subcortical Developmental Plasticity — Physiology 

Snyder et al. (1990) demonstrated extensive effects on the midbrain in 
chronically electrostimulated neonatally deafened cats (implantation age 
2-4 months, pulsatile stimulation 6dB above EABR threshold 1 hour/day, 
5 days/week, constant repetition rate 30pps, or 2dB above brainstem 
evoked response, 4 hours/day, 5 days/week, for a period of up to 3 months). 
The IC representation of chronically stimulated parts of the cochlea 
(electrical spatial threshold curves) was greatly expanded (Fig. 6.11). The 
expansion included changes in neuronal thresholds and thus represented a 
plastic adaptation to the artificial one-channel stimulation. A follow-up 
study (Snyder et al. 1991) found that the occurrence of purely inhibitory 
responses in the IC increased after chronic electrostimulation. The 
minimum latency of responses decreased slightly but significantly in chron- 
ically stimulated animals (by ~lms).The response latency became smaller 
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than that in hearing or neonatally deafened animals. A long-latency 
response (mean latency -75 ms in normal controls) was found in 10% to 
16% units of both naive cats and hearing controls. Occurrence of long- 
latency responses increased to 40% in chronically stimulated animals. The 
latency of the long-latency response increased after chronic electrostimu- 
lation to a mean latency of ~97 ms. The authors suggested that this long- 
latency response could be the consequence of a top-down projection from 
higher auditory structures. In conclusion, not only were some deficits of 
naive animals reversed or prevented by chronic electrostimulation, but also 
some specific adaptations to the electrical stimulus, going beyond the 
deficit-reversal, were demonstrated. 

Increasing the frequency of chronic electrostimulation up to 300 Hz and 
the use of frequency- and amplitude-modulated sweeps in the chronic elec- 
trostimulation (Snyder et al. 1995; Vollmer et al. 1999) substantially affected 
the temporal response properties of neurons in the IC; the maximum fol- 
lowing frequency of neurons in the inferior colliculus increased from -200 
to -600 pps in comparison to unstimulated animals. These data conse- 
quently demonstrate a high plasticity of the auditory system also in the tem- 
poral domain of the responses. 

In contrast to single-channel stimulation, no expansion of cochlear rep- 
resentations could be found in the IC with two-channel stimulation if stim- 
ulation was presented to the active channels in an interleaved mode (Leake 
et al. 2000). However, if the stimulation was presented to both channels 
simultaneously, the representations in the IC were very similar to those in 
one-channel stimulation. 

The subcortical pathway also develops with chronic electrostimulation in 
prelingually (congenitally) deaf humans (Gordon et al. 2002). Electrically 
evoked ABRs were present in all of the investigated children before chronic 
auditory stimulation. With auditory experience through cochlear implants, 
the latencies of electrically evoked ABRs decreased from the time of initial 
activation throughout the first year of cochlear implant use. That corre- 
sponds to some of the results of animal studies discussed above. 

4.4.3 Cortical Developmental Plasticity — Physiology 

Auditory experience through cochlear implants leads to extensive reorga- 
nization at the auditory cortex in congenitally deaf cats (Klinke et al. 1999, 
2001; Krai et al. 2001, 2002). The animals were provided with a custom-made 
cochlear implant at the age of 2 to 5 months p.n. Testing of electrical hearing 
thresholds in cochlear-implanted animals was performed using thresholds 
of pinna orientation reflexes (Ehret 1985). 

For chronic electrostimulation with biologically meaningful stimuli 
(monopolar stimulation, 24 hours/day, 7 days/week, 1 to 6 months), a 
portable signal processor with a single-channel compressed analog stimu- 
lation strategy was used. Animals carried the processor in a jacket on their 
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back and could move freely. The processor allowed stimulation by all 
ambient sounds above 65 dB SPL in the frequency range of 100 to 8000 Hz. 
Klinke et al. (1999) showed that such stimulation provides auditory expe- 
rience to congenitally deaf cats and that these animals can be successfully 
conditioned to acoustic stimuli. Implanted animals were raised in an 
acoustically enriched animal house environment. The animals were also 
classically conditioned to acoustic stimuli; they had to pick up a reward at 
a specified location in the room after presentation of tone stimuli (Klinke 
et al. 1999). The response approached 80% to 100% after 2 weeks of train- 
ing in most of the animals. 

Following months of auditory experience cortical local field potentials in 
implanted animals had larger amplitudes than in both naive congenitally 
deaf cats and hearing controls. Long-latency responses (wave Pi, latency 
-150 ms), which are rarely seen in naive deaf cats, were recorded repro- 
ducibly with large amplitudes in chronically stimulated cats (Fig. 6.12). The 
long-latency response has been previously described in the auditory cortex 
of hearing cats (Eggermont 1992b, Dinse et al. 1997b). It appears later in 
postnatal development than middle-latency responses (cat: Konig et al. 




Figure 6.12. Chronic electrostimulation increases the amplitude of the Pi wave and 
decreases the latency of local field potentials. Shown are grand mean averages taken 
from age-matched naive animals and chronically electrostimulated animals. Indi- 
vidual field potentials were normalized to maximum (P a ) amplitude of chronically 
stimulated congenitally deaf cats and consequently averaged. Differences in P a 
latencies between animals lead to an amplitude <1 in naive congenitally deaf cats. 
Compare Klinke et al. (1999) and Krai et al. (2002). 
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1972; Eggermont 1996; monkey: Auther and Hackett 2001) and reaches 
mature latency in the 5th postnatal month in the cat, shortly before sexual 
maturity (Eggermont 1996). These facts indicate that auditory experience 
is important for the development of long-latency responses. 

The long-latency responses are based on a rebound from cortical inhibi- 
tion (Eggermont 1992b) influenced by corticothalamic loops (Contreras et 
al. 1996; auditory cortex: Cotillon and Edeline 2000). Corticothalamic loops 
are thought essential for short-term memory (Steriade 1999) and for sub- 
sequent processing in the higher order cortical auditory areas, as the 
primary auditory cortex has reciprocal connections with higher order audi- 
tory areas. Higher order auditory areas in turn project to cortical multi- 
modal areas (Pandya and Yeterian 1985). Deficits in the functionality of 
thamalo-cortico-thalamic loops therefore can affect activity in higher order 
cortical areas and auditory short-term memory (see Pisoni and Cleary, 
Chapter 9). Maturation of the long-latency responses is thus of crucial 
importance for auditory cognitive functions. In addition to reduction of 
long-latency responses in the naive auditory cortex, most pronounced 
deficits in synaptic activity have been described in infragranular layers, 
which are a source of corticothalamic projections (see above). Taken 
together, these data provide an additional indication for deficits in corti- 
cothalamic loops in congenitally deaf cats and their reversibility after audi- 
tory experience with cochlear implants. When considering the results of the 
above studies on long-latency responses in the IC (Snyder et al. 1991), it 
appears very probable that loops down to the IC (its external nucleus) 
could also participate in this process. An alternative explanation of the 
effect of auditory experience on long-latency responses could be the 
restoration of a normal inhibitory function in the auditory cortex. 

The complexity of single- and multiunit responses increased after chronic 
electrostimulation in congenitally deaf cats (Klinke et al. 1999; Krai et al. 
2001). Based on poststimulus time histograms, different classes of responses 
could be differentiated in chronically stimulated animals, while mainly one 
was found in naive animals (Fig. 6.13). Long-latency responses of different 
types were found in 43% of the investigated units in chronically stimulated 
animals compared to 1% in naive deaf cats. The rate-intensity functions of 
single units in the cortex of naive animals in response to biphasic electric 
pulses corresponded to rate-intensity functions recorded in the auditory 
nerve (Hartmann et al. 1984b). In chronically stimulated animals, single- 
unit rate-intensity functions in the cortex were less uniform, including 
strongly nonmonotonic functions (Fig. 6.14). The more complex response 
characteristics in chronically stimulated cats indicate more complex corti- 
cal processing of input activity in chronically stimulated animals; an identi- 
cal stimulus is responded to by different units in different ways, indicating 
that different units acquire distinct functions in the analysis of the input in 
chronically stimulated animals. 
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Current source density analyses in chronically stimulated animals 
(Klinke et al. 1999) indicate synaptic activation of infragranular layers com- 
parable to normal hearing cats. This suggests that a maturation of the cir- 
cuitry in the primary auditory cortex takes place under chronic electrical 
stimulation. The largest increases in synaptic currents in comparison to 
naive animals were found in supragranular layers II/III (Klinke et al. 1999), 
where cortical plasticity is greatest (Kaczmarek et al. 1997). To a certain 
extent, the auditory cortex can obviously achieve experience-dependent 
maturation under electrical stimulation through a cochlear implant if 
implantation takes place early. 

Concomitantly with an increase in amplitudes of field potentials follow- 
ing long-term electrostimulation, there was an expansion of the activated 
cortical area (Fig. 6.15; Klinke et al. 1999; Krai et al. 2002). The activated 
cortical area was defined as the cortical region showing middle-latency 
(10-80 ms) responses above 300 pV with stimulation at 10 dB above the 
lowest cortical threshold. This region expanded substantially with increas- 
ing duration of auditory experience. The region with large long-latency 
responses in the field potentials also expanded. Largest long-latency 
responses were found in roughly the same cortical position as large middle- 
latency responses. These expansions of the activated area represent an ade- 
quate functional adaptation to the artificial one-channel stimulation 
strategy. They most likely correspond to earlier data on expansions of 
spatial threshold curves in the IC of chronically stimulated naive cats 
(Snyder et al. 1990). 

The underlying mechanisms of the above expansions have not been elu- 
cidated yet. Considering the long time-course and the substantial extent of 
the expansions of cortical maps in the early-implanted animals, two mech- 
anisms may be involved in plasticity: 

1. Several smaller reorganizations of the cochleotopic maps in the sub- 
cortical structures of the auditory system (Snyder et al. 1990), which in sum 
yield a large expansion in cortical representation (Jones 2000). However, 
suppression of the somatosensory cortex leads to immediate expansions of 
neuronal receptive fields in the ventroposterior thalamus (Ergenzinger et 
al. 1998; Florence et al. 2000). The reorganization of subcortical maps can 
thus also be a top-down effect of cortical reorganization (for evidence of 
such effect in the auditory system, see Gao and Suga 2000). 

2. A substantial expansion mainly of the thalamocortical projections 
and/or of corticocortical connections caused by enlargement of dendritic 
trees or axonal sprouting in the auditory cortex. 

The expansions of the activated areas seem to reflect the basic funtional 
plasticity of the cerebral cortex, as described after lesions in somatosensory, 
visual, and motor systems (Dodson and Mohuiddin 2000; Buonomano and 




258 R. Hartmann and A. Krai 



naive 




chronically stimulated 



(0 

0 

‘o. 

CO 

=tt 






time [ms] 







6. Central Responses to Electrical Stimulation 259 



Merzenich 1998). Expansions of biologically more significant and/or more 
utilized cortical representations have also been reported in the auditory 
cortex (Robertson and Irvine 1989; Irvine and Robertson 1990; Irvine and 
Rajan 1993; Recanzone et al. 1993; Ohl and Scheich 1997; Weinberger 1998; 
Rauschecker 1999; Pantev and Lutkenhoner 2000). 

Cortical responses to the “untrained” ear were additionally investigated 
in unilaterally chronically stimulated congenitally deaf cats. The ear that 
was not chronically electrostimulated (“untrained ear”) was provided with 
a second cochlear implant during the final neurophysiological experiment. 
Despite months of unilateral auditory experience, cortical responses to 
stimulation of the “untrained” ear were not suppressed in animals 
implanted before their 5th months of life (Krai et al. 2001, 2002). This 
finding is of potential clinical importance: early-implanted prelingually deaf 
children could benefit from implantation of the unstimulated ear even if 
this takes place much later in life. 

In summary, chronic electrostimulation in congenitally deaf cats leads to 
restoration of functional properties in the primary auditory cortex. The 
complexity of multiunit response types increases, the synaptic currents 
increase in all cortical layers and develop a pattern comparable to hearing 
controls, and the cortical field potentials become comparable to hearing 
controls. Additionally, a plastic adaptation to the artificial one-channel 
stimulation was found, and the cortical activated areas expanded. All these 
data demonstrate reversibility of the functional deficits found in naive 
animals. 



4.4.4 Developmental Plasticity Is Age Dependent 

Expansions of cortical activated areas following chronic electrostimulation 
mentioned above can be used as a measure of cortical plasticity and the 
reorganization capability of the auditory cortex. Using such an approach, it 
is possible to investigate the effect of age of implantation on cortical plas- 
ticity. Activated cortical areas expanded with duration of electrostimulation 



◄ — 

Figure 6.13. Chronic electrostimulation increases the complexity of response types 

in the auditory cortex of congenitally deaf cats. A: The majority of units (99%) in 
Al field of naive animals responded to electrical sinusoidal stimulation (437 Hz, 
5-ms duration, 10 dB above threshold, repetition rate ~2Hz) with a simple onset 
response. After chronic electrostimulation still 56% of the units responded with an 
onset response (A), often followed by an increased firing rate over up to 100ms. 
However, 43% of the units responded with an onset response and a long-latency 
response (B, C). Rarely, units with no onset (D) but delayed response were found 
(1% of all units). (From Klinke et al. 1999, with permission). 
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Figure 6.14. Chronic electrostimulation increases the complexity of cortical responses to cochlear implant stimulion. A: Rate- 
intensity functions of cortical units in response to stimulation with sinusoidal stimulation (6-ms duration) or single biphasic pulses 
(200 ps/phase). The spike events with poststimulus time histogram for pulsatile stimulation at 10 dB above threshold are shown for the 
same unit below. B: Same data for a unit from a chronically stimulated animal. Rate-intensity functions show a large diversity, larger 
dynamic range, and the poststimulus time histogram demonstrates a long-latency response. (From Krai et al. 2001, with permission). 
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Figure 6.15. Chronic electrostimulation with a single-channel device expands the activated area at the primary audi- 
tory cortex (congenitally deaf cats, Krai et al. 2002). Shown are contour plots of the P a amplitudes at the auditory 
cortex. Chronically stimulated animals show larger activated areas than age-matched naive animals. 
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up to the implantation age of 5 months. With higher implantation age, the 
activated areas expanded to lesser extent (Krai et al. 2001, 2002), indicat- 
ing decreasing plasticity with increasing age. Additionally, after months of 
auditory experience in early-implanted animals, the latency of wave P a (Fig. 
6.12) was significantly shorter than in age-matched naive animals. However, 
P a latency was no longer significantly different from naive animals if chronic 
electrostimulation was initiated after the 5th month of age (Krai et al. 2002). 
Similarly, the amplitude of the Pi wave was smaller in animals implanted 
after their 5th month of age. These data demonstrate the existence of a sen- 
sitive period in plasticity of the auditory cortex. 

The responses in the cortex ipsilateral to the chronically implanted ear 
showed a stronger dependence on the implantation age than the contralat- 
eral cortex. In theory one can assume that the amplitude of the postsynap- 
tic depolarization is critical for initiation of plastic changes, i.e., there is an 
absolute plasticity threshold. Sensitive periods would then be the conse- 
quence of an age-dependent increase in the plasticity threshold. The given 
threshold will be more likely reached if the given neuron receives more 
excitatory projections (inputs) from the stimulated ear. Consequently, as 
the ipsilateral cortex receives less projections from the implanted ear, it will 
be more susceptible to an age-dependent decrease of plasticity. The pre- 
sented data, therefore, are consistent with such a hypothesis. Whether the 
observed sensitive period is critical (i.e., whether the effects comparable to 
those due to chronic electrostimulation in early-implanted animals can be 
achieved in late-implanted animals after auditory experience exceeding 
4000 hours) remains to be answered. However, the study demonstrates that 
the earlier the implantation takes place, the better the results that can be 
achieved. 

Other data also indicate the existence of a sensitive period in the 
auditory system: a high-frequency hearing loss due to administration of 
ototoxic agents leads to larger reorganization of the tonotopic map in the 
feline auditory cortex if the cochlear hearing loss takes place neonatally 
(Harrison et al. 1991). The tonotopic organization of the rodent auditory 
cortex can be disrupted by unpatterned acoustical stimulation only within 
a critical period early in life (Zhang et al. 2002). The duration of the sensi- 
tive period of about 5 months in cats discussed here correlates with the time 
of functional maturation of the cat auditory cortex, which is achieved in the 
5th month of life (Eggermont 1996). 

Results of investigations on sensitive periods in subcortical auditory 
structures do not allow a clear conclusion. Seldon et al. (1996) used the 2- 
deoxyglucose method to investigate the volume of activated tissue in the 
IC of chronically stimulated neonatally deafened cats. The stimulation was 
initiated at different ages (from 3 months on). It was a single-channel stim- 
ulation, applied for 16 hours/day, over a period of 6 months. A large vari- 
ability of the extent of the activated region was found. No significant effects 
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of age at implantation could be identified. These data have been comple- 
mented by electrophysiological recordings in the IC (Moore et al. 2002). 
The authors deafened adult normal-hearing cats and chronically stimulated 
the animals over 4 to 6 months using a stimulation protocol comparable to 
similar studies on neonatally deafened cats (Snyder et al. 1990, 1991). When 
comparing the results of the chronically stimulated animals that were deaf- 
ened as adults to chronically stimulated cats deafened neonatally, no dif- 
ferences were found. Nonetheless, the animals differed not only in the age 
at implantation: the adult group was deafened shortly before implantation, 
and thus electrical stimulation was performed on an auditorily mature 
animal and not on a naive but adult animal (see section 4.2). A recent report 
on c -fos activity in the cochlear nucleus and IC of neonatally deafened, 
chronically electrostimulated rats demonstrated a sensitive period in both 
the cochlear nucleus and IC (Hsu et al. 2001); the number of immuno- 
labeled neurons after chronic electrostimulation of late-implanted animals 
was smaller than that of early-implanted animals. 

In humans, the morphological postnatal development of the auditory 
cortex is characterized by two phases (Conel 1939-1967; Huttenlocher 
and Dabholkar 1997), including rapid synaptogenesis that is mainly 
genetically determined (up to 2-4 years postnatally), and slow synaptic 
maturation (stabilization or elimination, from the 2-4 years postnatally to 
adolescence). 

Evoked potentials in response to electrical stimulation through cochlear 
implants revealed a sensitive period in the human auditory system. Two 
main developmental steps can be differentiated. First, in prelingually deaf 
children implanted after the fourth year, the latencies of evoked potentials 
demonstrated maturation of comparable rate as in hearing controls (Ponton 
et al. 1996b; 2000b; Ponton and Eggermont 2001). The maturational delays 
in latencies already present at the time of implantation were, nevertheless, 
not compensated for by chronic electrostimulation. In contrast, in prelin- 
gually deaf children implanted before 4 years of age, the maturational delay 
disappeared after 6 months of auditory experience (Sharma et al. 2002a-c). 
This indicates the existence of a sensitive period within the first 4 years of 
life. This developmental boundary corresponds well to the analysis of 
speech competence in prelingually deaf cochlear implant users; the speech 
competence is worse if patients are implanted after their fourth year of age 
(Fryauf-Bertschy et al. 1997; Tyler et al. 1997; Pisoni and Cleary, Chapter 9). 
Thus, cortical maturation is possible even in children implanted after the 
fourth year of age, but their maturational delay is not compensated and 
their speech understanding reaches lower scores than in children implanted 
before the fourth year. Second, there is another temporal landmark around 
12 years of age (Ponton et al. 1996a; Ponton and Eggermont 2001) when 
cortical evoked potentials mature. This is correlated with the maturation of 
cortical neuronal morphology (Moore and Guan 2001). Possibly, cortical 
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Figure 6.16. Schematic illustration of main areas activated during speech recogni- 
tion in the dominant hemisphere of the human brain. Arrows indicate possible inter- 
connections. Syntactic-semantic areas are Broca’s area, parieto-occipito-temporal 
junction (POT) and areas in the inferior posterior temporal lobe. Phonetic- 
phonologic analyses take place in Wernicke’s area (W). Exact location of activated 
areas in a given subject with the given task is variable. 



functional maturation is limited if first hearing experience sets in after this 
age. 

4.5 Higher Order (Association) Auditory Cortex and 
Cochlear Implant Stimulation 

The effect of deprivation and delayed auditory experience on the associa- 
tion auditory cortex has not yet been addressed experimentally. Neverthe- 
less, there are data indicative of a reorganization of higher order sensory 
cortex as a consequence of auditory deprivation in humans. The reports are 
limited to positron emission tomography, as evoked potentials can only 
indirectly indicate the locus of changes they demonstrate. Functional mag- 
netic resonance imaging has been possible in cochlear-implanted subjects 
(e.g., Parving et al. 1995; Lazeyras et al. 2002); however, due to the techni- 
cal complications of using strong magnetic fields with cochlear implants, few 
results have been obtained with this method so far. 

The present model of cortical activation by language (presented acousti- 
cally or visually) is shown in Figure 6.16 (e.g., Price 2000). Giraud et al. 
(2001 a, b) investigated the specificity of cortical regions activated by 
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Figure 6.17. Cortical activation of hearing subjects and cochlear-implanted subjects 
by speech signals (position emission tomography study). (From Giraud et al. 2000, 
with permission). 



cochlear implant stimulation in subjects with adult-onset hearing loss after 
periods of deafness (Fig. 6.17). The data indicated that some of the areas 
that, using the given battery of stimuli, showed speech specificity in normal 
hearing controls did not show this specificity in electrically stimulated 
patients after periods of deafness (e.g., Wernicke’s area). Additionally, the 
patients recruited other areas, not activated by hearing subjects (left dorsal 
occipital cortex). Cochlear-implanted subjects activated more the pre- 
cuneus and the parahippocampal gyrus, whereby hearing controls activated 
more the left inferior frontal, left posterior inferior temporal, and left 
and right temporoparietal junctions. These data provided evidence that 
cochlear-implanted subjects process speech differently than hearing con- 
trols; most probably, some of the processing is automatic in hearing con- 
trols but involves conscious effort in deaf. Changes in the cortical circuitry 
by deprivation can also be responsible for the differences. Additionally, the 
data raise the question whether responses to speech stimuli applied through 
a cochlear implant are comparable to processing of the mother tongue pre- 
sented acoustically. Maybe cortical responses to speech presented through 
cochlear implants should be compared to processing of a second language 
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in hearing controls. One interesting finding was the activation of the visual 
cortex by speech stimuli in cochlear-implanted subjects (Giraud et al. 
2001c), which was interpreted as imagination of lip movements during 
speaking to help understand the speech by visual analysis of the image of 
the speaker’s lips. 

Naito et al. (1995, 1997), addressed the question of cortical activation 
by electrical stimulation of the auditory nerve in pre- or postlingually 
implanted subjects. The primary auditory cortex was activated by electrical 
stimulation of the auditory nerve in both pre- and postlingually deaf sub- 
jects right after implantation to a similar extent as the primary auditory 
cortex of hearing subjects by sounds. However, when higher-order (associ- 
ation) cortex was compared between these groups, prelingually deaf 
patients showed substantially smaller activation compared to hearing or 
postlingually deaf patients. These data are particularly interesting, as they 
correspond well with animal studies showing that the primary auditory 
cortex can be activated in congenitally deaf or neonatally deafened cats 
(Hartmann et al. 1997a; Shepherd et al. 1997; Raggio and Schreiner 1999). 
However, the processing of input is deficient and the transmission of neu- 
ronal activity to higher cortical areas and back to subcortical nuclei is most 
probably compromised (Krai et al. 2000). This would explain why the audi- 
tory association cortex is much less activated in prelingually deaf patients 
than in hearing controls. 

Prelingually deaf individuals show increased capacity in visual motion 
processing, indicative of cross-modal reorganization following congenital 
deafness (Bavelier and Neville 2002). The site of corresponding cross-modal 
reorganization is most probably not the primary, but rather the higher order 
cortex. No cross-modal reorganization of primary auditory cortex was 
found in adult congenitally deaf cats (Krai et al. 2003). Also in humans there 
is no consistent evidence of cross-modal reorganization of primary auditory 
cortex (compare Finney et al. 2001 with Nishimura et al. 1999; Petitto et al. 
2000; Bernstein et al. 2002). However, higher order auditory cortex does 
process visual activity in the prelingually deaf (Nishimura et al. 1999; Finney 
et al. 2001; Petitto et al. 2001; Bernstein et al. 2002). Consequently, cross- 
modal reorganization is extensive, but seems limited to the higher order 
auditory cortex. This could explain the findings of Naito and colleagues that 
cochlear implants activate the primary auditory cortex; the higher order 
auditory areas, however, are activated only deficiently. Lee et al. (2001) 
demonstrated that the spontaneous glucose metabolism (i.e., in absence of 
auditory stimulation) in the auditory (higher order) cortex increases with 
age in prelingually deaf individuals. The amount of glucose metabolism in 
the higher order auditory cortex negatively correlates with postoperative 
speech perception scores during postoperative hearing training. We hypo- 
thetize that the increase in spontaneous glucose metabolism is an expres- 
sion of the cross-modal reorganization of the higher order auditory cortex. 
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Then these data, together with the animal data on primary auditory cortex, 
would be consistent with the hypothesis of a decoupling between primary 
and secondary auditory cortex in congenitally deaf. Cochlear implantation 
has to overcome this decoupling. 



5. Summary 

Hearing loss leads to “hypersensitivity” in the adult auditory system, in part 
by disinhibition.The central disinhibition seems to be compensated for very 
soon after initiation of cochlear implant stimulation. This may explain the 
benefit that some postlingually deaf patients obtain from cochlear implants 
even after many years of deafness. 

The auditory systems need auditory experience for maturation. There- 
fore, congenital (prelingual) hearing loss affects the development of the 
auditory system. The primary auditory cortex can be activated by auditory 
input after congenital deafness, but the activity is not appropriately 
processed and relayed to the auditory association cortex and language cor- 
tical areas. The top-down corticothalamic streams are also affected. This 
deprivation-induced deficit is reversible, but full reversibility is possible 
only if auditory stimulation is initiated early. In humans this corresponds to 
the age of 3 to 4 years after birth. This age correlates with the onset of elim- 
ination of synapses (synaptic pruning, 2-4 years) in the auditory cortex. To 
achieve optimal results, deaf children therefore should be implanted before 
the age of 2 to 4 years. 
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Abbreviations 

A1 primary auditory cortex 

AAF anterior auditory field 

All secondary auditory cortex 

ABI auditory brainstem implant 

AM amplitude modulation 

AN auditory nerve 

CDC congenitally deaf cat 

CF characteristic frequency 

Cl cochlear implant 
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CN 

AVCN 

DCN 

PVCN 

E-ABR 

FM 

FTC 

Hz 

LL 

IC 

ICc 

ICx 

ICd 

MGB 

MNTB 

MU 

p.n. 

PP S 

SI 

SOC 

LSO 

MSO 

SPL 

SU 



cochlear nucleus 
anteroventral cochlear nucleus 
dorsal cochlear nucleus 
postero-ventral cochlear nucleus 
electrically evoked brainstem response 
frequency modulation 
frequency threshold curve 
Hertz 

lateral lemniscus 

inferior colliculus 

central part IC 

external part IC 

dorsal part IC 

medial geniculate body 

medial nuclei of trapezoid body 

multi units (neurons) 

post natal (after birth) 

pulses per second 

synchronization index 

superior olivary complex 

lateral part 

medial part 

sound pressure level 

single unit (neuron) 
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7 

Psychophysics and Electrical 
Stimulation 

Colette M. McKay 



1. Introduction 

Psychophysics is the study of sensory perception in response to physical 
stimuli. In the context of electrical stimulation with a cochlear implant, it is 
the study of the effect of the electrical stimulation patterns on perceived 
sound qualities. Perceptual qualities that can be measured with psy- 
chophysical techniques range from simple ones such as pitch, timbre, 
and loudness, to more complex percepts such as the categorical percep- 
tion of the phonemes that constitute a speech signal. The basic psy- 
chophysical abilities that any sensory system must facilitate can be catego- 
rized into four types: detection of a stimulus; discrimination of two different 
stimuli; identification of a stimulus; and the scaling of a stimulus (which 
involves being able to rank similar stimuli along a particular dimension, 
for example loudness). In the sense of hearing, all of these psychophysical 
abilities are important for the accurate perception of the sounds that are 
significant in our everyday lives. In addition, we must be able to perceptu- 
ally segregate one sound from another when there is more than one sound 
source. 

Psychophysical research with cochlear implants has two main goals. The 
first is to understand the peripheral and central mechanisms underlying 
auditory processing. In cochlear implants, electrical stimulation bypasses 
the normal peripheral processing of the external and middle ears, and the 
subsequent processing of cochlear mechanics and hair-cell transduction, 
and thus allows peripheral and central processing effects to be separated. 
By measuring how the sound percept changes when the electrical stimula- 
tion pattern is changed, it is possible to test hypotheses for how the central 
auditory system processes peripheral neural inputs. In addition, cochlear 
implants provide an opportunity to extend similar research in acoustics, by 
allowing stimulus patterns to be created at the peripheral neural input stage 
that would be difficult with acoustic stimulation (e.g., spatial and temporal 
cues for pitch perception can be separately manipulated more easily with 
electrical stimulation). Finally, we can study the effects of pathology on 
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central auditory processing, whether due to degraded neural input or 
abnormal central processing. 

The second and more immediately practical goal of cochlear implant psy- 
chophysics is to optimally encode acoustic information into the electrical 
signal. In other words, we need to find out how to manipulate the pattern 
of electrical stimulation so that an implantee can perceive the same infor- 
mation about the sound as a normal-hearing person would perceive. As well 
as understanding the simple effects of stimulus parameters on loudness and 
pitch, we need to understand how to achieve more complex goals such as 
understanding speech, being able to separate a speech signal from another 
sound, perceiving the harmonic relationships present in music, localizing 
sound sources, and many other auditory achievements that normal-hearing 
people take for granted. Much of the current psychophysical research is 
directed at finding more effective ways of transforming complex acoustic 
sounds into electrical stimulation patterns so that complex listening tasks 
such as speech perception are facilitated. Psychophysical research is thus 
an important component of speech perception research and speech pro- 
cessing research. 

In the following section, the simple percepts evoked by electrical stimu- 
lus patterns on a single electrode are described, and in later sections the 
discussion is extended to more complex multielectrode electrical stimuli 
and binaural electrical stimuli. Some common psychophysical test proce- 
dures are also introduced and briefly described at appropriate places 
throughout the chapter (mostly in section 2). 



2. Perception of Stimuli Using a Single 
Electrode Position 

2.1 Spatial and Temporal Frequency Analysis in 
Normal Hearing 

One of the main functions of the normal cochlea is to separate the differ- 
ent acoustic frequencies in a sound along a place dimension. For example, 
two pure tones of different frequencies lead to a maximum movement of 
the basilar membrane in the cochlea at two different distances from the 
stapes. The hair cells located near the points of maximum movement will 
be maximally stimulated, and the acoustic nerve fibers that innervate these 
hair cells will be activated. Thus, the two tones activate two distinct (but 
sometimes overlapping) sets of nerve fibers, which transmit information to 
the central auditory pathways from two distinct places in the cochlea. The 
fact that different frequencies activate different nerve fibers, and that dif- 
ferent places within a neural structure (corresponding to different groups 
of nerve cells) will be activated by different frequencies is called tonotopic 
organization. This tonotopic organization is preserved in all stages of the 
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auditory pathway from the cochlea to the auditory cortex (see Leake and 
Rebscher, Chapter 4; Hartmann and Krai, Chapter 6). 

The frequency of a tone is also represented by the temporal pattern of 
activity in auditory nerve fibers. When a person with normal hearing listens 
to a pure tone, the basilar membrane in the cochlea vibrates with the same 
frequency as the sound pressure waves. The acoustic nerve fibers that 
are activated by the hair cells thus tend to fire at a particular phase of the 
basilar membrane movement, provided that the frequency is below about 
4 kHz. This phenomenon of normal neural behavior is called phase locking 
(Abbas and Miller, Chapter 5). Although any particular neuron does not 
usually fire on every cycle of basilar membrane movement, it always fires 
near a particular phase of the cycle. When the outputs of a group of acti- 
vated nerve fibers are recorded, these outputs cluster in time, resulting in a 
temporal neural firing pattern that reflects the frequency of the incoming 
sound wave. Thus, there are two different ways that the frequency of an 
incoming sound wave is coded in the peripheral part of the normal audi- 
tory system: as spatial information (What part of the cochlea is excited?); 
and as temporal information (What timing patterns do the firing nerve 
fibers exhibit?). 

It is beyond the scope of this chapter to discuss the various theories that 
relate pitch perception to spatial or temporal frequency coding in normal 
hearing. It suffices here to say that over most of the audible frequency range 
both aspects of auditory processing appear to be used, with the relative 
importance of the two types of processing depending on the signal and lis- 
tening tasks. At frequencies below 50 Hz, the whole basilar membrane is 
oscillating up and down in phase, with no clear point of maximum ampli- 
tude, and so place coding is unlikely to play a role for these low frequen- 
cies. In contrast, for frequencies above about 4000 to 5000 Hz, the phase 
locking of nerve fibers to the input frequency is no longer possible, and so 
temporal coding is unlikely at frequencies higher than 5000 Hz. 

The pitch of a pure tone increases as the frequency increases. For fre- 
quencies between 50 and 4000 Hz, this pitch change can be related to a shift 
to more basal positions and/or a decrease in period of temporal patterns in 
the neural activity. Of course, most ordinary environmental sounds are not 
pure tones, but consist of many pure-tone and noise components. For these 
more complex sounds, there is not the same simple relationship between 
the frequency of the sound and the pitch perceived by the listener. 
However, components of a complex sound that differ in frequency activate 
different places along the cochlea, and temporal analysis of the neural 
activity at these different cochlear places is carried out. The function of the 
inner ear, to separate different frequency components for analysis, is criti- 
cal to our ability to distinguish and identify different sounds in the envi- 
ronment. Frequency resolution is our ability to perceptually separate 
the frequency components within a complex sound, and is discussed in 
section 3. 
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Figure 7.1. Forward-masking patterns from masking stimuli on three different elec- 
trodes (6, 12, and 18). The vertical axes represent the difference between the masked 
and unmasked thresholds (in dB of pulse duration change) for each probe stimu- 
lus. The pattern of probe-stimulus threshold shift across the electrode array is quite 
different for the three cases. (Data adapted from Cohen et al. 1996a.) 



2.2 Electrode Position and Place Pitch 

When a person has a profound cochlear hearing loss, there are too few 
remaining hair cells to translate the movement of the basilar membrane 
into place-specific nerve activity. The important function of the cochlea, to 
distinguish and separate different frequencies in a sound, is lost. With a mul- 
tiple-electrode cochlear implant, we can activate neurons at different 
distances along the cochlea by stimulating at different electrodes positions 
(see Abbas and Miller, Chapter 5; Hartmann and Krai, Chapter 6). 

Psychophysically, place-specific patterns of neural excitation can be 
inferred from forward-masking patterns (Cohen et al. 1996a; Chatterjee and 
Shannon 1998). In a forward-masking measurement, a masking stimulus 
(for example, a pulse train on a particular electrode) is immediately fol- 
lowed (within about 100 microseconds) by a short-duration probe stimulus. 
The detection threshold of the probe stimulus is measured with and without 
the masking stimulus, and the threshold shift caused by the masker is com- 
pared for a series of probes on all available electrode positions. The pattern 
of threshold shift across electrode position is thought to be related to the 
excitation pattern produced by the masker, although the exact relationship 
between excitation patterns and forward-masking patterns is still a matter 
for research. Figure 7.1 shows three forward-masking patterns produced by 
masking electrodes at different cochlear locations. It can be seen that the 
masking patterns are quite distinct, supporting the notion that the three 
electrodes activate different sets of neurons. 

Fortunately, due to the fact that the surviving nerve fibers in implantees 
are tonotopically organized, the activation of distinct neural populations by 
different electrodes usually leads to a place-pitch phenomenon analogous 
to that in normal hearing. If the electrodes near the base of the cochlea are 
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Electrode Number 

Figure 7.2. Data for two subjects in a pitch-scaling experiment, in which the sub- 
jects were asked to provide a numerical value that represented the pitch. The data 
of SI show the usual pitch progression from high to low as the electrode position 
moves from basal to apical, but the data of S5 show a broad area in the apical region 
where pitch does not change with electrode position. (Adapted from Cohen et al. 
1996b.) 



activated, the person hears a high-pitched sound. As the electrode position 
is moved further down the cochlea toward the apex, the person hears pro- 
gressively lower-pitched sounds. 

Figure 7.2 shows the result of a pitch-scaling experiment with two listen- 
ers (SI and S5) who are users of a multiple-electrode implant. In a pitch- 
scaling task, the person is asked to listen to a set of sounds, and then assign 
a number to each one that represents how high the pitch sounded. The 
pattern of pitch change with electrode position seen for SI is typical of that 
seen among implantees, and is also the pattern expected from place-pitch 
theories. That is, as electrode position moves from apical to basal, the esti- 
mated pitch of the resultant sound increases systematically from low 
pitched to high pitched. However, this pattern of pitch change with elec- 
trode position is not always as ideal as for SI. A less typical, but not rare, 
case is shown in the data of S5, who gave pitch estimates that did not con- 
sistently increase when electrode position was moved in the basal direction. 
Occasionally, place-pitch reversals may occur in which more apical elec- 
trodes lead to higher, instead of lower, pitch (Nelson et al. 1995; Collins et 
al. 1997). There are many reasons why the pitch may not change as consis- 
tently as desired with the position of the electrodes. These include effects 
attributable to the electrode array itself (such as possible kinks in the array 
or unusual positioning relative to the cochlear structures) and effects attrib- 
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utable to the pathology of deafness (such as a limited quantity of surviving 
nerve cells, a nonuniform distribution of these cells, or other pathological 
processes such as new bone growth within the cochlea). 

Another way of measuring the pitch change with electrode position is 
with a pitch-ranking task. In this case, the listener hears a pair of sounds, 
and is asked to say whether the first or second one has the higher pitch. The 
pairs of sounds are presented a number of times in random order. This is 
an example of a two-alternative forced-choice task. The percentage of times 
the listener said one particular sound was higher in pitch than the other can 
be converted to measure called the perceptual distance , usually denoted by 
d'. For example, if one sound was considered higher in pitch than the other 
50% of the time, then the perceptual distance would be zero because 50% 
is the score predicted from chance guessing with two alternatives. This 
would be expected to occur if the two sounds were indistinguishable. A per- 
ceptual distance of 1 represents the difference between two sounds that are 
just distinguishable, and is often used as the criterion for the threshold of 
discrimination. The theory relating psychophysical discrimination tasks and 
perceptual distances is referred to as signal detection theory } If one starts 
with the pair of electrodes at one end of the array, and measures the per- 
ceptual distance between stimuli on adjacent electrodes, one can plot the 
cumulated d ' as the electrode position changes. Such a plot would look very 
similar to those in Figure 7.2, except that the range of data on the vertical 
scale would represent the perceptual difference between stimuli at each end 
of the electrode array (Nelson et al. 1995). 

If two electrodes activate essentially the same set of auditory neurons, 
then stimulation on the two electrodes is difficult to distinguish perceptu- 
ally (if the stimuli only differ in electrode position). This can be tested 
directly in an electrode-discrimination task. Electrode discrimination is 
usually tested with a multiple-interval forced-choice task. For example, in a 
four-interval forced-choice task, the listener hears four sounds and is asked 
to choose which was the different one. The different, or test, stimulus occurs 
in one of the four intervals, selected randomly, and the reference stimulus 
occurs in the remaining three intervals. In this case, the test and reference 
stimuli differ only in electrode position. In contrast to the pitch-ranking 
task, the discrimination task allows the use of any perceptual difference, 
including loudness, to detect the different stimulus. Thus it is important to 
carefully loudness balance the two stimuli first, and/or randomly vary the 
loudness across the four intervals, if one is interested only in the discrimi- 
nation of percepts that depend on electrode position. 



lr The reader is referred to chapters 7 and 8 in Gelfand (1998) for a summary of psy- 
choacoustic methods and signal detection theory. See also SHAR volume 3, Human 
Psychophysics (Yost et al. 1993). 
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Pitch-scaling and pitch-ranking tasks (but not electrode-discrimination 
tasks) are based on one important assumption: that as electrode position is 
changed (and all other aspects of the stimulus remain constant) the sound 
that the listener experiences changes along a single perceptual dimension 
called pitch. This appears to be a valid assumption in general, but may not 
always be valid for individual subjects and electrodes. A symptom of 
this problem sometimes shows itself in a pitch-ranking experiment, when 
one obtains an inconsistency called a transitivity violation: electrode A is 
considered higher in pitch than electrode B, and electrode B is higher than 
electrode C, but electrode A is considered lower in pitch than electrode C. 
This can happen when there is a perceptual change along more than 
one dimension and the listener is attempting to rank the change along a 
single dimension. For example, when Collins et al. (1997) tested 11 subjects 
on a pitch ranking task, three of these subjects showed a high level of 
transitivity violation. 

One way to investigate whether electrode position affects the sound 
along a single dimension or multiple dimensions is to do a multidimensional 
scaling experiment. 2 In this experiment, the listener hears all possible pairs 
of sounds from a set of stimuli (all with different electrode positions in this 
case), and is asked to rate the dissimilarity of each pair of sounds along 
a scale from “exactly the same” to “the most different.” The matrix of 
dissimilarities is analyzed to obtain a plot called a “stimulus space.” In the 
stimulus space, the stimuli are represented by symbols whose separation in 
the space represents how different they are perceptually. Figure 7.3 shows 
three examples of stimulus spaces produced from dissimilarity judgments 
in cochlear-implant subjects (two subjects are from the set of seven subjects 
presented by Henshall and McKay 2001). The numbers represent stimuli 
on different electrodes, with numbers increasing as the electrode position 
goes from basal to apical. On the left is a typical example. This subject heard 
all the stimuli changing systematically along a single dimension (repre- 
sented by the distance around the curve) as the electrode position was 
moved from basal to apical. Other subjects show the same one-dimensional 
perceptual change with electrode position, but may have particular elec- 
trodes that are “out of order.” This can sometimes happen at the ends of 
the array: electrodes at the basal end may be outside the cochlea or a long 
distance from the neurons they activate; at the apical end the array may 
be kinked due to a poor insertion process. The middle panel is an example 
of such a case. On the right is an example in which the assumption of a 
one-dimensional perceptual change with electrode position is not valid. 
Although the electrode position increases relatively consistently from right 
to left in the stimulus space (perhaps illustrating a place-pitch dimension), 



2 The theory and application of multidimensional scaling are discussed in Schiffman 
et al. (1981). 
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Figure 7.3. Stimulus spaces for three subjects, derived from a multidimensional 
scaling experiment using stimuli differing in electrode position. The numbers 
represent the electrode positions. The distances separating the numbers in the 
stimulus spaces represent the relative dissimilarity of the percepts. Subject A 
shows all stimuli arranged systematically around a single curve, demonstrating a 
one-dimensional perceptual change with electrode position. Subject B shows 
a similar one-dimensional pattern related to electrode position, but electrodes 
1, 2, and 15 are in the wrong order, and many groups of electrodes produce 
extremely similar percepts. Subject C is a case where a single perceptual dimension 
does not describe the data well. Although the electrode position increases relatively 
consistently from right to left in the stimulus space (perhaps illustrating a place- 
pitch dimension), there is a second perceptual dimension that causes a dissimilarity 
of electrodes 12, 15, 16, and 17 from their close neighbors in the electrode array. 



there is a second perceptual dimension that causes a dissimilarity of elec- 
trodes 12, 15, 16, and 17 from their close neighbors in the electrode array. 
Perhaps the current paths from these electrodes also produce nonauditory 
sensations (by activating nonauditory nerve fibers), or are different from 
those of neighboring electrodes in extent or direction due to pathological 
changes in the cochlea. 

As described in Shannon et al., Chapter 8, there is a lot of individual vari- 
ability in how well people can understand speech using a cochlear implant, 
and some of this variability is due to how well the concept of a systematic 
place-pitch relationship with electrode position applies in the individual 
case. As mentioned above, there are many factors that can limit the way 
place pitch changes with electrode position in individuals, and these can be 
either due to the positioning of the electrode array, or due to individual 
patterns of nerve cell survival or pathological changes in the cochlea. 

Another factor that can degrade the perception of electrode place in 
complex electrical stimuli is unwanted interactions of place pitch with stim- 
ulation parameters other than electrode place. For example, as the loudness 
is changed (by altering the current or pulse duration), the place-pitch 
percept may also change. This phenomenon has not been extensively 
studied, but has been reported by several researchers (e.g., Shannon 1983a; 
Townshend et al. 1987). The size and direction of this covariance of pitch 
and loudness is highly dependent on the subject and the electrode used, and 
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is most likely due to changes in the spatial shape of the neural excitation 
pattern as level is changed. Even when loudness is kept constant, the pulse 
duration used may affect the place-pitch percept evoked by a single elec- 
trode. McKay and McDermott (1999) found that subjects could discrimi- 
nate stimulation with different pulse durations, even when the loudness was 
equalized by adjusting the current. 

In summary, the concept of place pitch in cochlear implants is a gener- 
ally valid one, and makes an important contribution to the ability of the 
implantee to recognize different sounds. As electrode position changes 
along the cochlea from the round window or basal end to the apical end, 
the auditory percept that the person experiences also changes along a per- 
ceptual dimension from high pitched to low pitched. Thus, using multielec- 
trode implants, we can partially restore one of the most important functions 
of the cochlea: to separate different frequencies spatially so that they acti- 
vate different nerve cells. 

2.3 Perception of Temporal Information on 
a Single Electrode 

2.3.1 Perception of Rate of Stimulation 

In electrical stimulation, as in acoustic stimulation, the auditory nerve fibers 
exhibit phase locking to the stimulus temporal pattern. In fact, electro- 
physiology studies have generally shown that electrically stimulated nerve 
fibers are more tightly phase locked to the stimulus than for acoustic stim- 
ulation (Abbas and Miller, Chapter 5). It is therefore not surprising that 
cochlear implantees hear a pitch associated with periodic temporal features 
of the electrical signal. The simplest and most studied temporal parameter 
is the pulse rate in a constant-current pulse train. If the pulse rate is varied 
from about 50 Hz to about 300 Hz, the implantee hears the pitch of the 
sound increasing as the rate increases. At about 300 Hz, the rate pitch 
becomes less salient. As the rate is increased above about 300 Hz, the pitch 
percept becomes dominated solely by the place-pitch percept of the elec- 
trode used, and the implantee can no longer distinguish changes in rate. 
Implantees vary considerably in their ability to perceptually distinguish dif- 
ferent rates of stimulation, and also vary in the upper limit to the range of 
rates that they can distinguish. These abilities can even vary considerably 
over different electrode positions in the same subject. Figure 7.4 shows the 
rate-discrimination ability of two implant subjects. It can be seen that 
subject PS found it difficult to discriminate rates above 225 Hz on electrode 
5 and above 160 Hz on electrode 15, whereas subject BV could discriminate 
rates up to 330 Hz. 

Studies with musically capable implantees have shown that, provided 
rates are kept within the limits of salient rate pitch, changes of rate produce 
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Figure 7.4. Data for two subjects from our laboratory, showing how their rate dis- 
crimination ability changes with the rate of stimulation. Note that the rate at which 
discrimination becomes difficult varies between the two subjects and also between 
the two electrodes for subject PS. 



similar musical pitch intervals as would be expected from changing the fre- 
quency of pure tones or the fundamental frequency of complex sounds in 
normal hearing (Pijl and Schwarz 1995; McDermott and McKay 1997). 

It is interesting to ask the question, What is the relationship between 
place pitch and rate pitch: are these two independent percepts of the same 
sound, or are they somehow amalgamated via central processing to make 
a single one-dimensional pitch percept? The evidence so far collected 
from psychophysical studies suggests that percepts related to spatial and 
temporal cues are independent. That is, a pulse train on a particular 
electrode evokes two simultaneous percepts, one related to the rate of 
stimulation and the other related to the electrode position, both of which 
may be described by subjects as a pitch percept. Some researchers suppose 
that the percept associated with cochlear place may be more properly 
described as timbre. However, implant subjects readily apply the pitch 
label to place-of-stimulation cues (as in pitch ranking or scaling) as well 
as rate-of-stimulation cues. 

An early experiment by Tong et al. (1983b) demonstrated the indepen- 
dence of percepts evoked by electrode place and pulse rate using a multi- 
dimensional scaling experiment (see section 2.2). They used combinations 
of three electrode positions and three rates of stimulation in their experi- 
ment. The resultant stimulus space, shown in Figure 7.5, is clearly a two- 
dimensional array with electrode place and rate of stimulation being 
represented along orthogonal dimensions. In a more recent experiment, 
McKey et al. (2000) showed that, when discriminating stimuli differing in 
small increments of both place and rate parameters, implantees could opti- 
mally combine these two independent perceptual changes to enhance their 
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Figure 7.5. The results of a multidimensional scaling experiment by Tong et al. 
(1983b), using stimuli that varied in electrode position and repetition rate of stim- 
ulation. The implant used was an early prototype with an array of 10 electrodes 
labeled in apical to basal direction. The stimuli had multiple biphasic pulses, sepa- 
rated by 1 ms, in the first half of every repetition period. The stimulus space is a two- 
dimensional array, showing that repetition rate and place were perceived as 
separate, independent dimensions. 



discrimination ability, regardless of whether the two changes produced 
pitch changes in opposite directions or the same direction. 

2.3.2 Perception of Amplitude Modulation and Gap Detection 

Two main types of psychophysical experiments have been used to measure 
how well implantees can detect amplitude variations over time in an elec- 
trical signal. This ability is called temporal resolution. Gap detection tasks 
measure the duration of a just-detectable gap in a stimulus. Amplitude mod- 
ulation detection tasks measure the amplitude of a periodic (usually sinu- 
soidal) fluctuation in a signal when the fluctuation is just detectable by the 
subject. 

In an early experiment, Shannon (1989) measured the ability of 
implantees to detect gaps in sinusoidal or pulsatile stimuli. The duration 
of just-detectable gaps was 20 to 50 ms for low-level stimuli, with perfor- 
mance improving at high levels to detection of gaps of 2 to 5 ms. The 
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Figure 7.6. The ability of three cochlear implantees to detect amplitude modula- 
tion of a 1000-Hz carrier pulse train as a function of modulation rate. (Data adapted 
from Busby et al. 1993.) 



similarity of this performance to that of normal-hearing listeners with anal- 
ogous acoustic stimuli indicated that temporal resolution is a central 
process that is largely unaffected by sensorineural deafness. 

The central process involved in temporal resolution tasks has some sim- 
ilarity to the effect of a low-pass filter. That is, slow changes are easily 
detected, but fast changes get “smoothed out” and become undetectable. 
The low-pass characteristic of temporal resolution is best illustrated by the 
results of amplitude modulation detection experiments (Shannon 1992; 
Busby et al. 1993). When the just-detectable amplitude of an amplitude 
modulation is plotted against the frequency of the modulation, the resul- 
tant curve is called a temporal modulation transfer function (Viemeister 
1979). These measurements usually show that when the modulation fre- 
quency is increased, the modulation becomes increasingly difficult to detect 
(that is, the modulation amplitude has to be increased to allow detection). 
Figure 7.6 shows examples of temporal modulation transfer functions for 
three implantees. Two of these transfer functions have a typical shape, 
similar to that seen in acoustic hearing, indicating that, as the frequency 
of the modulation increases above about 100 Hz, the amplitude of the 
modulation must be increased in order for the modulation to remain 
detectable. One subject (S3), who is a prelingually deaf teenager, performed 
relatively poorly at this task and also did not show a clear low-pass 
characteristic. It is possible that such differences in ability to perceive ampli- 
tude modulations may contribute to the variability of speech perception 
ability among implantees, since there is much information about speech that 
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is conveyed in the amplitude envelope of a speech signal (Cazals et al. 1991; 
Fu 2002). 

The fact that modulation detection and rate discrimination have a similar 
low-pass characteristic evokes the question of whether the same mechanism 
underlies the two perceptual tasks. Certainly, we know that amplitude mod- 
ulations may produce a pitch percept, both in acoustic and electric hearing 
(Burns and Viemeister 1976; McKey et al. 1994). Patterson et al. (1978) have 
addressed this question using amplitude-modulated wide-band noise and 
normal-hearing listeners. They measured the modulation depth required for 
subjects to tell whether two fixed modulation frequencies were different in 
pitch. For modulation frequencies above 70 Hz, this modulation depth was 
a constant multiple of the modulation depth required to detect the pres- 
ence of amplitude modulation. They inferred that the ability to detect 
amplitude modulation was the major factor limiting perception of modula- 
tion-rate pitch above 70 Hz. On the other hand, experiments have shown 
that pitch perception involves processing that is additional to or different 
from what would be needed to detect fluctuations in the amplitude enve- 
lope of a sound. In particular, the central processing of the time intervals 
in the fine temporal structure of a sound appears to be important for pitch 
perception. For example, McKay et al. (1995b) and McKay and Carlyon 
(1999) have shown that, for amplitude modulations of pulsatile electrical 
stimulation, the underlying intervals in the carrier pulses contribute to the 
pitch percept as well as the amplitude modulation period. In a more recent 
experiment using equal-amplitude electric pulse trains with various pat- 
terns of interpulse intervals, Carlyon et al. (2002) showed that the resultant 
pitch was most consistent with the proposition that the central auditory 
system utilized the time intervals between successive stimulus pulses, rather 
than an overall periodicity determination, to extract the pitch of a sound. 
More research is needed for us to fully understand the central processes 
involved in nonspectral pitch perception. 

2.4 Loudness Effects at a Single Electrode Position 

Loudness is the perceptual quality that we use to describe the intensity of 
a sound, along a dimension from soft to loud. Although loudness is monot- 
onically related to intensity for a fixed sound, there is not a 1 : 1 relation- 
ship between intensity and loudness across different sounds. This is because 
the frequency content (or spectrum) of a sound and its temporal qualities 
(how its amplitude varies over time) have an effect on the perceived loud- 
ness in addition to the overall intensity. Although the physiological corre- 
lates of loudness are not completely understood, it is generally accepted 
that the loudness of a sound is related to the amount of neural excitation 
it evokes in the auditory nerve. To make a judgment of overall loudness, 
the central auditory system must combine information about neural exci- 
tation coming from different parts of the cochlea, and obtain information 
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about the rate of neural excitation by monitoring such information over 
time. 

In this section we first discuss the effects on loudness of changing the 
intensity of an electrical stimulus by altering the current amplitude or pulse 
duration. The discussion is then extended to include the effects on loudness 
of the temporal characteristics of the stimulus pattern. The effects on loud- 
ness of using multiple electrodes concurrently is addressed in section 3. 

2.4.1 The Effects of Current Amplitude and Pulse Duration 
on Loudness 

The simplest electrical signals consist of a sinusoidal analog current or a 
train of biphasic current pulses. A biphasic current pulse consists of a con- 
stant-current pulse, followed by a re versed-polarity pulse of the same ampli- 
tude and duration. When the current amplitude is increased in analog or 
pulsatile stimuli, more nerve fibers are activated on each cycle of the stim- 
ulation, resulting in an increase in loudness. The increase in neural activity 
with current amplitude is contributed to by two mechanisms. First, an 
increased number of neurons are activated by the current. That is, nerve 
fibers with higher thresholds are recruited by the higher current, leading to 
a greater total number of neurons activated. Second, for neurons above 
threshold and not yet firing at their saturation rate, there is an increased 
probability that each will fire on a particular cycle. For example, a neuron 
that fired on average every third cycle of the stimulus may increase its firing 
rate to an average of once every second cycle when the current amplitude 
is increased. 

The effect of current amplitude on loudness for pulsatile stimuli is illus- 
trated in Figure 7.7. The figure shows the result of a loudness estimation 
task for an implantee using two stimuli. The two stimuli were delivered to 
the same electrode and had the same rate of stimulation (200 Hz), but 
differed in their pulse duration. It can be seen that loudness increases 
monotonically with current for both pulse durations. A similar function 
of loudness growth is also obtained when increasing the amplitude of 
sinusoidal stimuli (Shannon 1983a). 

The range of currents (dynamic range) that produced a loudness change 
between threshold and comfortably loud for the subject in Figure 7.7 was 
2 to 3 dB. This represents a much steeper loudness growth function than 
seen for acoustic stimulation in normal hearing (where the typical equiva- 
lent dynamic range of hearing is about 80 dB). Although electrical dynamic 
range varies among subjects and electrodes, and varies with parameters 
such as pulse duration, rate, and number of activated electrodes, it is always 
the case that the dynamic range is much smaller than for acoustic hearing. 
This is probably because the compressive function produced by cochlear 
mechanics in normal hearing is not present in electrical stimulation (Zeng 
and Shannon 1994). 
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Figure 7.7. The result of a loudness estimation experiment in our laboratory with 
one subject, showing how loudness increases with current amplitude for pulsatile 
stimuli. The two stimuli in this case have a rate of 200 Hz, and use pulse durations 
of 100 and 266 |is. 



One can also see from Figure 7.7 that the current needed to achieve a 
particular loudness is lower when the pulse duration is longer (see also 
Zeng et al. 1998; McKay and McDermott 1999; Chatterjee et al. 2000). To 
understand the relationship of pulse duration to loudness, it is useful to 
examine the mechanism by which nerve fibers are activated by an electric 
current. (This mechanism is described fully in Abbas and Miller, Chapter 
5.) For the purposes of our discussion here, there are two important fea- 
tures of the process of electrical stimulation of nerve fibers. First, the total 
charge that is deposited on the neural membrane by the stimulus current 
pulse is the important parameter that helps to determine whether or not a 
particular nerve fiber will initiate a spike. Doubling the duration of the 
current pulse doubles the total charge delivered to the neural membrane, 
in the same way as doubling the current amplitude. It may seem, then, that 
doubling the current or the pulse duration should have an equal effect on 
neural excitation and therefore on loudness. But this is not the case. In fact, 
doubling the current causes a greater loudness change than doubling the 
pulse duration. This is due to a second important feature of neural charg- 
ing: the neural membrane does not hold all the charge that is deposited on 
it, but loses some of this charge during the time of the current pulse. The 
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Figure 7.8. The results of an experiment by McKay and McDermott (1999) with 
six implantees and various electrode positions, in which the current at threshold of 
hearing and the loudness-balanced comfortably loud levels were obtained for 
stimuli using two different pulse durations (266 ps, and a shorter duration between 
50 and 70ps).The vertical axis shows the current reduction needed to keep the loud- 
ness the same when pulse duration was doubled. The horizontal axis shows 
the current of the stimulus with 266-ps pulse duration for each equally loud pair of 
stimuli. The two broken lines are the best linear fits for the threshold data and the 
comfortably loud data, and the solid line is the best fit for the combined data. 



neural membrane is often referred to as a “leaky integrator” when this 
charging property is under discussion. The longer the duration of the 
current pulse, the more charge can leak away within the duration of 
the pulse. Thus a current pulse that has half the current and double the pulse 
duration of another pulse will not be able to cause as great a change in 
potential of the neural membrane as the other pulse, even though it deliv- 
ers an equal amount of charge. In other words, shorter duration pulses are 
more efficient in the task of exciting a neuron than longer duration pulses 
containing the same total charge. This means that increasing the current by 
a certain ratio results in more increase in loudness than the same ratio 
increase in pulse duration. 

One way to measure this difference in the effects of current and pulse 
duration changes on loudness is to ask implant users to match the loudness 
of two stimuli with different pulse durations by adjusting the current ampli- 
tude of one of them. This procedure is called a loudness balancing task. 
Figure 7.8 shows the result of such an experiment with six implantees. The 
vertical axis shows the current reduction required to match the loudness 
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when the pulse duration is doubled. A halving of the current is equivalent 
to 6-dB reduction. It can be seen that the current was never reduced by as 
much as 6dB when the pulse duration was doubled, but by amounts ranging 
from 2 to 5.5 dB. It can also be seen that there is a correlation between the 
absolute current level and the amount of current adjustment that gives 
the same loudness change as doubling the pulse duration. At lower currents, 
the current and pulse duration changes are almost equivalent (close to 6dB 
current adjustment per doubling of pulse duration), but at higher current 
levels, doubling pulse duration has less effect on loudness than doubling the 
current (see also Zeng et al. 1998). The reason for this correlation is still 
unclear, but it may be due to the fact that higher currents access neurons 
or parts of neurons that are more distant from the electrodes in the cochlea, 
and these neurons may have different charging characteristics to the closer 
neural structures. The overall effect of this correlation is that, if a longer 
pulse duration is used, the electrical dynamic range (change of current in 
dB to go from threshold of hearing to an uncomfortable loud sound) is 
larger than when a shorter pulse duration is used. 

In summary, both current amplitude and pulse duration can be used to 
control the loudness of a sound when using pulsatile electrical stimuli. The 
way that loudness grows with increasing current or pulse duration is some- 
what different, however. In addition, the exact shape of the loudness versus 
current relationship is still a matter for investigation. It can be seen from 
Figure 7.7 that, for practical purposes, a linear fit of loudness to current, 
when both are on a logarithmic scale, describes the relationship reasonably 
well. This translates to loudness being a power function of current. Some 
researchers (e.g., Zeng and Shannon 1992) have noted a better fit of the 
loudness-current relationship with an exponential function. More recently, 
McKay et al. (2003) proposed a loudness function that was a combination 
of power and exponential functions. In most implantees all these functions 
provide a reasonable fit for practical purposes, at least over a restricted 
range of stimulus parameters. It is likely, however, that variations among 
the spatial distribution of surviving nerve cells, and variations in the shape 
of electrical fields due to varying electrode geometry, modes of stimulation, 
and pathological processes in the cochlea, will lead to individual variations 
in how loudness grows with current. These issues are still the subject of 
research. 

2.4.2 Intensity Discrimination 

The relationship between the amplitude of an electrical or acoustic stimu- 
lus and loudness is important for many perceptual tasks. For a steady sound, 
loudness provides valuable clues about the type of sound source and its dis- 
tance from the listener. When listening to complex and fluctuating sounds 
such as speech, the discrimination of different intensities within the signal 
provides very important cues for identifying and understanding the sounds 
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Figure 7.9. Individual discriminable steps of current for eight cochlear implantees. 
The number of discriminable loudness steps for these subjects varied from 7 to 45; 
however, the number of steps was not correlated with the absolute size of the elec- 
trical dynamic range. (From Nelson et al. 1996.) 



(Shannon et al., Chapter 8). The way the overall intensity of a signal changes 
over time {amplitude envelope cues) and the relative intensity of compo- 
nents of different frequencies at the same time {spectral shape) provide vital 
cues to how the sound was made, and hence its identity. In normal hearing, 
the change in acoustic intensity that is just detectable ranges from 1 to 2dB 
at low sensation levels to about 0.5 dB at high levels. Considering that the 
range of intensities from threshold to uncomfortable loudness in normal 
hearing is generally at least 80 dB, one can estimate the number of dis- 
criminable steps of loudness in normal hearing to be at least 50 to 60. 

Intensity discrimination experiments with cochlear implantees have 
shown large individual differences in the size of current steps that produce 
discriminable loudness changes. Figure 7.9 shows the discriminable current 
steps within the perceptual dynamic range for eight subjects. These steps 
were obtained using a three-alternative forced-choice task where the 
subject had to nominate the loudest of three presented stimuli, where one 
randomly selected stimulus had a higher current than the other two. It can 
be immediately seen that although one subject had 45 discriminable steps, 
which is a similar order of magnitude to the number in normal hearing, 
other subjects had as few as seven discriminable steps. Thus, there is great 
variation between people in their ability to detect small level variations in 
an electrical signal, and this would lead to variation in their ability to use 
this information to recognize sounds or understand speech. Nelson et al. 
(1996) noted a correlation among their subjects in that smaller discrim- 
inable steps were associated with higher thresholds and smaller dynamic 
ranges. However, this correlation did not hold for different electrode posi- 
tions in the same subject. 
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2.4.3 The Effect of Temporal Parameters on Loudness 

Although the control of loudness is achieved in practical situations (such 
as in the output of a speech processor) by controlling the amount of charge 
delivered by each current pulse, or the current amplitude of sinusoidal stim- 
ulation, the temporal features of an electrical signal (how the current ampli- 
tudes vary over time or the relative timing of individual pulses) also affect 
the loudness. 

The next two subsections discuss the effect of frequency or rate of stim- 
ulation on loudness and the effect of duration and temporal amplitude 
envelope fluctuations. 

2.43.1 The Effect of Frequency, Rate of Stimulation, and Interphase Gap 
on Loudness 

For simple pulse-train stimuli, there are two time intervals (apart from the 
pulse duration) that affect the loudness perceived by implantees. The one 
with the most important consequences for loudness coding in speech 
processors is the repetition period, which gives the frequency or rate of 
stimulation. The effects of frequency and rate on loudness are discussed 
below. 

The other stimulus time interval that affects loudness is the small gap 
between the two phases of a biphasic pulse {interphase gap). To understand 
the effect of interphase gap on loudness, it is important to know about the 
timing of neural action potentials relative to the onset and offset of indi- 
vidual stimulus pulses. Electrophysiological studies have shown that 
acoustic nerve fibers can fire up to 100ps after the offset of a stimulus 
current pulse. For example, Shepherd and Javel (1999) found that the 
threshold current for production of an action potential increased from its 
value for monophasic pulses when a reverse phase with interphase gap less 
than 100ps was added. When the second phase of the biphasic pulse begins, 
any charge that has built up on the neural membrane due to the first phase 
will begin to be removed. If the neuron has not already fired by the start 
of the second phase, its likelihood of firing steadily reduces during the 
second phase, thus elevating the threshold current. Shepherd and Javel also 
found that this elevation in neural threshold was more marked when using 
narrower pulse durations. This is probably because there is a higher likeli- 
hood that the nerve has not yet fired at the end of the first phase when that 
phase is of shorter duration. Figure 7.10 shows the effect of interphase gap 
on loudness for five users of the Nucleus C124 implant. It can be seen that 
greater current is needed to achieve the same loudness when shorter inter- 
phase gaps are used. It can also be seen that, consistent with the electro- 
physiological data, the effects of interphase gap are greater for shorter 
interphase gaps and reduce as the gap widens to 100ps. The interphase gaps 
used in speech processors are generally always less than lOOps (and in some 
cases zero) and there is a trend to make both interphase gaps and pulse 
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Figure 7.10. Equal-loudness curves, for five users of the Nucleus C124 implant, for 
different interphase gaps. Current must be increased as the interphase gap is 
reduced in order to maintain the same loudness. The pulse trains used for this exper- 
iment had a rate of 1000 Hz and a pulse duration of 26 ps. 



durations as short as possible to allow the use of higher rates of stimula- 
tion. Thus the elevation of current that these short interphase gaps neces- 
sitate leads to important consequences for the power efficiency of speech 
processors. Since interphase gaps are generally not varied for an individual 
once they are set in the speech processor map, the effects of interphase gap 
on loudness are important only at the stage of setting appropriate stimulus 
parameters for that individual, rather than having importance for how vari- 
ations in loudness are controlled by the speech processor. 

The rate of stimulation (or frequency of sinusoidal stimulation) also 
affects loudness. For pulsatile stimulation, the current amplitude must be 
decreased as rate is increased in order to maintain an equally loud sensa- 
tion (McKay and McDermott 1998; Zeng and Shannon 1999). The fact that 
loudness increases when the rate increases is not surprising when one sup- 
poses that the central auditory system must make an estimate of the overall 
rate at which neural excitation is occurring in order to judge the loudness 
of a sound. 

To measure the rate at which excitation is occurring, the excitation must 
be summed or integrated over a small time interval in the central auditory 
pathways. McKay and McDermott (1998) studied the effects on loudness 
of the interpulse intervals within a stimulus, and concluded that the loud- 
ness data were consistent with such an integration of neural excitation over 
a time of about 7 ms. This temporal integration window , with exponential 
sides, is identical to the one proposed for a model of intensity discrimina- 
tion in normal hearing by Moore et al. (1996). The acoustic experiments of 
Moore et al. required the normal-hearing subjects to detect small short- 
duration increments in intensity within a continuous sound. In other words, 
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they were measuring the temporal resolution ability of the subjects, in a 
similar way to gap detection and amplitude modulation detection experi- 
ments (see section 2.3.2). If one supposes that loudness judgments are based 
on the output of such a temporal integration window, then it follows that 
the duration of this window (an equivalent duration of about 7 ms) deter- 
mines the limitation for resolving fast changes in intensity in a stimulus, as 
well as the way rates of stimulation affect loudness. In the former case, only 
changes in intensity that happen for durations longer than the integration 
window are noticed, leading to the low-pass characteristic for temporal res- 
olution discussed in section 2.3.2. In the latter case, the rate of stimulation 
starts to affect the loudness when increases in rate cause more stimulus 
pulses to fall within the window, that is, for rates above about 100 Hz. 

Temporal integration is not the only factor that contributes to the way 
rate of stimulation affects loudness. Another major factor is the refractori- 
ness of nerve fibers (see Abbas and Miller, Chapter 5). After a neuron has 
produced an action potential, it enters what is called a refractory phase in 
which it is, at first, unable to be excited again (the absolute refractory phase , 
which lasts for about 1 ms), and then has a finite but reduced probability of 
being excited by another current pulse (the relative refractory phase , which 
lasts for about 10ms). Thus, as rates increase above about 100 Hz, each 
current pulse in a pulse train activates fewer neurons than the same current 
pulse in a lower rate pulse train. The two features of temporal integration 
and neural refractoriness, therefore, act in opposite ways on loudness as rate 
is increased. An increase in rate causes the output of the temporal integra- 
tion window to increase because there are more stimulus pulses within the 
window. An increase in rate also causes the amount of neural excitation for 
each stimulus pulse to decrease because of neural refractoriness. The net 
effect for pulsatile stimulation is generally an increase in loudness as rate 
increases. The effect of refractoriness on psychophysical data has been 
modeled by McKay and McDermott (1998) and on physiological data by 
Bruce et al. (1999). 

The effect of frequency on threshold of sine-wave stimuli, compared to 
the effect of rate on pulsatile stimuli, is shown in Figure 7.11 (see also Zeng 
and Shannon 1999). It can be seen that the shape of the threshold curve for 
the sine wave is quite different from those for pulsatile stimuli. When the 
frequency of the sine wave is increased, the period, or time, between the 
peaks, is reduced as it is in a pulsatile stimulus, leading to similar effects of 
temporal integration and neural refractoriness. However, unlike changing 
the rate in pulsatile stimulation, changing the frequency of sine-wave stim- 
ulation also changes the duration of the stimulating time in each period of 
the stimulus. Doubling the frequency (while keeping current amplitude con- 
stant) halves the total amount of charge delivered to the neural membrane 
in each cycle, because the duration of the stimulus waveform is halved, 
whereas doubling the rate of a pulsatile stimulus does not change the total 
charge delivered in each period. In addition, halving the duration of the 
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Figure 7.11. Threshold current versus pulse rate of pulsatile stimulation and fre- 
quency of sinusoidal stimulation for one subject (Shannon 1985). It can be seen that 
the effect of frequency of sinusoidal stimulation on threshold is greatly different 
from that of pulse rate in pulsatile stimulation. It can also be seen that much of the 
difference can be accounted for by the change of effective pulse duration or charge 
per period as frequency changes in sinusoidal stimulation. 



stimulating cycle has effects on the efficiency of the neural-membrane 
charge-up process, analogous to the effects discussed above for changing 
the pulse duration in pulsatile stimulation. Thus, the effect of frequency on 
loudness for sine-wave stimulation is due to a complicated interaction of 
features of the stimulus waveform, characteristics of how neural mem- 
branes are charged, and how the central auditory system processes the audi- 
tory nerve impulses. 

2. 4.3. 2 The Effect of Duration and Temporal Envelope on Loudness 

Another temporal factor that affects the perceived loudness of any sound 
is its total duration. For both acoustic and electrical hearing, the loudness 
of a sound increases as the duration increases, up to about 100 to 200 ms 
(when the stimulus intensity is kept constant). Donaldson et al. (1997) mea- 
sured the decrease in threshold for 100-Hz pulse trains as the duration of 
the pulse train increased from 0.4 to 630 ms and found that the slope of this 
function varied across electrodes and subjects from 0.06 to 1.94dB/doubling 
of duration. These slopes are much shallower than the 2.5 dB/doubling 
typical of normal hearing, although when expressed as a percentage of the 
dynamic range the electrical slopes vary both above and below the acoustic 
ones. 

Although the term temporal integration is also used to refer to the effect 
of the duration of a signal on the loudness percept, the time scale over which 
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the duration effect operates (more than 100 ms) is much longer than that 
of the temporal integration window discussed above (7 ms). This suggests 
that the two time windows arise from quite different mechanisms. 

Earlier models of the duration effect assumed it was the result of stimu- 
lus or neural activity summing. However, this led to a paradox, whereby one 
had to evoke two very different time courses of this integration to account 
for both intensity resolution effects and duration effects. The shorter time 
window has been associated with people’s ability to discriminate changes 
in intensity of a signal using tasks such as detection of gaps or stimulus 
increments or decrements within a signal, as well as the detection of a 
continuous amplitude modulation of a signal. Research by Donaldson and 
Viemeister (2000) has suggested that the neural information used by the 
brain to detect intensity differences between separate signals may also be 
related to the information used to detect low-frequency (4-Hz) amplitude 
modulations within a single signal. In all these tasks, the data can be 
explained by supposing that some physical quantity (the power of the stim- 
ulus, or the amount of neural excitation, for example) is summed or inte- 
grated over a short time of several milliseconds. It is plausible that this 
summation is performed by neurons in the central auditory system that 
have multiple inputs from different acoustic nerve fibers, since the time 
scale is similar to that characterizing the excitation properties of these 
central neurons. 

In contrast, the long time window involved in the effect of duration on 
loudness may be the result of higher order processing of the signal over 
time. For example, Viemeister and Wakefield (1991) have suggested that 
there is no physical integration of a signal over periods greater than a few 
milliseconds. They suggested an alternative multiple-look model in which 
the output of the short temporal integration window is “sampled” at a fairly 
high rate, and these “looks” are stored in memory (which is retained for 
several hundred milliseconds) and can be accessed and processed selec- 
tively. A longer stimulus allows more looks, and so the probability of detect- 
ing the stimulus increases (and the threshold decreases) as the duration 
increases. Donaldson et al. (1997) showed that the duration effect they mea- 
sured was consistent with the multiple-look theory, and that the variability 
in the magnitude of the effect across electrode positions and subjects was 
predictable from (inversely correlated with) the steepness of the psycho- 
metric functions describing detection probability versus level. Another way 
to say this is that, in electrical hearing, the sensation magnitude versus level 
function is much steeper than in normal hearing, so smaller current adjust- 
ments are needed to evoke a fixed change in hearing sensation. It is inter- 
esting to note that expressing the dB/doubling data in terms of percentage 
of the dynamic range did not “normalize” the data so that it resembled the 
acoustic data, whereas using the psychometric function at threshold to 
predict the slope for individual cases produced a relationship that was con- 
sistent with the acoustic case. This is perhaps further evidence that the slope 
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of the loudness growth function (in log-log coordinates) is not constant 
across the dynamic range (as discussed above). 

The way a signal’s amplitude fluctuates over time also affects the loud- 
ness percept. Zhang and Zeng (1997) measured the difference in loudness 
between two (analog) signals applied to a cochlear implant electrode. These 
signals were harmonic complexes that differed only in their phase rela- 
tionship, so that each had the same root mean square (rms) energy but dif- 
fered in their temporal envelope (one having a peakier temporal pattern). 
They found that near threshold, the two signals were equally loud (consis- 
tent with rms energy determining loudness), but as the signals were 
increased in level the peakier waveform became louder than the less peaky 
one (until at the maximum loudness, the loudness was consistent with the 
peak determining the loudness rather than the rms level). The authors sug- 
gested that their data were consistent with the shorter integration window 
(a few milliseconds) determining loudness for a dynamic stimulus, and that 
the level-dependent effect was consistent with the expansive loudness 
growth function in electrical hearing. 3 

Similar conclusions were drawn by McKay et al. (2001, 2003). They devel- 
oped a model of electrical loudness that was able to predict the loudness 
of arbitrary pulsatile stimulus patterns. In their model, neural activity is 
integrated at each cochlear place (over the short integration window) and 
then converted via a nonlinear (expansive) function to specific loudness 
(the loudness contribution at each cochlear place). The total loudness is the 
sum of the specific loudnesses across electrode positions. These authors 
developed a practical method of applying this model in which the loudness 
contribution of each pulse within the integration window is obtained (using 
a current versus loudness contribution function) and summed to give the 
overall loudness. Because of the shape of the current-versus-loudness func- 
tion, the model predicts that, at higher levels, the highest current in the 
window has an enhanced contribution to the overall loudness compared to 
the lower currents, consistent with the earlier data of Zhang and Zeng 
(1997). 

3. Perception of Multiple-Electrode Electrical Stimuli 

The output of a multiple-electrode cochlear implant sound processor 
consists of analog or pulsatile stimuli that are distributed over multiple elec- 
trode positions, and changing dynamically according to the acoustic input 
(see Wilson, Chapter 2). As discussed in section 2.2, the goal of multiple- 
electrode stimulation is to restore to some degree the capability for spec- 
tral analysis which is lost in profound hearing impairment. The spectral 



3 For more discussion on this topic see Zeng (2003). 
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shape of a speech sound is a crucially important cue for its identity. 
For example, to identify a vowel sound, the frequencies at which the first 
two peaks in intensity in the spectral envelope occur (called the first 
and second formant frequencies, FI and F2) must be resolvable. That 
is, the listener must hear within the overall vowel sound the fact that 
there are two separate peaks in intensity at the formant frequencies. The 
capability of multiple-electrode electrical stimuli to enable such fre- 
quency resolution is discussed in section 3.1. An important factor that 
may affect this frequency resolution ability in cochlear implantees is the 
degree of channel interaction. That is, stimulation on a nearby electrode 
just prior to or simultaneously with a particular electrode affects the 
neural response elicited by that electrode. This type of channel interaction 
is discussed in section 3.2. In section 3.3, the perception of temporal 
information within multiple-electrode stimuli is discussed, and in section 
3.4, the effect of multiple-electrode stimuli on loudness is discussed. 

3.1 Spectral Shape Perception with 
Multiple- Electrode Stimuli 

The simplest multiple-electrode stimulus that has been studied psy- 
chophysically is one in which successive stimulus pulses are alternated 
between two electrode positions. Tong et al. (1983a) studied the perception 
of such stimuli in a multidimensional scaling task. They found that the 
subject perceived two independent perceptual dimensions in the stimuli, 
one corresponding to each of the two electrode positions. The stimulus 
space they found, showing the two-dimensional array of stimulus repre- 
sentations, is shown in Figure 7.12. This experiment demonstrated the 
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Figure 7.12. The stimulus space obtained by Tong et al. (1983a) in a multidimen- 
sional scaling experiment with dual-electrode stimuli. The two-dimensional array in 
the stimulus space shows that the subject perceived two independent dimensions 
related to the two electrode positions. 
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Figure 7.13. The forward-masking pattern (or internal spectrum) produced by a 
multiple-electrode electrical stimulus. The masker is a simulation of the output of 
a Spectra processor, using the SPEAK strategy, for an acoustic input produced by 
a cello. (Data from Stainsby 2000.) 



feasibility of coding the first two formant frequencies of vowels by the posi- 
tion of two concurrently activated electrodes, and was the basis of an early 
speech-processing strategy called F0/F1/F2. The fundamental frequency 
(F0) was coded as the repetition rate of the speech-processor output, 
providing a perception of voice pitch (see section 2.3.1). A later study by 
McKay et al. (1996) showed that dual-electrode stimuli retained this two- 
dimensional perceptual quality even when the electrode positions were 
adjacent (0.75 mm separation) and the time between the pulses on the two 
electrodes was reduced to a minimum of 0.62 ms. Thus, at least for stimuli 
with sequential pulses, the percept remained two-dimensional even though 
the neural excitation patterns for the two electrodes were presumably 
substantially overlapping. 

Another way of investigating the percepts evoked by multiple-electrode 
stimuli is to study the forward-masking pattern produced when such stimuli 
are used as a masking stimulus. Figure 7.13 is an example of such a forward- 
masking pattern. In this experiment the acoustic signal was produced by a 
cello playing a musical note (B above middle C).The output of the Spectra 
processor, using the SPEAK strategy, was examined for this signal input, 
and a psychophysical masking stimulus was constructed that simulated the 
electrical output of the processor. This masking stimulus is represented in 
the graph by the vertical bars, which indicated the electrode positions and 
level of the six pulses that are generated approximately every 4 ms in the 
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SPEAK strategy. The line represents the pattern of threshold shift for a 
probe stimulus (a brief pulse train of duration 20 ms on a single electrode) 
across different probe electrode positions. It can be seen that the pattern 
of threshold shifts has a representation of the amplitude peaks in the elec- 
trical stimulus itself. The forward-masking pattern for a complex sound is 
often referred to as the internal spectrum , because it can be thought of as 
a perceptual representation of the external signal spectrum (Moore and 
Glasberg 1983). 

It should be noted that neither of the experimental procedures described 
above (multidimensional scaling and forward masking) test directly 
whether implantees can perceptually resolve concurrent electrical stimu- 
lation at more than one cochlear position. However, the results of the 
experiments are consistent with the proposition that multiple-electrode 
stimulation results in a pattern of neural responses across cochlear position 
that is analogous to that resulting from basilar membrane mechanics in 
normal hearing. There is a lot of individual variability among implantees 
in their ability to perceive spectral shape, as evidenced by variations in 
vowel category identification ability (see Shannon et al., Chapter 8). This 
variation may be due to many factors related to the individual listener 
or the implant design, including the so-called channel interaction to be 
discussed below. 

3.2 Channel Interactions in Multiple-Electrode Stimuli 

The term channel interaction may refer to three different types of phe- 
nomena, all of which lead to multiple-electrode stimuli evoking a percept 
that is not merely a sum of individual percepts from the individual elec- 
trodes (Eddington et al. 1978; Shannon 1983b). First and most basic is the 
interaction caused by direct summation of simultaneous currents. Second, 
interactions can occur at the neural-stimulus interface, when a preceding 
stimulus pulse from one electrode can affect the neural response evoked 
by a subsequent stimulus pulse from a second electrode position. Third, 
there is interaction at the perceptual level, whereby the presence of stimu- 
lation on one electrode can change the way the person perceives the 
stimulation on another electrode. 

Channel interactions at any of these levels are not necessarily problem- 
atic. Most interactions at the perceptual level are the result of normal 
across-channel central auditory processing, and can potentially play a 
similar role for perception of complex electrical stimuli to analagous 
processing in normal hearing. The other two, peripheral, interactions (at 
the stimulus and acoustic-nerve levels) have the potential to degrade and 
distort the perception of sounds by implantees if allowed to occur in a 
random or uncontrolled way. However, these same interactions might also 
be intentionally used in a controlled way to improve the perception of 
implantees. 
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When intracochlear currents are simultanteous at two electrode positions 
(for example, when the stimulation is continuous rather than pulsatile, or 
when current pulses overlap in time) they can sum directly (see Wilson, 
Chapter 2). The first and most obvious effect of such current summation is 
on the loudness of the multiple-electrode stimulus. As we saw in section 
2.4.1, small increments or decrements in current can lead to significant loud- 
ness changes. Consider two electrodes, both with sinusoidal stimuli. If the 
two stimuli are in phase, there is an increase in total current at every point 
where there is nonzero current from both electrodes, compared to the sit- 
uation when each electrode is activated on its own. On the other hand, if 
the two stimuli are 180 degrees out of phase, the currents from each elec- 
trode have an opposite sign and the total current is reduced at all points 
where there is nonzero current from both electrodes. Thus the loudness of 
such a dual-electrode simultaneous stimulus varies according to the phase 
difference between the two waveforms, even when the current amplitudes 
are kept constant. 

In a study of channel interaction and loudness perception, Shannon 
(1983b) utilized the effect on loudness summation of phase differences in 
simultaneous sinusoidal stimuli to investigate the extent of direct current 
summation across two electrodes in the Ineraid device. Figure 7.14 shows 
that the in-phase condition (0 or 360 degrees phase shift) led to a signifi- 
cantly louder percept than the out-of-phase condition (180 degrees phase 
shift). Shannon further showed that, as the separation of the two electrodes 
was increased, the effect of phase differences on loudness decreased 
because the spatial region where the two electrodes both made a significant 
contribution to the current density became smaller. Thus, this is a method 
that can be used to directly measure the distance from an electrode at which 
the current density has fallen to an insignificant level. 

Apart from the above loudness effects, another important consequence 
of direct current summation in multiple-electrode stimuli is alteration in the 
shape of the neural excitation pattern. If we consider the dual-electrode 
sinusoidal stimulus discussed above, the phase conditions not only differ in 
loudness, but also produce quite different excitation pattern shapes. The 
in-phase condition produces more excitation in the area of overlapping cur- 
rents than the out-of-phase condition, so that the overall excitation pattern 
for the two electrodes has relatively more excitation central to the two elec- 
trode positions in the in-phase case. In contrast, the out-of-phase case 
suppresses the excitation in the overlapping current region. Thus, the ability 
of the implantee to perceptually resolve the stimulation on the two sepa- 
rate electrodes may vary with the relative phase of the two sinusoids. 

In sound processors that generate independent simultaneous analog 
current waveforms on a number of electrodes, the phase relationships 
between the electrodes can change over time in a difficult-to-predict way. 
Thus, unlike the simple psychophysical dual-electrode stimulus with equal- 
frequency sinusoids and fixed phase delay, the loudness of the speech- 
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Figure 7.14. Results of an experiment by Shannon (1983b), showing the effect on 
loudness of altering the relative phase of two simultaneous sinusoidal stimuli at dif- 
ferent electrode positions. One stimulus was set to a loudness of 50 and the other 
was set to a value that is shown by the closed symbol on the ordinate. 



processor output and the neural excitation shape produced can vary from 
moment to moment independent of any spectral changes in the acoustic 
signal. This was the main reason behind the idea of using sequential current 
pulses rather than simultaneous analog stimulation. In processors that use 
sequential current pulses, there are no simultaneous currents at more than 
one electrode position, and thus currents can never directly sum. The newest 
generation of implantable electrodes that lie closer to the modiolus may 
theoretically led to a reduction in the amount of simultaneous current sum- 
mation, because the required currents are lower and the excitation patterns 
from adjacent electrodes may not overlap to the same extent as with older 
electrode array designs (see Wilson, Chapter 2). 

Current summation in simultaneous stimulation of nearby electrodes can 
be used in a controlled way, however, to shape the resultant excitation 
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pattern in some desired way. For example, if simultaneous or overlapping 
current pulses are applied at more than one electrode position, it is possi- 
ble to sharpen the resultant excitation pattern compared to using a single 
current pulse on one electrode. An example of this use of simultaneous 
current is the quadrupolar electrode stimulation mode proposed by Jolly 
et al. (1996). In a similar way, the controlled use of simultaneous currents 
might be a feature of future speech-processing strategies to keep the pitch 
stable for different overall levels, to mimic more accurately the spatiotem- 
poral excitation pattern produced in a normal cochlea, or to shape the 
neural excitation pattern in some desired way (for example, to sharpen 
the peaks in excitation). In all these cases, the relative phase or timing of 
stimulation at adjacent electrode position needs to be finely controlled, as 
well as the relative current amplitudes. 

There is a way in which even sequential current pulses from different 
electrode positions can interact so that the overall peripheral neural 
response is not just the sum of the individual neural responses that would 
have occurred if the single-electrode pulses were delivered in isolation. The 
mechanism for this interaction is neural refractoriness. The effect of neural 
refractoriness on the relation between rate of stimulation and loudness in 
single-electrode stimuli was discussed in section 2.4.3. 1. In multiple- 
electrode stimulation, nerve cells can be activated by currents from more 
than one electrode position. Thus, the probability that a nerve cell will fire 
in response to one particular current pulse is affected not only by any 
preceding pulses from the same electrode within the previous 10 ms 
(approximately), but also by preceding stimulus pulses originating at other 
nearby electrode positions. The precise effects of neural refractoriness on 
the excitation pattern shape produced by multiple-electrode stimuli has not 
been determined, but it is theoretically likely to be highly dependent on the 
temporal pattern, order, and relative levels of the individual pulses in such 
a stimulus. 



3.3 Perception of Temporal Information in 
Multiple-Electrode Stimuli 

In section 2.3, we discussed the perception of temporal information (rate 
of stimulation, amplitude modulation, gap detection) in a single-electrode 
stimulus. In this section we discuss two complementary questions: (1) Does 
stimulation on one electrode interfere with the perception of temporal 
information on another electrode? (2) Can an implantee combine fine tem- 
poral information from different electrode positions to perceive an overall 
temporal pattern? These questions can be reduced to a more basic third 
question: Is there across-channel processing of temporal information? One 
main role of central processing of across-channel temporal information is 
thought to be the perceptual grouping of components of a complex signal, 
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or the perceptual segregation of the components of different sound sources. 
Thus research studying across-channel processing is of importance in 
understanding how we can understand one speaker when a second speaker 
is talking, for example. 

In normal hearing, two tones fall into different auditory processing 
channels if they do not significantly activate a common auditory filter. The 
current evidence from research with normal-hearing listeners is that cross- 
channel processing of temporal information probably occurs for some 
listening conditions and/or tasks and not for others. For example, a 
phenomenon called modulation detection interference has been studied, in 
which the ability of a listener to detect amplitude modulation in one fre- 
quency channel is interfered with by the presence of amplitude modulation 
in a second channel (Yost and Sheft 1989; Moore et al. 1991). Experiments 
that have examined the ability of normal-hearing listeners to detect phase 
differences in components of a complex tone have shown that this ability 
is enhanced when the components fall within the same auditory filter or 
channel (Nelson 1994). However, other studies have found that subjects can 
still discriminate these phase differences above chance levels when the com- 
ponents do not fall in the same auditory filter (Strickland et al. 1989; Yost 
and Sheft 1989). The detection of temporal gaps in complex tones has also 
been studied for normal-hearing people in which the gap occurs within or 
across frequency channels. Generally, subjects find the detection of a gap 
that occurs between spectrally different sounds (i.e., each side of the gap 
has a different frequency content) to be more difficult than the detection 
of a gap in a single sound, suggesting that the within-channel task is medi- 
ated by a different or additional process to that used in the across-channel 
task. Oxenham (2000) measured gap detection ability in stimuli where the 
markers (each side of the gap) differed in spectral or temporal (F0) or 
binaural (interaural time and intensity differences) features. He found that 
gap detection was most affected when the spectral content of the markers 
differed (meaning that within-channel processing was most important for 
gap detection). Temporal differences in markers of the same spectral enve- 
lope produced no effect (interaural time differences) or a small effect (F0 
difference) on gap detection. In the case of F0 differences, they postulated 
that the temporal fluctuations in the signals made it harder to detect the 
gap (see also Chatterjee et al. 1998). They concluded that there was no evi- 
dence from these data that neurons are spatially tuned to temporal features 
of signal (e.g., modulation frequency channels). 

The evidence for across-channel temporal processing in cochlear 
implantees is also equivocal. In this context, stimulation on two different 
electrodes would be considered to be separated into different channels if 
the two neural excitation patterns did not significantly overlap. Some exper- 
iments have shown that the ability to process temporal information that is 
shared across two electrode positions becomes increasingly difficult as the 
electrode spatial separation increases. These experiments have been inter- 
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preted as evidence that across-electrode temporal processing may occur 
only when the excitation patterns from the two electrodes overlap (i.e., that 
implantees are performing only within-channel analysis). In an experiment 
by McKay and McDermott (1996), two 500-Hz pulse trains, each on a 
separate electrode, were amplitude-modulated at 100 Hz, and the relative 
phase of the two pulse trains was varied. Subjects could detect differences 
in phase delay only when the electrode separation was less than a certain 
amount (varying from 2.25 to 7 mm for different subjects). In addition, the 
subjects heard a pitch related to the overall temporal pattern when the elec- 
trodes were very close, but heard the pitch of the individual-electrode tem- 
poral pattern only when the separation was increased. Similarly, Richardson 
et al. (1998) investigated the ability of implantees to detect amplitude 
modulation on one electrode when a concurrent modulated stimulus was 
applied to a second electrode. They found that the modulated stimulus on 
the second electrode interfered with detection of modulation on the first 
electrode only when the electrode separation was less than a subject-depen- 
dent critical distance. The interpretation of these experiments, that 
implantees perform only within-channel temporal analysis in these tasks, 
and do not perform across-channel analysis, was brought into question by 
an experiment by Carlyon et al. (2000) in which implantees could detect 
phase differences between stimuli on very widely separated electrodes, and 
with a masking stimulus located between the two electrodes. Nevertheless, 
it is evident that temporal analysis of signals on two electrodes is easiest 
when the electrodes produce overlapping excitation patterns. 

The interpretation of the results of gap detection experiments, in which 
the two stimulus markers on either side of the gap are at different electrode 
positions, is not unequivocal either. Hanekom and Shannon (1998) found 
that the smallest detectable gap increased in duration as the electrode 
separation was increased. Although a similar interpretation was suggested 
for these results as for the experiments above (that the discrimination of a 
gap is dependent on direct neural activation overlap from stimuli on either 
side of the gap), this interpretation was later questioned by van Wieringen 
and Wouters (1999). The latter authors measured the effect on gap dis- 
crimination of varying stimulus complexity (number of electrodes), elec- 
trode separation within and across multichannel pre- and postgap markers, 
and the rate of stimulation. They also provided training in the gap- 
detection task, and found that the ability to detect gaps across different 
electrodes improved markedly with practice. They concluded from their 
results that the perception of gaps across separate electrode positions 
depended only mildly on the amount of direct neural interaction, but more 
on the cognitive ability of the subject to attend to the gap in a stimulus that 
also included other changes. 

In summary, the results of all these experiments show that, as electrode 
separation increases, the ability of implantees to perceive temporal patterns 
that are distributed across electrode positions declines. This certainly means 
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that within-channel temporal processing is very important for those tasks 
that were studied. However, it appears from the data so far collected that 
across-channel temporal processing may also occur with electrical stimula- 
tion for some perception tasks. Further research is needed to investigate 
the conditions under which this processing is important, and how it can be 
fruitfully exploited in speech-processing schemes to aid the perception of 
complex sounds. 

3.4 Loudness of Multiple-Electrode Stimuli 

In section 2.4 we discussed how the parameters of a single-electrode stim- 
ulus affected the loudness of the percept evoked. As well as the stimulus 
magnitude (current amplitude and/or pulse duration), the temporal pattern 
of the pulses in pulsatile stimuli or the frequency of continuous stimuli 
also affects the loudness perceived, due to the effects of central temporal 
integration and neural refractoriness. The discussion here includes the 
effects of the spatial distribution of multiple-electrode electrical stimuli on 
loudness. 

Before discussing the above features of loudness summation in electrical 
stimulation, it is useful to look briefly at what happens in normal hearing 
when additional frequency components are added to a complex sound. The 
loudness of complex acoustic signals has generally been interpreted in 
terms of auditory filter models (Zwicker and Scharf 1965; Moore et al. 
1996). First, in these models, the signal is passed through a bank of over- 
lapping bandpass filters, and the outputs of the filters are used to determine 
the spatial pattern of activation along the cochlea. Second, this pattern is 
converted to a specific loudness pattern, representing the loudness contri- 
bution at each point along the cochlea, via a compressive power function, 
which models the transformation to neural excitation and to loudness. 
Third, the specific loudness is integrated across the cochlear place to deter- 
mine the overall loudness of the sound. These models correctly predict that 
the loudness of a sound of constant total power with multiple components 
increases with increasing frequency separation of the components, up to the 
separation beyond which the excitation patterns of the individual compo- 
nents no longer overlap. This is because closer signal components directly 
combine within an auditory filter before the excitation pattern is deter- 
mined and the compressive power function applied, whereas components 
that do not excite the same filter contribute independently to loudness (that 
is, after the compressive power function is applied). Thus, for components 
that fall into non-overlapping auditory filters, the total loudness is the sum 
of the individual loudnesses produced by each individual component. For 
other stimuli, where the components are more closely spaced, the overall 
loudness is less than the sum of the individual loudness contributions. 

These acoustic models, however, cannot be applied directly to the elec- 
trical case of sequential pulsatile stimulation on multiple electrodes. The 
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Figure 7.15. The amount of loudness summation when multiple electrodes are acti- 
vated within the same stimulus period. The vertical axis shows the current reduc- 
tion of the multiple-electrode stimulus required to equalize its loudness to that of 
each of its single-electrode components. The horizontal axis shows the level in each 
subject’s dynamic range at which the measurements were taken. (Data adapted from 
McKay et al. 2003.) 



pulses are not simultaneous, so stimulus currents are never directly com- 
bined before processing by the auditory system, even if the current distri- 
butions spatially overlap. Also, the compressive power function that relates 
the output of the acoustic filters to loudness is not applicable to the elec- 
trical case because it arises from the nonlinear nature of basilar membrane 
mechanics, contributed to by the active process of the outer hair cells. The 
only part of the acoustic models that we can apply to the electrical case with 
some degree of confidence (assuming that central auditory processing is the 
same in the electrical case) is the last stage. That is, the loudness contribu- 
tions arising from neural activation at different cochlear places are summed 
to produce the total loudness. Therefore, we can predict that, provided dif- 
ferent electrodes activate non-overlapping populations of neurons, the total 
loudness should be equal to the sum of the loudnesses produced by indi- 
vidual electrodes within the stimulus pattern. However, we know that 
neural excitation patterns from different electrodes do overlap spatially, 
especially when the electrode positions are close. So the important ques- 
tion to address in electrical stimulation is the effect of the spatial overlap 
in excitation distributions on loudness. 

Figure 7.15 shows the effect on loudness in a multiple-electrode stimulus 
of adding pulses on additional electrodes while keeping the per-electrode 
pulse rate constant at 500 Hz. The data are mean loudness summation mea- 
surements for six subjects with the Nucleus CI24M implant, using monopo- 
lar mode. The multiple-electrode stimuli were constructed by 
loudness-balancing single-electrode pulse trains to a reference stimulus and 
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then interleaving these pulse trains at two, four, or eight electrode positions. 
The vertical axis shows the amount of current reduction required in the 
multiple-electrode stimulus to keep its loudness the same as the reference 
single-electrode stimulus. The horizontal axis shows the level within each 
subject’s electrical dynamic range at which the measurements were taken. 
There are three important features that these data show about the loudness 
of multiple-electrode stimuli. First, increasing the number of electrodes 
activated in the stimulus period had a large and consistent effect on the 
loudness. For example, for a stimulus with eight electrodes, each activated 
at their individual threshold currents, there needs to be more than a 7-dB 
reduction of current to keep the multiple-electrode stimulus at the thresh- 
old of hearing. This current change is the same order of magnitude as a 
typical dynamic range for a pulse-train stimulus. Second, there is very little 
effect of electrode separation apparent in the data. The data for the three 
electrode separations when there were four electrodes activated per period 
showed that the spacing of the electrodes had a nonsignificant effect com- 
pared to the effect of the number of electrodes. Third, the data show quite 
clearly that the current adjustments needed to overcome the effects of loud- 
ness summation are greater when the measurements are performed at 
lower levels. 

In section 3.2 we discussed the interactions that occur at the peripheral 
neural level as a result of overlap in the neural excitation distributions from 
two electrode positions. In the absence of direct current or charge summa- 
tion, the major factor in such interactions is the effect of neural refractori- 
ness. As discussed previously, the magnitude of neural refractory effects in 
places where the excitation patterns overlap has not been precisely deter- 
mined. We can say, however, that if neural refractory effects are significant, 
then there will be a reduction of total excitation compared to the sum of 
excitation when the two electrode positions are activated separately. Fur- 
thermore, this reduction in excitation will be larger when the relative area 
of overlapping excitation patterns is greater. 

The most simplistic model of the relationship between neural excitation 
and loudness would be that loudness is related to the total amount of neural 
excitation produced across the cochlea in a fixed short time interval. Using 
this simple model, the loudness of a dual-electrode stimulus would be pre- 
dicted to increase with increasing electrode separation and asymptote at a 
loudness equivalent to the sum of the loudnesses for the two correspond- 
ing single-electrode components. An early experiment by Tong and Clark 
(1986) showed such a pattern of loudness change with electrode separation 
in two subjects. However, more extensive measurements in later experi- 
ments (including that shown in Fig. 7.15) have not supported this initial data 
(McKay et al. 1995a, 2001). Interestingly, some of the data of McKay et al. 
(2001, 2003), particularly at low levels, showed that the loudness increased 
at the smallest separation (0.75 mm) compared to greater separations. 
McKay et al. (2001) developed an alternative model of the relationship 
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between neural excitation and loudness to account for the new data (see 
section 2.4.3.2). The nonlinear transformation in the model between (inte- 
grated) neural excitation and specific loudness allows for the possibility 
(seen in some of the data) of loudness increasing when electrode separa- 
tion is decreased. This hypothetical model is able to predict more success- 
fully the way loudness of complex stimuli changes with various parameters, 
but it needs to be tested further on a wider range of stimuli. 

In summary, for multiple-electrode stimuli using biphasic sequential 
current pulses, one of the main stimulus features that affects loudness is the 
number of current pulses within a fixed stimulus time interval, with the rel- 
ative positions of the electrodes playing a very minor role. That is, the 
overall stimulus pulse rate (not the rate per electrode) has a large effect on 
the loudness. McKay et al. (2003) used these basic observations to imple- 
ment a simplified procedure for predicting the loudness of arbitrary pul- 
satile stimulus patterns. However, we are still some distance from a full 
understanding of how a complex electrical stimulus consisting of varying 
temporal and spatial patterns of pulses is processed by the central auditory 
system to produce an overall perception of loudness. 

How does the above picture change we considering simultaneous current 
pulses or continuous stimulation on multiple electrodes? In section 3.2 we 
considered the potential channel interactions that result from simultaneous 
currents being present in the cochlea. We also discussed how the instanta- 
neous phase relationships between the current waveforms on the different 
electrodes have an influence on the loudness perceived. A model that could 
predict the loudness of a complex stimulus with simultaneous currents faces 
an additional challenge to the case of sequential current pulses. It would be 
necessary to devise a method of calculating the interactions of currents at 
all points along the cochlea, and how these change in real time for a 
complex stimulus. It is possible that a general loudness model as proposed 
by McKay et al. (2001) would be applicable to both simultaneous and 
sequential currents in the cochlea. This has yet to be tested. However, the 
practical and general application of such a model depends on being able to 
predict the spatial and temporal patterns of neural excitation produced by 
an arbitrary electrical stimulus. 



4. Hearing with Bilateral Cochlear Implants 

In section 4.1 different advantages of binaural listening in normal hearing 
are briefly summarized. 4 Section 4.2 examines the psychophysical evidence 
obtained so far for the ability of bilaterally implanted people to obtain 



4 For a more in-depth and complete discussion of binaural listening in normal 
hearing, as well as reviews of the scientific literature, see the excellent chapters on 
binaural listening in Moore (1997) and Gelfand (1998). 
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similar advantages from binaural listening. As there are relatively few bilat- 
erally implanted people at this stage, experimental results have been 
reported mostly for single subjects or very small subject groups. Also the 
range of experiments that have been completed is limited. Thus, there are 
some questions that remain to be answered definitively. Early results have 
also indicated that subjects may differ greatly in their ability to make use 
of binaural cues. This variation may be partly due to central auditory 
pathway changes following deafness (Leake and Rebscher, Chapter 4; Hart- 
mann and Krai, Chapter 6). Also of importance is the issue of whether 
current speech processors and implants can accurately provide all the infor- 
mation about signal differences at the two ears, and the corresponding 
pattern of peripheral neural inputs that the listener needs for performing 
binaural listening tasks. 

4.1 Advantages of Binaural Hearing 

There are four main mechanisms whereby normal-hearing listeners gain 
advantage from using two ears instead of one: binaural loudness summa- 
tion, the head-shadow effect, localization ability, and binaural release from 
masking. In this section each is briefly described. 

4.1.1 Binaural Loudness Summation 

Binaural loudness summation leads to a sound heard with both ears being 
perceived as louder than the same sound heard with only one ear. The 
threshold of hearing for tones (with normal hearing) is lower by about 3 
dB when listening binaurally, compared to listening monaurally (provided 
the monaural thresholds are equal). At higher levels, a tone heard binau- 
rally is twice the loudness of the tone heard monaurally (Marks 1978). 
Generally this means that about 6 to 10 dB reduction in level of the tone is 
required in the binaural case to make the tone equal in loudness to the 
monaural case. Thus, at least for suprathreshold hearing, there appears to 
be approximately perfect binaural loudness summation. That is, the loud- 
ness of the binaurally heard sound is the sum of the loudness produced in 
the two ears when heard monaurally. 

4.1.2 The Head-Shadow Effect 

The ability to hear signals located on either side of the head is enhanced 
when listening binaurally. The head-shadow effect refers to the fact that 
high-frequency sounds (above about 1 kHz) do not bend around the head. 
Thus, there is a “shadow” on the side of the head opposite to the sound, 
where the sound level is significantly attenuated (up to 20 dB for frequen- 
cies above 4kHz). Low-frequency sounds can bend around the head 
without significant attenuation. For example, the attenuation of sounds with 
frequencies below 1 kHz is generally less than 2 to 5 dB, and is negligible at 
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200 Hz. If we had only one ear, our ability to hear a high-frequency sound 
located on the opposite side of the head would be significantly reduced. 
Binaural hearing allows us to detect such a sound with the ear located more 
favorably with respect to the sound source, and thus eliminates this poten- 
tial disadvantage of monaural hearing. 

The head-shadow effect can also be used to advantage when listening 
to a signal in background noise, and the signal and noise sources are in 
different locations. In this case, we can position our head so that, for one of 
our ears, the noise is attenuated by the head-shadow effect and the signal 
is not, thus improving the signal-to-noise ratio at that ear, and hence 
improving perception of the signal. Of course, the opposite is true for the 
ear facing the noise (the signal-to-noise ratio is lowered by the head-shadow 
effect). The fact that we can attend to the favorable ear and disregard the 
unfavorable ear means that we can often improve our signal detection (or 
speech perception) when using two ears instead of one. Note that this 
advantage is present only if the signal and noise sources are located at sig- 
nificantly different angles in the horizontal plane and the noise has high- 
frequency content. 

4.1.3 Sound Localization 

There are both monaural and binaural cues to sound localization in normal 
hearing. The monaural cues are related to how reflections of sound from 
the head and external ear change the spectral shape of the sound in a way 
specific to the direction from which the sound has arrived at the ear. These 
cues are particularly useful for localization of sounds in the vertical plane. 
Binaural cues for sound localization are related to the fact that our two ears 
are separated by a fixed horizontal distance (i.e., the width of our head), 
and these binaural cues [interaural time difference (ITD) and interaural 
intensity difference (HD)] are therefore useful for localizing sounds in the 
horizontal plane. Both IIDs and ITDs have been shown to be coded by 
auditory pathway neurons in the brainstem (see Hartmann and Krai, 
Chapter 6). 

The central auditory system can extract the ITD by comparing the phase 
of signals arriving at each ear or computing the delay in the amplitude enve- 
lope of a fluctuating signal. For a pure tone above 700 Hz, the phase 
difference between the ears gives ambiguous cues for ITD, as there is an 
unknown number of stimulus periods between the two signals. In a complex 
sound, however, the comparison of phase information across frequency 
channels can reduce this ambiguity. For fluctuating and noncontinuous 
sounds, ongoing amplitude envelope variations provide ITD cues. The 
smallest detectable ITD ranges from 6 to 60 ps depending on the frequency 
content and amplitude envelope of the signal. Thus, perception of ITDs and 
discrimination of small differences in ITD are very powerful and precise 
cues for sound localization. 
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In general, the smallest difference in interaural intensity (HD) that can 
be detected by normal-hearing listeners is between 0.5 and 2.5 dB, depend- 
ing on the frequency of the sound and the reference intensity (Yost and 
Dye 1988). IIDs are less useful for sound localization for frequencies below 
about 1000 Hz (because the head-shadow effect is reduced for low fre- 
quencies). Thus the relative importance of IID and ITD cues differs accord- 
ing to the frequency content of the sound being localized, with ITDs being 
important for low frequencies (and complex sounds) and IIDs being impor- 
tant for high frequencies. 

Using independently controlled signals delivered via headphones, it is 
possible to investigate the separate effects of IID and ITD on the perceived 
location of a sound. In these experiments the sound is perceived by the sub- 
jects to be located inside their head, but later alized toward one ear or the 
other ear. Some researchers (e.g., Harris 1960), suggest that ITDs and IIDs 
can be “traded off” against each other. Others (e.g., Jeffress and McFadden 
1971) have found that stimuli that have “nonconsistent” ITDs and IIDs can 
produce two lateralized images: a time image that is related to the cycle- 
by-cycle ITDs and is unaffected by the size of the IID, and an intensity 
image that is related to both the ITDs and IIDs. 



4.1.4 Binaural Release from Masking 

Timing differences in a signal at the two ears also underlie the phenome- 
non of binaural release from masking. This refers to the fact that the ability 
to hear a signal in the presence of background noise is enhanced when lis- 
tening with two ears compared to when listening with one ear, provided 
that the signal and noise are coming from different directions. At first this 
may seem to be explained by the effects of the head-shadow effect, as 
described in 4.1.2. That is, the actual signal-to-noise ratio is enhanced in the 
ear facing the signal source, making the signal easier to detect in that ear. 
However, the binaural release from masking effect is an additional phe- 
nomenon dependent on central auditory processing in the brainstem, and 
is not related to the actual signal-to-noise ratio changes that occur at the 
ear due to the head-shadow effect. 

Binaural release from masking is best illustrated in experiments in which 
subjects listen to monaural or binaural stimuli under headphones and the 
threshold of a signal in noise is measured. In this case, the phenomenon is 
called masking level difference (MLD). For example, the threshold of a tone 
in noise is lowered by 13 to 15 dB compared to the monaural case, when 
the tone and noise are presented binaurally with either the tone or the noise 
180 degrees out of phase between the ears (Hirsh 1948). 

For signals confined to frequencies above 500 Hz, the MLD effect is 
smaller (for example, 3-dB reduction in signal masked threshold for fre- 
quencies above 2 kHz). It is interesting to note that, although speech 
detectability in noise can be improved by about 13 dB using similar binau- 
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ral stimuli, the resultant advantage for speech intelligibility at suprathresh- 
old levels in much smaller. For example, Levitt and Rabiner (1967) found 
that the signal level for 50% intelligibility was improved by only 3 to 6dB. 
It should also be noted that the psychophysical experiments conducted 
under headphones generally test the condition where the difference in 
interaural phase relationship for the signal and noise is maximized. In 
natural listening conditions, this would rarely be the case, and so the advan- 
tages of binaural release from masking are generally not as high as mea- 
sured by the psychophysical experiments. Nevertheless, there are many 
listening situations where only a small change in intelligibility can lead to 
a significant improvement in communication success. 

It is interesting to ask whether the central auditory processing of inter- 
aural temporal cues is the same for sound localization as it is for binaural 
release from masking. There is evidence that the central auditory system 
processes temporal information in different ways for these two perceptual 
tasks, especially for complex signals. The ITDs which are common across 
frequency components of a complex sound can be perceptually integrated 
to improve the localization of a sound source. In contrast, the common ITDs 
are not used by the auditory system to improve the perception of a signal 
in noise (Gabriel and Colburn 1981; Durlach et al. 1986). Instead, binaural 
release from masking is more accurately predicted by models in which the 
signal is detected by means of detection of frequency regions in which the 
noise is de-correlated between the ears due to the presence of the phase- 
shifted signal (Culling and Summerfield 1995). 



4.2 Binaural Listening with Two Cochlear Implants 

4.2.1 Binaural Loudness Summation and Head-Shadow Effects with 
Bilateral Cochlear Implants 

Binaural loudness summation is present for electrical hearing in the same 
way as for acoustic hearing. For example, van Hoesel and Clark (1997) have 
shown that, for two bilaterally implanted subjects, the loudness for two 
single-electrode pulse trains presented bilaterally was about double what 
it was for each stimulus presented monaurally. The currents of the single- 
electrode stimuli were adjusted to equalize the loudness contribution from 
each ear, and the electrode positions in each ear were either matched or 
unmatched in pitch. The principle that loudness contributions add for the 
two ears has more recently been confirmed for multiple-electrical stimula- 
tion (van Hoesel, personal communication). 

Cochlear implantees have also been shown to be able to take advantage 
of the head-shadow effect when listening to speech signals in noise (van 
Hoesel and Tyler 2003). That is, when the signal and noise are in different 
locations, the implantee can attend successfully to the ear that has the 
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better signal-to-noise ratio. This effect is discussed more fully in Wilson, 
Chapter 2. 



4.2.2 Localization with Bilateral Cochlear Implants 

Psychophysical experiments have been conducted with bilateral implantees 
to measure how well they can detect IIDs and ITDs in bilateral electrical 
stimuli. In these studies, the subject is presented with a pulse train or ampli- 
tude modulated pulse train binaurally, with varying relative intensity (or 
current), and varying inter aural time delay. These experiments are analo- 
gous to the experiments with normal-hearing listeners using headphones. 
The subject is asked to indicate whether they heard a single (fused) sound, 
and if so whether it was heard centrally or lateralized to one side or the 
other. Alternatively, they may be asked to compare the perceived location 
of a sound with that of a reference sound. 

Early studies completed with two bilaterally implanted subjects (van 
Hoesel et al. 1993; van Hoesel and Clark 1995, 1997) showed that they could 
detect very small IIDs but their sensitivity to ITDs (thresholds of more than 
500 ps) was at least an order of magnitude worse than that shown by 
normal-hearing listeners. The threshold ITD for these subjects remained 
poor even in the conditions where the electrode places were matched using 
x-ray or pitch-matching techniques. A later report on a single subject 
(Lawson et al. 1998) indicated a threshold for ITD of 150 ps or less. More 
recently, van Hoesel and Tyler (2003) have measured ability to detect ITDs 
of between 100 and 200 ps in five bilaterally implanted subjects. However, 
in no case has the threshold ITD for a cochlear implantee been as small as 
those seen in normal hearing (which can be less than 10 ps). In one subject 
studied by Long et al. (1998), an ITD of 300 ps significantly altered the loca- 
tion of the fused binaural image. However, in keeping with the other results 
(e.g., van Hoesel and Tyler 2003), the IID variations had a more significant 
effect on the location of the sound image than the ITD variations. The single 
subject studied by Lawson et al. (1998) was only required to give a two- 
alternative lateralization response (left or right) and was not able to achieve 
100% correct even for large ITDs, whereas her score quickly rose to 100% 
for small IIDs. In summary, these psychophysical experiments have shown 
that both IIDs and ITDs can alter the perceived location of a binaurally 
fused sound, but that implantees do not show the same sensitivity to ITDs 
as seen in normal-hearing listeners. 

Other experiments have tested whether bilaterally implanted subjects 
can correctly localize external sounds when they are using two speech 
processors. All five subjects tested by van Hoesel and Tyler (2003) showed 
a significantly improved ability to localize external sounds in the horizon- 
tal plane compared to the situation where they were using only one implant. 
An example of the improvement seen in localization ability for one of their 
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Figure 7.16. Improved identification of sound direction with two implants (Nucleus 
C124) compared to just one. The figure shows root mean square (RMS) errors for 
one subject who was asked to identify the correct sound source with signals pre- 
sented randomly from an array of 11 loudspeakers. Loudspeakers in an anechoic 
chamber were spaced at 18-degree intervals in the frontal hemisphere. Signals were 
pink noise bursts at 60 dB sound pressure level. (Adapted from van Hoesel and Tyler 
2003.) 



subjects is shown in Figure 7.16. The typical error of the subjects in the local- 
ization task was only 10 degrees when using bilateral implants. This accu- 
racy is better than that predicted by the ITD sensitivity of the same subjects, 
leading to the conclusion that they were using their better perception of 
IIDs to perform the task. There is so far only variable evidence that 
implantees are using ITDs in localization tasks in addition to IIDs. 

In summary, investigations with bilaterally implanted subjects have 
shown convincing and consistent evidence of the ability of implantees to 
perceive IIDs, and variable ability to perceive ITDs. Experiments investi- 
gating lateralization have shown that implantees can fuse (pitch-matched) 
binaural stimuli into a single sound image that has a location related to IIDs 
and, to a lesser degree, ITDs. Improved localization of external sound 
sources has been shown in the laboratory, and is reported by the subjects 
in everyday situations. 

4.2.3 Binaural Release from Masking with Bilateral Cochlear Implants 

Psychophysical unmasking experiments analogous to those conducted on 
normal-hearing listeners under headphones have not yet been carried out 
with cochlear implantees. Thus it has not yet been specifically tested 
whether implantees can make use of different phase relationships for signal 
and noise in order to improve their detection of a signal, or improve their 
perceptual segregation of two speakers, when all other stimulus parameters 
(such as amplitudes) are held constant. Experiments have concentrated 
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instead on the issue of whether speech understanding of subjects in back- 
ground noise can be improved using binaural cochlear implants. 

In these experiments, speech and noise stimuli are presented in the free 
field, and the electrical stimuli are generally the output of bilaterally fitted 
speech processors. The interpretation of the results of such experiments is 
a little tricky, as care has to be taken to consider the effects of binaural loud- 
ness summation and head-shadow effects, as well as the signal processing 
done by the speech processor, when deciding whether there is a benefit 
attributable to binaural release from masking. However, there is consider- 
able subject variability in this type of test, and the results would have to 
considered equivocal at this stage, van Hoesel and Tyler (2003) found that, 
averaged across four subjects, the speech reception threshold in noise was 
improved in binaural listening by less than 2dB (p = .04), compared to the 
best monaural score (from the ear facing away from the noise). They used 
a novel bilateral processing scheme (PDT, for peak derived timing) in which 
the fine-timing cues are preserved in each ear. This processing scheme was 
developed because of a concern that the output of current commercially 
available speech processors may not produce a temporal and spatial pattern 
of neural excitation in each ear that would allow the central binaural pro- 
cessing of de-correlations between the ears. More research is needed at the 
psychophysical level to ascertain the electrical stimulus patterns that can 
produce an unequivocal binaural release from masking effect. 



5. Summary and Future Research 

We have discussed the basic psychophysical percepts that underlie the 
ability of normal-hearing people to detect, discriminate, scale, and identify 
sounds in the environment. The restoration of these hearing abilities to 
profoundly deaf individuals is the goal of cochlear implants. As we have 
seen, cochlear implantees in general can perform these hearing tasks, but 
with variable success. A major goal of future research is to gain a better 
understanding of this individual variability so that implants and sound- 
processing schemes can be optimized to maximize the hearing ability 
of all implantees. 

There are several areas in which implantees currently cannot perform 
auditory tasks that normal-hearing people take for granted. One of these 
is the perception of musical pitch. The ability to easily extract the pitch from 
a complex sound underlies our enjoyment of musical performance. To hear 
the pitch of such a sound (such as the cello note illustrated in Fig. 7.13), it 
is necessary for the listener either to resolve some of the individual har- 
monics in the sound, or to perceive the fundamental frequency (F0) of the 
sound as amplitude fluctuations. For example, the cello note illustrated 
in Figure 7.13 has a fundamental frequency of 494 Hz. Thus the individual 
harmonics in the note are spaced at intervals of 494 Hz. This fundamental 
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frequency is too high to be reliably detected or perceived by implantees as 
an amplitude-modulation pitch (see section 2.3.2). Also, the spacing of the 
harmonics cannot be perceived from the spatial pattern since the allocation 
of frequency ranges to electrode positions is fixed and the frequency spacing 
is quite broad. This problem also has important consequences for under- 
standing tonal languages, where the speaker’s fundamental frequency mod- 
ulations provide important cues for speech understanding (for a review, see 
Zeng 1995). 

The difficulty that an implantee has in perceiving the structure of a 
complex sound is compounded further when there is more than one sound 
present, for example more than one instrument is playing, or someone is 
singing with musical accompaniment, or two people are talking. As well as 
perceiving the harmonic structure of each sound present, listeners must be 
able to sort out which harmonic components belong to which sound source 
so that they can perceptually separate the different sounds. For example, if 
two people are speaking at the same time, a normal-hearing listener can 
hear each voice as a separate entity and hence can follow the conversation 
with one of the speakers. As another example, a person may be singing a 
song accompanied by a musical instrument (or several instruments). A 
normal-hearing person is able to follow the tune and words of the singer, 
and hear the separate musical accompaniment as a pleasing harmonic addi- 
tion. In contrast, a cochlear implantee finds both of these situations very 
difficult because the additional sounds cannot be separated from the sound 
they most want to hear. These difficult perceptual tasks pose a challenge 
for future cochlear implant psychophysical research. 

Cochlear implants have provided a variably successful means of partially 
restoring hearing abilities to profoundly deaf people. Understanding this 
variability and devising ways to compensate individually for differences 
among impalntees is a major focus of current psychophysical research. 
There are, unfortunately, some aspects of normal hearing that are not 
currently restored by these devices, and that will be the focus of future 
psychophysical research. 
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1. Introduction 

Cochlear implants, besides restoring hearing sensation to otherwise deaf 
individuals, provide an excellent tool with which to investigate how the 
human central nervous system (CNS) processes complex patterns of 
sensory information. Throughout the lifetime of normal-hearing persons, 
the auditory CNS has been continually trained to extract meaningful speech 
(and other meaningful sounds) from a constant barrage of auditory sensory 
information. The CNS establishes networks to process auditory sensory 
information; for complex pattern recognition tasks, these networks can take 
as long as 10 to 12 years to fully develop (see Hartmann and Krai, Chapter 
6). Once these networks are fully mature, auditory pattern recognition is 
highly robust to degradations in the sensory signal, as revealed by decades 
of speech perception research. For example, military cryptologists in the 
1940s searched for a type of signal degradation that would render speech 
unintelligible during transmission (but could be decoded at the receiving 
end by reversing the degradation, thereby restoring intelligibility). To their 
amazement, even severe alterations to the speech signal did not destroy 
its intelligibility. One of the most well-known examples is the work of 
Licklider and Pollack (1948), who eliminated all amplitude information of 
the speech signal by means of “infinite clipping” (the signal waveform was 
simply absent or present, according to an amplitude threshold). Although 
the speech signal was effectively reduced to zeros and ones, the speech 
remained highly intelligible. 

When people become severely hearing impaired or deaf, their central 
pattern recognition mechanisms do not receive enough sensory informa- 
tion to understand speech. But as Licklider’s experiment showed, consid- 
erable information can be deleted from the speech signal with only minor 
deleterious effects. In designing prosthetic devices for deaf or hearing- 
impaired listeners, we need to understand the relative importance of dif- 
ferent acoustic features found in speech. Because present cochlear implant 
technology cannot preserve all the acoustic features found in speech, those 
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Figure 8.1. Visual example of pattern recognition with reduced resolution. Famil- 
iar picture of Abraham Lincoln is recognizable even when highly pixelated (A), but 
not when distorted by bulging (B), logarithmic skewing on one axis (C), or log-log 
skewing on both axes (D). 



features that are critically important for speech recognition must be pre- 
served, while those that are less important may be sacrificed. The question 
is: Which features are most important? 

Consider the following example to clarify the interaction between the 
quality of information provided by the sensory system and the brain’s 
pattern recognition. Figure 8.1 A shows a familiar picture that has been “pix- 
elized”; the visual sensory information in the picture has been reduced to 
a coarse grid of shaded squares. Yet most people will recognize that this is 
a picture of a man, and many people (at least in the United States) will even 
be able to identify the man in the picture — Abraham Lincoln. We are able 
to identify Lincoln because this is not just any picture of the president — it 
is the most familiar picture of Lincoln: the one on the $5 bill. If the same 
degree of pixelization were applied to a less familiar picture (even an unfa- 
miliar picture of Lincoln), most people would not be able to identify the 
person in the picture. An unfamiliar picture would require much more 
sensory resolution (smaller pixels) before it was recognizable. 

Auditory and visual pattern recognition seem to share some general 
properties. Speech recognition is a highly trained and well-practiced skill 
based on auditory pattern recognition, particularly for familiar talkers in 
the listener’s native language. Recognizing familiar speech may be analo- 
gous to the recognizing a familiar picture of Lincoln — a coarse representa- 
tion may be enough. However, if the talker is unfamiliar, or speaking with 
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a heavy accent, or talking in a noisy environment, additional sensory detail 
may be required to recognize the words, just as a less familiar picture would 
require additional visual detail. 

With a prosthetic device like the cochlear implant, the sensory pattern 
provided to the brain may be coarse as well as distorted, due to idiosyn- 
crasies in individuals’ surviving neural populations, the number and loca- 
tion implanted electrodes, and/or speech processing of the acoustic signal. 
Thus, for many cochlear implant patients, the brain must overcome both the 
reduced sensory resolution of and distortion to the auditory pattern. A 
visual analogy is provided in Figure 8.1B-D. Even if people were able to 
recognize the image of Lincoln when it is pixilated (Fig. 8.1A), it is unlikely 
that they would be able to recognize a pixelized Lincoln that had been dis- 
torted by bulging in the middle (Fig. 8.1B), logarithmically warping along 
the horizontal axis (log-Lincoln, Fig. 8. 1C), or logarithmically warping along 
both horizontal and vertical axes (log-log Lincoln, Fig. 8.1D). For some 
types of distortion, even better sensory resolution (smaller pixels) may 
not be sufficient to restore recognition. To design better cochlear implant 
speech processors, it is important to understand the factors and parameters 
that are most important for auditory pattern recognition. 



2. Signal Processing for Cochlear Implants 

Noise-band vocoders (Shannon et al. 1995) have been used to “pixelize” 
the auditory spectrum in a manner that is analogous to the pixelized image 
of Lincoln. This type of processing is also similar to that performed by 
cochlear implant speech processors. Many of the experiments described 
in the following sections were performed with normal-hearing subjects lis- 
tening to noise-band vocoders that simulated features of cochlear implant 
signal processing. 

Figure 8.2 shows a block diagram of a noise-band vocoder and Figure 8.3 
shows examples of speech processed with a four-channel noise-band 
vocoder. First, the acoustic signal is spectrally analyzed by four bandpass 
filters (typically having 12 to 18dB/octave filter slopes). Next, the time- 
amplitude envelope is extracted from each band by half-wave rectification, 
followed by low-pass filtering (typically, -6 to -12dB/octave at 160 Hz). The 
extracted envelope from each channel is then used to modulate wide-band 
(white or pink) noise; each noise band is then bandpass filtered with the 
filters used to spectrally analyze the original acoustic signal. The result is a 
series of spectrally contiguous noise bands, each of which is modulated in 
time by the envelope of its respective acoustic spectral region. Figure 8.3A 
shows the spectrogram of the unprocessed phrase “shoo-cat”; Figure 8.3B 
shows the spectrogram of “shoo-cat” after processing by a four-channel 
noise-band vocoder. Note that the gross spectral distribution of energy and 
temporal envelope and preserved, but the fine structure in both the spec- 
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Figure 8.2. Block diagram of a noise-band vocoder. Signals are bandpass filtered, 
the envelope is extracted from each channel by rectification and low-pass filtering, 
and the resulting envelope signal is used to modulated a noise band. 




Figure 8.3. Spectrograms of a sentence comparing the original (upper or A, B), 
with a noise-band vocoded version of the same sentence in which the spectral 
resolution is reduced to four (lower) modulated noise bands. 
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tral and temporal domains is removed by this processing. Despite the dra- 
matic reduction in spectral and temporal detail, four-channel noise-vocoded 
speech remains highly intelligible (Shannon et al. 1995). Note the similar- 
ity between the pixelized picture of Lincoln shown in Figure 8.1 A and the 
noise-band vocoded speech shown in Figure 8.3B: visual information is 
quantized in terms of shape and contrast across the receptor array (which 
corresponds to visual space), while auditory information is quantized in 
terms of frequency (which corresponds to distance across the auditory 
receptor array). 

Cochlear implant speech-processing attempts to replace the function of 
the cochlea that is relevant for speech understanding. Acoustic signals are 
analyzed into different frequency bands and the speech information from 
each band is presented to an electrode along the scala tympani that repre- 
sents the corresponding frequency region. In the 1970s, most cochlear 
implants either presented an amplitude-compressed version of the acoustic 
signal directly to the electrodes, or attempted to extract important speech 
features from the acoustic signal and present the extracted information to 
the electrodes in coded form (see Wilson, Chapter 2; Niparko, Chapter 3). 
The disadvantage of analog electrical stimulation was that electrical fields 
from adjacent electrodes would add and subtract, depending on the instan- 
taneous waveform presented to each electrode. This type of electrical field 
interaction was so problematic with early implant designs that new strate- 
gies were designed in which the electrodes were stimulated nonsimultane- 
ously, with electrical pulses interleaved in time. These nonsimultaneous 
stimulation strategies evolved into the commonly used continuous inter- 
leaved sampling (CIS) strategy (Wilson et al., 1991); CIS processing is quite 
similar to the noise-band vocoder processing shown in Figure 8.2. However, 
in CIS processing for implants, an amplitude mapping function is utilized 
after the acoustic envelope extraction to map signal amplitudes from the 
acoustic into electrical domains. In addition, in CIS processing for implants, 
the carrier signal is a biphasic electrical pulse train (rather than a noise 
band). The output of each CIS processing channel is a modulated electri- 
cal pulse train, which is delivered to an electrode placed in the cochlea. 

In later-generation implant devices, increased processing speeds and 
stimulation rates allowed feature extraction processors to provide more 
speech information. These feature-extraction techniques evolved to be the 
presently used spectral peak (SPEAK) and advanced combined encoder 
(ACE) strategies. These signal-processing strategies are discussed in more 
detail in Chapter 2. In this chapter we describe the types of acoustic cues 
necessary for speech recognition and how those cues are coded for cochlear 
implant listeners. 

Many psychophysical capabilities of implant patients have been charac- 
terized in research laboratory settings (see McKay, Chapter 7). However, 
in a clinical setting, there is usually not enough time to measure all the psy- 
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chophysical abilities of each patient. Thus, it is important to know which 
speech-processor parameters are most critical for individual patients’ 
optimal use of the implant, and obtain psychophysical measures for 
those parameters in the limited time available to clinicians (Allen 1994). If 
speech recognition is relatively robust to a poorly set parameter, then the 
clinician need not spend time optimizing that parameter carefully for each 
individual patient. Rather, clinical time should be spent measuring those 
parameters that vary significantly across patients and that have a significant 
effect on speech recognition. In the following sections, we describe the 
results of speech-processor manipulations to quantify the effects of various 
parameters on speech recognition in both normal-hearing (NH) and 
cochlear implant (Cl) listeners: amplitude, temporal, spectral, and binaural 
cues. 



3. Amplitude Cues 

Licklider and Poliak’s (1948) aforementioned “infinite clipping” studies 
suggest that amplitude cues are of little importance for speech recognition; 
speech remained perceptible despite the complete removal of amplitude 
information. However, amplitude cues may be more important for speech 
recognition by hearing-impaired listeners (Turner et al. 1995) and cochlear 
implant users (Fu and Shannon 1998; Zeng and Galvin 1999; Zeng et al. 
2002). Hearing-impaired (HI) and implant listeners have greatly reduced 
dynamic ranges and distorted loudness growth functions, compared to those 
of NH listeners. If the prosthetic device (hearing aid or implant) does not 
map loudness correctly from the acoustic to the prosthetic domain, the rel- 
ative loudness relations within speech sounds will be distorted, and possi- 
bly result in reduced recognition (Plomp 1988; Freyman et al. 1989, 1991; 
Drullman 1995). Normal-hearing listeners may be more resistant to ampli- 
tude distortions because the full spectral processing mechanisms remain 
intact. A correct amplitude mapping may be more important for HI listen- 
ers who have reduced spectral selectivity (Van Tasell et al. 1987, 1992), or 
in implant listeners whose spectral selectivity is limited by the number of 
implanted electrodes (Zeng and Galvin 1999; Loizou et al. 2000a). Let us 
review some studies that have measured speech recognition as a function 
of parametric distortions to the amplitude mapping functions in Cl listen- 
ers, and in NH subjects listening to implant simulations. 

3.1 Loudness Mapping Function 

Most contemporary commercial cochlear implant speech processors use a 
logarithmic function to map acoustic sound pressure to electrical current 
(in microamperes). Fu and Shannon (1988) investigated the effect of manip- 
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Figure 8.4. Effect of amplitude mapping on consonant and vowel recognition by 
normal-hearing (NH) listeners (n = 7). (From Fu and Shannon 1998.) 



ulations of this logarithmic amplitude mapping function on speech recog- 
nition. For all experimental speech stimuli, amplitudes were measured for 
the acoustic envelope extracted from each band of a multiband speech 
processor, and a probability histogram was compiled for the frequency of 
occurrence of each amplitude value. The acoustic maximum (>99th per- 
centile) was mapped to the electrically stimulated maximum comfortable 
loudness, and the acoustic minimum (<lst percentile) was mapped to elec- 
trically stimulated threshold. Within these two end points, the acoustic 
amplitude levels (A) were mapped to electrical levels ( E ) by a power law, 
E = A p . Varying the value of the exponent p changes the shape of the 
acoustic-to-electrical mapping function. Assuming that an optimal value of 
p best preserves the normal loudness relationships within speech sounds 
(Zeng and Shannon 1992, 1994, 1999; Zeng and Galvin 1999; Zeng et al. 
1998), values of p larger or smaller than this optimal value will distort the 
loudness relations within speech. Figures 8.4 and 8.5 show the results of 
varying the exponent p of the amplitude mapping function on consonant 
and vowel recognition (multitalker sets of 16 medial consonants, a/C/a, and 
12 medial vowels, h/V/d). Figure 8.4 shows average vowel and consonant 
recognition for seven NH subjects listening with a four-channel noise-band 
processor, and Figure 8.5 shows similar data for three Cl subjects listening 
with custom four-channel CIS cochlear implant processors. 
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Power function exponent (P) 

Figure 8.5. Effect of amplitude mapping on consonant and vowel recognition by 
cochlear implant (Cl) listeners (n = 3). (From Fu and Shannon 1998.) 



Functions for both NH and Cl listeners show a broad, shallow peak in 
performance. NH listeners performed best when the exponent p = 1.0 
(resulting in a linear amplitude mapping between the acoustic and 
simulated electrical domains). Cl listeners performed best when the expo- 
nent p = 0.2 (slightly more compressive than logarithmic amplitude 
mapping used in their regular speech processors). Loudness growth 
functions were also measured in these implant listeners using magnitude 
estimation; the resulting estimates were well fit by a power function with 
an exponent of 2.72 (Fu and Shannon 1998). Because NH listeners’ loud- 
ness growth functions are generally well fit by a power function with an 
exponent of 0.6, the predicted cross-modal loudness match between 
acoustic and electrical amplitude should have an exponent of the ratio 
between these two exponents (0.6/2.72 = 0.22). This value agrees quite well 
with the peak in the performance function of Figure 8.5, indicating that best 
performance is achieved when the loudness function is mapped properly 
from acoustic to electrical amplitudes. However, note that performance 
drops only 10 to 15 percentage points even when the amplitude functions 
are mapped poorly with an exponent that is twice or half of the optimal 
value. Overall, these results show that while the best performance is 
achieved when loudness is properly mapped, the acoustic-to-electrical 
amplitude mapping is not a critical parameter for speech perception by 
Cl users (at least in quiet testing conditions). Misestimating the loudness 
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Level difference between analysis and carrier band (dB) 

Figure 8.6. Effect of one misadjusted band in four-channel noise-band processor 
on vowel recognition ( n = 4). (From Fu 1997.) 



exponent by as much as a factor of 2 has only a relatively small effect on 
performance. 

Note that even the amount of information transmitted via voicing, 
manner, and place cues (Miller and Nicely 1955) was similar for implant 
and acoustic listeners (right panels of Figures 8.4 and 8.5), as a function of 
the amplitude mapping exponent p. In fact, the amount of information 
received via voicing and manner cues was almost identical for NH and Cl 
listeners. The primary difference between NH and Cl listeners’ overall level 
of performance was due to differences in the amount of information 
received from place cues (right panels). 



3.2 Errors in Loudness Mapping on One Electrode 

Fu (1997) measured the effect of local errors in amplitude mapping, i.e., dis- 
tortions to the acoustic-to-electrical mapping on only one electrode in the 
array. NH subjects listened to a four-channel noise-band acoustic simula- 
tion of a cochlear implant speech processor. The gain of one of the four 
channels’ output was amplified/attenuated to simulate an erroneously mea- 
sured dynamic range for one of four electrodes in a Cl patient. The results 
(Figures 8.6 and 8.7) show that vowel recognition was remarkably robust 
to such an erroneously measured dynamic range. Speech recognition was 
affected only when one channel’s gain was amplified/attenuated more than 
20 dB, relative to the other three channels (Fig. 8.6). This effect was reduced 
as the number of electrodes was increased, as shown in Figure 8.7. With the 
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Figure 8.7. Effect of amplitude misadjustment in one band of a multiband noise 
processor (n = 4). (From Fu 1997.) 



four-channel processor (Fig. 8.7, left panel), attenuation of band 2 had the 
largest effect, most likely because this band contained the envelope from 
the second formant region of speech. In contrast, turning bands 1, 3, or 4 
off (-80 dB) caused performance to drop by only 10 percentage points. With 
the eight-channel processor (Fig. 8.7, right panel), performance dropped 
by less than 10 percentage points when any single band was turned off (- 
80 dB). However, amplifying (+40 dB) any one of bands 2 through 7 sig- 
nificantly degraded speech recognition; performance dropped as much as 
30 percentage points when band 2 was amplified by 40 dB, presumably 
because of masking effects. Thus, with increased spectral resolution (i.e., 
more electrodes/channels), underestimating any single electrode’s dynamic 
range does not affect performance as much as overestimating an electrode’s 
dynamic range. 



3.3 Custom Loudness Functions for Each Electrode 

Cosendai and Pelizzone (2001) compared speech recognition between 
processors that implemented a standard logarithmic loudness function 
on all electrodes and one that implemented a customized loudness 
function on each electrode. Their results showed a modest improvement 
(10-15 percentage points) in sentence recognition with the custom loudness 
functions. 
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3.4 Peak Clipping and Center Clipping 

If the parameters of the amplitude mapping function are not set properly 
in a cochlear implant, the amplitude envelopes of speech could be trun- 
cated, resulting in either peak clipping or center clipping. For example, 
underestimating the stimulation thresholds of electrodes would result in 
low-amplitude portions of the acoustic envelope being presented at sub- 
audible levels (i.e., center clipping). An overly compressive mapping would 
result in high-amplitude portions of the acoustic envelope being presented 
at or near the maximum comfort level of electrical stimulation (i.e., peak 
clipping). 

Drullman (1995) studied the effects of peak and center clipping on the 
speech perception of 60 NH listeners. Center clipping was found to be 
slightly more detrimental than equivalent amounts of peak clipping, but 
neither truncation significantly affected speech recognition until the clip- 
ping was severe (>50% amplitude range). 

Shannon et al. (2001a) studied the effects of peak and center clipping 
in conditions of reduced spectral resolution with NH listeners using 
acoustic noise-band simulations of cochlear implant speech processors. 
The acoustic speech envelope amplitudes were measured for each fre- 
quency band of the four-channel processors. The amplitude mapping func- 
tions were set to clip the input amplitudes at the 25th, 50th, or 75th 
percentile of the total amplitude envelope distribution. Figure 8.8 shows 
recognition results for multitalker vowels (10 male, 10 female talkers) 
and consonants (15 talkers) by seven NH subjects. The left panel shows 
the results when the acoustic input was peak clipped. The middle panel 
shows results when the peak-clipped acoustic input was then expanded 
across the entire output dynamic range. The right panel shows the 
results when the acoustic input was center clipped. Note that 25% of the 
amplitude distribution could be peak and/or center clipped with only 
minimal effect on vowel or consonant recognition. Similar results 
were reported in cochlear implant users (Zeng and Galvin 1999; Zeng 
et al. 2002). 



3.5 Amplitude Quantization 

Zeng and Galvin (1999) reported the results of experiments that reduced 
the number of amplitude steps in Nucleus-22 implant fitted with the 
SPEAK processing strategy. Even when the amplitudes for each electrode 
were limited to just two levels (on or off), sentence recognition was not 
noticeably affected. This result may be partially due to the nature of the 
SPEAK processing strategy, in which only the six highest amplitude fre- 
quency bands are represented for each 4-ms interval. The SPEAK pro- 
cessing strategy implicitly performs center clipping on the acoustic input 
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Figure 8.8. Effect of center and peak clipping on vowel and consonant recognition. 
(From Shannon et al. 2001a.) 



because only the highest energy peaks in the spectrum are selected for 
stimulation. 

Loizou et al. (2000a) tested NH subjects listening to acoustic simulations 
of a six-channel cochlear implant speech processor, in which the output 
amplitude range was compressed to have the same intensity resolution com- 
monly found in Cl patients [20-30 just-noticeably-different (jnd) steps in 
terms of intensity]. Within this restricted intensity range, performance 
was similar between NH subjects listening to the implant simulation and 
better-performing Cl listeners fitted with a six-electrode CIS processor. 
Loizou et al. (1999, 2000b) also measured the effects of amplitude com- 
pression/quantization and limited spectral resolution in NH and Cl listen- 
ers. They found that more amplitude resolution was necessary when spectral 
cues were highly limited. But when six or more channels of spectral infor- 
mation were available, speech recognition was highly resistant to amplitude 
compression and quantization. Only four to eight discrete amplitude steps 
were necessary to achieve good speech recognition, as long as a minimum 
of four to six channels of spectral information were provided. Even fewer 
amplitude steps are required if more spectral channels are available, as orig- 
inally demonstrated by Licklider and Pollack’s (1948) “infinite clipping” 
experiments. 
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4. Temporal Factors 

Rosen (1992) and Plomp (1983) have characterized the temporal informa- 
tion in speech to fall into three categories — envelope, periodicity, and fine 
structure — corresponding to temporal fluctuations 1 to 50 Hz, 50 to 500 Hz, 
and 500 to 5 kHz, respectively. The capability of implant listeners to use 
the temporal information found in each of these categories is reviewed 
below. 



4.1 Temporal Envelope Cues (1-50 Hz) 

Steeneken and Houtgast (1980) measured the spectrum of the temporal 
envelope in running speech. They found a bell-shaped curve (when plotted 
in terms of log frequency) with a peak at about 4 Hz, corresponding to 
the average syllable rate observed in speech. Relatively few temporal 
fluctuations in speech were slower than 1Hz or faster than 50 Hz. Accord- 
ing to the temporal modulation transfer functions (TMTFs) measured 
in implant listeners (Shannon 1992), Cl users are able follow temporal 
fluctuations in this range. Overall, Cl users’ perception of envelope 
fluctuations in this range is relatively normal as long as the loudness is 
mapped properly from acoustic to electrical domains; center or peak clip- 
ping would necessarily reduce the degree of amplitude fluctuations. Thus, 
temporal envelope cues are largely dependent on amplitude coding, as 
discussed in the previous section. Several experiments have shown that 
temporal envelope information below 20 Hz is most important for 
speech recognition. Classic work using vocoded speech has shown that 
good-quality speech could be reconstructed using only the temporal 
envelope information below 20 Hz from each frequency band. Shannon 
et al. (1995), testing NH subjects listening to an implant simulation, 
systematically reduced the low-pass cutoff frequency on the envelope 
filter for each frequency band; after the temporal envelope was extracted 
from each frequency band, the envelope was “smoothed” by applying a low- 
pass filter before modulating carrier-band noise. Even for processors having 
only four spectral channels, performance was unchanged as the cutoff fre- 
quency was reduced from 500 to 50 Hz; only a small reduction in perfor- 
mance was observed when the cutoff frequency was further reduced to 
16 Hz. Drullman et al. (1994a, b) measured speech recognition in NH lis- 
teners when either slow or fast envelope modulations were parametrically 
removed from speech. Speech recognition was unchanged as long as the 
envelope fluctuations below 16 Hz were preserved. Further reductions in 
envelope frequencies below 16 Hz resulted in a significant decrement, pri- 
marily for consonant recognition. 
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4.2 Periodicity Cues (50-500 Hz) 

Temporal fluctuations found between 50 and 500 Hz provide periodicity 
information. NH listeners are able to perceive temporal fluctuations in 
this range purely in the temporal domain, i.e., without spectral analysis 
(Viemeister 1979; Burns and Viemeister 1976, 1981; Bacon and Viemeister 
1985). Cl patients are also able to perceive and discriminate temporal infor- 
mation in this range (Shannon 1983a, 1992; Shannon and Otto 1990; Zeng 
2002), with some patients able to perceive and discriminate temporal infor- 
mation at rates as high as 1000 Hz (Wilson and colleagues, unpublished 
results). This range of temporal information is critically important for Cl 
listeners because the intracochlear electrodes are generally not inserted 
deep enough in the cochlea to reach tonotopic regions below 1000 Hz. 
Because speech information in the periodicity range cannot be delivered 
by a cochlear implant to the correct tonotopic location, it may be essential 
that periodicity information be delivered and perceived temporally. Peri- 
odicity cues up to 300 Hz might provide information about voice pitch 
and intonation contours, but would not include first-formant frequency 
information. If Cl users were able to receive periodicity information up to 
1000 Hz, first-formant distinctions might be possible using only temporal 
cues. Individual differences in the ability to make use of periodicity cues 
may account for some differences in performance between implant patients 
(Fu 2002). 

4.3 Temporal Fine Structure: Time or Place? 

While Cl patients generally cannot detect temporal fluctuations faster than 
300 to 500 Hz, some patients may be able to detect temporal fluctuations 
up to 800 to 1000 Hz. The ability to perceive temporal fine structure may 
be a key difference in performance between good and poor implant users. 
The frequency region between 500 and 1500 Hz is critical for speech per- 
ception, and Cl users may not perform well if they are unable to discrimi- 
nate information in this frequency range, either temporally or spectrally. Cl 
listeners who cannot access temporal information at frequencies higher 
than 500 Hz can only access information in this frequency range from the 
tonotopic place of the electrodes. It is likely that for all Cl listeners, the tem- 
poral information above 1500 Hz will have to be represented spatially by 
the tonotopic place of activation rather than by temporal coding. 

4.4 Pulse Rate Per Electrode 

Modern cochlear implants generally use high pulse rates for electrical stim- 
ulation. High rates are used to convey the temporal properties of speech 
and to put the electrically stimulated auditory nerve into a mode of neural 
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firing that is more like the normal acoustically stimulated nerve. As dis- 
cussed in previous sections, Cl listeners can access temporal information up 
to 300 to 500 Hz; stimulation rates greater than 1000 Hz should be high 
enough to accurately represent this information. 

In addition, high stimulation rates allow for more stochastic firing 
patterns in electrically stimulated nerves than low stimulation rates 
(Rubinstein et al. 1999). It has been demonstrated that the refractory 
properties of the electrically stimulated auditory nerve (as inferred from 
intracochlear CAP recordings) are strongly affected by pulse rate (Wilson 
1995; Wilson et al. 1997). At low pulse rates, the neural firing is highly syn- 
chronized to the pulse rate. At medium rates, the nerve refractory time and 
the stimulation rate can exhibit complex interactions and produce response 
patterns that alternate or “beat” between the pulse rate and the neural 
firing rate. At high pulse rates, the probabilistic recovery from adaptation 
desynchronizes the neural response from the stimulation rate. The high 
stimulation rates may be necessary to avoid any “aliasing” or “beating” 
effects between the nerve response and the stimulation rate. 

While these neural phenomena are quite clear and well established, it is 
unclear whether they play any role in speech recognition. Significant 
improvements in speech recognition have been shown with stimulation 
rates as high as 4000 pulses/sec/electrode (ppse) (Brill et al. 1997). However, 
other studies found no change in performance for stimulation rates between 
200 and 2500 ppse (Vandali et al. 2000; Fu and Shannon 2000). Thus, 
although high stimulation rates undoubtedly improve the stochastic firing 
properties of auditory neurons, it remains unclear whether these stochastic 
response properties are important for higher order feature extraction and 
pattern recognition in the nervous system. 



4.5 Individual Differences in Temporal Processing 

As suggested in previous sections, differences in temporal processing may 
account for differences in performance between good and poor implant 
users. Studies have revealed differences in temporal processing between 
good and poor implant Cl users (Chatterjee and Shannon 1998; Fu 2002). 

Chatterjee and Shannon (1998) measured recovery from forward 
masking functions for eight Cl users. Three patients with relatively poor 
speech recognition skills showed a significantly different recovery time con- 
stant than patients possessing good speech recognition skills. Paradoxically, 
the poorer-performing patients exhibited much faster recovery from 
masking — approximately twice as fast as the time constant found in the 
better-performing patients. Assumedly, faster recovery might provide some 
advantage in speech recognition, allowing the system to better respond to 
rapidly changing stimuli. However, such fast recovery might also indicate 
that these patients primarily have high spontaneous-rate (SR) neurons 
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remaining (Relkin and Doucet 1991), which may not be good for 
suprathreshold pattern recognition (Zeng et al. 1991). In normal acoustic 
environments, these high-SR neurons are mostly saturated at normal con- 
versational speech levels, and therefore may not be useful for pattern 
recognition. 

Fu (2002) measured the detection of a 100-Hz modulation rate as a func- 
tion of the sensation level. The average modulation detection threshold 
across the entire perceptual dynamic range was highly correlated with 
speech recognition for nine Cl listeners (see also Cazals et al. 1994). These 
results suggest that Cl listeners’ psychophysically measured temporal 
resolution is related to their speech recognition abilities. Understanding 
this relation will undoubtedly contribute to future speech-processor designs 
that strive to maximize Cl users’ utilization of temporal cues. 



5. Spectral (Tonotopic) Cues 

As mentioned in earlier in this chapter, complex pattern recognition 
may not always require the full resolution of the sensory system. But 
how much resolution is needed for understanding speech? How much 
resolution is needed if the tonotopic pattern is slightly distorted? A 
cochlear implant can create a complex spectral pattern if each electrode 
stimulates an independent tonotopic neural region. If electrodes are not 
completely independent and stimulate overlapping neural regions, the 
tonotopic resolution of the spectral pattern will become “blurred.” In this 
section we report the results of experiments designed to measure the effects 
of electrical stimulation parameters on tonotopic selectivity as well as 
experiments designed to assess the effect of tonotopic selectivity on speech 
recognition. 

5.1 Electrode Configuration 

All electrical stimulation requires a pair of electrodes: a current source and 
a current sink (ground). A pair of electrodes that are closely spaced is 
typically called a bipolar pair. If one electrode of the pair is located outside 
the cochlea, the stimulation is called “monopolar” (see Wilson, Chapter 2). 
Because one of the electrodes is located outside the cochlea (the “ground” 
electrode in placed in the temporalis muscle), monopolar stimulation pro- 
duces a broad current field and low thresholds. Many commercial implant 
devices presently use monopolar stimulation to achieve low power con- 
sumption in the speech processors, allowing behind-the-ear processors. 
Theoretically, monopolar stimulation should produce an even broader 
activation of auditory nerve fibers than widely spaced bipolar pairs, result- 
ing in almost complete loss of tonotopic selectivity (van den Honert and 
Stypulkowski 1984, 1987). 
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The trade-off between sharp tonotopic resolution and stimulation level 
has yet to be fully explored. The data show no clear advantage with either 
monopolar or bipolar stimulation, for either electrode discrimination or 
speech recognition measures (Pfingst et al. 2001; Zwolan et al. 1996). 
Surprisingly, several patients performed better with monopolar stimulation. 
This paradoxical finding may be partially explained by psychophysical mea- 
sures that show little difference in tonotopic selectivity between bipolar and 
monopolar stimulation modes, when equated for loudness (Hanekom and 
Shannon 1998; Chatterjee et al. 2001). 

Fu and Shannon (1999a) measured speech recognition in cochlear 
implant patients as a function of the electrode configuration and as a func- 
tion of the frequency assignments to electrodes. They found that the apical- 
most member of each bipolar pair was the most important in terms of 
determining the characteristic pitch. When frequency information is 
assigned to bipolar electrodes, the tonotopic location that should be 
matched is the location of the apical member of the pair. 

5.2 Pulse Phase Duration and Tonotopic Selectivity 

Threshold and loudness with electrical stimulation are related to the 
amount of electrical charge in each stimulating pulse. Thus, a pulse with a 
long phase duration requires a lower current amplitude to produce the 
same perceptual level as a pulse with a short phase duration. Low current 
amplitudes may allow better tonotopic selectivity because the effective 
current field covers a smaller tonotopic region. However, for interleaved 
multielectrode stimulation, long phase durations necessarily require slower 
overall pulse rates. So short pulses allow fast stimulation rates but may 
cause more electrode interaction than long pulses. 

Studies of the trade-off between pulse phase duration and overall pulse 
rate have produced mixed results (Wilson et al. 2000). Some patients 
appeared to achieve better performance with longer pulses at a slower 
overall rate, while others appeared to do best with the fastest possible rates, 
which require very short pulses. Loizou et al. (2000a) found that some 
patients achieved better performance with longer pulses at a slower 
overall rate, suggesting that the optimal performance in a given patient 
might be achieved with a custom combination of pulse rate and pulse dura- 
tion. At the present time it is not clear if short pulses produce more elec- 
trode interaction than longer pulses, or if there is any effect on speech 
recognition. 

5.3 Tonotopic Selectivity and Electrode Interaction 

The normal cochlea exhibits exquisite frequency selectivity both physio- 
logically and perceptually. It is estimated that the normal ear is capable 
of processing 30 to 50 independent channels of frequency information. 
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In contrast, cochlear implants represent this spectral information by the 
relatively small number of implanted electrodes. If the output of those 
electrodes do not stimulate independent neural regions, the electrode 
interaction can further reduce the number of effective spectral “channels” 
of information. How many channels are necessary for speech understand- 
ing and how much “crosstalk” or interaction is tolerable between spectral 
channels? 

Experiments with normal-hearing listeners indicate that spectral selec- 
tivity is not highly critical for speech recognition (e.g., Boothroyd et al. 1996; 
Dubno and Dorman 1987; ter Keurs et al. 1992, 1993). Boothroyd et al. 
(1996) “smeared” the spectral representation of speech by multiplying the 
speech waveform with low-pass noise. They found that a smearing band- 
width of 8000 Hz was necessary to reduce recognition to the level observed 
with no spectral cues, ter Keurs et al. (1992, 1993) smeared the spectral rep- 
resentation of speech using a fast Fourier transform (FFT) overlap-and-add 
method. They found no significant decrease in performance until the spec- 
trum was smeared by more than one critical band. Speech recognition was 
reduced only moderately even when the spectrum was smeared over an 
octave. Dubno and Dorman (1987) selectively smeared the spectral repre- 
sentation of the first and second vowel formants and found that speech 
discrimination was remarkably robust to spectral smearing. These studies 
suggest that a sharp spectral representation is not required for good speech 
recognition. However, while the spectral cues were smeared in these studies, 
all other speech cues (amplitude, temporal, etc.) remained intact. Similar 
results were found in acoustic cochlear implant simulations by altering the 
slope of the noise carrier bands (Shannon et al. 1998; Fu and Shannon 
1999b). 

Fu (1997) simulated the effects of electrode interaction in implants by 
altering the slope of the carrier bands in a noise-band processor. Spectral 
information was first quantized into four or six bands to simulate a four- or 
six-electrode implant. Electrode interaction was simulated by changing the 
slope of the carrier noise band filters from steep (lOOdB/octave) to shallow 
(6dB/octave).This manipulation simulated both the quantizing of the spec- 
tral information and the spectral smearing that would be produced by 
electrode interactions. The results (Fig. 8.9, left panel) again demonstrate 
remarkable resistance to spectral smearing, even in the presence of spec- 
tral quantization. The right panel of Figure 8.9 shows that for both the four- 
and six-channel processors, vowel recognition was largely unchanged when 
only one band of noise was broadened (simulating a local spectral smear- 
ing). Combining results from Cl subjects, NH subjects listening to com- 
parable implant simulations, and NH subjects listening to conditions of 
spectral smearing, sharp spectral resolution is not critical for speech recog- 
nition, at least for quiet testing conditions. 

Actual measurements of interaction across electrodes in a cochlear 
implant are complex. When electrical signals are presented simultaneously 
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Figure 8.9. Effect of changing slope of noise carrier bands ( n = 4). (From Fu 1997.) 



to two electrodes, the current fields can add and subtract directly. Since the 
dynamic range of perception with cochlear implants is so small, two elec- 
trical fields adding can produce an uncomfortable loud sensation even if 
each electrode alone only produces a soft or inaudible sound. But elec- 
trodes can also interact even if their stimulation occurs sequentially, as in 
the CIS processor strategy. If a pulse is presented on one electrode and 
neurons in that region are activated, then those neurons are not available 
to fire in response to a pulse on another electrode. To the extent that the 
neural populations excited by two electrodes are overlapping, then even 
nonsimultaneously presented stimulation can show interaction. 

Figure 8.10 presents data from electrode interaction measures using five 
different techniques: electrode discrimination, gap detection (Hanekom 
and Shannon 1998), forward masking (Shannon 1983b; Lim et al. 1989; 
Chatterjee and Shannon 1998), loudness summation (Shannon 1985), and 
simultaneous interleaved masking. In this plot a masker was placed on a 
central electrode in a Nucleus-22 array (electrode pair 10, 12) and interac- 
tion was measured for a signal presented on all other electrodes, both apical 
and basal to the masker electrodes. The ordinate on each plot has been 
plotted in a direction to make each curve resemble a “tuning curve,” and 
each panel has been arbitrarily scaled to make the depth of each curve 
similar for comparison. Each method measures a different aspect of the per- 
ceptual interaction across electrodes. Figure 8.10 shows results from two 
implant listeners — one with relatively good speech recognition (N4) and 
one with relatively poor speech recognition (N3). Although the measures 
are slightly different from each other, all measures show that N4 had 
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Figure 8.10. Five measures of electrode interaction for two implant listeners. A 
comfortable masker was presented to electrode pair (10, 12) and the indicated 
measure was collected from more apical and more basal electrode pairs. Individual 
panels are all oriented to resemble tuning curves and arbitrarily scaled to show com- 
parable tuning depth. 
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sharper tonotopic selectivity (less electrode interaction) than N3. Gap 
detection and electrode discrimination measures appear to be sensitive to 
any interaction between electrodes, showing the most sharply “tuned” pat- 
terns of excitation. Other measures show more broadly tuned patterns of 
interaction. It is not clear exactly how channel interaction is related to 
speech recognition. Acoustic experiments indicate that considerable spec- 
tral smearing can be tolerated in quiet listening conditions, but excessive 
spectral smearing (channel interaction) probably reduces the number of 
effective spectral channels. 



5.5 Effect of Number of Electrodes 

How many electrodes (or channels) are necessary for good speech recog- 
nition? The cost and complexity of implant devices increases as the number 
of electrodes increases (see Niparko, Chapter 3). Is there a point at which 
an increased number of electrodes provides no further benefit? Can Cl lis- 
teners utilize all the spectral information presented on their electrodes? Are 
more electrodes beneficial when listening in noise? This section reviews 
studies of speech recognition as a function of the number of spectral chan- 
nels (or number of electrodes). 

Historically, speech recognition and quality have been measured as a 
function of the number of frequency bands used to reconstruct a transmit- 
ted speech signal. For example, Hill et al. (1968) analyzed speech into dif- 
ferent numbers of frequency bands and then used the envelope from each 
band to modulate a sinusoid at the center frequency of that analysis band. 
They found that six to eight modulated sinusoids were adequate for good 
speech recognition. 

Shannon et al. (1995) measured consonant, vowel, and sentence perfor- 
mance in NH subjects listening to a noise-band simulation of a cochlear 
implant having one to four channels. Performance increased dramatically 
between one to four channels, with four channels providing a high level of 
performance (>90%) for all three recognition measures. 

Dorman et al. (1997b; Dorman and Loizou 1998) measured speech recog- 
nition for vowels, consonants, and sentences in NH listeners as a function 
of the number of frequency bands used in the representation. They used 
both sinusoidal carriers (as in Hill et al. 1968) and noise bands (as in 
Shannon et al. 1995) and found similar results for the two carriers: perfor- 
mance increased as the number of bands increased, up to about six bands. 
In summary, work in NH listeners suggests that only about four to six bands 
of frequency information are necessary to allow high levels of speech recog- 
nition, at least in quiet listening conditions. 

Speech recognition with reduced number of spectral channels has also 
been measured directly in Cl patients. Lawson et al. (1993, 1996) measured 
consonant recognition in seven Cl patients (one Ineraid and six Nucleus- 
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Number of Electrodes 

Figure 8.11. Sentence recognition as a function of the number of electrodes. (Data 
replotted from Fishman et al. 1997.) 



22, all with percutaneous plug devices). Between one and six channels of 
CIS processing was implemented in the Ineraid patient, and two and 12 
channels of CIS processing in the Nucleus-22 patients. In the Ineraid 
patient, consonant recognition improved as the number of channels 
was increased from one to six; in the Nucleus-22 patients, consonant 
recognition improved up to four channels, after which performance 
asymptoted. 

Fishman et al. (1997) varied the number of electrodes in a SPEAK 
processor in 11 Nucleus-22 implant patients. Figure 8.11 shows Fishman et 
al.’s average data for sentence recognition. Performance increased from one 
to four electrodes for all speech measures, and reached asymptotic levels 
with seven electrodes. The authors concluded that even patients with excel- 
lent tonotopic selectivity were not using the information from all 20 elec- 
trodes, and that (in quiet) there was no difference in performance between 
7, 10, and 20 electrodes. 

Overall, there is remarkable consistency across all studies. Historical 
vocoder studies, recent implant simulations, and implant results all show 
that about six channels of spectral information is adequate for good speech 
recognition in quiet. Performance improves rapidly as the number of chan- 
nels are increased from one to six, and little or no improvement is observed 
as the number of channels (noise bands, electrodes) are increased beyond 
six. 

5.6 Effects of Noise 

Although six channels of spectral information may be adequate for good 
speech recognition in quiet listening conditions, additional spectral chan- 




356 R.V. Shannon et al. 




Signal to Noise Ratio (dB) 

Figure 8.12. Vowel recognition as a function of signal-to-noise ratio; the number 
of spectral bands as the parameter. (From Fu et al. 1998.) 



nels may be necessary in noisy conditions. Fu et al. (1998b) measured 
speech recognition in the presence of noise with three Cl listeners and four 
NH subjects listening to a noise-band simulation of an implant processor. 
Figure 8.12 shows multitalker medial vowel recognition by NH subjects as 
a function of noise level for three, four, eight, and 16 channels, as well as 
for the original unprocessed speech. The number of channels affected 
performance even in quiet: performance with 16 channels was significantly 
lower than that with the original speech. Cl listeners’ performance in 
noise was comparable to that of NH subjects listening to implant simula- 
tions having the same number of channels (Eddington et al. 1997; Fu et al. 
1998b). 

Friesen et al. (2001) measured phoneme, word, and sentence recognition 
in noise for 10 Nucleus-22 listeners, nine Clarion listeners, and five NH 
listeners (listening to a simulation of an implant CIS processor). For all 
groups, speech recognition was measured as a function of the number of 
electrodes (or noise bands) at various signal-to-noise ratios (SNRs). Figure 
8.13 shows the results for vowel recognition. Note that Cl listeners’ per- 
formance improved as the number of electrodes was increased up to about 
seven, with no significant improvement observed beyond seven to 10 elec- 
trodes. In contrast, NH listeners’ performance continued to improve as the 
number of noise bands was increased to the maximum of 20 channels. This 
result suggests that the Cl listeners were not able to make use of all the 
spectral cues presented to the multiple electrodes. It had been hypothesized 
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Figure 8.13. Medial vowel recognition as a function of the number of electrodes 
for 10 Nucleus-22 listeners (filled symbols) and nine Clarion listeners (open 
symbols). The dashed line shows normal-hearing listeners’ results with noise-band 
processors. From left to right, the panels show results for decreasing signal-to-noise 
ratios. (From Friesen et al. 2001.) 



that Cl listeners might be able to make use of more channels of spectral 
information in challenging listening situations (such as noisy or reverber- 
ant environments). However, at all SNRs, implant performance reached 
asymptotic levels at seven to 10 electrodes. The hatched area in Figure 8.13 
shows the range of performance across all 19 Cl listeners. Note that the top 
edge of the hatched area is in line with NH subjects’ results, suggesting that 
the best implant listeners were able to utilize all of the spectral informa- 
tion presented, at least up to seven channels. 



5. 7 Frequency to Electrode Mapping 

Spectral information is normally represented at relatively fixed locations in 
the cochlea; i.e., the 1000-Hz information is always represented predomi- 
nantly at the 1000-Hz tonotopic location. Thus, central pattern recognition 
mechanisms are trained over a lifetime of experience to depend on the 
stability of the cochlear tonotopic representation. However, in a cochlear 
implant, spectral information is often presented to electrodes that are more 
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basally situated relative to the normal tonotopic locations (because of 
the limited insertion depth of the implanted electrodes). Thus, for Cl 
listeners, the tonotopic representation of speech patterns may be shifted. 
In the following subsection, we review the research on the effects of alter- 
ations to the frequency-to-place mapping of speech information in the 
cochlea. 

5.7.1 Tonotopic Shift 

There is a long history of research into the effects of frequency shifting on 
speech recognition (e.g., Blesser 1972, Braida et al. 1979). Researchers in 
the 1940s and 1950s noted that speech remained recognizable when the 
playback of a tape recorder was sped up or slowed down, thereby chang- 
ing both the frequency content and duration of the speech signal (Daniloff 
et al. 1968). Another example is that of deep-sea divers, who breathe a 
mixture of oxygen and helium that causes voices to sound higher pitched 
because of the faster speed of sound in the oxygen/helium mixture than in 
air. While divers’ voices sound high pitched and squeaky, they remain intel- 
ligible (Mendel et al. 1995). 

In the 1960s and 1970s, there was considerable interest in shifting speech 
frequencies down into the regions of residual hearing for patients with 
steeply sloping high-frequency hearing loss. Daniloff et al. (1968) reported 
results of frequency-shifted speech, with and without duration compensa- 
tion. Normal-hearing listeners were able to tolerate larger frequency shifts 
when word duration shifted along with the frequency, suggesting that a 
central mechanism had already performed some normalization on the 
frequency-shifted speech duration. However, in implants (or any device for 
the hearing impaired), temporal information is represented in real-time and 
would not be linked to the frequency shift. Figure 8.14 shows frequency- 
shifted speech recognition results from three studies in which temporal 
distortions were corrected such that word and phoneme durations were 
normal even though frequencies were shifted. Results for the three studies 
(Tiffany and Bennett 1961; Daniloff et al. 1968; Nagafuchi 1976) are remark- 
ably consistent, showing that listeners can only tolerate a frequency shift of 
about 35% before performance significantly worsens. When the speech fre- 
quencies were shifted by 60%, speech recognition was reduced to about 
20% correct. 

In cochlear implants, there is both a tonotopic shift of frequency infor- 
mation and a reduction in spectral resolution (due to the limited number 
of electrodes). Several investigators (Dorman et al. 1997a; Fu 1997; Shannon 
et al. 1998) have evaluated the effect of a tonotopic shift combined with 
reduced spectral resolution, using a noise-band simulation of an implant 
with NH listeners. Speech was first filtered into four or 16 bands and the 
envelope from each band was extracted; these envelopes were then used to 
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Figure 8.14. Comparison of results from three studies that measured speech recog- 
nition as a function of frequency compression, when temporal distortion was 
corrected. 



modulate bands of noise. The analysis bands were either matched to the 
noise carrier bands in terms of cochlear location and extent, or were shifted 
(in millimeters) relative to the noise carrier bands using Greenwood’s 
(1990) formula. Figure 8.15 shows Fu’s results for vowel recognition. When 
both the analysis and the carrier bands were shifted together, performance 
was only mildly affected (as shown in the curves with square symbols and 
dotted lines). The mild decline in performance when both the analysis and 
the carrier bands were shifted basally was due to the loss of low-frequency 
speech information. In the implant simulation condition, the carrier 
bands were fixed to simulate an electrode location where the most apical 
electrode was located 22 mm from the base while the analysis bands were 
shifted in terms of cochlear location in millimeters. Performance decreased 
markedly as the analysis filters were shifted in the apical direction (which 
caused an upward frequency shift in the speech signal). The effect of tono- 
topic mismatch was even more pronounced for the 16-band processors than 
for the four-band processors. For both the 16- and four-band processors, 
vowel recognition was reduced to chance level when the analysis bands 
were shifted by 6 mm relative to the carrier bands. The effect of tonotopic 
mismatch is made clear when comparing the performance of matched and 
mismatched processors. For the matched processors, performance was only 
mildly affected as the matched analysis and carrier bands were shifted 
toward the cochlea base (removing increasing amounts of low-frequency 
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Analysis filerband based on tonotopic location (mm from base) 

Figure 8.15. Effect of a shift in envelope frequency information relative to the noise 
carrier bands representing that information (from Fu 1997). The abscissa shows the 
tonotopic location (in millimeters) of the most apical edge of the frequency analy- 
sis bands. 



speech information). For the mismatched processors, when the analysis 
filters were shifted by 6 mm (relative to the carrier bands), performance 
dropped to chance level, even though the apically shifted analysis bands 
contained more low-frequency speech information. Thus, frequency infor- 
mation must be matched to its normal acoustic tonotopic location or speech 
recognition will suffer. 

Figure 8.16 compares results of Nagafuchi’s (1976) frequency-shifted 
vowel recognition (full-spectrum speech) with the normalized results of 
Fu and Shannon (1999b), who used noise-band implant simulations 
(spectrally quantized speech). Note the similarity of all sets of data, demon- 
strating that speech recognition falls off sharply as a function of spectral 
shift in either the apical or basal direction, whether the shift is of whole 
speech, mildly spectrally quantized speech (16 bands), or severely spectrally 
quantized speech (four bands). These results indicate that a spectral shift 
can severely limit speech recognition, regardless of the degree of spectral 
resolution. A shift of an octave (about 4.5 mm) can reduce vowel recogni- 
tion by more than 60 percentage points. For spectral shifts beyond 35% 
(about 2mm), the reduction in performance is 10 percentage points per mil- 
limeter of shift. For cochlear implants, the analysis bands in the speech 
processor must be matched to the actual tonotopic location of the elec- 
trodes in the scala tympani of individual patients. Some of the variability 
in performance across patients may be due to the different electrode inser- 
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Figure 8.16. Comparison of vowel recognition for frequency expansion and com- 
pression for original speech and for spectrally quantized speech. 



tion depths, resulting in differing degrees of spectral mismatch across 
patients. 

Listeners may be able to adapt to spectrally shifted speech patterns and 
eventually compensate for deficits caused by a spectral mismatch. For 
example, Rosen et al. (1999) demonstrated that NH listeners were able to 
quickly accommodate to frequency-shifted speech; after 3 hours of training 
with a 6-mm basal shift, performance improved from chance level to 30% 
correct. Fu et al. (2002) measured Cl listeners’ accommodation to a 3-mm 
apical shift; speech recognition was measured over a 3-month period during 
which the implant patients wore the shifted speech processor all waking 
hours. Fu et al.’s results suggested that there might be two adaptation 
periods: a short adaptation period that results in only a partial accommo- 
dation, and a longer adaptation period during which a full accommodation 
may or may not be possible. Cl subjects were not able to achieve their base- 
line performance measured with their everyday processors even after 3 
months of daily use with the apically shifted processors. The rapid recovery 
period (similar to that observed by Rosen et al.) may represent an adjust- 
ment to novel speech patterns. The longer time period may be measured in 
years (rather than months, as shown by Fu et al.), as an implant listener 
fully accommodates electrically stimulated speech patterns. The degree of 
spectral shift may also determine the time course needed to fully adapt to 
frequency-shifted speech; if the mismatch is not severe, adaptation may 
occur much more quickly. Intensive training and long-term experience with 
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spectrally shifted speech might also allow adult Cl users to regain speech 
recognition at the “unshifted” performance levels. 

5.7.2 Effects of Tonotopic Warping 

An additional problem encountered in implant patients is that of nonuni- 
form neural survival. Some pathologies may cause uniform nerve survival 
along the extent of the cochlea, while others may cause a more selective 
nerve loss in some tonotopic regions (see Leake and Rebscher, Chapter 4). 
The effects of uneven nerve survival are not clearly known in Cl users, but 
have been simulated in NH subjects listening to noise-band speech proces- 
sors (Shannon et al. 1998, 2001b). If there is a local nerve loss close to a 
stimulating electrode, then the current level on that electrode must be 
increased until the current spreads and activates surviving nerves in distant 
tonotopic locations. However, these activated nerves will then be stimulated 
with speech information from the wrong tonotopic location. Assuming that 
the remaining neural populations were to receive tonotopically matched 
spectral information, there would be a “warping” of the distribution of spec- 
tral information (Skinner et al. 1995; Shannon et al. 1998, 2001b). The 
spectral information from the tonotopic region where nerves were missing 
would be “compressed” into a smaller region. 

Fu (1997) simulated tonotopic warping of spectral patterns in NH lis- 
teners by mismatching the analysis and carrier filter bands in a noise-band 
processor. The overall spectral extent (in millimeters along the cochlea) was 
always the same for both the analysis and carrier bands, but the distribu- 
tion of the filters within this range was different for the analysis filters and 
noise carrier bands. Figure 8.17 shows the effect of this mismatch on vowel 
recognition. The analysis filters were either distributed linearly (partition 
0), logarithmically (partition 6), or somewhere between linear and log (par- 
tition 3); the carrier bands were systematically varied from a linear to a 
logarithmic distribution. Performance was always best when the analysis 
and carrier partitions were matched, and decreased rapidly as the differ- 
ence between the analysis and carrier partitions increased. 

5.7.3 Effects of a “Hole” in the Tonotopic Representation 

Some types of hearing loss can produce a localized loss of hair cells and 
may produce a localized loss of auditory neurons as well, sometimes termed 
“dead regions” (Moore and Glasberg 1997; Moore et al. 2000; Moore 2001; 
Moore and Alcantara 2001). When stimulating a dead region, thresholds 
will be elevated at the frequencies corresponding to the dead region. To 
compensate, gain is usually increased for that frequency region. In a hearing 
aid the amplification would be increased in that frequency region, and in a 
cochlear implant the electrical amplitude would be increased for the elec- 
trode in that cochlear location. Because the sensory cells and/or neurons 
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Carrier Band Partition Condition 

Figure 8.17. Effect of mismatched distribution of the analysis and carrier bands on 
vowel recognition in a four-channel noise-band processor. Carrier band partition 
condition 0 represents a linear division of the total frequency range, while condi- 
tion 6 represents a logarithmic division. (From Fu 1997.) 



are dead, no activation can actually occur within the dead region. Thus, 
when the amplitude is increased, the stimulation occurs instead at the edges 
of the dead region (or “hole”). In effect, this causes a local warping in the 
frequency-to-place mapping. The speech information from the frequency 
region of a hole is transmitted to the brain by neurons that normally 
respond to a different frequency region. 

How does a hole in the tonotopic representation affect speech under- 
standing? Lippmann (1996) demonstrated good speech recognition even 
when the entire midfrequency region from 800 to 3000 Hz was removed. 
Warren et al. (1995) found that excellent speech recognition was possible 
when listening through only a few narrow spectral bands (slits). Clearly, 
large regions of spectral information can be dropped without disrupting 
speech recognition, due to the spectral redundancy of speech. 

Shannon et al. (2001b) measured the effect of such holes in the speech 
spectrum with Cl listeners and in NH subjects listening to a 20-channel 
noise-band simulation. Holes were simulated by simply deleting several 
contiguous carrier bands (NH listeners) or by turning off electrodes in the 
apical, middle, or basal cochlear region. Other experimental conditions 
reassigned the information lost in the hole to nearby electrodes in an 
attempt to preserve the speech information from that region. Figure 8.18 
shows the results for vowel recognition, normalized to baseline perfor- 
mance (no hole). In general, the NH and Cl results were similar, in that 
both types of listeners could tolerate a “hole” of up to 3 mm with relatively 
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Figure 8.18. Relative decrease in vowel recognition for normal-hearing (top 
panels) and cochlear implant listeners (lower panels) as a function of the size of a 
“hole” in the tonotopic representation. (From Shannon et al. 2001b.) 



little decrease in recognition. Holes larger than 3 mm in the apical region 
produced large decrements in vowel recognition, while holes as large as 
6 mm in the basal region produced almost no deficit. While it appears that 
NH listeners were more adversely affected than Cl listeners by holes in the 
apical region, differences in baseline performance account for differences 
in the normalized scores (Cl listeners had significantly lower baseline 
scores). With a 6-mm apical hole, both NH and Cl listeners’ vowel recog- 
nition dropped to chance level. Unfortunately, none of the remapping 
manipulations succeeded in “rescuing” the information from the hole 
region; performance was no different when the information was simply 
dropped. However, remapping information to the edges of the hole (as may 
often occur with Cl patients) did not produce a further decrement in per- 
formance. Thus, warping the distribution of spectral information around a 
hole did not produce a further deterioration in vowel recognition beyond 
the simple loss of spectral information from the hole region. 



5.8 Summary — Spectral Information 

Speech can be recognized with great accuracy even with relatively coarse 
representations of spectral information, in good listening conditions. Four 
spectral channels are sufficient for good sentence recognition in quiet. 
However, in poor listening conditions, such as in background noise, higher 
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resolution spectral information is necessary for good speech recognition. 
Cl listeners appear to utilize only four to seven channels of spectral infor- 
mation no matter how many electrodes are available in their implant. It 
remains unclear why they are unable to use all of the spectral information 
that is presented. For postlingually deafened Cl patients, it may be that the 
transformation of acoustic frequency to cochlear place is too dissimilar in 
the implant device from what they were previously accustomed to with 
acoustic hearing. When the frequency-to-place mapping is overly distorted, 
listeners may not be able to fully utilize all of the spectral channels that are 
available. If the warping of frequency-to-place mapping is severe, listeners 
may lose the ability to utilize spectral channels altogether. 



6. Binaural Cochlear Implants 

One of the biggest complaints of Cl patients is the difficulty they have 
understanding speech in noisy listening conditions. It has long been known 
that binaural hearing provides a large advantage for separating signals from 
background noise, and researchers have begun to investigate the advan- 
tages of binaural cochlear implants for speech recognition in noise. Van 
Hoesel et al. (1993; van Hoesel and Clark 1995, 1997) measured sentence 
recognition in quiet and in noise by Cl users who had bilateral implants. 
Subjects were able to utilize interaural level differences (ILDs) to lateral- 
ize sounds; however, their ability to lateralize using interaural temporal dif- 
ferences (ITDs) was much poorer than that of NH listeners. Nonetheless, 
a small advantage was observed for the binaural processors in noise over 
either monaural processor. Many patients have since received binaural 
implants, and several research groups have studied their effectiveness. 

Sound source localization with binaural implants was measured in one 
Cl patient (Long et al. 1998; Long 2000). The time delay, loudness differ- 
ence, and electrode location were varied between the two implants. In this 
patient, sounds were localized toward the side that was stimulated first or 
was louder, similar to localization in normal hearing. This patient was able 
to utilize ITDs as short as 150 ps to lateralize sounds — a value that is com- 
parable to that of NH listeners. However, these effects were observed only 
if the test electrodes from the two sides were matched in pitch, suggesting 
that the electrodes were stimulating the same tonotopic region in the two 
cochleae. If the stimulating electrodes from the two implants elicited dis- 
tinctly different pitch percepts, then localization was poor for all time or 
loudness differences between the two devices. This corresponds well to NH 
listeners, who can localize sounds only if they are presented to the same 
cochlear region of both ears, within a few millimeters (Nuetzel and Hafter 
1981). In general, signals presented to two ears must stimulate tonotopic 
regions within a critical band of each other (1 to 2 mm) for the central 
system to make full use of the ITD for localization. This result indicates that 
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it is highly important to match the two implant devices in pitch (which pre- 
sumably means cochlear location) to achieve the benefit of binaural 
processing. 

Lawson et al. (1998, 2001) measured binaural speech recognition in quiet 
and in noise in several Cl listeners with binaural implants and found that, 
while some patients achieved better speech recognition in noise with two 
implants, others received no benefit over a single implant. Mixed results 
were also observed for binaural implant users’ ability to localize sounds, 
with some patients able to localize stimuli with ITDs as low as 50 ps, while 
others were unable to localize at any ITD. 

At the present time it is unclear how many patients might benefit from 
binaural cochlear implants. Even for patients who may ultimately benefit 
from two devices, the fitting process of binaural implants will be difficult, 
requiring not only the normal fitting of each individual implant, but also 
specialized fitting procedures to match the two devices in terms of cochlear 
place. Amplitude compression schemes commonly used in implant speech 
processors may have to be linked to produce the correct level difference 
between devices. The frequency-to-place mapping in each implant would 
also have to compensate for differences in electrode location between the 
two implants. Some patients may not have sufficient residual auditory 
capacity in the central nervous system to make use of binaural cues from 
two implants, even if they are properly matched in terms of loudness and 
pitch. Presently, it is difficult to estimate the proportion of patients who 
might benefit from binaural cochlear implants or to devise a method that 
might be used to predict this population prior to surgery. 



7. Combined Acoustic and Electrical Stimulation 

As cochlear implants have provided increasingly better speech recognition 
to patients over the years, patients selection criteria have been relaxed to 
allow for implantation of patients who have some residual hearing. Many 
cases have been reported in which the implant did not damage the resid- 
ual acoustic hearing of the implanted ear (von Ilberg et al. 1999). Recent 
clinical trials have investigated whether a cochlear implant could be useful 
for patients who have only low-frequency residual hearing. Such patients 
generally do poorly with hearing aids, presumably because they have no 
remaining hair cells in the basal end of the cochlea. In these patients, a 
cochlear implant inserted into only the basal end of the cochlea might 
provide some benefit without destroying the residual hearing at the apical 
end of the cochlea. The residual acoustic low-frequency hearing could be 
combined with electric stimulation of the higher frequency regions in the 
cochlea. Can patients effectively combine acoustic and electric stimulation 
in the same ear? 
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The initial clinical trials have so far shown mixed results (Lawson et al. 
2001; Turner and Gantz 2001). Some patients (under some conditions) were 
able to achieve better speech recognition with combined acoustic and elec- 
tric hearing than with either type of stimulation alone, particularly in noise. 
However, other patients showed no improvement, and some even showed 
some deterioration in their residual acoustic hearing after implantation. The 
results of Turner and Gantz (2001) suggest that acoustic and electrical stim- 
ulation should be contiguous for the combined stimulation to be beneficial. 
If there is a large gap in the tonotopic space that is not stimulated, or if the 
frequency information conveyed by the electrical stimulation is not appro- 
priate for the stimulated cochlear location, patients may receive little or no 
benefit. 



8. Auditory Brainstem Implants 

Neurofibromatosis type 2 (NF2) is a genetic disorder that produces bilat- 
eral benign tumors on the vestibular branch of the auditory nerves. These 
tumors can be removed surgically but the procedure often severs the eighth 
nerve, leaving these patients deaf and unable to benefit from a cochlear 
implant. Because these patients do not have a functioning auditory nerve, 
prosthetic stimulation of the auditory system must target the next stage of 
neural processing — the cochlear nucleus (CN) complex in the brainstem. 
The auditory brainstem implant (ABI) was developed for this patient 
population by the House Ear Institute in collaboration with the Hunting- 
ton Medical Research Institutes in Pasadena, California, and the Cochlear 
Corporation. The ABI is similar in design and function to a cochlear 
implant, but the electrode is placed on the cochlear nucleus rather than in 
the cochlea. The first ABI was a single-channel device pioneered by William 
House and William Hitselberger in 1979 (Edgerton et al. 1984; Eisenberg 
et al. 1987). The modest success of that first device led to the development 
of multichannel ABI devices (Brackmann et al. 1993; Shannon et al. 
1993). 

Presently, ABI devices are produced by all major cochlear implant com- 
panies (availability in the U.S. is restricted to the device made by Cochlear 
Corp.). The Cochlear Corp. device has 21 electrodes on a silicone pad that 
is placed into the lateral recess of the fourth ventricle, which lies adjacent 
to the cochlear nucleus. Basic psychophysical performance is similar 
between ABI and Cl patients (Shannon and Otto 1990; Zeng and Shannon 
1992, 1994), but speech recognition performance is considerably poorer 
with the ABI (Otto et al. 1998, 2002). Although the ABI has 21 electrodes, 
patients do not seem able to use the multiple channels of spectral infor- 
mation. Most multichannel ABI patients perform at levels similar to those 
of single-channel Cl users. A few ABI patients (less than 10%) are able to 
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understand a limited number of words in sentences — performance com- 
parable to that with a two- or three-channel cochlear implant. It is possible 
that the difference in performance between Cl and ABI is due to the lack 
of consistent pitch mapping in the ABI. 

In the surface electrode ABI, electrically stimulated pitch percepts do not 
always increase in a regular fashion from one end of the electrode array to 
the other. For some ABI patients, pitch percepts increase from lateral to 
medial electrodes, while others show the reverse pattern; some patients 
show a disordered pattern of pitch percepts associated with electrodes, 
while others perceive little change in pitch across the entire electrode array 
(Otto et al. 1998). The variable relation between pitch and electrode loca- 
tion in the present ABI device is most likely due to the fact that the tono- 
topic dimension of the human CN is oriented orthogonal to the surface, 
while the electrode array lies parallel to the surface. To obtain better 
stimulation along the tonotopic axis of the CN, a new ABI with penetrat- 
ing microelectrodes has been developed (McCreery et al. 1998). The 
penetrating microelectrodes will be of different lengths so that they will 
target different pitch regions of the CN. The first application of this pene- 
trating electrode auditory brainstem implant (PABI) in humans is slated 
for 2003. 

The PABI will present an interesting test of prosthetic design. If poor 
speech recognition performance by ABI patients is due to poor access to 
the CN tonotopic organization, then the PABI should correct this problem 
and PABI patients’ performance should be at levels more equivalent to that 
of Cl patients. On the other hand, if poor ABI speech recognition is due to 
the lack of critical intrinsic neural mechanisms bypassed by the ABI device, 
there would be no improvement in PABI patients’ performance because 
the PABI device would also bypass these critical neural mechanisms. If the 
PABI produces Cl-like levels of speech recognition, it may be possible to 
stimulate even higher auditory brainstem nuclei, such as the inferior col- 
liculus, or even the auditory cortex, which might provide easier surgical 
access than the CN. 



9. Implications for Implant Speech-Processor Design 

Two factors emerge as major challenges for cochlear implant research and 
design: Cl patients’ inability to utilize all channels of the spectral informa- 
tion provided by the implant, and patient outcome variability. Figure 8.9 
shows that the best Cl users were able to recognize speech at a similar level 
to NH subjects listening to a comparable number of channels. However, this 
similarity only holds for less than eight electrodes/channels. Beyond eight 
channels/electrodes, NH listeners continued to improve while Cl listeners 
did not. To improve patients’ speech recognition, it is critical to understand 
why Cl listeners seem to be limited to eight spectral channels. Next- 
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generation implants that have more electrodes may not improve perfor- 
mance until the cause of this limitation can be determined. 

Figure 8.9 also showed that while some Cl listeners were able to perform 
as well as NH subjects when listening to a comparable number of spectral 
channels, some were not. Understanding the causes of the large range in 
performance among Cl patients is another priority for future speech- 
processor design. Some Cl listeners may simply have too much damage to 
their auditory nerve from the pathology that caused their deafness, or from 
its sequelae, and so may never be able to take full advantage of cochlear 
implant technology. For these patients, an appropriate speech-processor 
fitting protocol might include an assessment of their auditory perceptual 
capabilities, and tailor the parameters of the speech processor to best 
exploit those capabilities. For other poorly performing Cl patients, the 
outlook may be much more optimistic. If poor performance is the result of 
speech processing that distorts the mapping of acoustic frequency infor- 
mation to cochlear place, then simple modifications to the signal process- 
ing may dramatically improve speech understanding. As shown earlier, 
experiments with NH listeners showed that a 5 -mm mismatch in the 
frequency-to-place mapping or a severe warping in the frequency-to-place 
mapping resulted in a total inability to use spectral information (Shannon 
et al. 1998; Fu and Shannon 1999b). It is possible that the poor performance 
of some Cl listeners is due to such spectral distortions; restoring the normal 
acoustic frequency-to-place mapping might result in improved speech 
recognition. Clinical fitting procedures must be developed to assess the 
optimal frequency-to-electrode mapping in individual Cl patients. 

Cochlear implants provide a surprisingly high level of functional hearing 
to deaf patients, and the sophistication of the implant hardware continues 
to improve rapidly. Some gains in implant performance over the past 20 
years have been directly due to improvements in basic implant technology, 
such as faster speech processors and more electrodes. However, techno- 
logical advances may be nearing the point of diminishing returns, given the 
high costs involved and limited additional benefits they may provide. The 
next phase of improvement in cochlear implant performance may come not 
from further development of the implant hardware, but from understand- 
ing how implant speech processors may be more effectively programmed 
and customized for individual patients, so that the capabilities that are 
already available may be fully utilized. 



10. Summary 

The studies reviewed in this chapter demonstrate that amplitude mapping 
(Figs. 8.4 to 8.8) and envelope filter frequency are not critical for speech 
recognition, at least in quiet listening conditions. Reduced temporal and 
amplitude cues can cause some reduction in speech recognition, but the 
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effects are relatively small, even in cases where the spectral resolution is 
severely limited. When spectral cues are available, even severely reduced 
temporal and/or amplitude cues have almost no effect on speech recogni- 
tion. However, there may be differences in temporal processing that may 
account for some differences in implant patient performance. In terms of 
spectral resolution, relatively little improvement in speech recognition is 
observed in implant performance as the number of electrodes is increased 
beyond seven or eight (Figs. 8.11 and 8.13), even for implant patients who 
have excellent electrode selectivity. Some as-yet-unknown factor appears 
to limit implant listeners’ ability to utilize all the spectral information that 
is provided by the implant. The two factors that appear to be most signifi- 
cant for implant speech recognition are the tonotopic match between 
acoustic speech information and the location of stimulating electrodes 
(Figs. 8.14 to 8.16), and the match between the relative bandwidth of the 
frequency analysis bands and the extent of neural activation for each elec- 
trode (Fig. 8.17). 

References 

Allen JB (1994) How do humans process and recognize speech? IEEE Trans Speech 
Audio Proc 2:567-577. 

Bacon SP, Viemeister NF (1985) Temporal modulation transfer functions in normal- 
hearing and hearing-impaired listeners. Audiology 24:117-134. 

Blesser B (1972) Speech perception under conditions of spectral transformation: I. 

Phonetic characteristics. J Speech Hear Res 15:5-41. 

Boothroyd A, Mulhearn B, Gong J, Ostroff J (1996) Effects of spectral smearing on 
phoneme and word recognition. J Acoust Soc Am 100:1807-1818. 

Brackmann DE, Hitselberger WE, Nelson RA, Moore JK, et al. (1993) Auditory 
brainstem implant. I: issues in surgical implantation. Otolaryngol Head Neck Surg 
108:624-634. 

Braida LD, Durlach NI, Lippmann RP, Hicks BL, Rabinowitz WM, Reed CM (1979) 
Hearing aids — a review of past research on linear amplification, amplitude com- 
pression, and frequency lowering. ASHA Monograph 19:1-114. 

Brill SM, Gstottner W, Helms J, von Ilberg C, et al. (1997) Optimization of channel 
number and stimulation rate for the fast continuous interleaved sampling strat- 
egy in the COMBI 40+. Am J Otol 18(6 suppl):S 104-106. 

Burns EM, Viemeister NF (1976) Nonspectral pitch. J Acoust Soc Am 60:863- 
869. 

Burns EM, Viemeister NF (1981) Played-again SAM: further observations on the 
pitch of amplitude-modulated noise. J Acoust Soc Am 70:1655-1660. 

Cazals Y, Pelizzone M, Saudan O, Boex C (1994) Low-pass filtering in amplitude 
modulation detection associated with vowel and consonant identification in sub- 
jects with cochlear implants. J Acoust Soc Am 96(4):2048-2054. 

Chatterjee M, Shannon RV (1998) Forward masked excitation patterns in multi- 
electrode cochlear implants. J Acoust Soc Am 103(5):2565-2572. 

Chatterjee M, Shannon RV, Galvin JJ, Fu Q-J (2001) Spread of excitation and its 
influence on auditory perception with cochlear implants. Physiological and psy- 




8. Speech Perception with Cochlear Implants 371 



chological bases of auditory function. In: Houtsma AJM, Kohlrausch A, Prijs VF, 
Schoonhoven R, eds. Proceedings of the 12th International Symposium on 
Hearing. Maastricht, NL: Sharker Publishing BV, pp. 403-410. 

Cosendai G, Pelizzone M (2001) Effects of the acoustical dynamic range on speech 
recognition with cochlear implants. Audiology 40:272-281. 

Daniloff RG, Shiner TH, Zemlin WR (1968) Intelligibility of vowels altered in dura- 
tion and frequency. J Acoust Soc Am 44:700-707. 

Dorman MF, Loizou PC (1998) Identification of consonants and vowels by cochlear 
implant patients using a 6-channel continuous interleaved sampling processor 
and by normal-hearing subjects using simulations processors with two to nine 
channels. Ear Hear 19:162-166. 

Dorman MF, Loizou PC, Rainey D (1997a) Simulating the effect of cochlear-implant 
electrode insertion depth on speech understanding. J Acoust Soc Am 
102:2993-2996. 

Dorman MF, Loizou PC, Rainey D (1997b) Speech intelligibility as a function of 
the number of channels of stimulation for signal processors using sine-wave and 
noise-band outputs. J Acoust Soc Am 102:2403-2411. 

Drullman R (1995) Temporal envelope and fine structure cues for speech intelligi- 
bility. J Acoust Soc Am 97:585-592. 

Drullman R, Festen JM, Plomp R (1994a) Effect of temporal envelope smearing on 
speech perception. J Acoust Soc Am 95:1053-1064. 

Drullman R, Festen JM, Plomp R (1994b) Effect of reducing slow temporal modu- 
lations on speech perception. J Acoust Soc Am 95:2670-2680. 

Dubno JR, Dorman MF (1987) Effects of spectral flattening on vowel identifica- 
tion. J Acoust Soc Am 82:1503-1511. 

Eddington DK, Rabinowitz WR, Tierney J, Noel V, Whearty M (1997) Speech 
processors for auditory prostheses. 8th quarterly progress report, NIH contract 
N01-DC-6-2100. 

Edgerton BJ, House WF, Hitselberger W (1984) Hearing by cochlear nucleus stim- 
ulation in humans. Ann Otol Rhinol Otolaryngol 91(suppl):117-124. 

Eisenberg LS, Maltan AA, Portillo F, Mobley JP, House WF (1987) Electrical stim- 
ulation of the auditory brainstem structure in deafened adults. J Rehabil Res Dev 
24:9-22. 

Fishman K, Shannon RV, Slattery WH (1997) Speech recognition as a function of 
the number of electrodes used in the SPEAK cochlear implant speech processor. 
J Speech Hear Res 40:1201-1215. 

Freyman RL, Nerbonne GP (1989) The importance of consonant-vowel intensity 
ratio in the intelligibility of voiceless consonants. J Speech Hear Res 32:524- 
535. 

Freyman RL, Nerbonne GP, Cote HC (1991) Effect of consonant- vowel ratio mod- 
ification on amplitude envelope cues for consonant recognition. J Speech Hear 
Res 34:415-426. 

Friesen L, Shannon RV, Baskent D, Wang X (2001) Speech recognition in noise as 
a function of the number of spectral channels: comparison of acoustic hearing and 
cochlear implants. J Acoust Soc Am 110:1150-1163. 

Fu Q-J (1997) Speech perception in acoustic and electric hearing. Ph.D. disserta- 
tion, University of Southern California, Los Angeles, CA. 

Fu Q-J (2002) Temporal processing and speech recognition in cochlear implant 
users. NeuroReport 13:1-5. 




372 R.V. Shannon et al. 



Fu Q-J, Shannon RV (1998) Effects of amplitude nonlinearities on speech recogni- 
tion by cochlear implant users and normal-hearing listeners. J Acoust Soc Am 
104:2570-2577. 

Fu Q-J, Shannon RV (1999a) Effects of electrode configuration and frequency allo- 
cation on vowel recognition with the Nucleus-22 cochlear implant. Ear Hear 
20(4):332-344. 

Fu Q-J, Shannon RV (1999b) Recognition of spectrally degraded and frequency- 
shifted vowels in acoustic and electric hearing. J Acoust Soc Am 105:1889- 
1900. 

Fu Q-J, Shannon RV (2000) Effect of stimulation rate on phoneme recognition in 
cochlear implants. J Acoust Soc Am 107(l):589-597. 

Fu Q-J, Shannon RV, Wang X (1998b) Effects of noise and number of channels on 
vowel and consonant recognition: acoustic and electric hearing. J Acoust Soc Am 
104:3586-3596. 

Fu Q-J, Shannon RV, Galvin JJ III (2002) Perceptual learning following changes in 
the frequency-to-electrode assignment with the Nucleus-22 cochlear implant. J 
Acoust Soc Am 112:1664-1674. 

Greenwood DD (1990) A cochlear frequency-position function for several 
species — 29 years later. J Acoust Soc Am 87:2592-2605. 

Hanekom JJ, Shannon RV (1998) Gap detection as a measure of electrode interac- 
tion in cochlear implants. J Acoust Soc Am 104(4):2372-2384. 

Hill FJ, McRae LP, McClellan RP (1968) Speech recognition as a function of channel 
capacity in a discrete set of channels. J Acoust Soc Am 44:13-18. 

Lawson D, Wilson B, Finley C (1993) New processing strategies for multichannel 
cochlear prostheses. In: Allum JA, Allum-Mecklenburg DJ, Harris FP, Probst R, 
eds. Natural and Artificial Control of Hearing and Balance. Progress in Brain 
Research, vol. 97. Amsterdam: Elsevier, pp. 313-321. 

Lawson DT, Wilson BS, Zerbi M, Finley CC (1996) Speech processors for auditory 
prostheses. Third quarterly progress report, NIH contract N01-DC-5-2103. 

Lawson DT, Wilson BS, Zerbi M, van den Honert C, et al. (1998) Bilateral cochlear 
implants controlled by a single speech processor. Am J Otol 19(6):758- 
761. 

Lawson DT, Brill S, Wolford R, Wilson BS, Schatzer R (2001) Speech processors 
for auditory prostheses. 9th quarterly progress report, NIH contract N01-DC-8- 
2105. 

Licklider JCR, Pollack I (1948) Effects of differentiation, integration, and infi- 
nite peak clipping on the intelligibility of speech. J Acoust Soc Am 20:42- 
51. 

Lim HH,Tong YC, Clark GM (1989) Forward masking patterns produced by intra- 
cochlear stimulation of one and two electrode pairs in the human cochlea. J 
Acoust Soc Am 86:971-980. 

Lippmann RP (1996) Accurate consonant perception without mid-frequency 
energy. IEEE Trans Speech Audio Proc 4:66-69. 

Loizou PC, Dorman MF,Tu Z (1999) On the number of channels needed to under- 
stand speech. J Acoust Soc Am 106(4):2097-2103. 

Loizou PC, Poroy O, Dorman M (2000a) The effect of parametric variations of 
cochlear implant processors on speech understanding. J Acoust Soc Am 
108(2):790-802. 




8. Speech Perception with Cochlear Implants 373 



Loizou PC, Dorman M, Poroy O, Spahr T (2000b) Speech recognition by normal- 
hearing and cochlear implant listeners as a function of intensity resolution. J 
Acoust Soc Am 108:2377-2387. 

Long CJ (2000) Bilateral cochlear implants: basic psychophysics. Ph.D. dissertation, 
Massachusetts Institute of Technology. 

Long CJ, Eddington DE, Colburn HS, Rabinowitz WM, Whearty ME, Kadel-Garcia 
N (1998) Speech processors for auditory prostheses. 11th quarterly progress 
report, NIH contract N01 -DC-6-2100. 

McCreery DG, Shannon RV, Moore JK, Chatterjee M, Agnew WF (1998) Access- 
ing the tonotopic organization of the ventral cochlear nucleus by intranuclear 
microstimulation. IEEE Trans Rehabil Eng 6:391-399. 

Mendel LL, Hamill BW, Crepeau LJ, Fallon E (1995) Speech intelligibility assess- 
ment in a helium environment. J Acoust Soc Am 97:628-636. 

Miller G, Nicely P (1995) An analysis of perceptual confusions among some English 
consonants. J Acoust Soc Am 27:338-352. 

Moore BCJ (2001) Dead regions in the cochlea: diagnosis, perceptual consequences, 
and implications for the fitting of hearing aids. Trends Amplification 5:1- 
34. 

Moore BCJ, Alcantara JI (2001) The use of psychophysical tuning curves to explore 
dead regions in the cochlea. Ear Hear 22:268-278. 

Moore BCJ, Glasberg BR (1997) A model of loudness perception applied to 
cochlear hearing loss. Aud Neurosci 3:289-311. 

Moore BCJ, Huss M, Vickers DA, Glasberg BR, Alcantara JI (2000) A test for the 
diagnosis of dead regions in the cochlea. Br J Audiol 34:205-224. 

Nagafuchi M (1976) Intelligibility of distorted speech sounds shifted in frequency 
and time in normal children. Audiology 15:326-337. 

Nuetzel JM, Hafter ER (1981) Discrimination of interaural delays in complex wave- 
forms: spectral effects. J Acoust Soc Am 69:1112-1118. 

Otto SR, Shannon RV, Brackmann DE, Hitselberger WE, Staller S, Menapace C 
(1998) The multichannel auditory brainstem implant: performance in 26 patients. 
Otolaryngol Head Neck Surg 118:291-303. 

Otto SA, Brackmann DE, Hitselberger WE, Shannon RV, Kuchta J (2002) The 
multichannel auditory brainstem implant update: performance in 60 patients. J 
Neurosurg 96:1063-1071. 

Pfingst BE, Franck KH, Xu L, Bauer EM, Zwolan TA (2001) Effects of electrode 
configuration and place of stimulation on speech perception with cochlear 
implants. J Assoc Res Otolaryngol 2:87-103. 

Plomp R (1983) The role of modulation in hearing. In: Klinke R, Hartmann R, eds. 
Hearing — Physiological Bases and Psychophysics. Berlin: Springer- Verlag, pp. 
270-276. 

Plomp R (1988) The negative effect of amplitude compression in multichannel 
hearing aids in light of the modulation-transfer function. J Acoust Soc Am 
83:2322-2327. 

Relkin EM, Doucet JR (1991) Recovery from prior stimulation. I. Relationship 
to spontaneous firing rates of primary auditory neurons. Hear Res 55:215- 
222 . 

Rosen S (1992) Temporal information in speech and its relevance for cochlear 
implants. Philos Trans R Soc Lond Ser B Biol Sci 336:367. 




374 R.V. Shannon et al. 



Rosen S, Faulkner A, Wilkinson L (1999) Adaptation by normal listeners to upward 
spectral shifts of speech: implications for cochlear implants. J Acoust Soc Am 
106:3629-3636. 

Rubinstein JT, Wilson BS, Finley CC, Abbas PJ (1999) Pseudospontaneous activity: 
stochastic independence of auditory nerve fibers with electrical stimulation. Hear 
Res 127:108-118. 

Shannon RV (1983a) Multichannel electrical stimulation of the auditory nerve in 
man: I. Basic psychophysics. Hear Res 11:157-189. 

Shannon RV (1983b) Multichannel electrical stimulation of the auditory nerve in 
man: II. Channel interaction. Hear Res 12:1-16. 

Shannon RV (1985) Loudness summation as a measure of channel interaction in a 
multichannel cochlear implant. In: Schindler RA, Merzenich MM, eds. Cochlear 
Implants. New York: Raven Press, pp. 323-334. 

Shannon RV (1992) Temporal modulation transfer functions in patients with 
cochlear implants. J Acoust Soc Am 91:1974-1982. 

Shannon RV, Otto SR (1990) Psychophysical measures from electrical stimulation 
of the human cochlear nucleus. Hear Res 47:159-168. 

Shannon RV, Fayad J, Moore J, Lo W, et al. (1993) Auditory brainstem implant: II. 
Postsurgical issues and performance. Otolaryngol Head Neck Surg 108:634- 
642. 

Shannon RV, Zeng F-G, Kamath V, Wygonski J, Ekelid M (1995) Speech recogni- 
tion with primarily temporal cues. Science 270:303-304. 

Shannon RV, Zeng F-G, Wygonski J (1998) Speech recognition with altered spec- 
tral distribution of envelope cues. J Acoust Soc Am 104:2467-2476. 

Shannon RV, Fu Q-J, Wang X, Galvin J, Wygonski J (2001a) Critical cues for audi- 
tory pattern recognition in speech: implications for cochlear implant speech 
processor design. In: Breebaart DJ, Houtsma AJM, Kohlrausch A, Prijs VF, 
Schoonhoven R, eds. Physiological and Psychological Bases of Auditory Function: 
Proceedings of the 12th International Symposium on Hearing. Maastricht, NL: 
Shaker Publishing BV, pp. 500-508. 

Shannon RV, Galvin JJ, Baskent D (2001b) Holes in hearing. J Assoc Res 
Otolaryngol 3:185-199. 

Skinner MW, Holden LK, Holden TA (1995) Effect of frequency boundary assign- 
ment on speech recognition with the SPEAK speech coding strategy. Ann Otol 
Rhinol Laryngol 104(suppl 166):307-311. 

Steeneken HJM, Houtgast T (1980) A physical method for measuring speech- 
transmission quality. J Acoust Soc Am 67:318-326. 

ter Keurs M, Festen JM, Plomp R (1992) Effect of spectral envelope smearing on 
speech reception. I. J Acoust Soc Am 91:2872-2880. 

ter Keurs M, Festen JM, Plomp R (1993) Effect of spectral envelope smearing on 
speech reception. II. J Acoust Soc Am 93:1547-1552. 

Tiffany WR, Bennett DA (1961) Intelligibility of slow-played speech. J Speech 
Hearing Res 4:248-258. 

Turner C, Gantz B (2001) Combining acoustic and electric hearing for patients with 
high frequency hearing loss. Abstracts of the 2001 Conference on Implantable 
Auditory Prostheses, Asilomar, CA, p. 33. 

Turner CW, Souza PE, Forget LN (1995) Use of temporal envelope cues in speech 
recognition by normal and hearing-impaired listeners. J Acoust Soc Am 
97(4):2568-2576. 




8. Speech Perception with Cochlear Implants 375 



Vandali AE, Whitford LA, Plant KL, Clark GM (2000) Speech perception as a func- 
tion of electrical stimulation rate: using the Nucleus 24 cochlear implant system. 
Ear Hear 21:608-624. 

Van den Honert C, Stypulkowski PH (1984) Physiological properties of the electri- 
cally stimulated auditory nerve. II. Single fiber recordings. Hear Res 14:225- 
243. 

Van den Honert C, Stypulkowski PH (1987) Single fiber mapping of spatial excita- 
tion patterns in the electrically stimulated auditory nerve. Hear Res 29:195-206. 

van Hoesel RJM, Clark GM (1995) Evaluation of a portable two-microphone adap- 
tive beamforming speech processor with cochlear implant patients. J Acoust Soc 
Am 97:2498-2503. 

van Hoesel RJM, Clark GM (1997) Psychophysical studies with two binaural 
cochlear implant subjects. J Acoust Soc Am 102:495-507. 

van Hoesel RJM, Tong YC, Hollow RD, Clark GM (1993) Psychophysical and 
speech perception studies: a case report on a binaural cochlear implant subject. 
J Acoust Soc Am 94:3178-3189. 

VanTasell DJ, Soli SD, Kirby VM, Widin GP (1987) Speech waveform envelope cues 
for consonant recognition. J Acoust Soc Am 82:1152-1161. 

Van Tasell DJ, Greenfield DG, Logemann JJ, Nelson DA (1992) Temporal cues for 
consonant recognition: training, talker generalization, and use in evaluation of 
cochlear implants. J Acoust Soc Am 92:1247-1257. 

Viemeister NF (1979) Temporal modulation transfer functions based upon modu- 
lation thresholds. J Acoust Soc Am 66:1364-1380. 

von Ilberg C, Kiefer J, Tillein J, Pfenningdorff T, et al. (1999) Electric-acoustic stim- 
ulation of the auditory system. New technology for severe hearing loss. ORL J 
Otorhinolaryngol Relat Spec 61: (6)334-340. 

Warren RM, Reiner KR, Bashford JA Jr, Brubaker BS (1995) Spectral redundancy: 
intelligibility of sentences heard through narrow spectral slits. Percept Psychophys 
57(2):175-182. 

Wilson BS (1997) The future of cochlear implants. Br J Audiol 31:205-225. 

Wilson BS, Finley CC, Lawson DT, Wolford RD, Eddington DK, Rabinowitz WM 
(1991) New levels of speech recognition with cochlear implants. Nature 
352:236-238. 

Wilson BS, Lawson DT, Zerbi M, Finley CC, Wolford RD (1995) New processing 
strategies in cochlear implantation. Am J Otol 16:669-675. 

Wilson BS, Finley CC, Lawson D, Zerbi M (1997) Temporal representations with 
cochlea implants. Am J Otol 18(6 suppl):S30-S34. 

Wilson BS, Wolford RD, Lawson DT (2000) Speech processors for auditory pros- 
theses. 7th quarterly progress report. NIH contract N01-DC-8-2105. 

Zeng F-G (2002) Temporal pitch in electric hearing. Hear Res 174(1-2):101- 
106. 

Zeng F-G, Galvin J (1999) Amplitude mapping and phoneme recognition in 
cochlear implant listeners. Ear Hear 20:60-74. 

Zeng F-G, Shannon RV (1992) Loudness balance between electric and acoustic 
stimulation. Hear Res 60:231-235. 

Zeng F-G, Shannon RV (1994) Loudness coding mechanisms inferred from electric 
stimulation of the human auditory system. Science 264:564-566. 

Zeng F-G, Shannon RV (1999) Psychophysical laws revealed by electric hearing. 
NeuroReport 10(9):l-5. 




376 R.V. Shannon et al. 



Zeng F-G, Turner CW, Relkin EM (1991) Recovery from prior stimulation. II: effects 
upon intensity discrimination. Hear Res 55(2)223-230. 

Zeng F-G, Galvin J, Zhang C-Y (1998) Encoding loudness by electric stimulation 
of the auditory nerve. NeuroReport 9(8):1845-1848. 

Zeng F-G, Grant G, Niparko J, Galvin J, et al. (2002) Speech dynamic range and its 
effect on cochlear implant performance. J Acoust Soc Am 111(1 pt 1):377- 
386. 

Zwolan TA, Kileny PR, Ashbaugh C, Telian SA (1996) Patient performance with 
the Cochlear Corporation “20 + 2” implant: bipolar vs monopolar activation. Am 
J Otol 17:717-723. 




9 

Learning, Memory, and Cognitive 
Processes in Deaf Children 
Following Cochlear Implantation 

David B. Pisoni and Miranda Cleary 



1. Introduction 

A cochlear implant is a sensory aid that uses a surgically implanted elec- 
trode array threaded within the scala tympani of the cochlea to present an 
electrical representation of sound directly to the auditory nerve of individ- 
uals who have a severe to profound bilateral sensorineural hearing loss. 
Cochlear implants work and they work reasonably well in many profoundly 
deaf adults and children. For these patients, a cochlear implant (Cl) is a 
form of intervention, an alternative way of providing access to sound using 
electrical stimulation of the auditory system (see Niparko, Chapter 3). 
For postlingually deafened adults, a cochlear implant serves primarily as a 
sensory aid to restore lost hearing and regain contact with the world of 
sound as they knew it before the onset of their deafness. For the prelin- 
gually deaf child, in contrast, the electrical stimulation provided by a 
cochlear implant represents the introduction of a new sensory modality and 
an additional way to acquire knowledge about sound, sound sources, and 
the correlations between objects and events in their environment. Perhaps 
the most important benefit of a cochlear implant, however, is that it pro- 
vides the prelingually deaf child with access to information about speech 
and spoken language. Because speech is a multimodal event, the electrical 
stimulation provided by the cochlear implant also provides the child with 
a rich source of new information about the cross-modal relations between 
the auditory and visual correlates of speech that reflect the common under- 
lying articulatory gestures of the talker. Finally, a cochlear implant provides 
the deaf child with direct auditory feedback about the consequences of 
his/her own vocal articulation and motor control in speech production, 
which affects the development of speech and language acquisition after 
implantation. 

Despite the success of cochlear implants in many deaf patients, enormous 
individual differences have been reported in adults and children on a wide 
range of outcome measures (see Shannon et al., Chapter 8). This finding 
is observed in all research centers around the world. Some patients do 
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extremely well with their cochlear implant while others derive only minimal 
benefits after receiving their implant. Understanding the reasons for the 
large individual differences following cochlear implantation is one of the 
most important and challenging research problems in the field today (NIH 
Consensus Conference 1995). It is not immediately obvious why some 
patients do well while others struggle and derive only small benefits after 
receiving a cochlear implant. Many factors may be responsible for these 
differences in outcome, and numerous complex interactions among these 
factors should be explored. 

Our initial interest in studying individual differences in children follow- 
ing cochlear implantation came from several reports in the literature 
demonstrating that a small number of deaf children displayed exception- 
ally good performance with their cochlear implants. They acquired spoken 
language quickly and easily and seemed to be on a developmental trajec- 
tory that paralleled children with normal hearing. These children are often 
called “stars” and until recently their exceptionally good performance 
appeared to be an anomaly to many clinicians and researchers. 

The finding that some children with cochlear implants display excep- 
tionally good performance cambe taken, at first glance, as an “existence 
proof” for the efficacy of cochlear implants: cochlear implants work with 
some deaf children and they facilitate the processes of speech perception 
and language development. The major problem right now, however, is that 
cochlear implants do not work well with all children, and some children 
derive only minimal benefits from their implants. Why does this occur? 
What sensory, perceptual, cognitive, and environmental factors are respon- 
sible for the differences in performance among deaf children with cochlear 
implants? 

Our theoretical motivation for studying individual differences following 
cochlear implantation is based on an extensive body of research in the field 
of cognitive psychology over the last 25 years on “expertise” and “expert 
systems” theory (Ericsson and Pennington 1993). Many important new 
insights have come from studying expert chess players, radiologists, and 
other individuals who have highly developed skills in specific knowledge 
domains like computer programming, spectrogram reading, and even 
chicken-sexing (Biederman and Shiffar 1987). 

The rationale underlying our approach is quite straightforward. If we can 
learn more about the exceptionally good users of cochlear implants and the 
reasons why they do so well, perhaps we can use this information to develop 
new intervention techniques with children who are not benefiting from their 
implants. Knowledge and understanding of the exceptionally good users, 
the “stars,” might also be useful for developing new preimplant predictors 
of performance, modifying current criteria for candidacy, and creating 
better methods of assessing performance and measuring outcome and 
benefit after implantation. Thus, many important clinical benefits could 
result from research on individual differences in these particular children. 
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The large individual differences following cochlear implantation also 
have implications for several important theoretical issues dealing with 
neural plasticity and development. Deaf children who receive cochlear 
implants have been deprived of sound input for some length of time after 
birth, and their nervous systems have continued to develop in the absence 
of normal sensory stimulation during the critical period for language learn- 
ing. These children represent a unique clinical population to study because 
they can provide new information about the effects of early auditory 
deprivation on cognitive and linguistic development. What happens to the 
nervous system and brain of these children as a result of deafness and lack 
of auditory stimulation over this period of time? Can the atypical pattern 
of development in these children be modified or reversed after the intro- 
duction of sound? 

At the present, we know that a small number of demographic factors are 
strongly associated with a variety of speech perception and language devel- 
opment outcome measures in these children. However, the investigation of 
higher level perceptual, cognitive, and linguistic factors has not received 
much attention until recently. One reason for the lack of knowledge 
about cognitive processes in these children is that most of the clinical 
research on cochlear implants over the last 10 to 15 years has been carried 
out by audiologists and speech-language pathologists who have been con- 
cerned mainly with questions of device efficacy and assessment of outcome. 
Their primary interests have been focused on demonstrating that cochlear 
implants work and provide benefit to deaf patients. Historically, these 
researchers have had relatively little interest in variation and individual 
differences in performance. Research on treatment efficacy requires well- 
defined assessment measures of outcome performance that are familiar to 
surgeons and clinicians who work with deaf patients. In contrast, research 
on variability and individual differences in performance deals with a 
fundamentally different problem, the clinical effectiveness of cochlear 
implants, that is, explaining why cochlear implants do not work well in all 
patients who receive them. 

Interest in individual differences following cochlear implantation has also 
become a high priority of the federal government, which funds basic and 
clinical research on hearing and deafness. In 1995 the National Institutes of 
Health published a “Consensus Statement on Cochlear Implants in Adults 
and Children” to provide clinicians with an up-to-date summary of the ben- 
efits and limitations of cochlear implants (NIH 1995). The NIH panel con- 
cluded that while cochlear implants improve communication abilities in 
most postlingually deafened adults with severe to profound hearing loss, 
the outcomes of implantation are much more variable in children, especially 
prelingually deafened children. Among other findings related to the efficacy 
and effectiveness of cochlear implants, the panel specifically focused on the 
wide variation in outcome measures in implant users and recommended 
that additional basic and clinical research be carried out on individual 
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differences in both adults and children. The NIH panel also suggested 
that new methods and tools should be developed to study how cochlear 
implants activate the central auditory system. 

An examination of the literature on the effectiveness of cochlear 
implants in prelingually deaf children suggests that central auditory, cogni- 
tive, and linguistic factors may be responsible for some of the variability 
and individual differences observed in traditional outcome measures 
(Pisoni 2000; Pisoni et al. 2000). Although the NIH consensus statement on 
cochlear implants mentioned central auditory factors, the report was not 
very specific about precisely what these factors might be, or what role higher 
level cognitive processes might play in the outcome measures. 

This chapter summarizes findings that suggest that the observed individ- 
ual differences in outcome following implantation are related to central 
cognitive factors associated with perception, attention, memory, learning, 
and language processing. These new findings are encouraging and suggest 
additional directions for future research on the effects of early sensory 
experience and language development in deaf children following cochlear 
implantation. New process measures of performance have revealed the con- 
tribution of working memory, verbal rehearsal, and coding processes to 
several outcome measures of speech and language development (e.g., mea- 
sures of open-set word recognition and language tasks requiring the use of 
phonological processing skills). These recent findings also suggest that the 
particular form of learning that occurs following cochlear implantation may 
be “domain-specific” and may be related to the temporal processing of 
sound sequences and coding speech signals into phonological representa- 
tions in working memory. These phonological representations form the 
basic building blocks of spoken language processing that are used in word 
recognition, comprehension, and speech production (Levelt 1989; Luce and 
Pisoni 1998; Nittrouer 2002). 



2. Effectiveness of Cochlear Implants: 

Five Key Findings 

Five key findings have been consistently reported in the literature on 
cochlear implants in deaf children (Pisoni et al. 2000). These findings suggest 
that the investigation of central auditory factors may provide new insights 
into the enormous variability in outcome and benefits observed following 
cochlear implantation. This section briefly reviews the five key findings that 
serve as the starting point for the research presented in this chapter. Then 
we summarize the major assumptions of the information processing 
approach to cognition that has guided the development of new process 
measures of performance. 
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2.1 Individual Differences in Outcome and Benefit 

Large individual differences in outcome and benefit following cochlear 
implantation are well documented in the clinical literature (Hodges et al. 
1999; Pisoni 2000; Blarney et al. 2001; Sarant et al. 2001; Geers et al. 2003a, b). 
However, all current outcome measures of performance are the final end 
product of a large number of complex sensory, perceptual, cognitive, 
and linguistic processes that contribute to the observed variation among 
cochlear implant users. Until our recent studies on working memory in 
pediatric implant users, no research had focused on the info processing skills 
of these children or examined the underlying psychological and cognitive 
processes used to perceive and produce spoken language. Understanding 
these central cognitive processes has provided some new insights into the 
basis of individual differences in outcome and may help in developing new 
intervention techniques in the future that can be used with children who 
are deriving only minimal benefits from their implants. Four other findings 
have also been consistently reported in the literature on cochlear implants 
in children. These findings place several additional constraints on the 
problem of individual differences following cochlear implantation. 



2.2 Age at Onset of Deafness, Age at Implantation, and 
Duration of Deafness 

Age of implantation and duration of deafness have both been found to 
affect a wide range of outcome measures. Children who receive an implant 
at an early age do consistently better on all of the clinical outcome mea- 
sures than children who are implanted at older ages after longer periods of 
deprivation (Fryauf-Bertschy et al. 1997; Kirk et al. 2002). Moreover, chil- 
dren who have been deprived of auditory stimulation for shorter periods 
of time also do much better on a variety of outcome measures than chil- 
dren who have been deaf for longer periods of time. Both findings — age of 
implantation and duration of deafness — demonstrate the role of sensitive 
periods in development and the close links between neural development 
and behavior (Konishi and Nottebohm 1969; Konishi 1985; Marler and 
Peters 1988; Ball and Hulse 1998), especially the sensory and cognitive 
processes underlying hearing, speech, and language development 
(Yoshinaga-Itano and Apuzzo 1998; Yoshinaga-Itano et al. 1998). 

The interactions among the factors of age at onset of deafness, duration 
of deafness, and age at implantation have been observed not only in the 
behavioral clinical performance measures such as word recognition scores, 
but also, more recently, in electrophysiological and neuroimaging measures 
of cortical processing in response to sensory stimuli. For example, in chil- 
dren, cortical evoked responses display certain landmarks soon after the 
temporal onset of a stimulus that are widely agreed to indicate sound detec- 
tion. Unimplanted deaf children with no prior auditory experience have 
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been found to display certain features in their cortical evoked responses 
that resemble the cortical evoked responses of much younger normal- 
hearing infants prior to normal auditory experience (Sharma et al. 2002a, b). 
In implanted children, these evoked response patterns develop as a func- 
tion of experience, such that the latency of the sound detection landmark 
approaches what might be typical for a normal-hearing child with a similar 
number of years of hearing experience (Ponton et al. 1996a, b; Sharma et al. 
2002a, b). More recently, it has been found that the detection latencies 
of children deafened within the first year of life but implanted before 
the age of 3.5 years with several years of implant use, appear to be age- 
appropriate relative to those of normal-hearing children (Sharma et al. 
2002b). This research suggests that with early implantation, the develop- 
ment of these cortical response latencies becomes age-appropriate and not 
proportional to length of auditory deprivation prior to implantation as 
observed in children implanted later in life. Ponton and Eggermont (2001) 
have proposed that without auditory experience, a certain class of neurons 
in the auditory cortex do not reach their usual mature form, thus affecting 
the shape of certain landmarks in the evoked cortical response, which, in 
turn, may indicate a slowed auditory detection response. 

Echoing results previously obtained in studies of sensory system devel- 
opment in nonhuman vertebrates (Sur et al. 1990; Sur and Leamey 2001), 
recent functional neuroimaging studies using positron emission tomogra- 
phy (PET) have found, both in pediatric and adult cochlear implant 
patients, that auditory deprivation may result in the “recruitment” or “col- 
onization” of cortical areas normally used for auditory processing, by other 
sensory systems, such as vision (Giraud et al. 2001a, b; Lee et al. 2001). This 
recruitment appears to be more difficult to reverse in patients with longer 
periods of auditory deprivation. In some cases, when this recruitment cor- 
responds to increased skill in tasks such as visual lip-reading, some practi- 
cal advantages accrue; on the other hand, in auditory-only listening 
situations, the cross-modal response of such cortical areas appears to have 
little practical advantage. 

The findings summarized in this section largely reflect the effects of age 
at onset of deafness, duration of deafness, and age at cochlear implantation. 
However, these studies also begin to describe at neural and electrophysio- 
logical levels, some of the changes in neural processing function that occur 
as a result of early sensory and linguistic experience. 

2.3 Effects of Early Experience 

The nature of the early sensory and linguistic experience after implantation 
has been found to affect performance on a wide range of outcome mea- 
sures. Depending on a variety of factors including the recommendations of 
clinicians and the social services available in the family’s community, the 
parents of a child who receives a cochlear implant usually face a choice 
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between placing the child in an “oral” environment that requires the child 
to rely primarily on spoken language or in a “total” (or simultaneous) com- 
munication environment that encourages the child to use a communication 
system consisting of manual signs in combination with spoken language. 
Subcategories of communication styles can be found within each of these 
larger groupings. For example, in some oral communication environments 
reliance on lip-reading is actively discouraged, whereas in other oral envi- 
ronments lip-reading plays a prominent role in facilitating communication 
(Ling 1993). Total communication (TC) environments can also vary in their 
form; in some approaches there is a strong emphasis on having a strict cor- 
respondence between the morphological and syntactic structure of what is 
signed and what is spoken. In other TC approaches, signs are used only to 
better convey certain aspects of the spoken signal that are typically the most 
difficult for hearing-impaired listeners to perceive. For the purposes of the 
present discussion, however, the dichotomy between oral and TC environ- 
ments is retained because it is this distinction that has proven to be im- 
portant in predicting individual differences in clinical outcome measures 
among children with cochlear implants. 

Although both modes of communication, oral and TC, incorporate lis- 
tening, recent research has demonstrated that children in oral-only com- 
munication environments generally do better on standardized tests of 
speech perception, spoken word recognition, and auditory language pro- 
cessing than implanted children in TC programs (Kirk et al. 2000). The dif- 
ferences in performance between these two groups of children as a function 
of communication mode are seen most clearly in receptive and expressive 
language tasks that make use of automatized phonological processing skills 
such as open-set word recognition, spoken language comprehension, and 
measures of speech production, especially measures of a child’s speech 
intelligibility and expressive language development (Hodges et al. 1999; 
Cullington et al. 2000; Kirk et al. 2000; Svirsky et al. 2000b). 



2.4 Lack of Behavioral Preimplant Predictors 
of Outcome 

In recent years, a small number of additional factors have emerged as 
potentially important in helping to account for individual differences in 
success with a cochlear implant. Although the impact for prelingually deaf- 
ened, early-implanted pediatric cochlear implant users is as yet unknown, 
in postlingually deafened adults, the positioning and depth of insertion of 
the electrode array inside the cochlea has been shown to reliably predict 
some portion of the variability among adult patients in word recogni- 
tion scores attained postimplantation (Skinner et al. 2002). Furthermore, 
although obtaining detailed knowledge about the distribution of auditory 
nerve survival as a function of (normal) characteristic frequency and 
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associated location along the basilar membrane is difficult to ascertain, 
a number of studies suggest that individual differences in nerve survival 
within the spiral ganglion or even more speculatively, at the level of the 
brainstem or thalamus, also contribute to the observed large individual 
differences in performance with a cochlear implant. Additionally, with 
some recent revisions in the candidacy requirements for pediatric cochlear 
implantation, differences in residual hearing have emerged as a potential 
source of individual differences in outcome performance; greater amounts 
of residual hearing measured prior to implantation have generally been 
found to be associated with better outcome performance in children 
(Zwolan et al. 1997; Gantz et al. 2000). 

These recent developments notwithstanding, substantial variability in 
outcome performance still remains. Especially for the clinical population of 
prelingually deafened children who receive cochlear implants, effective pre- 
dictor measures of future performance that can be collected quickly and 
noninvasively prior to implantation have yet to be identified. Very few reli- 
able behavioral preimplant predictors of success with a cochlear implant 
are available for young children (Tait et al. 2000). The lack of reliable preim- 
plant predictors in children is an important finding because it suggests the 
operation of complex interactions among the newly acquired sensory and 
perceptual capabilities of a child after a period of sensory deprivation, the 
properties of the language-learning environment, and the various interac- 
tions with parents and caregivers that the child is exposed to early on after 
receiving a cochlear implant. More importantly, however, the absence of 
reliable preimplant predictors of outcome also makes it difficult to identify 
in a timely manner those children who may benefit from specific interven- 
tions to improve their speech and language processing skills. 

2.5 Emergence of Abilities After Implantation 

When all of the outcome and demographic measures are considered 
together, the current evidence suggests that the underlying sensory and 
perceptual abilities for speech and language emerge after implantation 
and that performance with a cochlear implant improves with use over time. 
Because the outcome and benefit of cochlear implantation cannot be pre- 
dicted reliably from current preimplant behavioral measures, improvement 
in performance observed after implantation is assumed to be due to learn- 
ing and memory processes that are related in complex ways to maturational 
changes in neural and perceptual development and exposure to the target 
language in the child’s immediate environment. 

2.6 Significance and Implications 

Taken together, the effects of traditional demographic variables on 
outcome measures after cochlear implantation suggest several general con- 
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elusions about how cochlear implants operate to facilitate the acquisition 
and development of spoken language. These findings also point to several 
underlying factors that may account for individual differences on various 
outcome measures. As noted earlier, although some proportion of the total 
variance in outcome performance is clearly due to peripheral factors related 
to audibility and the initial sensory encoding of the speech signal into infor- 
mation-bearing sensory channels in the auditory nerve, additional sources 
of variance may also come from more central cognitive factors. These addi- 
tional sources of variance have to do with information processing opera- 
tions and cognitive demands — that is, how the child uses the initial sensory 
input that is obtained from the cochlear implant and how the language- 
learning environment modulates, shapes, and facilitates this learning 
process. Investigation of the encoding, rehearsal, storage, and retrieval of 
information may provide some new insights into the underlying basis of the 
large individual differences in outcome measures of speech and language 
development. 

To gain a better understanding of what deaf children are learning from 
the information provided by their cochlear implants and how they use 
sound input, we have adopted a theoretical perspective that looks more 
closely at the content and flow of information within the nervous system 
and how it changes over time following implantation. Our research on 
cochlear implants in children has focused on the underlying cognitive and 
linguistic processes that mediate speech perception and production (Pisoni 
2000 ). 

Little, if any, of the previous research on cochlear implantation has inves- 
tigated what the children learn after they receive their implants, how they 
go about the process of acquiring spoken language, or how they develop 
receptive and expressive language skills. Until recently, there have been 
very few attempts to study the process of language development of chil- 
dren with CIs and compare their linguistic knowledge and performance 
with that of normal-hearing children or with other hearing-impaired chil- 
dren who use hearing aids (Robbins and Kirk 1996; Miyamoto et al. 1997; 
Svirsky et al. 2000a). 

These are important new research directions that go beyond the basic 
questions of clinical assessment, device efficacy, and measuring benefit with 
traditional audiologically based outcome measures; they are fundamental 
problems in speech and hearing sciences that deal with the effectiveness of 
cochlear implants outside the restricted conditions of the hearing clinic 
or the research laboratory. The exclusive reliance on assessment-based 
clinical research and prediction of outcome measures following cochlear 
implantation has changed over the last few years. Several articles have 
already reported new findings on some of these issues (Kirk et al. 1997; 
Pisoni et al. 1997; Zwolan et al. 1997; Robbins et al. 1998; Bergeson and 
Pisoni in press), and other studies are currently under way at a number of 
research centers around the world. 
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3. Information Processing Approach to Cognition 

To pursue these new research questions and to move beyond the study of 
demographics and issues surrounding clinical assessment and prediction of 
outcome measures, it has become necessary to look to other allied disci- 
plines for guidance. New experimental methods and behavioral techniques 
are available to study individual differences and the emergence of funda- 
mental underlying cognitive and neural processes and how these change 
over time after implantation. Many useful experimental procedures already 
have been developed by cognitive and developmental scientists to study 
perception, attention, learning, and memory in children within the frame- 
work of human information processing (Neisser 1967; Haber 1969; 
Lachman et al. 1979; Kail 1984; Siegler 1998). More importantly, this theo- 
retical approach also has provided a variety of powerful conceptual tools 
for thinking about the structures and processes involved in cognitive activ- 
ity and the underlying psychological phenomena (Reitman 1965; Lindsay 
and Norman 1977; Ashcraft 1998, 2002). 

3.1 Learning, Memory, and Cognition Viewed as 
Information Processing 

Cognitive psychology is the study of the basic phenomena of intelligent 
behavior, usually understood to include the activities of perception, 
memory, learning, comprehension, reasoning, and decision making. Most 
experimental research in cognitive psychology over the past 40 years has 
been structured around the information-processing framework, the basic 
assumptions of which can be conveyed by contrasting it with another the- 
oretical approach that prevailed in the United States from around 1920 to 
the mid-1960s, namely behaviorism. Behaviorism proposed that intelligent 
behavior could be understood by simply studying the outwardly observable 
relationships between properties of the stimulus and properties of the 
organism’s response; explanation was couched in terms of rules relating 
input to output, divorced from any particular theory regarding the inter- 
mediate processing that presumably took place within the organism. 

In contrast, the basic assumption of the information-processing approach 
is that an understanding of the intermediate processing stages is funda- 
mental to characterizing the complexities of human behavior. The 
information-processing approach to cognition is generally concerned with 
arriving at an accurate description, at the functional level, of how the human 
nervous system receives sensory information and operates upon this infor- 
mation to achieve some higher level goal. Using an information-processing 
framework, researchers typically seek evidence to support or disconfirm the 
existence of distinct stages in information processing, each accomplishing a 
particular function. An information-processing framework does not have as 
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its foremost concern a description of exactly how these functions are phys- 
ically instantiated in the human nervous system; however, in practice it rec- 
ognizes the need for the functional description to be compatible with what 
is known about the physical implementation of these processes in the brain 
(Posner 1989; Gazzaniga 2000). 

The existence of different stages in processing is typically demonstrated 
by providing evidence that some transformation of information takes place. 
Indeed, one of the primary concerns of the information-processing frame- 
work is to describe the nature of these transformations and how informa- 
tion is represented at each stage of processing. Researchers working in an 
information-processing framework are often also concerned with deter- 
mining the capabilities and limitations of each processing stage; key issues 
include how quickly each stage operates, and what limitations if any exist 
on the speed, capacity, and accuracy of processing. Measures of processing 
efficiency and accuracy provide insights about the operation of the indi- 
vidual stages. Examining the nature of processing errors is often also illu- 
minating as well. 

This chapter describes several sets of memory data from sequence 
repetition tasks involving immediate recall of auditory and visual patterns. 
Therefore, it may be useful here to describe how the classic memory 
task of repeating back a list of spoken words is conceptualized within the 
information-processing framework. Figure 9.1 presents a simplified diagram 
of the information-processing stages of primary interest with regard to this 
task. 

Within this framework, transduction of external sound energy patterns 
into the neural codes utilized by the sensory receptors of the perceptual 
systems constitutes the initial processing stage of an auditory immediate 
memory span task. For a cochlear implant user, the electronics of the Cl 
speech processor substitute for function of the outer ear, middle ear, and 
cochlea. While the sensitivity and characteristic frequencies of these early 
processing stages constrain and shape to some degree, the sensory repre- 
sentation of incoming sound information, the representation of sound at 
this early sensory stage of processing is largely veridical, that is, there is 
relatively little transformation of the incoming representation. 

Following this early step of sensory registration, however, is a processing 
stage in which sound not only is detected and brought into consciousness, 
but also is processed and recoded in relation to the listener’s past auditory 
experiences. In this encoding stage, incoming information focused in con- 
scious attention is recoded in one or more ways based on information 
already stored in the system. This encoding stage organizes incoming 
sensory information according to the perceiver’s prior experiences, and one 
or more classifications of the input are arrived at based on stored knowl- 
edge in long-term memory. 

The distinction between sensory detection and encoding or pattern 
recognition can be illustrated by the example of a listener being presented 




388 D.B. Pisoni and M. Cleary 



INFORMATION 

PROCESSING 

FRAMEWORK 



Input Energy 
Patterns 

(sound, light, etc.) 




Output Energy 
Patterns 






Ij" 


Sensory 

Receptors 




Motor Systems 


Encoding 

- signal composition 
analysis 

-signal optionally 
recoded into less- 
veridical, abstract 




Coordination 



representations 



Rehearsal 

-maintainence of active representations 
e.g., self -generated re-presentation of 
approximation to input representation 
through repetition (e.g., vocal rehearal) 
- error and interruption prone 



INDIVIDUAL 
DIFFERENCES IN\ 
REHEARSAL 
SPEED ? 



O 




Working Memory System 

- limited capacity 
-activated subset of best-matched information in LTM 
-activation is lost if not rehearsed 






Long Term Memory 

- large capacity 

- storage of the familiarized, learned, experienced 
- organization reflects perceptual, conceptual similarity relations 



Figure 9.1. The foundational assumption of a cognitive psychologist’s approach to 
understanding individual differences in speech and language outcome measures is 
to view the human nervous system as an information processor. An information 
processor is a system that encodes, stores, and manipulates various types of repre- 
sentations. Information can exist in several different forms at a number of levels of 
representation in the system, ranging from early sensory registration and the tem- 
porary encoding of information within working memory to the permanent storage 
of representations in long-term memory. 
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with a list of words spoken in a foreign language. In this case, the listener’s 
auditory system is fully capable of detecting the acoustic signal, but without 
a system trained with similar inputs, the listener will experience difficulty 
identifying the individual speech sounds within each spoken word, will cer- 
tainly be unable to re-represent the information using a semantic code, and 
will probably have substantial difficulty if immediately asked to imitate and 
reproduce these words in speech production. 

Learned information, conceptualized as a long-term memory store, influ- 
ences how early sensory information is encoded and held in active aware- 
ness. When the input is familiar, behavioral data suggest that explicit 
identification and awareness correspond to the maintained activation of 
a subset of stored representations in long-term memory. Novel and unfa- 
miliar sensory inputs, however, require that new representations be created, 
even if these consist simply of new conjunctions of familiar inputs. Partic- 
ularly for the processing of novel inputs, the role of working memory is 
believed to be vital as a system for the temporary storage and processing 
of information representations. 

Working memory provides a storage mechanism for information to be 
held in conscious awareness and, optionally, maintained temporarily in this 
store. The amount of information that can be held in conscious awareness 
at any one time is quite limited, and the representations at this stage are 
vulnerable to rapid loss within 15 to 30 seconds both through passive 
activation decay and from the active interference of new incoming infor- 
mation that can “overwrite” prior information. The constraints on human 
information processing at the level of working memory and conscious 
awareness are quite striking and easily demonstrated. Presented with an 
unfamiliar sequence of digits, for example, most individuals encounter a 
great deal of difficulty accurately recalling a sequence longer than about 
eight or nine digits in length even after a delay of only a few seconds. 

The limitations on retention of information in working memory, however, 
can be partially circumvented through the use of so-called control processes 
(Atkinson and Shiffrin 1968). The most basic of these control processes is 
“rehearsal.” Rehearsal involves the ability of individuals to overcome, at 
least temporarily, the limitations on the working memory system by repeat- 
ing to themselves an approximation of the original input containing the 
information of interest. When the task is to reproduce a word list, for 
example, rehearsal may take the form of simple verbal repetition of the 
input list. 

Verbal rehearsal appears ubiquitously as a strategy used by individuals 
to maintain information in active awareness. The degree to which individ- 
uals require explicit instruction in order to use this strategy is a matter of 
debate; however, there is good evidence in the literature that verbal 
rehearsal is adopted as a memory maintainence strategy by normally devel- 
oping children as young as 5 to 8 years of age (Flavell et al. 1966; McGilly 
and Siegler 1989). Interestingly, although individuals who are relatively 
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unpracticed with verbal rehearsal typically rehearse aloud using overt 
speech, it has been found that when individuals rehearse “subvocally” by 
repeating the information internally but without actually moving the speech 
articulators, the same maintenance effects in memory are achieved 
(Landauer 1962; Standing and Curtis 1989). Moreover, it has been shown 
that individual differences in the rate and efficiency with which items are 
verbally rehearsed can predict much of the variability in working memory 
task performance within otherwise seemingly homogeneous groups of 
study participants (Baddeley et al. 1975). 

Rote verbal rehearsal appears most suited for maintaining information 
that needs to be temporarily stored, but that may not be needed at a later 
point in time. Although for some types of information, rote rehearsal can 
help to build permanent long-term memory representations, in general 
other methods of strengthening the representation of new information 
in long-term memory are more effective, such as elaboration strategies 
for semantically incorporating new information with semantic informa- 
tion already stored in long-term memory. However, when relatively few 
opportunities for making semantic connections exist, as in the case of 
encoding the sequential order of randomly ordered items, verbal rehearsal 
can be an effective strategy for maintaining information for brief periods 
of time. 



3.2 Role of Auditory Experience in 
Cognitive Development 

An active area of research in cognitive psychology involves how informa- 
tion processing changes as a result of experience. Differences in process- 
ing between populations, such as children versus adults and experts 
versus novices, continue to be studied. Because what is stored in long- 
term memory helps to determine how new information is perceived and 
encoded, and because newly encoded information can then potentially also 
be incorporated into long-term memory itself, issues of memory and learn- 
ing are closely related and are important to understanding differences 
between subjects, as well as changes in the performance of an individual 
subject over time. 

By viewing human cognition and traditional areas of basic research such 
as sensation, perception, attention, memory, and learning as information 
processing within a larger integrated framework, cognitive scientists have 
obtained several important benefits. These include the development of 
experimental methodologies to study the processes that underlie these 
behaviors as well as the availability of a new theoretical framework that 
can be used to explain and predict variability in complex higher level be- 
haviors such as speech and language in different clinical populations. The 
information-processing approach to human cognition has also provided the 
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theoretical motivation for reformulating some long-standing problems as 
well as identifying new research questions that can be studied using this 
framework. 

Although there are many good clinical reasons to study prelingually deaf 
children who have received cochlear implants and to try to understand the 
basis for the variability in outcome measures of speech and language, there 
are also several additional reasons for carrying out research with this 
unique population that touch on basic theoretical issues related to neural 
development and behavior. For a variety of moral and ethical reasons, 
researchers cannot carry out sensory deprivation experiments with young 
children. It is not possible to delay or withhold treatment for an illness or 
disability that has been identified and diagnosed. Thus, for studies of this 
kind, which are concerned with investigating the effects of early sensory 
experience on neural and behavioral development, it becomes necessary to 
rely on clinical populations that are receiving interventions of various kinds 
and hope that appropriate experimental designs can be developed that will 
yield new scientific knowledge. 

Some of the broader theoretical questions about neural and cognitive 
development that this research addresses include: What effects does the 
absence of sound and auditory stimulation during the first few years of life 
have on the development of the basic elementary information processing 
mechanisms and skills used in speech and language? What effects does the 
introduction of sound and auditory stimulation by means of electrical 
hearing through a cochlear implant have on the subsequent development 
of speech and language processing after a period of auditory deprivation? 
What kind of a linguistic system (i.e., grammar) does a deaf child develop 
after receiving a cochlear implant? Is a deaf child’s language delayed but 
otherwise typical of normal-hearing children or is it disordered or impaired 
in some fundamental way relative to normal-hearing, typically developing, 
age-matched peers because of neural reorganization? These are only a few 
of the theoretical questions this work focuses on. 



4. Looking at the “Stars” — Analysis of the 
Exceptionally Skilled Implant Users 

We began first by looking at the exceptionally good users of cochlear 
implants — the so-called stars (Pisoni et al. 1997; Pisoni et al. 2000). These 
are the children who did extraordinarily well with their cochlear implants 
after only 2 years of implantation. The stars appeared to acquire spoken 
language relatively quickly and easily and seemed to be on a developmen- 
tal trajectory that closely paralleled normal-hearing children. At first glance, 
these children look like normal-hearing and normally developing children 
who simply have language delays (Svirsky et al. 2000a, b). 
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4.1 Traditional Audio logical Outcome Measures 

To learn more about the stars, we analyzed outcome data from the children 
who scored exceptionally well on the Phonetically Balanced Kindergarten 
(PBK) test (Haskins 1949) 2 years after receiving their implant. The PBK 
test is an open-set test of spoken word recognition (Meyer and Pisoni 1999). 
Among clinicians, the PBK test is considered to be very difficult for prelin- 
gually deaf children compared to other, closed-set perceptual tests that are 
routinely used in standard assessment batteries to assess outcome and 
benefit of cochlear implantation (Kirk et al. 1995; Zwolan et al. 1997). 
Open-set tests of speech perception like the PBK test assess spoken word 
recognition and lexical discrimination and require children to search and 
retrieve the phonological representations of the test words from their 
lexical long-term memory. These particular types of word recognition tests 
are extremely difficult for hearing-impaired children and adults with 
cochlear implants because the procedures and task demands require the 
listener to perceive and encode fine phonetic differences based entirely on 
the available sensory information present in the speech signal without the 
aid of any external context or retrieval cues. Basically, the listener is 
required to discriminate, select, and then identify a unique phonological 
pattern from a very large number of equivalence classes in long-term lexical 
memory (Luce and Pisoni 1998). 

The PBK score was then used as the criterial variable to initially identify 
and select two distinct groups of children for subsequent analysis using an 
extreme-groups design. One group consisted of children who were excep- 
tionally good cochlear implant users — the so-called stars. These were chil- 
dren who scored in the top 20% on the PBK test after 2 years of implant 
use. A second group of children was selected for comparison. The children 
in this group scored in the bottom 20% on the PBK test 2 years postim- 
plant and were unable to recognize any of the test words when they were 
presented in isolation using an open-set format. 

After these children were selected and sorted into two groups based on 
their PBK scores 2 years postimplantation, we examined their performance 
on a variety of other outcome measures that were available for each child 
as part of our large-scale longitudinal project. These outcome measures 
included tests of speech feature perception, language comprehension, word 
recognition, receptive vocabulary knowledge, receptive and expressive lan- 
guage development, and speech intelligibility. Descriptive analyses were 
carried out first to compare differences between the two groups on these 
different measures. Then correlations were computed among the various 
outcome measures to look at relationships and commonalities between the 
measures. 

The results of our descriptive analyses after 1 year of implant use 
revealed several interesting findings about the exceptionally good users of 
cochlear implants. First, we found that although the stars showed better 
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performance on some outcome measures such as speech feature percep- 
tion, spoken language comprehension, spoken word recognition, and 
speech intelligibility than the comparison group, the two groups of children 
did not differ from each other on other measures of receptive vocabulary 
knowledge (tested in their preferred communication mode), nonverbal 
intelligence, visual-motor integration, or visual attention (Pisoni et al. 1997). 
We also found that some outcome measures of performance such as open- 
set spoken word recognition and speech intelligibility continued to improve 
over the course of 3 years, whereas other outcome measures such as the 
perception of the voicing and place speech feature contrasts obtained using 
simple two-alternative closed set tasks remained fairly stable after the first 
year. 

These findings demonstrate that the stars differ in selective ways from 
the comparison group of subjects. Whatever differences are revealed by 
other descriptive measures, it is clear that the results are not due to some 
global difference in overall performance levels between the two groups. 
More importantly, we found that the stars also displayed exceptionally good 
performance on another open-set test of spoken word recognition, the 
Lexical Neighborhood Test (LNT) (Kirk et al. 1995). This result demon- 
strates that the superior lexical discrimination skills of these children are 
not due to the specific words on the PBK test or the particular methods 
used to administer the test. Instead, the differences appear to be related to 
a common set of basic information processing operations and procedures 
that are used by these children to carry out open-set word recognition tasks. 
Among the component elementary information processing skills needed for 
this task are encoding, storage, verbal rehearsal, imitation, and speech pro- 
duction. These are the same basic information-processing skills that are 
used in the other clinical outcome measures that assess performance in 
these children after implantation. 

The results of our correlational analyses of the test scores for the stars 1 
year after implantation revealed a consistent pattern of strong and highly 
significant intercorrelations among several of the dependent variables, par- 
ticularly measures of spoken word recognition, language development, and 
speech intelligibility, suggesting a common underlying source of variance 
that is shared by these measures (Pisoni et al. 1997). The same patterns of 
intercorrelations were not observed for the comparison group. One common 
source of variance found in the correlational analyses of the stars appeared 
to be related to the processing of spoken words and to the encoding, storage, 
and verbal rehearsal of the phonological representations of words. 

Of particular interest was the unexpected finding of strong correlations 
of several outcome measures with speech intelligibility scores obtained for 
these children, suggesting transfer of knowledge between speech percep- 
tion and production and the use of a common shared representational 
system for receptive and expressive language functions (Shadmehr and 
Holcomb 1997). The results suggested that the exceptionally good perfor- 
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mance of the stars may be due to their superior spoken language process- 
ing abilities, specifically their ability to perceive, encode, and retrieve 
phonological representations of spoken words from lexical memory and use 
these phonological representations in a variety of different language- 
processing tasks, especially tasks that depend on the rapid decomposition 
and reassembly of the sound patterns of spoken words such as lexical 
retrieval, verbal rehearsal, and speech production. Our working hypothesis 
was that this particular source of variance might reflect “modality-specific” 
elementary information processing operations that are involved in the 
phonological encoding of sensory inputs and the construction of phono- 
logical representations of spoken language. 

While the results of our initial correlational analyses pointed to several 
new directions for future research on individual differences, the data avail- 
able on these children were based on traditional audiological outcome mea- 
sures that were collected as part of the annual assessments in a longitudinal 
study. All of the scores on these tests are “end-point” measures of perfor- 
mance and as such they reflect the final product of perceptual and linguis- 
tic analysis. Process measures of performance, that is, measures of what 
children do with the sensory information provided by their cochlear 
implant, were not part of the standard research protocol, so it was impos- 
sible to investigate differences in speed, fluency, or information-processing 
capacity — behavioral measures that are known to reveal significant indi- 
vidual differences among normally developing individuals (Kane and Engle 
2002). It is very likely that fundamental differences in neural and cognitive 
information-processing skills may underlie the individual differences ob- 
served between the two groups of children in our initial study. 

4.2 New Process Measures of Performance 

The analyses we carried out on the speech feature perception, spoken word 
recognition, language comprehension, vocabulary knowledge, and language 
development scores revealed that a child who displayed exceptionally good 
performance on the PBK test also showed very good scores on a variety of 
other speech and language measures as well. We consider these new results 
to be theoretically important. The differences in the clinical outcome mea- 
sures observed between the two groups of children suggested that it may 
be possible to determine more precisely how the stars differ from the com- 
parison group of poorly performing cochlear implant users. Knowledge of 
the factors that are responsible for individual differences in performance 
among deaf children who receive cochlear implants, particularly the vari- 
ables that underlie the extraordinarily good performance of the stars, may 
be useful in helping the children who are not doing as well with their 
implants at an earlier point in development following implantation. More- 
over, research on the nature of the individual differences may have direct 
clinical relevance in terms of intervention in recommending specific 
changes in the child’s language-learning environment and in modifying the 
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nature of the interactions a child has with his parents, teachers, and speech 
therapists, who provide the primary language model for the child. Research 
on individual differences in these children may also help by providing clin- 
icians and parents with a principled basis for generating realistic expecta- 
tions about outcome measures, particularly measures of speech feature 
perception, spoken word recognition, language development, and speech 
intelligibility. 

The key component that links the different stages of information pro- 
cessing and serves as the interface or “gateway” between the initial sensory 
input and stored knowledge in long-term memory is the construct of 
working memory. Investigations of the properties of working memory 
(Carpenter et al. 1994; Gupta and MacWhinney 1997; Baddeley et al. 1998; 
Kane and Engle 2002) may provide new insights into the nature and locus 
of the individual differences observed among users of cochlear implants. 
Unfortunately, at the time our analyses of the stars were carried out, we did 
not have any data on working memory available to test this hypothesis. 
Since that time, however, several new studies have been carried out with 
our collaborators at the Central Institute for the Deaf (CID) in St. Louis 
to study working memory in children with cochlear implants (Pisoni and 
Geers 2000; Cleary, Pisoni and Geers 2001; Pisoni and Cleary 2003). The 
results of these experiments are summarized below. 

At a superficial level, it seems reasonable to conclude that the children 
who “hear” better through their cochlear implant simply learn language 
better and, subsequently, recognize words better. This generalization might 
be appropriate as an explanation of the perceptual data obtained from tra- 
ditional audiological outcome measures of receptive function, but it is much 
more difficult to explain the observed differences in speech intelligibility 
and expressive language development simply on the basis of better hearing 
and language-processing skills without a more detailed description of the 
underlying linguistic skills and abilities that are used in speech production. 

To account for the differences in speech intelligibility and expressive lan- 
guage development, it is necessary to assume that an individual child has 
acquired an underlying linguistic system or language model that mediates 
between speech perception and speech production. Without assuming a 
common linguistic system — a grammar — we would have no principled 
reason to expect a child’s receptive and expressive language abilities to be 
as closely coupled as they typically are in normal-hearing, normally 
developing children. It is well known that reciprocal links exist among 
speech perception, speech production, and a whole range of language- 
related abilities; these interconnections reflect the child’s linguistic knowl- 
edge of phonology, morphology, and syntax. Speech perception, spoken 
word recognition, and language comprehension are not isolated, auto- 
nomous perceptual abilities, independent of the child’s developing lin- 
guistic system. Thus, explanations of the superior performance of the stars 
framed only in terms of hearing, audibility, or sensory discrimination abili- 
ties cannot provide a satisfactory theoretical account of all of the results 
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reported above or an adequate description of how early auditory and lin- 
guistic experience affects speech perception and language development in 
these children. Some other set of nonsensory cognitive processes may be 
responsible for the commonalities in speech perception and production 
observed across these diverse outcome measures. 

To understand and explain the individual differences in outcome mea- 
sures in these children, several additional performance measures are 
needed to assess how deaf children with cochlear implants process, code, 
and represent the sensory, perceptual, and linguistic information they 
receive through their implants, and how they use this information in a 
variety of behavioral tasks. In addition, we need to study the cognitive 
processes of memory, learning, attention, and automaticity in this clinical 
population. 

5. Measures of Information Processing Capacity 

To obtain some initial measures of information-processing capacity, several 
different working memory tasks were included as part of a test battery used 
in a large-scale project designed to study the development of speech, lan- 
guage, and reading skills in children with cochlear implants (Geers and 
Brenner 2003; Geers et al. 2003a, b). The children studied in this project 
were all 8 or 9 years of age and had become deaf before the age of 3. Addi- 
tionally, all of the children had received a cochlear implant by the age of 
5 years and had used their implants for at least 3.75 years at the time of 
testing. Thus, many of the traditional demographic factors known to con- 
tribute to clinical outcome measures were relatively controlled within this 
sample. The first measure of working memory studied in this group was 
immediate memory span for spoken digits. 

5.1 Immediate Memory Span for Spoken Digits 

Using the test lists and procedures from the Wechsler Intelligence Scale for 
Children, 3rd edition (WISC-III) (Wechsler 1991), forward and backward 
auditory digit spans were obtained from four groups of 8- and 9-year-old 
deaf children with cochlear implants. A total of 176 children were tested at 
the CID during the summers of 1997, 1998, 1999, and 2000. Forward and 
backward digit spans were also collected from an additional group of 44 
normal-hearing 8- and 9-year-old children. These typically developing 
children were tested in Bloomington, Indiana, and served as a comparison 
group. 

The WISC-III memory span task requires the child to repeat back lists 
of digits that are spoken by an experimenter at a rate of approximately one 
digit per second (Wechsler 1991). In the digits-forward section of the task, 
the child is required to simply repeat back each list as heard. In the digits- 
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Figure 9.2. Wechsler Intelligence Scale for Children (WISC) digit spans scored by 
points for the four groups of 8- and 9-year-old children with cochlear implants (Cl) 
and for a comparison group of 8- and 9-year-old normal-hearing (NH) children. 
Forward digit spans are shown by the shaded bars, backward digit spans by the open 
bars. Error bars indicate one standard deviation from the mean. 



backward section of the task, the child is told to “say the list backward.” In 
both parts of the WISC task, the lists begin with two items, and the increase 
in length after successful repetition until a child gets two lists incorrect at 
a given length, at which time testing stops. Points are awarded for each list 
correctly repeated. There is no partial credit. The task was administered 
using live-voice presentation with the face of the clinician visible to the 
child. 

A summary of the digit span results obtained for all five groups of chil- 
dren is shown in Figure 9.2. Forward and backward digit spans are shown 
separately for each group. The mean scores from the children with cochlear 
implants are shown in the four sets of bars on the left, presented separately 
by year of testing; the mean scores from the normal-hearing children are 
shown on the right. Each child’s digit span in points was calculated by 
summing the number of lists correctly recalled at each list length. The score 
for forward digit span can vary between zero and 16; the score for back- 
ward digit span can vary between zero and 14. 

Inspection of the data shown in Figure 9.2 reveals an orderly and sys- 
tematic pattern of the forward and backward digit spans for the deaf chil- 
dren with cochlear implants. All four groups are quite similar to each other; 
in each group, the forward digit span is longer than the backward digit span. 
The pattern is quite stable over the 4 years of testing despite the fact that 
these scores are based on independent groups of subjects. The difference in 
span length between forward and backward report was highly significant 
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for the entire group of 176 deaf children and for each group taken sepa- 
rately ( p < .001). 

The digit spans from the normal-hearing children differ in several sys- 
tematic ways from the data obtained from the children with cochlear 
implants. First, both digit spans are longer than the spans obtained from the 
children with cochlear implants. Second, the forward digit span for the 
normal-hearing children is much longer than the forward digit spans 
obtained from the children with cochlear implants. This latter finding is 
particularly important because it suggests atypical development of the deaf 
children’s short-term memory capacity and points to several possible dif- 
ferences in the underlying processing mechanisms that are used to encode 
and maintain sequences of spoken digits in immediate memory. 

Numerous studies over the years have suggested that forward digit spans 
can be used to index and assess initial coding strategies related to phono- 
logical processing and verbal rehearsal mechanisms used to maintain infor- 
mation in short-term memory for brief periods of time before retrieval 
and output response. In contrast, differences in backward digit spans are 
thought to reflect the contribution of controlled attention and operation of 
higher level “executive” processes that are used to recode, transform, and 
manipulate verbal information for later processing operations (Rudel and 
Denckla 1974; Rosen and Engle 1997). 

The digit spans for the normal-hearing children shown in Figure 9.2 are 
age-appropriate and fall within the published norms for the WISC-III. 
However, the forward digit spans obtained from the deaf children with 
cochlear implants are atypical and suggest possible differences in encoding 
and/or verbal rehearsal processes used to maintain information in immedi- 
ate memory. In particular, the forward digit spans reflect possible differ- 
ences in processing capacity of immediate memory between the two groups 
of children. These differences may cascade and affect other information- 
processing tasks that make use of working memory and verbal rehearsal 
processes (Fry and Hale 1996). Because all of the behavioral tasks typically 
used to assess clinical speech and language outcomes following implanta- 
tion make use of the component processes of working memory and verbal 
rehearsal, it seems reasonable to assume these tasks also reflect variation 
due to differences in working memory and processing capacity. 



5.2 Correlations with Immediate Memory Span 

To understand the basis for the observed differences in auditory digit span 
and the limitations in processing capacity in the children with cochlear 
implants, we examined the correlations between forward and backward 
digit spans and several speech and language outcome measures that were 
also obtained from the same children at CID. Of the various demographic 
measures available, the only one that correlated strongly and significantly 
with digit span was a measure called “communication mode,” which 
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quantifies the nature of the child’s early sensory and linguistic experience 
after receiving a cochlear implant in terms of the degree of emphasis 
on oral language skills by teachers and therapists in the educational 
environment. 

Each child’s degree of exposure to oral-only communication methods 
was quantified by determining the type of communication environment 
experienced by the child in the year just prior to implantation, each of the 
first 3 years of Cl use, and then in the year just prior to the current testing. 
A score was assigned to each year, with 1 corresponding to the use of “total 
communication” with a sign emphasis (that is, extensive use of manual signs 
in addition to spoken language), and 6 indicating an auditory- verbal envi- 
ronment with a strong emphasis on auditory communication without the 
aid of lipreading (see Geers and Brenner 2003 for details). Communication 
methods intermediate between these two extremes were assigned interme- 
diate scores ranging from 2 to 5. These scores were then averaged over the 
five points in time. The mean communication mode score for the entire 
group over the five intervals was approximately 3.9 on this six-point scale. 
A wide range of communication mode backgrounds, however, was present 
within the sample (range of average communication mode scores, 1.0 to 
6 . 0 ). 

We found that forward digit span was positively correlated with com- 
munication mode ( r = .34,/? < .001); children in language learning environ- 
ments that primarily emphasized oral skills displayed longer forward digit 
spans than children who were in TC environments. However, the correla- 
tion between digit span and communication mode was selective in nature 
because it was restricted only to the forward digit span scores; the back- 
ward digit spans were not significantly correlated with communication 
mode ( r = +.14,/? > .05). 

To examine the effects of early experience on digit span in greater detail, 
a median split was carried out on the communication mode scores to create 
two subgroups: oral children and TC children. Figure 9.3 shows the digit 
spans plotted separately for the oral and TC children for each of the 4 years 
of testing at CID. Examination of the forward and backward digit spans for 
these two groups of children indicates that the oral group consistently dis- 
played longer forward digit spans than the TC group. While the differences 
in forward digit span between the oral and TC groups were highly signifi- 
cant (/? < .001), the differences in backward digit span were not significant. 
This pattern suggests that the effects of early sensory and linguistic experi- 
ence on immediate memory is selective in nature and appears to be 
restricted to coding and verbal rehearsal processes that affect only the 
forward digit span task. 

The difference in forward digit span between the oral and TC children 
present for each of the four groups suggests that forward digit spans are 
sensitive to the nature of the early sensory and linguistic experience that 
the child receives immediately after cochlear implantation. The differences 
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Figure 9.3. WISC digit spans scored by points for the four groups of 8- and 9-year- 
old children with cochlear implants, separated by communication mode. For each 
year, scores for the oral group are shown to the left of those for the total commu- 
nication group. Forward digit spans are shown by the shaded bars, backward digit 
spans by the open bars. Error bars indicate one standard deviation from the mean. 



observed in the forward digit spans could be due to several factors, such as 
more efficient encoding of the initial stimulus patterns into phonological 
representations in working memory, speed and efficiency of the verbal 
rehearsal processes that are used to maintain information in working 
memory, or possibly even speed of scanning and retrieval of phonological 
information in working memory after recognition has taken place. All three 
factors could influence measures of processing capacity, and any one of 
these could affect the number of digits correctly recalled from immediate 
memory in this task (Burkholder and Pisoni 2003). 

Regardless of which factor or factors may be responsible for the differ- 
ences observed above, these results clearly demonstrate that forward digit 
span is sensitive to the effects of early sensory and linguistic experience and 
suggest that several specific mechanisms in the information-processing 
system may be affected by the nature of the early experience the child 
receives after implantation. Although these results show that early experi- 
ence in an environment that emphasizes oral language skills is associated 
with longer digit spans and increased information-processing capacities of 
working memory, without additional converging measures of performance, 
it is difficult to specify more precisely what elementary information- 
processing mechanisms are actually affected by early experience and which 
ones are responsible for the increases in forward digit spans observed in 
these particular children. 
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5.3 Immediate Memory Span and Word Recognition 

The findings of our earlier study examining the exceptionally skilled 
cochlear implant users or stars suggested that the large individual differ- 
ences that are consistently observed in a range of outcome measures of 
speech and language development in the pediatric Cl population were 
related in some way to spoken word recognition skills and to tasks that 
make use of phonological representations of spoken words. While a number 
of demographic factors such as duration of deafness, length of device use, 
and age at implantation have been shown to be related to the individual 
variability in outcome, these variables are able to account for only a portion 
of the observed variance in performance. We reasoned that some other 
factor may be responsible for the wide range of performance observed in 
these deaf children. 

Our current hypothesis is that a portion of the remaining unexplained 
variance can be accounted for in terms of individual differences in the ele- 
mentary information-processing operations that are related to the speed 
and efficiency with which phonological representations of spoken words are 
maintained and retrieved from working memory after recognition and iden- 
tification have taken place. Numerous studies of normal-hearing children 
over the past few years have demonstrated close links between phonolog- 
ical working memory and learning to recognize and understand new words 
(Gupta and MacWhinney 1997; Baddeley et al. 1998). Other research has 
found that vocabulary development and several important milestones in 
speech and language acquisition are also associated with differences in mea- 
sures of phonological working memory (Gathercole et al. 1997; Adams and 
Gathercole 2000). 

To determine if measures of immediate memory as indexed by the 
digit span task are related to spoken word recognition in deaf children 
following cochlear implantation, we examined the correlations between 
the WISC forward and backward digit span scores and three different 
measures of spoken word recognition that were also obtained from the 
children tested at CID in 1997 and 1998. A summary of the correlations 
between digit span and word recognition scores based on these 88 
children is shown in Table 9.1 for the Word Intelligibility by Picture Iden- 
tification (WIPI), LNT, and Bamford-Kowal-Bench (BKB) word recogni- 
tion tests. 

The WIPI is a closed-set test of spoken word recognition in which the 
child selects a word from among six alternative pictures (Ross and Lerman 
1979). The LNT is an open-set test of word recognition and lexical dis- 
crimination that requires the child to imitate and reproduce an isolated 
word (Kirk et al. 1995). This test is similar to the well-known PBK test, 
although the vocabulary on the LNT was designed to control for familiar- 
ity. Lexical competition among the test items is also varied systematically 
to measure discrimination among phonetically similar words in the child’s 
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Table 9.1. Correlations between digit span scores and three measures of word 
recognition ( n = 88). 





Simple Bivariate Correlations 


Partial correlations 3 




WISC 
forward 
digit span 


WISC 
backward 
digit span 


WISC 
forward 
digit span 


WISC 
backward 
digit span 


Closed-set word 










recognition (WIPI) 
Open-set word 


.50* 


.33** 


31** 


.13 


recognition (LNT-E) 
Open-set word 


.54* 


31** 


.33** 


.10 


recognition in 
sentences (BKB) 


.56** 


.37* 


.35** 


.12 



*p < .001; **p < .01 

Statistically controlling for communication mode score, age at onset of deafness, duration of 
deafness, duration of cochlear implant (Cl) use, number of active electrodes, VIDSPAC total 
segments correct (speech feature perception measure), age. 

BKB: Bamford-Kowal-Bench test; LNT-E: Lexical Neighborhood Test-Easy; VIDSPAC: Video 
Game Test of Speech Contrast Perception; WIPI: Word Intelligibility by Picture Identification 
Test WISC: Wechsler Intelligence Scale for Children. 



lexicon. The BKB is an open-set word recognition test in which key words 
are presented in spoken sentences (Bench et al. 1979). 

Table 9.1 displays two sets of correlations. The first two columns show the 
simple bivariate correlations of the forward and backward digit spans with 
the three measures of word recognition. Examination of the correlations 
for both the forward and backward spans reveals that children who had 
longer WISC digit spans also displayed higher scores on all three word 
recognition tests. These correlations are all positive and reached statistical 
significance, although the correlations of forward digit span with the word 
recognition scores are consistently larger than the correlations found for 
the backward span. 

The last two columns show the partial correlations among these same 
measures after statistically controlling for differences due to chronological 
age, communication mode, duration of deafness, duration of device use, age 
at onset of deafness, number of active electrodes, and speech feature dis- 
crimination. When these seven other contributing variables were statisti- 
cally removed from the correlational analyses, the partial correlations 
between digit span and word recognition scores become smaller in magni- 
tude overall. However, the correlations of the forward digit span with the 
three word recognition scores are still positive and statistically significant, 
while the correlations of the backward digit spans are now much weaker 
and no longer reach significance. These results demonstrate that children 
who have longer forward WISC digit spans also show higher word recog- 
nition scores, and this relationship is observed for all three word recogni- 
tion tests even after the other sources of variance are removed. 
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Forward digit span accounted for approximately 11% of the currently 
unexplained variance in the word recognition scores, while the backward 
digit span accounted for only 1.4% of the variance in these scores. These 
results suggest the presence of a common underlying source of variance 
that is shared between forward digit span and measures of spoken word 
recognition and that is independent of other obvious mediating factors that 
have been found to contribute to the variation in these outcome measures. 

5.4 Immediate Memory Span and Speaking Rate 

While the correlations of the digit span scores with communication mode 
and spoken word recognition suggest fundamental differences in encoding 
and verbal rehearsal speed, these measures of immediate memory span and 
estimates of information processing capacity are not sufficient on their own 
to identify the underlying processing mechanism (or mechanisms) that are 
responsible for the individual differences. Additional converging measures 
are needed to pinpoint the locus of these processing differences more pre- 
cisely. Fortunately, an additional set of behavioral measures was obtained 
from these same children for a completely different purpose and made 
available to us for several new analyses. These data consisted of a set of 
acoustic measurements of speech samples obtained from each child. These 
speech samples provided a unique opportunity for us to use converging 
measures to understand and explain the digit span results. 

As part of the research project at CID, several speech production samples 
were obtained for each child to assess speech intelligibility and measure 
changes in articulation and phonological development following implanta- 
tion (Tobey et al. 2000, 2003). The speech samples consisted of three sets of 
meaningful English sentences that were elicited using the stimulus mate- 
rials and experimental procedures originally developed by McGarr (1983) 
to assess the speech intelligibility and articulation of deaf children. All of 
the utterances produced by the children were originally recorded and 
stored digitally for playback to groups of naive adult listeners who were 
asked to transcribe what they thought the children had said. In addition to 
the speech intelligibility scores that were obtained for each child using 
these playback procedures, we analyzed the duration measurements of the 
individual sentences in each set and used these measures as estimates of a 
child’s articulation rate. 

We knew from a large body of earlier research in the memory literature 
on normal-hearing typically-developing children that a child’s articulation 
rate is closely related to speed of subvocal verbal rehearsal (Standing and 
Curtis 1989; Cowan et al. 1998). Numerous studies in the literature over the 
past 25 years have demonstrated strong relations between speaking rate 
and memory span for digits and words. The results of these studies have 
been replicated with several different populations and suggest that mea- 
sures of an individual’s speaking rate reflect articulation speed, which in 




404 D.B. Pisoni and M. Cleary 



turn can be used as an index of the rate of covert verbal rehearsal of phono- 
logical representations in working memory (Baddeley et al. 1975). Individ- 
uals who speak more quickly have been found to have longer immediate 
memory spans than individuals who speak more slowly. 

Several different explanations of these findings have been proposed. One 
account assumes that more forgetting occurs from immediate memory at 
slower speaking rates because fewer words can be articulated and perceived 
within the same period of time. Another proposal assumes that the mech- 
anism that controls speaking rate is the same one that regulates the speed 
of verbal rehearsal processes in immediate memory. Thus, more words 
can be maintained in immediate memory at faster verbal rehearsal speeds. 
Regardless of which view is correct, the relation observed between mea- 
sures of speaking rate and immediate memory span is a reliable and robust 
finding reported in the literature on working memory that has been 
observed in several different populations of subjects. 

The forward digit span scores for the 88 children tested in 1997 and 1998 
are shown in Figure 9.4 along with estimates of their speaking rates 
obtained from measurements of the seven-syllable McGarr sentences. The 
digit spans are plotted on the ordinate; the average sentence durations are 
shown on the abscissa. The top panel shows mean sentence durations; the 
bottom panel shows the logarithmic transformations of the sentence dura- 
tions. The pattern of results displayed in both figures is quite clear; children 
who produce sentences with longer durations speak more slowly and, in 
turn, display shorter forward digit spans. The correlations between forward 
digit span and both measures of sentence duration were strongly negative 
and highly significant (r = -.63 and r = -.70 ; p < .001, respectively). For back- 
wards digit span, we observed somewhat smaller but still statistically sig- 
nificant correlations with sentence duration (r = -.42 and r = -.42; p < .001). 

These results replicate with hearing-impaired children with cochlear 
implants findings previously reported for normally developing children and 
adults, namely, that individual differences in articulation rate predict a 
substantial amount of the individual variability observed in performance 
on a verbal digit span task. Children with cochlear implants who spoke 
more slowly tended to have shorter digit spans than implanted children who 
spoke more quickly. 

5.5 Speaking Rate and Word Recognition 

To determine if verbal rehearsal speed is also related to individual differ- 
ences in word recognition performance, we examined the correlations 
between sentence durations and the three different measures of spoken 
word recognition described earlier. Table 9.2 shows the simple bivariate cor- 
relations between speaking rate and word recognition scores on the WIPI, 
LNT, and BKB. All of these correlations are strongly negative, suggesting 
once again that a common processing mechanism, which we assume is 
related to verbal rehearsal speed, may be the primary factor that underlies 
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CID’97 &’98, N = 88 




Sentence Duration (ms) 




Figure 9.4. Scatterplots illustrating the relationship between average sentence 
duration for the seven-syllable McGarr sentences (abscissa) and WISC forward digit 
span scored by points (ordinate). Each data point represents an individual child. 
Nontransformed sentence durations are shown in the top panel, log-transformed 
sentence durations in the bottom panel. R 2 values indicate proportion of variance 
accounted for by the linear relation. 



Table 9.2. Simple bivariate correlations between speaking rate and word recogni- 
tion scores. 





Sentence duration 


Log (sentence duration) 


Closed-set word recognition (WIPI) 


-.65* 


-.69* 


Open-set word recognition (LNT-E) 


-.59* 


-.66* 


Open-set word recognition in 






sentences (BKB) 


-.71* 


-.78* 



*p < .001 
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Table 9.3. Partial correlations between speaking rate and word recognition 
scores 3 . 





Sentence duration 


Log (sentence duration) 


Closed-set word recognition (WIPI) 


-.50* 


-.55* 


Open-set word recognition (LNT-E) 


-.38* 


-.47* 


Open-set word recognition in 






sentences (BKB) 


-.52* 


-.64* 



*p < .001. 

Statistically controlling for communication mode score, age of onset at deafness, duration of 
deafness, duration of Cl use, number of active electrodes, VIDSPAC total segments correct 
(speech feature perception measure), age. 



the variation and individual differences observed in all three word recog- 
nition tasks (see Pisoni and Cleary, 2003). 

Table 9.3 shows a summary of the partial correlations computed between 
the two measures of speaking rate based on the McGarr sentence durations 
and the three measures of spoken word recognition performance. As in the 
earlier analyses, differences due to demographic factors and the contribu- 
tion of other variables were statistically controlled for by computing partial 
correlations. In all cases, the correlations between speaking rate and spoken 
word recognition were still strongly negative and highly significant. Thus, 
slower speaking rates as measured by longer sentence durations are 
robustly associated with poorer word recognition scores on all three word 
recognition tests. Sentence duration accounted for approximately 25% of 
the currently unexplained residual variance in the word recognition scores 
after the other mediating variables were removed. These findings linking 
speaking rate and word recognition suggest that all three measures — 
digit span, speaking rate, and word recognition performance — are related 
because they share a common underlying source of variance. 

To determine if digit span and sentence duration share a common process 
and the same underlying source of variance that relates them both to word 
recognition performance, we reanalyzed the intercorrelations between each 
pair of variables with the same set of the demographic and mediating vari- 
ables statistically partialed out. When sentence duration was partialed out 
of the analysis, the correlations between digit span, either forward or back- 
ward, and each of the three measures of word recognition approached zero. 
This result indicates that the relationship between digit span and word 
recognition could be accounted for entirely in terms of individual differ- 
ences in articulation rate and rehearsal speed. Furthermore, the negative 
correlations between sentence duration and word recognition were still 
present even after digit span was partialed out of the analysis, suggesting it 
was not working memory capacity per se that was the underlying factor, but 
rather individual differences in verbal rehearsal speed. 




9. Learning, Memory, and Cognitive Processes 407 



The pattern of results that emerges from these analyses suggests that 
the underlying process that is shared in common with sentence duration is 
related to the rate of information processing, specifically, to the speed of 
the verbal rehearsal process in working memory. This processing com- 
ponent of verbal rehearsal could reflect either the actual articulatory 
speed used to recycle and maintain phonological patterns in working 
memory or the time to retrieve and scan items already in working memory 
(Cowan et al. 1998). In either case, the common factor that links word recog- 
nition and speaking rate appears to be related to the speed of information- 
processing operations used to maintain phonological information in 
working memory. Thus, variation in performance in these two tasks can 
be traced to a common elementary cognitive process that is shared by both 
measures of performance. 

These new findings demonstrating a relation between speaking rate and 
digit span permit us to identify for the first time a specific information- 
processing mechanism, the verbal rehearsal process, that appears to be 
responsible for the limitations on processing capacity. Processing limitations 
are present in a wide range of behavioral tasks that make use of verbal 
rehearsal and phonological processing skills to encode, store, maintain, and 
retrieve spoken words from working memory. We suggest that these fun- 
damental information-processing operations are common components of 
all current outcome measures that are routinely used to assess both recep- 
tive and expressive language functions. The present findings suggest that the 
variability in performance on the traditional clinical outcome measures 
used to assess speech and language-processing skills in deaf children after 
cochlear implantation may reflect fundamental differences in the speed of 
information-processing operations such as verbal rehearsal and the rate 
of encoding phonological and lexical information in working memory. 



5.6 Simon Sequence Reproduction: Immediate 
Memory Spans 

The traditional methods for measuring working memory using digit spans 
require a subject to imitate and reproduce a sequence of test items using 
an overt verbal articulatory motor response. Because most deaf children 
with cochlear implants also have delays in speech development and display 
atypical articulation and speech motor control, it is possible that any dif- 
ferences observed in working memory using digit spans could be due to the 
nature of the response requirements during retrieval and output in addi- 
tion to any possible differences in encoding, storage, and verbal rehearsal 
processes. 

To eliminate the use of an overt articulatory-verbal response, we devel- 
oped a new experimental methodology to measure immediate/working 
memory spans based on Milton Bradley’s Simon, a popular memory game. 
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Figure 9.5. The memory game response box based on the popular Milton Bradley 
game Simon. 



Figure 9.5 shows a display of the apparatus, which was interfaced to a com- 
puter. In this procedure, a subject is asked to simply “reproduce” a stimu- 
lus pattern by manually depressing a sequence of colored response panels 
on a four-alternative response box. 

The Simon memory game procedure permitted us to manipulate the 
stimulus presentation conditions in several systematic ways while holding 
the response format constant. Specifically, three different stimulus presen- 
tation formats were employed. In the first condition, the target sequences 
to be reproduced consisted only of auditory color names (A). Under the 
second presentation condition, sequences of colored lights (L) were pre- 
sented in the visual modality. In the remaining presentation condition, audi- 
tory color names were presented simultaneously with matching colored 
lights (A+L).The ability to vary the experimental procedure in this manner 
was quite useful because it provided a way to measure how several per- 
ceptual dimensions of the auditory and visual modalities are analyzed and 
processed, alone and in combination. 

Forty-five hearing-impaired children who took part in the 2000 CID 
cochlear implant project were tested using the Simon memory game appa- 
ratus. Thirty-one of these children were able to complete all six conditions 
included in the testing session, and, furthermore, demonstrated the ability 
to identify the recorded color-name stimuli used in this task when these 
items were presented alone in isolation. Thirty-one normal-hearing children 
who were matched in terms of age and gender with the group of children 
with cochlear implants were also tested. Finally, 48 normal-hearing adults 
were recruited to serve as an additional comparison group (Karpicke and 
Pisoni 2000). 

Of the six conditions tested in total, three of these measured the chil- 
dren’s immediate memory skills. During the immediate memory task, the 
lights on the Simon were illuminated in temporal sequences that systemat- 
ically increased in length as the subject progressed through successive trials 
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in the experiment. Within each condition, the child started with a list length 
of one item. If two lists in a row at a given length were correctly repro- 
duced, the next list presented was increased by one item in length. If on any 
trial the list was incorrectly reproduced, the next trial used a list that was 
one item shorter in length. This “adaptive tracking procedure” is similar to 
methods typically used in psychophysical testing (Levitt 1970). Sequences 
used for the Simon memory game task were generated pseudo-randomly 
by a computer program, with the stipulation that no single item would be 
repeated consecutively in a given list. We computed a weighted memory 
span score for each child by finding the proportion of lists correct at each 
list length and summing these proportions across all list lengths. 

A summary of the results from the Simon sequence reproduction 
immediate memory task is shown in Figure 9.6 for the three groups of sub- 
jects. The normal-hearing adults are shown in the left panel, the normal- 
hearing age-matched children are shown in the middle panel, and the 
children with cochlear implants are shown in the right panel. Within each 
panel, the scores for auditory-only presentation (A) are shown on the left, 
scores for lights-only presentation (L) are shown in the middle, and scores 
for the combined auditory and lights presentation condition (A+L) are 
shown on the right. 

Examination of weighted Simon memory span scores for the normal- 
hearing adults reveals several findings that can serve as a useful benchmark 
for evaluating performance differences within the other two groups of par- 
ticipants. First, we found a “modality effect” in presentation format. Audi- 
tory presentation of sequences of color names produced longer memory 
spans than visual presentation of sequences of colored lights (p < .02). 
Second, we found a “redundancy gain.” When information from separate 
auditory and visual modalities was combined together and presented simul- 
taneously, the memory span scores increased compared to presentation 
using only one sensory modality (p < .02 for auditory-only and p < .001 for 
visual-only). 

The modality effect and the redundancy gains displayed here demon- 
strate that the Simon memory game procedure is a valid methodology for 
measuring immediate memory span in normal-hearing adults because it is 
able to measure subtle differences in the sensory modality used for pre- 
sentation of the stimulus patterns. As in other studies of verbal short-term 
memory, longer Simon memory spans were found for auditory sequences 
compared to visual sequences, suggesting the use of phonological coding 
and verbal rehearsal strategies (Watkins et al. 1974; Penny 1989). In addi- 
tion, the Simon memory spans were sensitive to cross-modality redundan- 
cies between stimulus dimensions when the same information about a 
stimulus pattern was presented simultaneously to more than one sensory 
modality. This latter finding demonstrates that adults are able not only to 
combine and integrate redundant sources of information across different 
sensory modalities but also to increase their working memory capacity 
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center, and scores for a group of 8- and 9-year-old cochlear implant users are shown on the right. Speckled bars indicate mean 
spans in the auditory-only (A) condition, open bars indicate mean spans in the lights-only (L) condition, and shaded bars indi- 
cate mean spans in the auditory-plus-lights (A+L) condition. 
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when stimulus redundancies are present in both auditory and visual modali- 
ties simultaneously. 

The middle panel of Figure 9.6 shows the results of the three presenta- 
tion conditions for the group of normal-hearing 8- and 9-year-old children. 
Overall, the pattern of the Simon weighted span scores is quite similar to 
the findings obtained with the normal-hearing adults shown in the left 
panel, although there are several differences worth pointing out. First, the 
memory span scores for all three presentation conditions are uniformly 
lower than the scores obtained from the adults. Second, while the modality 
effect found with the adults is also present in these data, it is smaller in mag- 
nitude and only marginally significant (p = .08), suggesting possible devel- 
opmental differences in the rate and efficiency of verbal rehearsal between 
adults and children in processing auditory and visual sequential patterns 
like those used in this task. The cross-modal redundancy gain observed with 
the adults was also found with the normal-hearing children, although it is 
also smaller in magnitude. Again, these differences may simply be due to 
age, maturation, and development. 

The Simon memory span scores for the deaf children with cochlear 
implants are shown in the right panel of Figure 9.6 for the same three 
presentation conditions. Examination of the pattern of these memory 
span scores reveals several important differences from the span scores 
obtained for the normal-hearing children. First, the memory spans for all 
three presentation conditions were consistently lower overall than the 
spans from the corresponding conditions obtained for the normal-hearing 
children. Second, the modality effect observed in both the normal-hearing 
adults and normal-hearing children is reversed for the deaf children 
with cochlear implants; the memory spans for visual-only presentation 
were longer than for auditory-only presentation, and this difference was 
highly significant (p < .001). Third, although the cross-modal redundancy 
gain found for both the adults and normal-hearing children was also 
observed for the deaf children and was statistically significant for both con- 
ditions (p < .001 for auditory-only and p < .02 for visual-only), the size of 
the gain was much smaller. Moreover, the differences in the magnitude of 
the gain relative to performance in the auditory-only and visual-only 
conditions were also due to the reversal of the modality effect in the deaf 
children. 

The results shown in Figure 9.6 for the visual-only presentation condi- 
tions are of special theoretical interest because the deaf children with 
cochlear implants displayed shorter memory spans than the normal-hearing 
children. This was an unexpected finding that adds support to the hypoth- 
esis that recoding and verbal rehearsal processes in working memory may 
play an important role in perception, learning, and memory in these chil- 
dren. Capacity limitations of working memory are closely tied to speed of 
processing information even for visually presented sequential patterns that 
are rapidly recoded and represented in memory in a phonological or articu- 
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latory code for certain kinds of sequential processing tasks. Verbal coding 
strategies may be automatic and mandatory in memory tasks that require 
immediate serial recall of temporal patterns that preserve item and order 
information (Gupta and MacWhinney 1997). Thus, although the visual pat- 
terns were presented using only sequences of colored lights, both groups of 
children may have attempted to recode the sequential patterns using verbal 
coding strategies to create stable phonological representations in working 
memory prior to response output in this task. 

Although normal-hearing adults and normal-hearing children showed 
a similar pattern of memory span scores across the three presentation 
conditions, the deaf children displayed a fundamentally different pattern of 
results, suggesting that they may have used different encoding strategies 
and less efficient verbal rehearsal processes for maintaining temporal 
sequences in working memory. A period of auditory deprivation and the 
resulting absence of sound stimulation due to deafness during early stages 
of perceptual development may affect not only early sensory processing 
and perception but also subsequent encoding and verbal rehearsal pro- 
cesses in working memory (Burkholder and Pisoni 2003). The deaf 
children showed a reduced capacity to maintain temporal information in 
working memory even when that information was initially presented 
through the visual sensory modality. These findings on working memory 
spans for auditory and visual patterns obtained with the Simon memory 
game, which did not require overt verbal articulatory-motor responses, are 
consistent with the earlier memory span results obtained using the WISC 
digit spans, which showed systematic differences between the deaf children 
with cochlear implants and normal-hearing children (Pisoni and Cleary 
2003). 

To our knowledge, these are the first memory span data collected from 
deaf children with cochlear implants demonstrating specific effects on 
working memory capacity and verbal rehearsal processes without relying 
on an articulatory-based verbal response for output. Under all three pre- 
sentation conditions, the children used the same manual response to repro- 
duce the stimulus sequences. The deaf children also showed much smaller 
redundancy gains in the multimodal presentation condition, which suggests 
that in addition to differences in working memory capacity and rate of 
verbal rehearsal, their information-processing skills and abilities to perceive 
and encode multidimensional stimuli are atypical and compromised rela- 
tive to age-matched normal-hearing children. The smaller redundancy gains 
observed in these deaf children may also be due to the reversal of the 
typical modality effect observed in studies of working memory that reflect 
verbal coding of the stimulus materials. The modality effect in short-term 
memory studies is generally thought to reflect phonological coding and 
verbal rehearsal strategies that actively maintain temporal order informa- 
tion of sequences of stimuli in immediate memory for short periods of time 
(Watkins et al. 1974). 
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5. 7 Simon Sequence Reproduction: Learning Spans 

The first version of our Simon memory game used novel sequences of color 
names or colored lights. All of the sequences were generated randomly on 
each trial to prevent any learning from occurring other than the routine 
adaptation that is normally observed in learning how to do a new task 
in a laboratory setting. Our primary goal was to obtain estimates of work- 
ing memory capacity for temporal patterns that were not influenced by 
sequence repetition effects or idiosyncratic coding strategies that might 
increase memory capacity from trial to trial. Each test sequence was created 
on the fly by a random number generator so that the internal structure of 
a sequence of colors was always different and varied from trial to trial 
during the course of the experiment. Thus, there was no basis for any new 
learning to take place and the measures of Simon memory span can be used 
as estimates of capacity of immediate memory. 

We have also used the same basic Simon memory game methodology to 
study sequence learning and to investigate the effects of long-term memory 
on coding and verbal rehearsal strategies in working memory. To assess the 
effects of learning on sequence reproduction, we examined performance 
under conditions in which the subject was given the opportunity to learn 
a long sequence of either auditory color-names (A), visual-only colored 
lights (L), or auditory color-names presented simultaneously with match- 
ing colored lights (A+L). In this new variant on the Simon procedure, the 
same stimulus pattern was repeated on each trial for an individual subject, 
but the pattern was increased in length by one item after each correct 
reproduction of the sequence, and decreased in length after each incorrect 
reproduction of the sequence. This methodology therefore provided an 
opportunity to study learning based on pattern repetition and to investi- 
gate how repetition is related to individual differences in immediate 
memory. In this procedure, as before, we computed a weighted learning 
span score for each participant by finding the proportion of lists correct at 
each list length and summing these proportions across all list lengths. 

Figure 9.7 summarizes the results obtained in the Simon learning condi- 
tions for the same three presentation formats used in the earlier conditions, 
that is, auditory-only (A), lights-only (L), and auditory plus lights (A+L). 
The group means for the sequence learning conditions are shown on the 
right side of each panel in this figure; the corresponding set of memory span 
scores obtained earlier under the random presentation format for the same 
three presentation conditions are reproduced on the left side of each panel. 
The data for the normal-hearing adults are shown in the left panel, the data 
for the normal-hearing 8- and 9-year-old children are shown in the middle 
panel, and the data for the deaf children with cochlear implants are shown 
in the right panel. 

Examination of the two sets of sequence reproduction scores shown 
within each panel reveals several consistent findings. First, just simply 
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and shaded bars indicate mean scores in the auditory-plus-lights ( A+L) condition. For each task, p-values for paired samples t-tests 
(uncorrected) between conditions are provided. 
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repeating the same stimulus sequence again produced robust learning 
effects for all three groups of subjects (Hebb 1961). This repetition effect 
can be seen clearly by comparing the three scores on the right side of each 
panel to the three scores on the left side. In every case, the learning span 
scores are higher than the memory span scores; repetition of a stimulus 
pattern improved sequence reproduction ability, although the magnitude of 
the learning effects differed across the three groups of subjects. The 
sequence reproduction scores for the adults in the learning condition are 
about twice the size of memory spans observed when the sequences were 
generated randomly from trial to trial. Although a repetition effect was also 
obtained with the deaf children who use implants, the size of their repeti- 
tion effect was only about half the size of the repetition effect found for the 
normal-hearing children shown in the middle panel. 

Second, the rank ordering of the three presentation conditions in the 
sequence learning conditions was similar to the rank ordering observed in 
the memory span conditions for all three groups of subjects. The repetition 
effect was largest for the A+L conditions for all three groups. For both the 
normal-hearing adults and children, we also observed the same modality 
effect in learning that was found for memory span; auditory presentation 
was better than visual presentation. And, as before, the deaf children 
showed a reversal of this modality effect for learning. For these children, 
visual presentation was better than auditory presentation. Although none 
of the pair-wise differences in the sequence learning conditions reached 
statistical significance for the normal-hearing children, the overall pattern 
of their learning spans was similar to their earlier memory span results and 
to the pattern of results observed with the adults. 

To assess the magnitude of the repetition learning effects, we computed 
difference scores between the learning and memory conditions by sub- 
tracting the memory span scores from the learning span scores. The dif- 
ference scores for the individual subjects in each group for the three 
presentation formats are displayed in Figure 9.8. Inspection of these distri- 
butions reveals a wide range of performance for all three groups of sub- 
jects. While most of the subjects in each group displayed some evidence of 
learning in terms of showing a positive repetition effect, there were a few 
subjects at the end of the distribution who either failed to show any learn- 
ing at all or showed a small reversal of the predicted repetition effect. 
Although the number of these subjects was quite small in the adults and 
normal-hearing children, about one third of the deaf children with cochlear 
implants showed no repetition learning effect at all and obtained no benefit 
from having the same stimulus sequence repeated over again on each trial. 
These findings suggest that in addition to having a hearing impairment, 
some of these children may also have learning problems as well because 
they are unable to made use of simple pattern repetition to improve their 
performance for this task. 
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Figure 9.8. Difference scores for individual subjects showing sequence reproduction learning spans minus sequence reproduc- 
tion immediate memory spans. Data for the auditory-only (A) condition is shown on the top, lights-only (L) condition in the 
middle, and auditory-plus-lights (A+L) condition, on the bottom. Data from normal-hearing adults are shown on the left, scores 
for normal-hearing 8- and 9-year-old children in the center, and scores for 8- and 9-year-old cochlear implant users on the right. 
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5.8 Correlations Among Measures of Immediate 
Memory Span 

As we noted earlier in the section on redundancy gains under multi-modal 
presentation, the deaf children with cochlear implants did not use the infor- 
mationally redundant auditory cues as well as the normal hearing children 
did to improve their immediate memory span capacity. This finding was 
observed even when the deaf children could identify all of the auditory 
color names presented in isolation. To understand the basis for these dif- 
ferences and to obtain some further insights into the nature of the coding 
strategies used by the deaf children in carrying out the Simon memory game 
task, we examined the intercorrelations between the multi-modal and 
the visual-only conditions of the Simon memory game for children with 
cochlear implants and for normal-hearing children (Cleary et al. 2001). We 
then also examined the correlations between the WISC digit spans and the 
memory span scores obtained from the Simon memory game. 

Table 9.4 summarizes the intercorrelations among the two different sets 
of memory span scores, the forward and backward WISC digit span scores, 
and the Simon immediate memory span scores for the visual (V) and audi- 
tory plus visual (A+V) presentation conditions for both groups of children. 
The top rows display the correlations among these memory span measures 
for the deaf children with cochlear implants, and the bottom rows display 
the correlations for the normal-hearing children. 

Examination of the intercorrelations of the Simon memory span scores 
for the deaf children reveals a strong positive correlation between the multi- 
modal and the visual-only conditions (r = .71, p < .01). If the deaf children 
were using the same visual-spatial coding strategy in both conditions of the 
Simon memory task, regardless of whether additional redundant auditory 



Table 9.4. Intercorrelations between WISC forward digit span, sequence repro- 
duction immediate memory span, and WISC backward digit span. 
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information was available, one would predict that these two measures of 
memory span should be strongly correlated. This is exactly the pattern we 
found. In contrast, examination of the intercorrelations for the normal- 
hearing children reveals a different result. Here the correlation between the 
multimodal and visual-only conditions is much lower and nonsignificant 
(r = .20 , p > .05). This pattern of results suggests that the normal-hearing 
children used two different coding strategies in the Simon memory game, a 
verbal-sequential strategy in the multimodal condition and a visual-spatial 
strategy in the visual-only condition, while the deaf children used the same 
visual-spatial coding strategy in both tasks. 

Additional support for this explanation comes from an analysis of the 
correlations between the WISC digit span scores and the Simon memory 
game scores. As shown in Table 9.4, a different pattern of correlations was 
observed between these two sets of measures in each group of children, 
suggesting again that different coding and verbal rehearsal strategies were 
used to perform these two tasks. Although the WISC forward digit span 
scores were positively correlated with the memory game scores for the 
normal-hearing children, the correlation with forward span was observed 
in only the multimodal Simon condition (r = +.58) and not the visual-only 
Simon condition (r = +.01). This finding suggests that the normal-hearing 
children used the same verbal coding strategies in both the forward digit 
span task and the multimodal Simon memory span task. In contrast, the 
WISC forward digit spans and the memory game conditions were not 
correlated at all for the deaf children in either of these conditions. 

The dissociations observed between these two memory tasks would be 
expected if the deaf children used one coding strategy in the multimodal 
condition of the Simon memory game and a different strategy in the WISC 
forward digit span task. The failure to find the same pattern of intercorre- 
lations among the two different memory tasks in the deaf children with 
cochlear implants, taken together with the smaller redundancy gains 
observed in multimodal (A+L) Simon condition, suggests that the deaf chil- 
dren encoded and processed these temporal sequences in fundamentally 
different ways than the normal-hearing typically developing children. The 
deaf children apparently relied primarily on a visual-spatial coding strategy 
(Wilson and Emmorey 1998; Wilson 2001) to reproduce the sequences 
even when additional redundant auditory cues were available to help them 
improve their performance on this memory game task. 



6. Theoretical and Clinical Significance 

Taken together, the results of our research on working memory provide 
some new insights into the elementary information processing skills of deaf 
children with cochlear implants and the underlying cognitive factors that 
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affect the development of their speech and language abilities. Our studies 
of immediate memory span using traditional digit span tests and the Simon 
memory game were specifically designed to obtain new process measures 
of performance that assessed specific subcomponents of working memory 
in order to understand the nature of the capacity limitations in encoding 
and processing sensory information. In this section, we briefly discuss the 
theoretical significance of our findings in light of the problems surrounding 
the enormous variability and individual differences on the clinical outcome 
measures of speech and language that have been consistently reported in 
the literature. 

Detailed analyses of the links between three different sets of measures — 
the digit span scores, the sentence durations, and the word recognition 
scores — using partial correlations revealed that the common source of vari- 
ance that was shared by all three of these tasks was processing speed, specifi- 
cally, articulation speed and, by inference, speed of the verbal rehearsal 
process. We believe that this is a significant finding both theoretically and 
clinically because it provides converging evidence from several different 
behavioral measures obtained on the same children for the existence and 
operation of a common information-processing mechanism used for storage 
and maintenance of phonological information in working memory, and it 
suggests a principled explanation for the individual differences observed in 
a wide range of speech and language-processing tasks. A task analysis of 
the traditional test battery used for clinical assessment reveals that verbal 
rehearsal is a common subcomponent in each of the outcome measures used 
to assess speech perception, spoken word recognition, vocabulary, compre- 
hension, and speech intelligibility. 

We also found effects of early deafness and auditory deprivation on 
memory and learning of visual sequential patterns, a result that was initially 
unexpected when we began this research. The visual-only spans for the deaf 
children were shorter than the visual-only spans obtained from the age- 
matched normal-hearing children. This difference was found in both the 
Simon memory span experiment that used random sequences as well as the 
Simon learning experiment that used repeated sequences. 

The results of the visual-only conditions are of special theoretical inter- 
est to us because they demonstrate that differences observed in working 
memory are not necessarily restricted only to temporal patterns perceived 
through the auditory sensory modality; differences in memory span were 
also found in tasks when both item and order information in sequential 
visual patterns must be preserved for a short period of time in immediate 
memory before response execution. 

More detailed analyses of these results suggest that the normal-hearing 
children appeared to use two different coding strategies to carry out the 
Simon sequence memory task: a visual-spatial coding strategy for the visual 
patterns and a verbal-phonological coding strategy for the auditory pat- 
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terns. In contrast, the hearing-impaired children may have used the same 
spatial coding and rehearsal strategy for both the visual and auditory pat- 
terns. Although for a normal-hearing child, verbal rehearsal is a processing 
strategy that emerges, develops, and becomes highly automatized over time 
and is routinely applied in an automatic and mandatory fashion for sequen- 
tial patterns containing familiar linguistic stimuli like digits or color names, 
verbal rehearsal may be a relatively unpracticed and less automatized 
control strategy for a hearing-impaired child who has experienced a period 
of auditory deprivation at an early point in development. 

7. Summary and Future Directions 

The new findings presented in this chapter suggest that additional process 
measures of performance should be developed to study other aspects of 
cognition such as attention, categorization, learning, and memory — central 
cognitive processes that make use of the initial sensory input provided by 
a cochlear implant. One can imagine the construction of an entirely new 
battery of behavioral tests based on process measures of performance that 
could be used to assess the benefits of cochlear implantation and study the 
time course of development of these basic information-processing skills. 
Some of these new measures could be used to assess how well a listener is 
able to use the limited and impoverished sensory information conveyed 
through the cochlear implant. Other measures could be used to assess dif- 
ferences in processing speed, efficiency, and processing capacity. Additional 
measures of working memory span, verbal and visual-spatial coding and 
rehearsal strategies, controlled and automatic attention, and the develop- 
ment of automaticity may provide fundamental new knowledge about indi- 
vidual differences in the elementary cognitive processes that underlie the 
traditional end-point measures of outcome performance. At some point in 
the future, it may also be possible to develop a set of preimplant measures 
of performance based on measures of visual attention and memory for tem- 
poral sequences that could be useful in predicting outcome and benefit after 
implantation (see Bergeson et al. 2003). Given the new tools and experi- 
mental methodologies that are currently available from research in cogni- 
tive science, we believe these goals can be achieved in the next few years 
as the age of implantation becomes lower and more profoundly deaf chil- 
dren become candidates for cochlear implantation. 
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Candidacy assessment, audiology, 61 ff 
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54ff 
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compound action potential 
(ECAP), 154ff 
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response to electrical vs. acoustic 
signals, 233 

sensitivity to electrical stimulation, 
173 

trophic effects of electrical 
stimulation, 113ff 

Cell death, following deafferentation, 
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Central auditory pathways, candidacy 
for implant, 56ff 

Central auditory system, anatomy, 214ff 
degeneration, 108ff 
plasticity, 125ff 
profound hearing loss, 239ff 
Central Nervous System, see CNS 
Cerebral cortex, functional plasticity, 
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Channel interaction, multiple-electrode 
implant, 312-315 

Channels, nerve cell membrane, 159ff 
Children, ability of exceptional implant 
users, 391ff 

effectiveness of cochlear implant, 
377ff 

memory, 403-404 
see also Deaf children 
sensitive period and implant, 

381-382 

Children’s implant profile (ChIP), 
implant candidacy, 61 
Chronaxie, electrical stimulation, 164ff 
CIS, see continuous interleaved 
sampling 

Clinical applications, prostheses, 53ff 
Clinical issues, prostheses, 6 
Clipping, perception in normal humans, 
344 

CNS, degeneration after hearing loss, 
213ff 

response to electrical stimulation, 
213ff, 224ff 

Cochlea malformation, implant surgery, 
75ff 

Cochlea, anatomy, 215 
electrical stimulation, 225ff 
electrode-neural interfaces, 102ff 
function in hearing, 287-288 
nonlinear effects, 221 
physiology, 218-219 



Cochlear hypoplasia, implant surgery, 
75-76 

Cochlear implant, see also appropriate 
primary headings 
age on auditory plasticity, 262-264 
bilateral, 321ff 
cognitive processes, 377ff 
combined with acoustic stimulation, 
366-367 

compared to auditory brainstem 
implant, 367-368 
component parts, 14ff 
current amplitude and pulse 
duration, 298ff 

differences in temporal processing, 
348-349 

early methods of signal processing, 
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effectiveness, 380ff 
electrode interaction, 350ff 
electrode number on speech 
recognition, 354-355 
engineering, 14ff 
frequency to electrode mapping, 
357ff 

individual differences in outcome 
and benefit, 381 
information processing of deaf 
children, 419^120 
memory in children, 398ff 
multi-electrode loudness mapping, 
343 

noise on speech recognition, 355-357 
one electrode loudness mapping, 
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patient variability in usefulness, 
377-379 

perception with multiple electrodes, 
309ff 

postlingually deaf, 266-267 
prelingually deaf, 266-267 
psychophysics, 286ff 
pulse rate per electrode in speech 
recognition, 347-348 
rate of stimulation perception, 294ff 
role in postlingually deaf adults, 377 
role in prelingually deaf children, 

377 

simulated by Vocoder, 336-339 
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skilled users abilities, 391ff 
tonotopic selectivity, 350ff 
variability in effect in children, 
378-379, 401-403 
Cochlear integrity, implant 
performance, 59-60 
Cochlear nucleus, anatomy, 215 
brainstem implant, 238-239 
cell size in deafness, 108 
electrical stimulation effects, 122ff 
Cochlear obstruction, implant surgery, 
75ff 

Cochlear ossification, implant surgery, 
64 

Cochlear partition, components, 102 
Cochleotopic organization, auditory 
pathway, 220-222, 228-229 
Cocktail party effect, 222 
Cognition, with implant, 7-8, 377ff, 
391ff 

information processing approaches, 
386ff 

deaf compared to normal children, 
377ff 

Cognitive assessment, implant 
candidacy, 69 

Cognitive development, prelingually 
deaf children, 390-391 
role of auditory experience, 390-391 
Cognitive psychology, definition, 386 
Communication skills, implant 
candidacy, 68-69 

Compound Action Potential, see CAP 
Compressed analog processor (CA), 
SAS encoding, 34-35 
Compression, CIS encoding, 27ff 
reduced neural dynamic range, 59 
SAS encoding, 34 
speech encoding, 43 
Computational model, response to 
electrical stimulation, 156ff 
Congenitally deaf animal models, 
244-245 

Continuous interleaved sampling 
(CIS), 175 
speech coding, 26ff 
strategies, 27ff 

temporal representations in brain, 
129-130 



Cortical activation, speech, 265-266 
Cortical development, cochlear 
implant, 255ff 

Cost-effectiveness, implant in adults, 
85-86 

implant in children, 85ff 
Cost-utility, implant in adults, 85 
implant in children, 85 
Criteria, candidacy for implant, 54ff 
Critical period, auditory deprivation 
effects, 108ff 

deafness and electrical stimulation, 
126ff 

degenerative effects in cochlear 
nucleus, 125 
language learning, 87 
CT scan, insertion trauma, 133 
Current integration, strength-duration 
function, 164ff 

Deaf children, cochlear implant, 377ff 
compared to normal in learning and 
memory, 377ff 

effects of cochlear implant, 377ff 
information processing skills, 396ff, 
419-420 

speaking rate and word recognition, 
401ff 

Wechsler Intelligence Scale, 396ff, 
401-403 

Deaf culture, and implants, 90-91 
Deafferentation, effects on brainstem, 
57-58 

Deafness etiology, survival of auditory 
nerve, 11 Iff 

Deafness, age of onset, 58 

auditory experience and cochlear 
implant, 252ff 
causes, 14 

effects on memory and learning, 
419^120 

effects on spatial selectivity of 
electrical stimulation, 126 
reorganization of CNS, 150 
reversibility with cochlear implant, 
252ff 

Degeneration, auditory CNS, 108ff 
Depolarization, effects on spiral 
ganglion cell survival, 119ff 
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Deprivation, effects on association 
auditory cortex, 264-265 
effects on auditory cortex, 248ff 
effects on central auditory system, 
244-245 

functional effects on brain stem, 
247-248 

monaural vs. binaural, 246 
Development, auditory system, 

241-242 

hearing, 381-382 
Developmental plasticity, age 
dependence, 262-264 
cochlear implant, 255ff 
Diagnostic Early Intervention Program 
(DEIP), implant candidacy, 61 
Dorsal cochlear nucleus (DCN), 215 
Drug delivery, through implant, 43 
Dynamic range problem, history, 3 
auditory nerve fibers, 59 
auditory system, 219 
cochlear implant, 231-232 
electrode placement, 23 
SAS encoding, 34 

EABR (Electrically evoked auditory 
brainstem response), 156, 174-175, 
194, 229-231 
clinical practice, 176 
growth and ganglion cell survival, 192 
spatial spread of excitation, 188ff 
Early experience, cochlear implant, 
382-383 

ECAP (Electrically evoked compound 
action potential), 177ff, 180ff, 184ff, 
194 

clinical practice, 176 
electrical stimulation, 154ff 
input-output functions, 172-173 
number of active fibers, 155-156 
site of AP initiation, 168 
spatial spread of excitation, 188ff 
Education, implant candidacy, 70 
implants in children, 84 
Electric and acoustic combinations, 43 
Electrical stimulation models, 
biophysical versus 
phenomenological, 157-158 
field versus neuronal, 157-158 



Electrical stimulation, activating 
function, 162ff 
adequate stimulus, 161ff 
amplitude-modulated pulse trains, 
185-186 

and acoustic stimulation, 149ff, 194 
and stimulus artifacts, 170ff 
animal models, 152ff 
asymmetric charge-balanced, 175 
auditory degenerative changes, HOff 
behavioral thresholds, 176-177 
biophysics and physiology, 140ff 
channel interaction, 187ff 
channel selectivity, 131-132 
clinical applications, 175ff, 180-181 
CNS response, 213ft 224ff 
cochlea, 225ff 
conditioner, 177 

continuous (analog) versus pulsatile, 
177ff 

effects on cochlear nucleus neurons, 
122ff 

electrode insertion trauma, 132ff 
electrode-neural interfaces, 102ff 
expansion of cortical response areas, 
126-127 

firing efficiency, 170-171 
high pulse rates, 184-185 
history, 2ff 

input-output functions, 169ff 
latency, 170-171 
long-term effects, lOlff 
masking, 177ff 
modes, 22ff 

mono- versus bi-phasic, 165-166, 
174-175 

monopolar versus bipolar, 169-170 
multipolar stimulation, 188ff 
new spatial maps, 126 
probe, 177 

pulse duration, 164ff 
pulse polarity, 172ff 
pulse trains, 182ff 
refractory effects, 179-180 
research approaches, 15 Iff 
sinusoidal, 181-182 
site of AP initiation, 167-168 
spatial spread of neural response, 
187ff 
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stochastic response, 184-185 
survival of spiral ganglion neurons, 
113ff 

sustained stimulation, 181ff 
target structures in humans, 13 Iff 
threshold versus fiber diameter, 
166-167 

threshold-distance relationship, 166 
time course of recovery, 177ff 
tonotopic organization, lOlff 
with viable hair cells, 194ff 
Electrically evoked auditory brainstem 
response, see EABR 
Electrically evoked compound 
action potential, see ECAP, 
also CAP 

Electrode configuration, speech 
recognition, 349-350 
Electrode design, insertion depths, 16, 
59-60 

insertion trauma, 132ff 
Electrode implantation, and damage to 
cochlea, 107 

Electrode interaction, cochlear 
implant, 350ff 

Electrode number, speech recognition, 
354-355 

Electrode position, effects on pitch, 
289ff 

Electrode selectivity, 60 
Electrode separation, effects on 
temporal pattern perception, 
317-318 

Electrodes, cochlear implant, 22ff 
spiral shape, 132 
Electromechanical effect, 2 
Electroneural hearing, definition, 224 
Electrophonic perception, 2 
Electrophonic response, 195ff 
Electrophony, 224-225 
definition, 224 
influence on CNS, 224-225 
Enhanced bipolar, electrode 
configuration, 36 

Envelope detection, CIS encoding, 27ff 
high cutoff frequencies, 30 
Ethacrinic acid, ototoxicity, 113 
Eustachian tube dysfunction, 65 
Evoked potentials, via implant, 20 



Facial nerve activation, cochlear 
implant, 64 

Facial nerve paralysis, implant surgery, 
77 

Fast spin-echo MRI, implant candidacy, 
67 

Finite-element models, and bi-phasic 
stimulation, 168-169 
Firing efficiency, in electrical 

stimulation, 170-171, 177-178 
Fitting procedures, 41-42 
Forward masking, electrical 
stimulation, 179, 184, 289 
Frequency selectivity, and electrical 
stimulation, 149-150 
Frequency, effect on loudness 
perception, 304-307 
electrode mapping in implant, 357ff 

Ganglion cell loss, sensorineural 
hearing loss, 105-106 
Gap detection, persons with cochlear 
implants, 296-298, 316-317 
Gene therapy, neurotrophic factors, 121 
Genetic deafness, spiral ganglion cell 
loss, 105 

Gerbil, central degeneration following 
deafferentation, 110 
Guinea pig, sensitivity to electrical 
stimulation, 173 
versus human intracochlear 
excitation, 153 

Hair cell response, to electrical 
stimulation, 195-196 
Head-shadow effect, 322ff 
cochlear implant, 322-323 
Health status, implant candidacy, 64-65 
Health utility, implants in children, 85 
Hearing development, cat, 244-245 
Hearing impairment, in the elderly, 
85-86 

Hearing loss, degeneration in CNS, 
213ff, 242ff 

effects on brainstem, 245-246 
neonatal effects, 244ff 
Hearing performance, after implants, 
79-80 

device variables, 80 
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implants in children, 80ff 
see also Speech reception 
subject variables, 80 
Hearing thresholds, cochlear implant, 
229-231 

electrical vs. psychophysical, 229-231 
Hearing, bilateral implant, 321ff 
binaural, 222-223 
development, 381-382 
effects of clipping, 344 
effects of electrode position, 289ff 
loudness mapping function, 339-342 
prelingually children with implants, 
391ff 

spatial analysis, 287-288 
temporal factors in normal humans, 
346-349 

temporal frequency analysis, 287-288 
Higher order auditory cortex, see 
Association auditory cortex 
High-resolution computed tomography 
(HRCT), implant candidacy, 65-66 
HiRes strategy, speech encoding, 38ff 
Histological assessment, following 
implant surgery, 78 

Immediate memory span, cochlear 
implant, 398ff 

word recognition, 398ff, 401-403 
Implant candidacy, assessment, 60ff 
Implant depth, surgery, 59-60 
Infection, following implant surgery, 78 
Inferior colliculus, 216 
cell size in deafness, 108 
effects of deprivation, 247-248 
effects of neural degeneration, 193 
response to electrical stimulation, 
189-190 

Information processing approach to 
cognition, 386ff 
children with implants, 391ff 
definition, 386-387 
measures of capacity in deaf 
children, 396ff 

skills of deaf children, 419-420 
Informed consent, implants, 91 
Injury-induced plasticity, 240 
Integration, leaky neural membranes, 
165 



Intensity discrimination, cochlear 
implant, 302-303 
Interlacing, stimulus pulses, 30 
Ionic channels, nerve cell membrane, 
159ff 

stochastic properties, 161 

Kanamycin, ototoxicity, 113 

Labyrinthitis ossificans, implant 
surgery, 75, 107 

Language acquisition, implants in 
children, 81ff 

Language assessment, implant 
candidacy, 68-69 

Language learning improvement, 
implants in children, 82ff 
Language learning, critical period, 87 
Latency, in electrical stimulation, 
170-171 

Learning, effect of implant, 58, 377ff, 385 
Lincoln, Abraham, 335 
Loudness effects, cochlear implant, 
298ff, 343 

Loudness growth, CIS encoding, 27-28 
Loudness mapping function, cochlear 
implant, 339-342 
cochlear implant, 339-342 
normal hearing, 339-342 
Loudness mapping, errors with single 
electrode, 342-343 
multi-electrode implant, 343 
Loudness summation, with bilateral 
implant, 325-326 

Loudness, effect of current amplitude 
and pulse duration, 298ff 
effect of duration, 307-309 
effect of frequency, 304-307 
effect of interphase gap, 304-307 
effect of multi-electrode implants, 
313-314, 318-321 

effect of rate of stimulation, 304-307 
effect of single electrode cochlear 
implant, 298ff 

effect of temporal pattern, 303 
multiple-electrode implants, 318-321 
Lubricants, electrode insertion, 22 
Lumped parameter model, nerve cell 
membrane, 160-161 
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Magnetic resonance imaging (MRI), 
implant candidacy, 66-67 
Masking, electrophonic response, 197 
Mastoid cavity, development, 74 
Mastoidectomy, implant surgery, 71 
Meaningful auditory integration scale 
(MAIS), implant candidacy, 63 
Medial geniculate body (MGB), 
216-217 

Medial nuclei of trapezoid body 
(MNTB), 215-216 
Memory and learning, effects of 
auditory deprivation, 419-420 
effects of early deafness, 419-420 
normal compared to deaf children, 
377ff 

Memory testing, methodology, 387-389 
Memory, 387-390 
children, 403-404 
deaf children, 399 

Meningitis, spiral ganglion cell loss, 105 
Microphone, cochlear implant, 18-19 
directionality, 18 
multiple, 18 

Monaural deprivation, effects on 
brainstem, 246 

Mondini deformity, implant surgery, 
76-77 

Multi-channel implants, versus single- 
channel, 187 

Multidimensional scaling, with implant, 
292 

Multiple pulsatile sampler (MPS), 
speech encoding, 37 
Multiple-electrode cochlear implants, 
channel interaction, 312-315 
gap detection, 316-317 
perception of loudness, 313-314, 
318-321 

perception of temporal information, 
315-318 

perception, 309ff 
shape perception, 310-312 
versus single-channel, 79-80 
Myelination, species differences, 153 

Neomycin, and electrical stimulation, 
197 

ototoxicity, 111-112 



Neonatal hearing loss, central effects, 
244ff 

Nephrotoxicity, and ototoxicity, 113 
Nernst potentials, 160 
Nerve cell membrane, lumped 
parameter model, 160-161 
Nerve growth factor (NGF), spiral 
ganglion cell proliferation, 119ff 
Nerve survival, electrode spacing, 23 
tonotopic warping, 362 
Neural degeneration, effects on 
implant performance, 191ff 
Neural response imaging, cochlear 
implants, 21 

Neural response telemetry, cochlear 
implants, 21-22 

Neurofibromatosis, implant candidacy, 
64 

Neurotrophins, spiral ganglion cell 
proliferation, 119ff 
N-of-m , speech coding, 26 
Noise, effects on speech recognition 
with implant, 355-357 
Nonlinearity, auditory nerve fiber 
response, 150 

Nonsimultaneous stimulation, CIS, n- 
of-m , ACE coding, 30 
Nuclei of lateral lemniscus (LL), 216 

Occupational therapy, implant 
candidacy, 70 

Oddball paradigm, speech recognition, 
62 

Offset radial, electrode configuration, 
36 

Otitis media, cochlear implant, 65 
Otoacoustic emissions, implant 
candidacy, 62 

Ototoxicity, and nephrotoxicity, 113 
deafness in animal models, 153 

Paired pulsatile stimulation (PPS), 
speech encoding, 36ff 
Patient selection, criteria, 54ff 
Patient variables, 40-41 
Perception of amplitude modulation, 
cochlear implant, 296-298 
Perception of shape, multiple 
electrodes, 310-312 
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Perception of signals, single electrode 
implant, 287ff 

Perception with bilateral cochlear 
implant, 309ff, 325ff 
Perception, frequency with implant, 
289ff 

temporal information, 294ff 
Percutaneous transmission link, 20-21 
Performance variability, speech 
perception, 40-41 
Perimodiolar electrodes, channel 
selectivity, 132-133 
placement, 24-25 

Periodicity cues in speech recognition, 
cochlear implant, 347 
Phase-locking, effects of deafening and 
electrical stimulation, 129 
Physiology, of electrical stimulation, 
149ff 

Pitch perception, with cochlear 
implant, 9, 289ff, 294 
Pitch, effects of electrode position, 
289ff 

electrical stimulation, 30, 35 
Pitch-ranking, cochlear implant, 291, 
292 

Pitch-scaling, cochlear implant, 290, 292 
Place code, 104 

Place pitch, versus rate pitch, 295 
Plasticity, deafness and electrical 
stimulation, 125ff 
Posteroventral cochlear nucleus 
(PVCN), 215 

Postlingually deaf adults, role of 
implant, 377 

Postlingually deaf children, effects of 
cochlear implant, 266-267 
Postnatal auditory maturation, 
morphology and physiology, 
241-242 

Preferences, speech encoding 
strategies, 37 

Prelingually deaf children, cognitive 
development, 390-391 
Prelingually deaf, auditory system, 249 
effects of cochlear implant, 266-267, 
377 

Profound hearing loss, central auditory 
system, 239ff 



Pseudospontaneous activity, at high 
pulse rates, 185 

Psychological assessment, implant 
candidacy, 69 

Psychophysics, cochlear implant, 286ff 
definition, 286 

Pulse phase duration and tonotopic 
selectivity, cochlear implant, 350 
Pulse rate, perception with implant, 
39—40, 294ff 
speech encoding, 43 

Quality of life, implants in adults, 
85-86 

implants in children, 85ff 

Radial nerve fibers, survival, 131 
Radiologic assessment, implant 
candidacy, 65ff 

Rate of stimulation, perception with 
implant, 294ff 

Rate pitch vs. place pitch, 295 
Rehabilitation, effects of auditory 
training, 90 
in adults, 89-90 

Residual hearing, implant candidacy, 
63-64 

Reynell Developmental Language 
Scale, implants in children, 82-83 
Rheobase, electrical stimulation, 

164ff 

Rosenthal’s canal, 24-25 

SAS, see simultaneous analog 
stimulation 

Scala tympani, electrodes, 22ff 
Scheibe degeneration, 108 
Selection criteria, neural structures 
activated, 131-132 
Selectivity, electrodes, 23ff 
Sensitive period, auditory system, 
263-264 

cochlear implant, 263-264 
effect of implant, 381-382 
see also critical period 
Signal processing, cochlear implant, 
336-339 

Simon memory game, deaf children, 
407ff 
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Simultaneous analog stimulation 

(SAS), speech coding strategy, 26, 
32ff 

Single electrode implant, perception of 
signals, 287ff 

versus multiple channel, 79-80 
Skills, implant candidacy, 68 
Sound source localization, 222-223 
bilateral implant, 326-327, 365-366 
mechanisms, 323-324 
Spatial analysis, cochlear implant, 
344-345 

normal hearing, 287-288 
number of electrodes for speech 
recognition, 355 

processor strategy, 338, 344-345 
Spatial specificity, electrodes, 22ff 
SPEAK, see also spectral peak 
Speaking rate, and word recognition, 
404-407 

children with cochlear implant, 

403ff 

deaf children, 403ff 
Spectral cues, cochlear implant, 349ff 
speech recognition and electrode 
configuration, 349-350 
speech recognition, 349ff 
Spectral peak (SPEAK), speech coding 
strategy, 26, 31-32 

Spectral selectivity, speech recognition 
in normal humans, 351 
Speech acquisition, cochlear implant, 
334-336, 384-385 
effect of implant, 384-385 
Speech coding, cochlear implants, 26ff 
Speech comprehension with implant, 
81-82, 293, 334ff 

Speech encoding strategies, patient 
preferences, 37 

Speech perception performance, 
history of implants, 3-4, 334ff 
Speech processor, cochlear implant, 
19-20 

Speech reception after implant, signal- 
to-noise ratio, 79 
Speech reception scores, 

implementation of processing 
strategies, 42 

speech encoding strategies, 38 



Speech reception, after implant, adults, 
79-80 

development following implant, 58 
following implant surgery, 78ff 
see also Hearing performance, 
Speech recognition, Speech 
perception 

Speech recognition, acoustic cues, 

334ff 

amplitude cues, 339ff 
auditory nerve survival, 56 
binaural implant, 365-366 
cochlear implant, 334-336 
combined acoustic and electrical 
stimulation, 366-367 
comparison of auditory brainstem to 
cochlear implant, 367-368 
effects of noise on implant, 355-357 
effects of tonotopic “hole” in person 
with implant, 362-364 
electrode number in implant, 
354-355 

frequency to electrode mapping in 
implant, 357ff 
necessary features, 334-336 
periodicity cues, 347 
pulse rate per electrode in implant, 
347-348 

see also Hearing performance, 
Speech reception 
spectral cues, 349ff 
spectral selectivity in normal 
humans, 351 

temporal factors, 346-349 
tonotopic shift in implants, 358ff 
Speech transients, encoding, 43 
Speech, cortical activation, 265-266 
Speech-to-noise ratio, 19 
Spiral ganglion cells, implant insertion 
trauma, 122 
survival, 105, 131 

Spontaneous activity, and electrical 
stimulation, 149 

and presence of hair cells, 197ff 
Steady-state evoked potential, 62 
Stochastic processes, ionic channels, 
161 

Stochastic resonance, hair cells, 197ff8 
in electrical stimulation, 185, 186ff 
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Strength-duration function, current 
integration, 164ff 

Subcortical development, cochlear 
implant, 252-253 

effects of cochlear implant, 252-253 
Superior olivary complex (SOC), 
anatomy, 108, 216 
Surgery, cochlear implant, 59-60 
electrode insertion depth, 72 
electrode insertion trauma, 107, 122, 
132ff 

implant results, 70ff, 77ff 
implants in malformed cochleas, 75ff 

Temporal bone, of implant recipients, 
133 

Temporal code, 104 

auditory cortex, 236-237 
cochlear implant, 232ff 
Temporal envelope cues, cochlear 
implant, 346 
speech recognition, 346 
Temporal envelope, effect in person 
with cochlear implant, 307-309 
Temporal factors in speech recognition, 
cochlear implant, 346-349 
Temporal fine structure, cochlear 
implants, 9 

Temporal frequency analysis, normal 
hearing, 287-288 

Temporal information perception, 
multiple-electrode implants, 
315-318 

Temporal information with implant, 
294ff 

Temporal information, perception with 
cochlear implant, 294ff 
Temporal integration, cochlear implant, 
304-307 

persons with cochlear implants, 
304-307 

Temporal modulation transfer function, 
cochlear implant, 297-298 
Temporal pattern perception, with 
electrode separation, 317-318 



Temporal processing, in different 
implant patients, 348-349 
Temporal resolution, cochlear implant, 
296-298 

Threshold of hearing, electrical vs. 

psychophysical, 229-231 
Tissue tolerance issues, prostheses, 6-7 
Tonotopic “hole” on speech 

recognition, cochlear implant, 
362-364 

Tonotopic organization, and electrical 
stimulation, lOlff, 125-126, 
149-150 

auditory system, 219-222, 228-229 

CIS encoding, 28-29 
Tonotopic selectivity, cochlear implant, 
350ff 

Tonotopic shift, cochlear implant, 

358ff 

speech recognition, 358ff 
Tonotopic warping, nerve survival in 
deaf people, 362 

Training, after implantation, 87ff 
Transcutaneous transmission link, 
20-21 

Transmission link, cochlear implants, 
20ff 

Usher’s syndrome, 70 

Vestibular function, following implant 
surgery, 77-78 

Vision, and implant candidacy, 69-70 
Vocoder, used to simulate cochlear 
implant, 336-339 

Volta, electrical stimulation of ear, 2 
Vowel encoding, CIS, 29-30 

Waardenburg’s syndrome, 70 
Wechsler Intelligence Scale, normal 
and implanted children, 396-397, 
401^103 

Word recognition by deaf children, 
cochlear implant, 404-407 
Working memory, 389 




